rjifu-eyi-CLk^ 


DEPARTMENT/  OF  COMMERCE 

Technologic  Papers 

OF  THE 

Bureau  of  Standards 

S.  W.  STRATTON,  Director 

No.  170 

PYROMETRIC  PRACTICE 

BY 

PAUL.  D.  FOOTE,  Physicist 

C.  0.  FAIRCHILD,  Physicist 

T.  R.  HARRISON,  Associate  Physicist 

Bureau  of  Standards 


UNITED  STATES 

GOVERNMENT  PRINTING  OKKICE 
WASHINGTON  :  ISIS 


PYROMETRIC  PRACTICE- 


By  Paul  D.  Foote,  C.  O.  Fairchild,  and  T.  R.  Haniion 


CONTENTS 

Pa(C 

I.  Temperature  scale .  8 

II.  High-temperature  thermometry .  lo 

1.  Introduction .  lo 

2.  High-temperature  mercurial  thermometers .  ii 

3.  Industrial  thermometers .  12 

4.  Emergent-stem  error  of  mercury  in  glass  thermometers .  14 

5.  Other  sources  of  error  in  use  of  high-temperature  mercurial 

thermometers .  16 

6.  Filling  high-temperature  thermometers  tmder  pressure .  16 

7.  Improper  annealing .  17 

8.  Indicating  and  recording  thermometers .  17 

(a)  Pressure  thermometers .  17 

(1)  Liquids  used  in  vapor-pressure  thermometers. . .  18 

(2)  Materials  and  pressures  employed  in  liquid-  and 

gas-filled  thermometers .  18 

(3)  Principles  underlying  the  action  of  pressure 

thermometers .  19 

III.  Thermoelectric  pyrometry .  20 

1.  Introduction .  20 

2 .  Metals  used  for  thermocouples .  21 

3.  Constancy  of  calibration .  22 

4.  Reproducibility  of  couples .  23 

5-  Mounted  thermocouples .  24 

6.  Indicating  instruments .  26 

(а)  Galvanometer  method .  26 

(1)  Resistance  of  indicating  instruments .  28 

(2)  Use  of  portable  test  set .  33 

(3)  Galvanometer  with  variable  series  resistance. . . .  38 

(4)  Harrison-Foote  method .  39 

(б)  Potentiometer  method .  43 

(c)  Semipotentiometer  method .  46 

(1)  Northrup’s  method .  46 

(2)  Northrup’s  method  applied  to  continuously  de¬ 

flecting  instruments .  47 
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I.  TEMPERATURE  SCALE 

The  ideal  temperature  scale  is  known  as  the  thermodynamic 
scale.  Kelvin  has  defined  this  scale  to  be  such  that  “the  abso¬ 
lute  values  of  two  temperatures  are  to  one  another  in  the  propor¬ 
tion  of  the  heat  taken  in  to  the  heat  rejected  in  a  reversible  ther- 
mod3mamic  engine  working  with  a  source  and  refrigerator  at  the 
higher  and  lower  of  the  temperatures,  respectively.”  The  size  of 
the  unit  degree  is  given  by  arbitrarily  defining  the  temperature 
interval  from  the  freezing  point  to  the  boiling  point  of  pure  water 
under  standard  conditions  as  equivalent  to  100°  C. 

No  thermometer  or  pyrometer  uses  this  principle  of  tempera¬ 
ture  measurement,  but  scales  defined  by  other  means  are  sup¬ 
posedly  in  agreement  with  the  thermodynamic  scale  or  differ 
from  this  scale  by  small,  known  amounts. 

Primarily,  the  high-temperature  scale  from  100°  C  to  about 
1500°  C  is  defined  by  the  expansion  of  nitrogen  in  the  constant- 
volume  gas  thermometer.  If  an  “ideal”  gas  existed  and  were 
employed  in  the  gas  thermometer,  the  temperature  scale  would 
agree  throughout  this  range  with  the  thermodynamic  scale.  Such 
a  gas  does  not  exist,  but  the  ccarections  which  are  necessary  to 
apply  to  the  nitrogen-gas  thermometer  scale  to  make  this  scale 
agree  with  that  of  an  ideal  gas  are  fairly  well  known.  These 
corrections  are  very  small,  amounting  in  the  above  case  to  only 
0.05®  at  200®  C,  0.3°  at  600®  C,  and  i®  at  1200®  C. 

The  gas  thermometer  is  very  difficult  and  inconvenient  to 
operate  and  is  not  employed  even  for  precision  work  except  as  a 
fundamental  standard  instrument.  It  would  not  be  possible  to 
calibrate  all  other  types  of  pyrometer  directly  by  comparison 
with  the  gas  thermometer.  Accordingly,  a  series  of  so-called 
fixed  points  have  been  adopted,  defined  by  the  melting  or  boiling 
points  of  several  of  the  chemical  elements  and  compounds.  The 
temperatures  at  which  the  phenomena  of  melting  or  boiling  of 
these  materials  occm  have  been  determined  up  to  1500°  C  by 
the  gas  thermometer.  In  these  primary  experiments  a  thermo- 
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couple  or  resistance  thermometer  usually  served  as  a  transfer 
instrument,  since,  except  in  a  few  instances,  it  was  not  possible  to 
place  the  bulb  of  the  gas  thermometer  directly  into  the  melting 
or  boiling  chemical  element.  Having  obtained  by  means  of  the 
gas  thermometer  a  number  of  fixed  points  which  could  be  cor¬ 
rected  to  conform  to  the  true  thermodynamic  temperatiue  scale, 
it  was  foimd  that  the  temperature  scale  defined  by  other  forms 
of  pyrometer  agreed  with  the  thermodynamic  scale  as  closely  as 
this  scale  could  be  determined  by  the  gas  thermometer  and  that 
the  precision  possible  in  other  p3Tometers  is  far  greater  than  that 
of  which  the  gas  thermometer  is  capable. 

Thus,  it  has  been  found  that  the  scale  defined  by  the  platinum 
resistance  thermometer  calibrated  as  described  later,  in  terms  of 
the  melting  point  of  ice,  o®  C,  the  boiling  points  of  water  ioo°  C, 
and  of  sulphur,  444.6°  C,  at  standard  atmospheric  pressure,  rep¬ 
resents  the  true  thermod5mamic  scale  (as  closely  as  we  have  any 
means  of  determining  this  agreement)  up  to  1100°  C,  the  highest 
temperature  at  which  the  resistance  thermometer  can  be  oper¬ 
ated.  It  has  been  also  found  that  the  temperature  scale  defined 
by  the  rare-metal  thermocouple  (Pt,  90  per  cent  Pt-io  per  cent 
Rh)  calibrated  at  three  fixed  points,  such  as  the  freezing  points  of 
zinc,  antimony,  and  copper,  agrees  with  the  thermodynamic 
scale,  as  closely  as  can  be  determined,  in  the  range  450  to  1 100°  C. 

The  gas  thermometer  has  never  been  used  with  high  accuracy 
at  a  temperature  greater  than  1550°  C.  Above  this  range  the 
temperature  scale  must  be  defined  by  means  of  the  Stefan-Boltz- 
mann  or  Wien-Planck  radiation  laws.  These  laws  have  a  theo¬ 
retical  significance,  and  experimental  evidence  is  such  that  the 
scales  defined  by  these  two  laws  are  in  mutual  agreement  and  that 
they  represent  the  ideal  thermodynamic  scale. 

In  order  to  obtain  as  consistent  a  reproducible  temperature 
scale  as  is  at  present  possible,  this  Bureau  has  provisionally 
adopted  the  following  procedure:  In  the  interval  —40  to  450° C 
the  temperature  scale  is  defined  by  the  platinum  resistance  ther¬ 
mometer  calibrated  in  ice,  steam,  and  sulphur  vapor  (444.6°  C). 
The  scale  from  450  to  1100°  is  defined  by  the  fixed  points  cop¬ 
per  1083°  C,  antimony  630°  C,  and  zinc  419.4°  C,  and  inter¬ 
polation  between  these  points  is  based  on  the  temperature 
scale  defined  by  the  rare-metal  thermocouple  (Pt,  90  per  cent 
Pt-io  per  cent  Rh)  calibrated  at  these  three  standard  tempera¬ 
tures,  using  a  parabolic  interpolation  formula.  The  temperature 
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scale  ‘  above  1100°  C  is  based  on  the  extrapolation  of  Wien’s 
law,  using  the  fiducial  point  m.  p.  gold -=  1063°  C,  and  c,*=i4  320. 
On  the  basis  of  the  scale  defined  above,  the  following  table  rep¬ 
resents  the  melting  and  boiling  points  of  several  important  pure 
substances,  the  accuracy  being  possibly  0.1°  at  500°  C,  1°  at 
1200°  C,  5°  at  1500°  C,  and  50°  at  3400°  C. 

Table  1. — standard  Fixed  Points 


rnednf  or  nuSlaf  pobiti:  *  C 

Tin .  231.9 

Laad...  .  327.4 

Zlne .  419.4 

AnWnwny .  630.0 

Aliimlnittw  _ 660.0 

Copper-tUvar  anlaetk .  779.0 

Silver .  960.  S 

BalUiif  paliiia: 

Hapbtbaleiie . 

Banaiphaiiane . 

Snlpliur . 


rraexinf  or  malttnt  points:  *  C 

Oald .  1063 

Copper .  1063 

Hkkel .  14a 

Palladlom . 1SS3 

PloHimm . 1762 

Ahunlna .  2050 

Tonssten .  3390 


217.9*+O.oa  (op-760) 
305.9  +  .063  (  P-760) 
444.6+  .091  (  P-760) 


o  P  denotes  pressure  in  mm  Ho. 

The  above  table  applies  for  materials  of  the  highest  possible 
purity.  The  presence  of  impurities  will,  in  general,  lower  the 
freezing  or  melting  points  and  raise  the  boiling  points.  Methods 
for  using  the  above  materials  for  the  standardization  of  pyrom¬ 
eters  are  discussed  later. 

U.  HIGH-TEMPERATURE  THERMOMETRY* 

1.  ntTRODUCTIOH 

High-temperature  thermometry  is  concerned  with  the  measure¬ 
ment  of  temperature  in  the  range  loo  to  550°  C.  The  lower 
arbitrary  limit  corresponds  to  the  temperature  of  boiling  water 
at  normal  atmospheric  pressure,  the  upper  limit  (550°  C)  is  approx¬ 
imately  the  highest  temperature  to  which  a  mercury-in-glass 
thermometer  may  be  safely  subjected.* 

The  following  table  gives  a  brief  classification  of  the  various 
types  of  high-temperature  thermometers : 

>Por  a  more  complete  discussion  of  the  iempetature  scale  see  Waidner,  Mueller,  and  Poote.  Standard 
Scale  of  Temperature,  Chxcaffo,  Fyrometry  Symposium. 

•This  section  is  a  synopsis  q(  a  paper  by  Wilhelm,  Chicago,  Pyrometry  Symposium. 

'•  Quartz  glass  thermometers  filled  with  mercury  under  pressure  have  been  constructed  to  measure 
temperatures  up  to  750*  C.  Reports  as  to  their  behavior,  however,  have  not  been  promising.  Special 
glasses  have  been  recently  produced  which  offer  some  possibilities  ftx  use  even  above  600*  C.  but  mercurial 
thennometry  above  500*  C  is  still  in  the  development  stage. 
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TABLE  2. — CUasiflcAtion  of  Tbonnometera 

0«nanU  cluaiflcatlon  Sabdlvlalaiu 

I  _ 

(BtchMlorniinived  •tamlnekMd 
•cale 

Vapor  pnnun 
Liquid  flUed 
GaaSlIod 


fRoalatanco  thatmanetot 
Thetmoconplea 

2.  HIGH-TEMPERATURE  MERCURIAL  THERMOMETERS 

In  the  laboratory  the  so-called  engraved  or  etched-stem 
thermometer  is  more  generally  used  than  the  inclosed-scale 
(einschluss)  type,  probably  be¬ 
cause  of  the  preference  of  Amer¬ 
ican  manufacturers  for  the 
former.  For  some  classes  of 
work,  and  especially  under  high 
temperature  conditions,  the  in- 
closed-scale  thermometer  has  cer¬ 
tain  advantages  over  the  etched- 
scale  t5rpe,  in  that  the  coloring 
matter  in  the  graduation  lines 
can  not  be  removed  by  solvents, 
the  thermometer  may  be  repaired 
if  only  the  outer  tubing  is  broken, 
and  parallax  may  be  avoided  by 
a  simple  procedure.  The  disad¬ 
vantages,  however,  may  offset 
the  good  features  for  the  scale 
may  become  loose,  and  this,  as 
well  as  the  fact  that  the  scale 
and  capillary  tubing  may  not  be  n» 

in  close  contact,  may  introduce  -  ^  r  u  u  .  ^  . 

uncertam  errors.  The  compu-  m*rcury-in-ylass  thermometers 
tation  of  the  correction  for  emer¬ 
gent  stem  is  also  less  reliable  because  of  the  imcertainty  as  to 
the  actual  temperature  inside  the  glass  tubing. 

Fig.  I  shows  characteristic  types  of  etched-stem,  high-temper¬ 
ature  laboratory  thermometers.  The  first  instrument  (o)  is  the 
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t3rpe  used  as  a  standard  at  the  Bureau  of  Standards  in  the  range 
300  to  530°  C.  The  second  thermometer  (b)  is  a  continuous  scale 
instrument  used  for  making  distillation  tests  ami  graduated  from 
o  to  400°  C  in  I  °  intervals,  for  total  immersion.  The  third  instru¬ 
ment  (c)  is  a  20  to  750°  F  thermometer  divided  into  2°  intervals 
for  partial  immersion,  and  is  used  in  oil  testing  or  other  industrial 
work.  For  convenience  in  re-standardizing,  it  is  desirable  to 
have  the  ice-point  graduations  (o*  C,  32®  F)  marked  on  the  stem. 

If  it  is  necessary  to  use  a  thermometer  for  partial  immersion — 
that  is,  with  the  bulb  and  only  a  part  of  the  stem  heated — it  is  ad¬ 
visable  to  use  the  continuous-scale  type  (b)  or  (c)  rather  than  the 
standard  type  (a),  especially  if  the  enlargement  in  the  capillary 
shown  between  the  o  and  295°  marks  projects  out  into  the  air, 
which  is  much  cooler  than  the  bulb,  as  otherwise  large  and  un¬ 
certain  errors  may  be  introduced. 

It  is  not  advisable  to  graduate  thermometers  to  be  used  in  the 
range  200  to  550“  C  into  intervals  smaller  than  i  or  2°  C,  as  the 
maximum  obtainable  accuracy  is  from  o.i  to  o.s^C.  The  follow¬ 
ing  table  illustrates  the  accuracy  which  may  be  expected  of  high- 
grade  thermometers  used  with  total  immersion; 


TABLE  3.— Accuracy  of  Higb-Gflide  Thennometers 
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2 
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3.  raOUSTRIAL  THERMOMETERS 

The  use  of  the  chemical  or  laboratory  type  of  mercurial  ther¬ 
mometer  is  restricted  to  the  laboratory,  since  unprotected  glass 
thermometers  are  too  frail  to  withstand  the  rough  usage  of  the 
plant  and  shop  and  are  comparatively  difficult  to  read.  To  meet 
the  requirement  of  the  plant,  there  has  been  developed  what  is 
generally  known  as  the  industrial  type  of  mercurial  thermometer. 
As  shown  in  Fig.  2,  it  is  characterized  by  a  heavy  metal  back  and 
protecting  tube  for  the  bulb,  large  and  distinct  figures  and  gradua- 
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tion  marks,  and  threaded  connections  for  attaching  the  instrument 
readily  and  firmly  to  some  part  of  the  apparatus.  This  same 
general  design  of  instrument  is  used  for  many  different  operations, 
covering  ranges  of  temperature  from  —30  to  550®  C. 

It  will  be  noted  that  the  bulb  does  not  come  into  direct  contact 
with  the  substance  the  temperature  of  which  is  to  be  measured 
and  that  it  is  surroimded  by  large  metal  parts,  which  extend  into 
a  region  of  different  temperature.  These  two  peculiarities  in  the 
construction  of  an  industrial  thermometer  must  be  taken  into 
consideration  in  their  use  and  cali¬ 
bration.  Since  the  bulb  is  not  in 
direct  contact  with  the  heated 
substance,  the  time  required  to 
take  up  changes  in  temperature 
is  greater  than  for  a  bare  bulb. 

The  “lag”  can  be  reduced  by  fill¬ 
ing  the  space  between  the  bulb 
and  the  outer  wall  of  the  fcasing 
with  a  good  conducting  medium, 
the  most  satisfactory  substance 
for  temperatures  below  200°  C 
being  mercury.  The  lag  of  an  in¬ 
strument  read  in  steam  at  100®  C 
with  mercury  surroimding  the 
bulb  has  been  foimd  K  to  as 
great  as  when  powdered  graphite, 

OU,  or  air  was  used.  »  of  r»^cury-in- 

glass  thermometer 

This  lag,  however,  may  not  be 

as  great  a  source  of  error  as  the  actual  discrepancy  in  the  readings 
of  the  thermometers  when  used  to  measure  the  same  temperature ; 
but,  under  different  conditions  as  regards  construction  of  the  pro¬ 
tecting  case  surrounding  the  bulb,  the  material  into  which  the 
bulb  is  immersed — that  is,  whether  liquid,  vapor,  or  gas — the  rate 
of  flow  of  the  material  past  the  bulb,  and  the  exterior  conditions 
to  which  the  protecting  stem  and  casing  are  subjected.  No  data, 
however,  are  available  in  regard  to  the  precise  effects  of  these 
various  factors,  even  for  definite  types  of  thermometers. 
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4.  BMBRGBirr-STBM  ERROR  OP  MBRCDRT-IH-GLASS  THERMOMETERS 

It  is  common  practice  to  graduate  and  standardize  thermome¬ 
ters  for  the  condition  that  the  bulb  and  the  part  of  the  stem 
containing  the  mercury  are  at  the  same  temperature.  This 
process  is  called  graduation  and  standardization  for  total  immer¬ 
sion.  Some  manufacturers,  however,  point  part  of  their  stock 
thermometers  for  other  conditions  of  immersion,  such  as  3  inches, 
believing  that  this  condition  has  a  wider  application  than  that  of 
total  immersion. 

In  the  actual  use  of  a  thermometer  it  is  quite  often  impossible 
to  observe  the  conditions  of  total  immersion  of  the  mercury 
column,  and  many  instruments  must  be  used  with  the  bulb  only, 
or  the  bulb  and  a  very  small  portion  of  the  stem,  heated.  The 
remainder  of  the  stem,  containing  the  mercury  column,  is  usually 
at  a  temperature  considerably  lower  than  the  bulb,  and  the 
original  calibration  of  the  instrument,  if  for  total  immersion,  will 
not  hold.  The  thermometer  reads  too  low  xmder  these  conditions. 

It  is  possible  to  compute  the  approximate  correction  to  apply 
to  the  reading  to  reduce  it  to  standard  conditions  by  means  of  the 
formula  *  S  =  a  n  (T  —  t),  where  S  is  the  correction  to  be  applied 
to  the  reading,  a  is  a  factor  representing  the  relative  expansion  of 
mercury  in  glass,  n  is  the  number  of  degrees  of  the  mercury  emer¬ 
gent  from  the  bath,  T  is  the  temperature  of  the  bulb  or  bath,  and 
t  is  the  average  temperature  of  the  emergent  mercury  column. 
The  value  of  a  is  about  0.00016  for  centigrade  temperatures  and 
0.00009  for  Fahrenheit.  T  can  be  approximated  by  using  the 
reading  of  the  thermometer,  and,  if  a  higher  degree  of  accuracy  is 
desired,  a  second  approximation  may  be  made  by  adding  the 
correction  first  iound  to  the  reading  and  using  this  value  of  T  to 
obtain  a  second  correction.  The  value  of  t  can  be  measured 
roughly  by  an  auxiliary  thermometer  the  bulb  of  which  is  placed 
about  three-fourths  the  distance  down  the  exposed  mercmy 
column.  A  more  precise  method  is  to  use  a  “faden”  or  thread 
thermometer,  which  is  designed  to  give  the  average  temperatme 
of  a  given  length  of  the  mercmy  column.  The  theory  of  stem 
correction  and  the  use  of  faden  thermometers  is  discussed  by 
Buckingham.* 

In  processes  for  which  the  immersion  of  the  thermometa:  is 
definitely  known  thermometers  may  be  previously  graduated  for 

*  Rimboch.  Zeit.  {.  Inst.,  1890.  gives  stem-correction  tables  wbicb  have  been  rndeiy  publi^ed.  Thdr 
application  is  limited,  however,  as  the  data  were  obtained  using  special  thermometers  in  distiUatiott  appa¬ 
ratus. 

*  B.  S.  Sci.  Papers,  No.  170:  1911. 
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the  required  immersion.  Partial-immersion  thermometers  are 
subject  to  error  tmless  the  conditions  under  which  the  thermom¬ 
eter  is  used  exactly  correspond  closely  to  those  of  pointing  or 
standardization.  Thus,  changes  in  the  room  temperature  or 
temperature  conditions  surrotmding  the  stem  may  introduce 
errors  of  several  degrees.  However,  when  high  accuracy  is  not 
desired,  it  is  probably  more  satisfactory  to  use  these  partial- 
immersion  instruments  than  to  attempt  a  stem  correction  with  a 
total-immersion  thermometer.  Thermometers  so  graduated  should 
be  marked,  preferably,  with  a  line  around  the  stem  indicating  the 
depth  of  immersion  and  also  with  a  statement  to  this  effect  on 
the  stem. 

Several  processes  in  which  thermometers  calibrated  for  total 
immersion  are  used  under  partial-immersion  conditions  have 
been  investigated  at  the  Bureau  of  Standards  and  the  following 
stem-correction  data  obtained:  * 

TABLE  4. — Stem-Correction  Bate  for  Cleveland  Open-Ci^  Flaah  and  Fire-Point 

Tester  Thermometer 

( Range— 20  to  760*  r  In  2*  intonala,  lengSi  about  IS  incbaa] 
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400 
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TABLE  S. — Stem-Correction  Bata  for  BistiUation  Flask  Used  in  Bistillation  of 

Creosote  Oil 

{Dfanenalnna  of  flaak:  DIametei  bulb,  0  cm;  dbonotei  nock.  2  cm;  heigbt  neck,  U  cm;  dWance  bottom 
of  outlet  tube  to  top.  8  cm.  Thermometer  range,  0  to  fOO*  C  in  1*  Intervals;  lengib,  00  cml 
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TABLE  6. — StOB-Comcdoii  Bata  hat  Penaky-llaitinFlMh-PoititAppttataB 

ThtfaMOMtw  oMd  up  t5  UO*  C,  nac*  40  la  140*  C  fai  1*  Inlanala;  ical*  lamlh,  9J  cm;  Omnnamalii 
OMd  bom  200  la  300*.  taac*  200  la  360*  la  1*  iaianala;  aeala  laag^  12  cm] 
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45 
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Empirical  methods  are  occasionally  employed  for  certain  more 
or  less  standard  operations,  such  as  distillation,  in  which  a  total- 
immersion  thermometer  is  specified,  to  be  used  without  regard  to 
the  emergent-stem  correction. 

5.  OTHER  SOURCES  OF  ERROR  IN  USE  OF  HIGH-TEMPERATURE  MER¬ 

CURIAL  THERMOMETERS 

Aside  from  the  error  arising  from  the  failure  to  observe  the 
proper  condition  of  immersion,  there  are  two  common  sources  of 
error  which  may  be  attributed  to  actual  defects  in  the  manufac¬ 
ture  of  the  instrument.  These  are  insufficient  pressure  above  the 
mercury  to  prevent  breaking  of  the  mercury  column  or  evapora¬ 
tion  at  the  surface  of  the  mercury  and  improper  or  insufficient 
annealing  for  use  at  high  temperatures.  This  latter  defect  may 
result  in  a  rise  of  the  reading  with  continued  heating  amounting 
to  as  much  as  30°  C  in  extreme  cases. 

6.  FHLING  HIGH-TEMPERATURE  THERMOMETERS  UNDER  PRESSURE 

Mercury  boils  at  357°  C  at  atmospheric  pressure  and  evaporates 
fairly  rapidly  at  much  lower  temperatures.  It  is  accordingly 
desirable  for  thermometers  used  above  100°  C  to  fill  the  capillary 
above  the  mercury  with  nitrogen  under  a  pressure  of  from  2  to  20 
atmospheres,  depending  upon  the  temperature  range  and  con¬ 
struction  of  the  stem.  Failme  to  fill  high-temperature  thermom¬ 
eters  under  the  sufficient  pre^ure  may  be  sometimes  detected  by 
the  broken  appearance  of  the  mercury  column  and  by  drops  of 
mercury  which  have  distilled  from  the  top,  but  often  the  column 
breaks  in  a  part  of  the  stem  not  visible  and  the  defect  is  not 
readily  noticed. 
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7.  IMPROPSR  iJmSAUirG 
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Improper  annealing  can  be  detected  only  by  repeated  calibra¬ 
tion  of  the  instruments  from  time  to  time.  Laboratories  usually 
Have  facilities  for  checking  thermometers  either  at  the  ice  or 
steam  point  or  for  comparing  them  with  a  thermometer  known 
to  be  reliable. 

8.  mDICATIRG  AND  RECORBIRG  THBRMOMBTBRS 

The  term  “indicating”  is  usually  employed  to  designate  ther¬ 
mometers  of  the  dial-and-pointer  type,  rather  than  those  con¬ 
structed  of  mercury  and  glass.  Indicating  thermometers  may 
or  may  not  be  distance  reading;  that  is,  so  constructed  as  to  allow 
the  indicator  to  be  placed  at  some  distance 
from  the  bulb.  A  distance-reading  indicating 
thermometer  is  shown  in  Fig.  3.  A  recording 
thermometer  employs  a  mech¬ 
anism  for  making  a  contin¬ 
uous  record  of  temperature  on 
a  suitable  chart,  as  shown  in 
Fig.  4. 

Indicating  and  recording  ther¬ 
mometers  may  be  divided  into 
three  general  classes — electrical, 
pressure,  and  bimetallic.  Elec¬ 
trical  thermometers  or  pyrom¬ 
eters  are  considered  later.  Pres- 
■BiG.  Distance-  siue  thermometers  comprise  a 
reading  indicat-  bulb  containing  a  liquid  or  gas  F*®-  4- — Rtconhng 
ingthermomeier  connected  by  means  of 

capillary  tubing  to  some  form  of  pressing  gage.  Bimetallic  ther¬ 
mometers  utilize  the  turning  moment  produced  by  heating  a  strip 
consisting  of  two  metals  brazed  together,  and  having  different 
coefficients  of  expansion.  Graphite-metal  thermometers  make 
use  of  the  linear  differential  expansion  of  rods  of  graphite  and  a 
suitable  metal.  The  accuracy  and  adaptability  ot  these  types  of 
instrument  have  not  been  sufficiently  investigated  to  allow  a  more 
detailed  discussion. 

(a)  Pressure  Thermometers. — Pressure  thermometers  may 
be  subdivided  into  vapor-pressure,  liquid-filled,  and  gas-filled. 
The  thermal  expansion  of  a  liquid  or  gas  is  approximately  linear 
with  temperatru-e;  hence  these  thermometers  have  a  linear  tem- 
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perature  scale.  The  change  in  vapor  pressure,  with  temperature, 
however,  is  not  linear,  and  the  temperature  scale  of  a  vapor- 
pressure  thermometer  becomes  more  open  at  higher  temperatures. 
Otherwise,  the  three  t3rpes  of  pressure  thermometers  are  similar 
in  outward  appearance. 

(i)  Liquid  Used  in  Vapor-Pressure  Thermometers. — ^The  volatile 
liquid  used  in  a  vapor-pressure  thermometer  must  possess  certain 
w^-defined  characteristics.  It  should  be  stable,  readily  ob¬ 
tained,  and  purified,  should  not  act  upon  the  metals  with  which  it 
is  in  contact,  must  have  a  sufficiently  high  pressure  at  the  lower 
temperatures  to  insure  a  readable  temperature  scale,  and  its 
critical  temperature  must  be  higher  than  the  highest  temperature 
to  be  measured.  The  vapor  pressures  of  the  liquids  available 
have  been  determined  over  wide  ranges,  and  it  is  usually  possible 
by  making  use  of  such  data  to  select  the  most  suitable  liquid  for 
a  given  range  of  temperature  or,  if  a  liquid  be  given,  to  predict  the 
temperature  range  within  which  it  can  be  used  and  the  pressures 
which  will  be  developed.  In  general,  the  temperature  and  pres¬ 
sure  range  for  a  given  liquid  will  be  included  between  its  boiling 
point  at  a  pressure  of  one  atmosphere  and  its  critical  temperature. 
Although  these  limits  are  very  arbitrary,  they  are  convenient 
for  reference. 

The  following  table  gives  the  boiling  points  at  a  pressure  of  i 
atmosphere  and  the  critical  temperatures  and  pressures  for  various 
liquids  suggested  for  use  in  vapor-pressme  thermometers. 

TABLE  7.— Boiling  Points  and  Critical  Data  of  Liquids  Suggested  for  Dae  in  Vapor- 

Pressure  Thermometers 
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63 

43 
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. 

52 

(a)  MatericUs  and  Pressures  Employed  in  Liquid  and  Gas-filled 
Thermometers. — Pure  materials  chemically  inactive  upon  the  bulb 
are  requisite,  and  the  highest  temperature  measured  should  not 
exceed  the  critical  temperatiure  of  the  liquid.  Alcohol,  which  has 
been  used  in  liquid-filled  thermometers,  is  not  satisfactory  above 
200*’  C.  Aniline  has  been  suggested  for  temperatures  below 
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400®  C.  Metx^ury,  however,  is  used  almost  exclusively  for  tem¬ 
peratures  up  to  500  or  600®  C.  Gas-filled  thermometers  using 
]n%ferably  nitrogen  are  not  satisfactory  much  above  500®  C, 
since  the  metal  bulbs  become  permeable  to  the  gas  at  high  tem¬ 
peratures.  The  initial  pressure  and  the  pressure  range  of  a  liquid 
or  gas  filled  thermometer  varies  according  to  the  pressure  range 
of  the  gage  and  the  temperature  range. 

(3)  Principles  Underlying  the  Action  of  Pressure  Thermometers. — 
The  action  of  the  vapor-pressure  thermometer  depenus  upon  the 
fact  that  the  pressure  inside  the  thermometer  is  determined  solely 
by  the  temperature  of  a  free  stuface  of  the  liquid.  It  follows, 
therefore,  that  the  thermometer 
must  be  so  constructed  that  one 
free  surface  is  always  in  the  bulb. 

If  this  condition  is  fulfilled  the  read¬ 
ing  of  the  instrument  is  not  sensibly 
affected  by  changes  in  the  tempera¬ 
ture  of  the  gage  and  capillary.  This 
is  a  decided  advantage  over  other 
types,  when  the  connecting  tubing 
and  gage  are  subjected  to  consider¬ 
able  changes  in  temperatiue.  If 
the  vapor-pressure  thermometer  is 
not  filled  properly — that  is,  the 
proportion  of  liquid  is  too  great  or 
too  small  as  compared  with  the  vol¬ 
ume  of  the  bulb,  capillary,  and 
gage — ^very  large  and  xmcertain  er¬ 
rors  may  be  introduced.  As  an  ex¬ 
ample,  consider  the  condition  where  the  bulb  is  much  hotter  than 
the  capillary.  The  liquid  is  condensed  in  the  capillary,  and  there 
should  be  sufiScient  liquid  to  entirely  fill  the  capillary  and  partly 
fill  the  bulb.  If  the  liquid  fills  the  gage  and  only  partly  fills  the 
capillary,  and  there  is  no  liquid  in  the  bulb,  the  capillary  will  con¬ 
tain  the  free  stuface  of  the  liquid  and  the  temperature  indicated 
will  be  that  corresponding  to  this  portion  of  the  capillary  as 
shown  in  Fig.  5.  This  temperature,  which  may  be  several  hun¬ 
dred  degrees  lower  than  that  of  the  bulb,  will  be  indicated 
of  the  true  temperature  of  the  bulb. 
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Gas  and  liquid  filled  thermometers  operate  on  the  principle 
of  thermal  expansion.  They  are  entirely  filled  with  either  the 
liqttid  or  the  gas.  The  expansion  of  the  liqtiid  or  gas  in  the  bulb 
is  transmitted  through  capillary  tubing  to  the  pressme  gage. 
These  instruments  are  subject  to  error  if  the  gage  and  capillary  are 
at  a  different  temperature  from  that  at  which  they  were  calibrated. 
This  error  may  be  made  negligible  in  many  instances  by  reducing 
the  volume  of  the  capillary  and  gage  as  compared  with  that  of 
the  bulb  or  by  using  a  compensator  in  the  lead.  Such  a  com¬ 
pensator,  however,  will  not  eliminate  errors  due  to  the  heating  or 
cooling  of  the  capillary  alone. 

m.  THERMOELECTRIC  PYROMETRY 
1.  niTRODUCTION 

Seebeck  discovered  in  1821  that  if  in  a  closed  circuit  of  two 
metals  the  two  junctions  of  the  metals  are  at  different  tempera¬ 
tures  an  electric  current  will  flow  in  the  circuit.  For  example, 
if  the  ends  of  an  iron  and  of  a  copper  wire  are  fused  together  and 
one  of  the  junctions  is  heated  (within  certain  temperature  limits), 
positive  current  will  flow  in  the  direction  copper  to  iron  at  the 
hot  junction  or  iron  to  copper  at  the  cold  junction.  Two  causes 
contribute  to  the  production  of  the  emf  which  actuates  the  current. 
An  emf  exists  between  two  different  metals  placed  in  contact  the 
magnitude  of  which  depends  upon  the  temperature  and  upon  the 
metals  used.  Also,  if  a  wire  of  homogeneous  material  is  heated 
at  one  end,  an  emf  is  developed  between  the  hot  and  cold  ends 
of  the  wire  the  magnitude  of  which  depends  upon  the  metal  and 
upon  the  differences  in  temperature  of  the  ends.  These  two  emfs 
are  known  as  the  Peltier  emf  and  the  Thomson  emf,  respectively. 
The  total  emf  acting  in  the  copper-iron  circuit  described  above  is 
the  sum  of  the  Peltier  emf  at  each  junction  and  the  Thomson 
emf  over  each  wire,  consideration  being  given,  of  course,  to  the 
algebraic  signs  of  these  four  emfs.  The  total  emf  acting  in  a  cir¬ 
cuit  of  two  dissimilar  metals  thus  depends  upon  the  temperatures 
of  the  two  jimctions.  If  the  temperatme  of  one  junction  is  fixed 
at  that  of  the  room  or  of  melting  ice,  etc.,  the  temperatme  of  the 
other  junction  can  be  determined  by  measuring  the  emf  developed 
in  the  circuit.  This  is  the  basic  principle  of  thermoelectric  pyrom- 
etry.  In  general,  the  thermoelectric  circuit  consists  of  more  than 
two  different  metals,  copper  and  manganin  being  introduced  by 
the  instrument  employed  for  measuring  the  emf.  However,  it 
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may  be  shown  that  the  insertion  of  a  different  metal  in  the  circuit 
produces  no  effect  upon  the  total  emf  if  both  ends  of  the  intro¬ 
duced  metal  are  at  the  same  temperature.  The  emfs  developed 
by  thermocouples  are  small,  usually  a  few  thousandths  of  a  volt. 
To  measure  such  small  emfs,  special  t)T>es  of  sensitive  voltmeters 
(millivoltmeters)  or  indicators  are  required.  For  any  particular 
type  of  couple  these  instruments  may  be  graduated  to  read  tem¬ 
perature  directly  instead  of  emf. 

A  simple  thermoelectric  pyrometer  consists  of  three  parts: 
(o)  The  thermocouple  of  two  different  metals  or  alloys  having  a 
fused  junction  (the  hot  jtmction),  which  is  inserted  into  the 
furnace,  and  the  cold  junctions,  which  protrude  from  the  furnace 
and  are  maintained  at  some  fixed  temperature,  such  as  that  of  the 
room  or  of  melting  ice;  (6)  two  lead  whes,  usually  of  copper  run¬ 
ning  from  the  cold  junctions  of  the  thermocouple  to  the  indicator; 
(c)  the  indicator,  which  may  be  a  millivoltmeter,  a  potentiometer, 
or  a  special  type  of  instrument  embodying  both  of  these  principles, 
and  may  be  graduated  to  read  either  emf,  temperature,  or  both. 

2.  METALS  USED  FOR  THERMOCOUPLES 

Although  any  two  dissimilar  metals  might  be  employed  for  a 
thermocouple,  certain  combinations  are  tmsatisfactory  because 
of  the  very  small  emfs  which  can  be  developed  and  because  of  the 
fact  that  with  some  combinations  the  emf  may  first  increase,  then 
decrease,  'become  zero,  and  change  sign  as  the  temperature  in¬ 
creases.  Obviously,  desirable  properties  for  a  thermocouple  are: 

1.  Capability  for  resisting  corrosion  and  oxidation. 

2.  The  development  of  relatively  lai^e  emfs. 

3.  A  temperatme-emf  relation  such  that  the  emf  increases  con¬ 
tinuously  with  increasing  temperature  over  the  temperature  range 
employed. 

For  general  work  at  higher  temperatures  several  different  types 
of  couples  are  employed  in  this  country.  Up  to  360®  C  for  extreme 
precision  or  to  500°  C  for  a  precision  of  5  or  10®  C  the  couple  may 
consist  of  one  wire  of  copper  and  the  other  wire  of  constantan. 
Iron-constantan  or  nichrome-constantan  may  be  employed  for 
technical  processes  below  900®  C.  For  operation  below  1100®  C 
special  patented  alloys  of  chromium  and  nickel  and  of  aluminum 
and  nickel,  “  chromel-alumel  ”  or  nichrome-alumel  are  very  satis¬ 
factory  even  for  continuous  service.  For  the  temperatiue  range 
300  to  1500®  C  the  Le  Chatelier  couple  should  be  employed.  This 
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couple  consists  of  one  wire  of  platinum  and  the  other  wire  an  alloy 
containing  90  per  cent  platintun  and  10  per  cent  rhodium.  Other 
alloys  and  metals  may  be  employed  for  special  work,  but  the 
above  combinations  are  sufficient  for  almost  all  technical  processes 
carried  on  in  the  temperature  range  o  to  1 500®  C.  No  satisfactory 
couple  has  been  developed  for  operation  above  1500°  C.  There 
are  several  metals  and  numerous  alloys  which  melt  at  much  higher 
temperatures,  but  all  so  far  known  are  subject  to  serious  dis¬ 
advantages  which  make  their  application  useless  commercially. 
For  example,  iriditun,  90  per  coit  iridium-10  per  cent  ruthenium, 
may  be  used  up  to  2000°  C,  but  tfie  couple  is  so  costly  as  to  be 
prohibitive,  is  so  fragile  and  brittle  that  a  slight  jar  will  fracture 
it,  and  the  iridium  rapidly  volatilizes  even  at  1 200®  C.  Tungsten- 
molybdemun  could  be  employed  possibly  up  to  2400®  C,  but  both 
of  these  metals  oxidize  so  readily  that  extreme  care  must  be  taken 
by  use  of  hydrogen  to  prevent  oxidation.  A  satisfactory  method 
for  thus  protecting  such  a  couple  for  technical  purposes  has  never 
been  developed.  The  peculiar  fact  that  nickel  is  readily  oxidized 
by  heating  in  air  and  soon  becomes  so  brittle  as  to  be  useless,  but 
when  alloyed  with  chromium  or  aluminum  the  material  resists 
oxidation  and  does  not  crystallize  so  rapidly,  suggests  the  possi¬ 
bility  that  certain  alloys  of  tungsten  may  be  developed  which 
would  not  exhibit  the  property  of  rapid  oxidation  characteristic 
of  the  pure  metal.  Such  alloys  might  prove  of  great  value  in 
thermoelectric  pyrometry. 

3.  CORSTAITCY  OF  CALIBRATION 

A  fiuther  essential  property  of  a  thermocouple  is  constancy  of 
calibration.  Alterations  in  the  calibration  may  be  due  to  various 
causes.  Inhomogeneity  may  develop  on  accoimt  of  contamination 
by  fmnes  from  the  fiunace,  metallic  vapors,  by  oxidation,  etc. 
Contamination  may  be  usually  prevented  by  the  use  of  suitable 
protecting  tubes  surrounding  the  couple,  and  the  effect  of  con¬ 
tamination  may  be  minimized  by  using  wire  of  large  cross  section. 
Different  furnace  conditions  and  different  t3rpes  of  couples  require 
different  methods  of  protection  against  contamination.  Each 
process  must  be  considered  individually.  For  example,  a  plati¬ 
num  couple  is  usually  protected  against  contamination  by  means 
of  refractory  porcelain  tubes;  but,  if  the  atmosphere  surrotmding 
the  platintun  is  reducing,  the  use  of  porcelain  may  do  more  harm 
than  good.  In  this  case  the  reducing  atmosphere  changes  the 
silica  of  the  porcelain  into  silicon,  which  readily  attacks  the  plati- 
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num.  The  emf  of  some  couples  gradually  decreases  with  use. 
The  (platinum,  platinum  90  per  cent -iridium  10  per  cent) 
couple  has  not  proved  very  satisfactory  for  this  reason,  although 
it  develops  a  much  larger  emf  than  the  platinum-rhodium  couple. 
The  iridium  gradually  distills  from  the  alloy  wire,  especially  above 
1200°  C,  requiring  frequent  recalibration  cf  the  couple. 

4.  REPRODUCIBILITT  OP  COUPLES 

When  thermocouples  are  employed  in  the  laboratory  for  scien¬ 
tific  purposes,  it  is  desirable,  although  not  of  serious  importance, 
that  the  calibration  or  temperature-emf  relation  of  couples  of  the 
same  type  be  exactly  similar.  However,  in  the  industrial  plant 
this  question  of  reproducibility  is  of  considerable  moment.  The 
indicating  instruments  are  usually  graduated  in  degrees  of  tem¬ 
perature,  and  the  graduation  applies  for  one  definite  temperature- 
emf  relation  only.  If  the  temperature-emf  relations  of  various 
couples  of  the  same  t5rpe  are  not  similar,  corrections  must  be 
applied  to  the  readings  of  the  indicator,  and  these  corrections  will 
be  different  for  each  couple.  When  several  couples  are  operated 
with  one  indicator,  and  when  the  process  is  such  as  to  require  a 
frequent  renewal  of  couples,  the  applying  of  these  corrections 
becomes  very  troublesome.  For  extreme  precisioi.  it  is  always 
necessary  to  apply  such  corrections,  but  for  most  industrial  pro¬ 
cesses  thermocouples  which  are  sufficiently  reproducible  can  be 
secured,  so  that  the  corrections  are  negligibly  small  and  may  be 
omitted.  Thus  the  temperature-emf  relations  of  different  homo¬ 
geneous  and  imcontaminated  chromel-alumel  or  iron-constantan 
couples  should  not  vary  in  general  by  more  than  10  or  1 5®  C  and  of 
platimun,  platinum-rhodium  couples  by  more  than  2  or  3°  C.  In 
fact,  specifications  for  chromel-alumel  and  iron-constantan  couples 
may  be  written  as  closely  as  ±15®  F  and  in  certain  instances 
specifications  to  ±  5  °  F  are  being  satisfied.  There  are  no  industrial 
processes  carried  out  imder  such  accurate  temperature  control 
that  the  variations  in  the  calibration  of  different  new  platinum, 
platinum-rhodium  thermocouples  of  the  same  type  warrant  con¬ 
sideration.  The  variations  in  the  calibration  of  different  base- 
metal  couples  are  frequently  corrected  by  use  of  series  or  shunt 
resistance,  but  most  methods  so  far  devised  are  rather  unsatis¬ 
factory,  and  some  of  the  compensation  methods  employed  may 
develop  after  continued  use  latter  errors  than  those  arising  from 
the  irreproducibility  of  the  couple,  as  will  be  shown  later.  The 
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above  statements  in  regard  to  reproducibility  of  different  couples 
of  the  same  tjrpe  apply  only  for  new  couples.  After  a  couple  has 
been  used  for  some  time,  especially  a  base-metal  couple,  or  has 
become  contaminated  in  any  manner,  the  calibration  may  change 
considerably.  All  thermocouples  'should  be  checked  frequently 
as  installed  to  determine  %vhether  the  calibration  has  altered. 

5.  MOUNTED  THERMOCOUPLES 

The  question  of  properly  mounting  and  protecting  a  thermo¬ 
couple  is  of  great  importance.  The  type  of  protection  necessary 
depends  upon  the  particular  industrial  process  for  which  a  couple 
is  employed  and  will  be  considered  in  some  detail  later.  In  the 
laboratory  if  it  is  desired  to  measure  the  temperatme  of  a  per¬ 
fectly  clean  porcelain  platinum-wound  ftumace  containing  no 
material  such  as  iron,  etc.,  which  could  contaminate  platinum,  a 
rare-metal  couple  may  be  used  without  any  protection  whatever. 
For  most  laboratory  experiments,  however,  a  rare-metal  couple 
requires  protection.  The  usual  rare-metal  couple  consists  of 
wires  0.5  mm  or  preferably  0.6  mm  in  diameter  and  from  50  to 
125  cm  in  length.  Wires  as  small  as  o.i  mm,  and  even  less,  are 
frequently  used  for  special  research  work.  One  or  both  of  the 
wires  are  insulated  by  threading  them  through  small  porcelain  or 
quartz  tubes.  In  measuring  temperatmes  below  about  1400°  C, 
two-hole  porcelain  tubes  are  very  useful  for  insulating  both  wires, 
but  for  higher  temperatures  separate  tubes  should  be  used.  The 
hot  junction  of  the  couple  is  made  by  fusing  the  two  wires  in  an 
arc  or  oxygen-illuminating  gas  flame.  The  couple  and  insulating 
tube  are  inserted  in  a  small  outside  protecting  tube  of  porcelain, 
glazed  on  the  outside  only,  or  of  fused  silica,  hemispherically 
closed  at  one  end.  On  the  open  end  of  the  protecting  tube  may 
be  mounted  the  head  of  the  couple,  which  serves  as  a  handle  and 
as  a  support  for  rigidly  holding  the  wires  of  the  couple.  The 
couple  wires  frequently  extend  beyond  the  head  of  the  couple,  so 
that  their  ends  may  be  maintained  at  some  controlled  cold- 
junction  temperature.  Usually  the  wires  terminate  in  binding 
posts  on  the  couple  head,  in  which  case  the  cold-junction  tem¬ 
perature  may  be  controlled  by  water  jackets,  or  may  be  allowed 
to  remain  that  of  the  surroundings,  or  the  couple  may  be  fitted 
with  one  of  the  various  devices  discussed  later  for  the  elimination 
of  cold-junction  errors. 

Base-metal  couples  for  laboratory  use  may  be  constructed  in 
much  the  same  manner  described  above  and  may  be  made  of  wire 
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as  small  as  No.  20  or  of  very  much  smaller  wire  for  certain  types 
of  research  at  lower  temperatures.  Small  wires,  however,  are 
readily  oxidized  completely  at  high  temperatiu-es,  so  that  for  con- 


Fig.  6. — Types  of  commercial  thermocouples 

A,  bure  couple;  B,  couple  with  porcelain  insulators;  C»  couple  with  asbestos  insulation;  D,  ordinary 
mounting  ol  base>metal  couple  in  an  iron  protecting  tube 


tinuous  operation  in  industrial  installations  the  couples  are  con¬ 
structed  of  No.  8  or  No.  6  wire,  or  of  still  larger  wire  when  there 
is  danger  of  contamination.  The  hot  junction  is  fused  as  in  the 
case  of  rare-metal  couples,  and  usually  the  two  wires  are  twisted 


F^g.  7. — Types  of  commercial  thermocouples 

A,  IroiKonstaiitan  couidc  in  iroi  protecting  tube  for  use  below  900*  C.  B,  extensible  chromel-alumel 
cottidef<wmoHen  brass.  The  exposed  jtmction  which  is  immersed  in  the  molten  brass  without  protectkxi 
is  renewed  from  the  magazine  of  reserve  wire.  C.  porcelain  or  fused  silica  protecting  tube  and  mounting  for 
rare>mctal  couides 

for  a  few  turns  at  the  hot  junction  in  order  to  give  greater  me¬ 
chanical  strength  to  the  joint.  The  two  wires  are  insulated  by 
fire-clay  insulating  tubes  or  by  asbestos  sleeving  or  cord,  and  are 
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connected  to  a  suitable  couple  head,  forming  the  cold  junction. 
For  severe  use  it  is  necessary  to  incase  the  couple  in  a  protecting 
tube  of  steel,  chromel,  porcelain,  fire  clay,  etc.  A  different  form 
of  base-metal  couple  consists  of  an  outer  tube  of  iron  and  an 
inner  wire  or  rod  of  constantan.  The  two  are  fused  at  one  end 
into  a  neat  joint,  forming  the  hot  junction,  and  are  insulated 
from  each  other  up  to  the  couple  head  or  cold  jimction.  The 
couple  is  thus  mechanically  stronger  than  couples  formed  of  two 
wires,  and,  when  used  without  an  additional  protecting  tube,  is 
somewhat  less  liable  to  contamination  than  the  bare  two-wire 
couple  of  the  same  type,  since  the  constantan,  which  is  probably 
more  susceptible  to  contamination  than  the  iron,  is  protected  by 
the  iron  tube.  However,  couples  of  this  type  must  be  further 
protected  by  outer  tubes,  if  subjected  to  severe  furnace  condi¬ 
tions.  Figs.  6  to  lo  illus¬ 
trate  several  couples  and 
mountings  o  f  different 
types.  Couples  of  vari¬ 
ous  shapes  may  be  con¬ 
structed  for  special  pur¬ 
poses.  Thus,  frequently 
it  is  desirable  to  make  a 
right-angle  bend  in  a 
couple.  Usually  a 
mounted  couple  will 
stand  bending  into  vari¬ 
ous  shapes;  but,  before 
bending,  one  should  examine  the  couple  and  temporarily  remove 
porcelain  tubes  or  insulators  liable  to  be  broken  by  the  process. 

6.  mDICATOrG  mSTRDMENTS 

The  indicating  instruments  which  are  connected  to  the  thermo¬ 
couple  are  of  three  general  types — those  operating  upon  the 
galvanometric  principle,  as  an  ordinary  voltmeter,  those  operat¬ 
ing  upon  the  potentiometric  principle,  and  those  operating  upon 
a  combination  of  these  two  principles.  The  first  two  t5rpes  of 
instrument  have  been  made  automatically  recording,  as  will  be 
discussed  elsewhere. 

(o)  Galvanometer  Method. — Galvanometers  for  measuring 
the  emf  developed  by  a  thermocouple  usually  operate  on  the 
d’Arsonval  principle,  having  a  moving  coil  mounted  between 
the  poles  of  a  permanent  magnet.  The  deflection  of  the  pointer 


Fig.  8. — Types  of  commercial  thermocouples 

End  section  showing  the  outer  tube  P,  which  isoneelement, 
welded  to  the  other  clement  B  at  W.  The  inner  rod  is  insu* 
lated  from  the  tube  by  asbestos  cord 
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or  boom  attached  to  the  coil  is  proportional  to  the  thermoelectric 
current  passing  through  the  coil,  and  the  current  is  proportional 
to  the  emf  developed  by  the  couple.  Different  methods  for 
mounting  the  coil  are  employed.  The  coil  may  be  suspended 
both  above  and  below  by  phosphor-bronze  suspensions,  and. 


Fig.  9. — Types  of  contmercial  thermocouples 
Interior  of  thermocouple  head  showing  the  cotd-iunction  compensator  described  later  under  Fig.  37 

although  many  foreign  instruments  of  this  type  have  proved  very 
delicate,  in  one  of  the  latest  forms  the  American  instrument, 
using  the  double-suspension  galvanometer,  may  be  subjected  to 
severe  handling  without  any  injury  whatever.  The  mounting 


Fig.  10. — Types  of  commercial  thermocouples  showing  special  mountings  for  base-metal 

couples 

A»  cross  aection  of  the  end  of  a  thermocouple  showing  the  hot  junction  welded  to  the  end  of  the  protecting 
tube  to  reduce  thennal  lag.  A  couple  of  this  type  is  useful  in  the  measurement  of  rapidly  dianging  tern* 
peratures.  B.  couple  protected  by  nichrome  tube.  C,  couple  with  extra  protecting  sheath.  D.  couple 
for  pipes  and  mains.  The  protecting  tube  is  threaded  into  the  main 


consisting  of  an  upper  suspension  and  lower  pivot  has  been 
used  extensively. 

A  unipivot  s)rstem  is  employed  by  one  English  and  one  Ameri¬ 
can  manufacturer.  The  pivot  is  at  the  center  of  the  coil,  and  the 
movement  is  balanced  so  that  the  center  of  gravity  of  the  whole 
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moving  system  is  at  the  point  of  the  pivot.  In  all  pivot  instru¬ 
ments  the  pivots  must  fit  in  well-made  jewel  bearings  in  ordo"  to 
reduce  friction  to  a  minimum.  The  advantages  claimed  for  the 
unipivot  system  are  (i)  the  axis  of  rotation  of  the  coil  passes 
through  the  pivot  point  thereby  minimizing  undesirable  effects 
of  friction;  (2)  the  pivot  and  jewel  may  be  separated  durii^ 
clamping;  and  (3)  a  heavier  coil  may  be  employed. 

The  scale  of  the  instrument  may  be  graduated  to  read  emf  or 
temperature.  By  use  of  a  series  resistance  mounted  inside  the 
galvanometer  case  and  an  extra  binding-post  terminal,  two  scale 
ranges  may  be  obtained,  one  for  base-metal  couples  of  a  certain 
t5rpe  and  the  other  for  the  rare-metal  Le  Chatelier  couple.  For 
precision  work  the  scale  should  have  a  mirror  placed  parallel  to 
the  scale  and  extending  throughout  its  length  for  use  in  eliminating 
the  error  in  reading  due  to  parallax.  While  obtaining  a  reading 
the  observer  should  use  one  eye  only,  and  he  should  move  his  head 
to  the  position  where  the  pointer  and  its  reflected  image  in  the 
mirror  coincide. 

Indicators  may  be  obtained  in  either  the  switchboard  type  or 
portable  t5T)e.  The  former  is  desirable  for  permanent  installa¬ 
tions.  Many  switchboard  instruments  have  a  scale  ruled  on 
ground  glass  and  illuminated  from  the  rear  by  an  electric  lamp. 
The  black  enameled  graduations  upon  the  scale  thus  appear  dis¬ 
tinct  against  a  bright  background.  Paper  scales  illuminated 
from  the  front  are  frequently  employed.  Usually  high  preci¬ 
sion  is  not  required  of  an  instrument  of  the  switchboard  type,  so 
that  the  graduations  can  be  coarse  and  readable  at  some  distance. 
However,  it  is  possible  to  obtaSn  highly  acctuate  switchboard  in¬ 
dicators,  in  which  case  the  scale  should  have  a  mirror  to  permit 
readings  without  parallax. 

If  the  instrument  is  moxmted  in  a  dusty  room,  it  should  be  pro¬ 
tected  by  an  outside  case  of  steel  or  wood  having  a  glass  front, 
as  the  presence  of  dirt  filtering  into  the  interior  of  the  galva¬ 
nometer  may  seriously  affect  its  calibration.  Both  the  wall  t3q)e 
and  the  portable  indicator,  especially  the  latter,  must  be  sufiS- 
ciently  robust  to  withstand  reasonably  severe  usage. 

(i)  Resistance  of  Indicating  Instruments. — When  operated  at 
the  h^hest  safe-working  temperatures,  most  base-metal  couples 
develop  a  maximum  emf  of  less  than  70  millivolts,  and  the  Le 
Chatelier  couple  develops  an  emf  of  about  16  millivolts.  In  order 
to  measure  such  small  emfs  acctuately,  a  very  sensitive  indicator 
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or  millivoltmeter  is  required.  On  the  other  hand,  the  instnunent 
must  be  robust  and  able  to  withstand  rough  handling,  to  which  it 
is  necessarily  more  or  less  subjected.  These  conditions  of  me¬ 
chanical  robustness  and  of  high  accuracy  as  a  pyrometer  indicator 
are  difficult  to  satisfy.  The  deflection  of  the  pointer  of  the 
millivoltmeter  is  approximately  propcartional  to  the  current 
flowing  through  the  coil,  so  that,  if  the  resistance  of  the  total 
thermoelectric  circuit  is  very  low,  relatively  large  currents  are 
obtained,  with  a  resulting  high  torque  or  turning  moment  on  the 
movable  coil.  Thus  when  the  current  is  high,  the  construction 
of  the  indicator  may  be  made  very  robust.  Relatively  strong 
springs,  against  which  the  turning  moment  of  the  coil  carrying 
the  current  is  balanced,  may  be  employed  and  less  attention  need 
be  given  to  the  friction  of  the  pivots  in  their  bearings.  The  torque 
may  be  made  high  without  greatly  increasing  the  resistance  of  the 
circuit  by  using  a  large  number  of  turns  of  copper  wire  in  the  coil 
Copper  possesses  a  large  temperature  coefficient  resistance,  so  that 
ordinarily  the  calibration  of  an  instrument  havmg  its  entire  electrical 
circuit  of  copper  would  be  affected  by  the  temp-  lature.  However, 
by  use  of  shxmt  and  series  resistances  of  a  certain  type  it  is  possible 
to  reduce  these  errors  due  to  temperature  changes  to  an  amount 
of  negligible  importance.  Other  satisfactory  methods  for  reducing 
this  error  are  also  employed.  Thus  it  is  not  difficult  to  construct 
a  sufficiently  sensitive  millivoltmeter  of  low  resistance.  The 
objection,  however,  from  the  p3T:ometric  standpoint,  to  such  an 
instrument  used  as  a  simple  galvanometer  has  led  to  the  develop¬ 
ment  of  indicators  of  considerable  resistance,  as  will  appear  imme¬ 
diately.  These  are  made  by  placing  a  high  resistance  of  zero 
temperature  coefficient,  such  as  manganin,  in  series  with  the  coil 
and,  by  increasing  the  number  of  tiuns  on  the  moving  coil,  to  com¬ 
pensate  for  the  decrease  in  sensitivity  arising  from  the  increased 
resistance.  The  so-called  swamping  resistance  of  zero  tempera¬ 
ture  coefficient  may  be  so  proportioned  relative  to  the  copper  that, 
due  accotmt  being  taken  of  the  temperature  coefficient  of  elasticity 
of  the  springs,  the  instrument  as  a  whole  possesses  a  negligible 
temperature  coefficient.  The  use  of  high  resistance  greatly 
diminishes  the  magnitude  of  the  current  flowing  through  the  coil, 
and  thus  decreases  the  torque-producing  deflection.  Hence, 
attention  must  be  given  to  the  elimination  of  bearing  friction  as 
far  as  possible.  Thus  the  instrument  is  necessarily  more  delicate 
than  an  indicator  of  low  resistance  and  of  the  same  t5q)e.  The  ad- 
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vantage  of  an  instrument  having  a  high  resistance  is  demonstrated 
by  the  following  discussion. 

When  a  thermocouple  in  a  furnace  is  connected  to  a  millivolt- 
meter,  the  emf  of  the  couple  causes  a  current  to  flow  aroimd 
the  circuit,  which  in  accordance  with  Ohm’s  law  is  equal  to 

5-  where  e  is  the  emf  developed  by  the  couple  and  R  is  the  total 

I\ 

resistance  of  the  circuit.  Thus,  if  the  temperature  of  the 
furnace  remains  constant,  e  is  constant,  but  the  deflection  of 
the  instrument  will  be  altered  by  changes  in  the  resistance  R. 
Hence,  any  variation  in  R  which  produces  a  change  in  the  reading 
of  the  instrument  would  be  interpreted  as  a  change  in  the  tempera¬ 
ture  of  the  ftunace,  although  actually  this  is  constant.  The  total 
resistance  of  the  circuit  may  be  divided  into  three  parts — Rg  the 
resistance  of  the  millivoltmeter,  /?i,  the  resistance  of  the  line,  and 
Rc  the  resistance  of  the  couple.  If  these  resistances  are  properly 
proportioned,  the  effect  upon  the  reading  of  the  indicator  of  any 
changes  likely  to  occur  in  the  resistance  R  can  be  reduced  to 
practically  zero.  This  condition  is  realized  when  Rg,  the  resistance 
of  the  galvanometer,  is  sufficiently  high  compared  with  Rc  +  Rl, 
the  resistance  of  the  external  circuit.  Suppose  that  the  indicator 
has  an  emf  scale  graduated  to  read  the  potential  difference  at  its 
terminals.  The  relation  between  the  reading  of  the  instrument 
and  the  true  emf,  e,  of  the  couple  to  which  it  is  connected  is  given 
by  the  following  equation; 

Rg 

^'^''Rg  +  R.+Rif- 

Thus,  if  Rg  is  very  large  compared  to  Rc-rRj,,  the  ratio  p  .  p*  ,  p- 

-Kq  I 

is  practically  i ,  and  the  reading  of  the  galvanometer  gives  the  true 
emf  of  the  couple. 

Robust  indicators  are  now  obtainable  having  a  resistance  of 
300  to  1200  ohms.  As  a  particular  example  of  the  behavior  of 
such  an  instrument,  values  of  the  factors  occurring  in  the  above 
equation  will  be  considered  for  an  actual  thermocouple  installation. 

Galvanometer  resistance  =  /?,  =  300  ohms. 

Couple  resistance  =i?o  =  1  ohm. 

Line  resistance  =i?t=i  ohm. 


Whence, 


Rg  300 

Rg+Rn+Rif  300-1-1  +  1^ 


=o.993«. 


'} 

i: 
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Thus,  if  the  galvanometer  is  graduated  to  read  potential  differ¬ 
ences  at  its  terminals,  the  reading  of  the  instrument  gives  the 
true  emf  of  the  couple  to  'within  0.7  per  cent.  Instruments 
having  a  resistance  as  low  as  10  ohms,  or  even  less,  are  in  exten¬ 
sive  use.  Suppose  a  galvanometer  10  ohms  in  resistance,  cali¬ 
brated  to  read  potential  differences  at  its  terminals,  is  used  in 
the  circuit  described  above. 


e„- 


R, 


Rg-\- Rc Rti  lo+i  +  i 


10 


-e  =  o.Sxe. 


Thus,  if  the  galvanometer  is  graduated  to  read  potential  differ¬ 
ences  at  its  terminals,  the  emfs  indicated  by  the  instrument 
would  be  1 7  per  cent  less  than  the  true  emf  of  the  couple.  Such 
large  errors  are  compensated  for  by  arbitrarily  graduating  the 
scale  to  read  the  emf  of  the  couple  when  the  resistance  of  the 
couple  and  line  has  a  certain  fixed  value;  in  the  above  example, 
2  ohms.  The  instrument  will  accordingly  read  correctly  for  this 
external  resistance,  but  will  read  in  error  if  the  external  resist¬ 
ance  is  altered.  Bad  contacts,  deterioration  of  the  couple  from 
oxidation,  change  in  depth  of  immersion,  temperature  coeffi¬ 
cient  of  the  copper  lead  wires,  etc.,  may  at  any  time  alter  the 
resistance  of  the  external  circuit.  Let  us  compare  the  behavior 
of  the  300-ohm  instrument  and  the  lo-ohm  instrument,  assum¬ 
ing  both  instruments  are  compensatingly  graduated  to  read 
correctly  for  an  external  resistance  of  2  ohms,  when  for  one  of 
the  several  reasons  cited  above  the  external  resistance  varies 
slightly.  The  relation  between  the  potential  drop  e®  across  the 
terminals  of  the  galvanometer  and  the  emf,  e,  of  the  couple  is  as 
follows,  where  the  total  line  resistance  R'  =Rc  +  R^: 


R, 


Hence,  Co  Is  always  less  than  e.  Suppose,  however,  for  a  certain 
line  resistaiice,  R'=R'o,  the  scale  of  the  indicator  is  arbitrarily 
graduated  so  that  the  reading  e'  on  the  galvanometer  equals  the 
true  emf,  e,  of  the  couple.  The  relation  between  the  scale  read¬ 
ing  and  the  potential  drop  across  the  terminals  of  the  instrument 
must  be  accordingly ; 


e' 


R,  +  R'o 
R, 


Co^FCo, 


where  F  is  a  constant.  The  graduations  on  the  scale  are  such 
that  for  any  deflection  of  the  pointer  the  scale  reading  is  a  con- 
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slant  F  times  the  potential  drop  across  the  galvanometer  ter¬ 
minals.  On  substituting  this  value  of  in  the  above  equation 
we  obtain' 

P 

SB  Fp  =S  F'  ■  P 

The  following  table  illustrates  the  per  cent  error  in  the  indi¬ 
cated  emf.  computed  from  the  above  equation,  when  the  line 
resistance  R'  has  the  values  i,  2,  3,  and  4  ohms,  respectively, 
when  Rf,  the  resistances  of  the  indicators  are  300  and  10  ohms, 
respectively,  and  R'o,  the  normal  line  resistance,  is  2  ohms. 


Fig.  II. — Types  of  indicating  galvanometers 

In  the  instniment  illustrated  the  movins  clement  is  supported  by  a  phosphor-bronze  filament  and  by 
one  pivot.  Most  o(  the  weight  of  the  moving  coil  is  carried  by  the  suspension.  The  instrument  has  a 
very  high  resistance  and  a  very  long  scale,  the  pointer  swinging  through  an  arc  of  nearly  z8o*.  These 
indicators  are  equipped  to  use  the  device  illustrated  by  Pig.  37  lor  cold-junction  compensation 


TABLE  8,— Error  Due  to  Change  in  Line  Resistance 


Um  iwManca  (duns) 

1 

Emr  ia  taHllaitor  i 
iMdiaf  1 

Biror  ia  dwiMS  at 
lOOO'C 

300  ohaa 

10  obma 

300  obnu 

10 

1 .  . 

Par  cart 
+0.33 
+0.00 

-  .33 

-  .«« 

Par  cant 

+  9.1  , 

±0.0 

-  7.7 

-14.3  i 

1  1 

•c 

+3.3 

±0.0 

-3.3 

-0.6 

•c 

+  91.0 
±  0.0 
-  77.0 

-143.0 

2 . 

3. . : . 

4 . 
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Thus  when  both  instruments  read  correctly  for  an  external 
resistaiure  of  2  ohms,  if  the  external  resistance  is  increased  by  an 
ohm,  the  indicator  of  low  resistance  is  in  error  by  7.7  per  cent,  or 
about  77®  C  at  1000®  C,  while  the  instrument  of  high  resistance 
still  reads  practically  correct.  Considerations  such  as  the  above 
emphasize  the  importance  of  using  a  galvanometer  having  a 
resistance  of  300  ohms  or  more.  In  actual  operation  the  line 
resistance  may  change  by  several 
ohms  on  account  of  bad  contacts 
and  deterioration  of  the  thermo¬ 
couple. 

It  must  not  be  inferred  from 
the  above  discussion  that  all  in¬ 
dicators  of  high  resistance  are 
necessarily  superior  to  all  indi¬ 
cators  of  low  resistance  Excel¬ 
lent  workmanship  and  mechan¬ 
ical  details,  robustness,  etc.,  fre¬ 
quently  lead  to  the  choice  of 
certain  instruments  having  a  re¬ 
sistance  less  than  100  ohms, 
especially  in  the  case  of  recording 
millivoltmeters;  but,  neverthe¬ 
less,  the  consideration  of  the  re-  1^, 

Stance  of  the  instrument  is  a  ^  •  j.  .■  , 

matter  of  extreme  importance,  nomelers 

and  a  simple  galvanometric  in-  pott^Ie  mdkstors  are  made  in  two 

.  ,  ,  types,  one  haviiif  a  lesutance  of  about  6  ohma 

diCatOr  01  low  resistance  is  allvays  per  miUlvolt  and  the  other  about  30  ohms  per 

subject  to  the  large  errors  arising 

from  small  changes  in  the  resistance  of  the  circuit.  This  statement 
does  not  apply  to  the  compensated  galvanometer,  or  to  semipo- 
tentiometric  instruments  described  later.  Pigs,  ii  to  19  repre¬ 
sent  typical  indicating  galvanometers  of  American  manufacture. 

(2)  Use  of  Portable  Test  Set. — On  account  of  the  errors  which 
may  be  introduced  in  the  reading  of  a  galvanometer  when  the 
resistance  of  the  line  or  couple  varies,  it  is  important  to  have  some 
means  for  measuring  this  resistance  occasionally.  This  is,  of 
course,  especially  necessary  when  the  resistance  of  the  galva¬ 
nometer  is  low.  Every  plant  requiring  a  large  thermocouple 
installation  with  simple  galvanometric  indicators  should  have  a 
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portable  Wheatstone  bridge  or  “  test  ”  set  for  this  purpose.  Fig. 
20  illustrates  a  simple  and  inexpensive  instrument.  Operating 
directions  are  mounted  in  the  cover  of  the  instrument  for  con- 


Fig.  15. — SingU-pivol  movement  used  in  indicators  shown  in  Fig.  14 
The  pivot  is  at  the  center  <d  gravity  of  the  moving  system 


veuient  reference.  Disconnect  the  pyrometer  indicator  from  the 
circuit  and  connect  the  two  line  wires  to  the  X  terminals  of  the 


1 


Flo.  16. — Types  of  indicating  galvanometers 

In  this  instniment  the  moving  dement  is  shown  partiaQy  removed  freon  the  magnet.  These  indicators 
have  mtstances  apprmrlmatdy  15  to  30  ohms  per  millivolt 

test  set.  Note  the  measured  resistance,  reverse  the  +  and  — 
lead  wires  at  X  and  obtain  a  new  setting.  The  mean  of  the  two 
observations  is  the  resistance  of  the  circuit.  The  two  settings 
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will  be  different  because  of  the  emf  developed  by  the  couple.  In 
measuring  the  resistance  of  the  line  care  must  be  taken,  if  two 
indicators  or  an  indicator  and  recorder  are  operated  in  parallel 


Flo.  17. — Types  of  indicating  gatvanomelers 

A indicator  whidi i3 mode ia  two (cneral  types,  "hiadi  resistance”  and  ‘‘low  resistance.”  Use 
tamer  has  a  resistance  ol  (rosn  150  to  jos  ohms  and  the  latter  about  8  ohms,  for  use  with  chranc|.ahimcl 
caapks 

on  the  same  couple,  to  see  that  both  instruments  are  disconnected 
from  the  circuit  during  the  measurement  of  the  resistance;  other¬ 
wise  the  instrument  left  connected  acts  as  a  shimt  upon  the  line. 
If  the  resistance  of  the  line  and  couple  is  found  to  be  much  higher 
than  that  for  which  the  indicator  was  designed,  short-circuit  the 
line  at  the  cold  junction  and  determine  whether  the  fault  is  in  the 
couple  or  the  line.  If  in  the  former,  it  usually  means  that  the 
couple  is  broken  or  requires  replacement.  By  making  occasional 


Flo.  x8. — Types  of  indicating  gahanometers 


A  walttype  indicator  made  ssitb.  a  Kstatauce  of  appradmatdyuolims  pcrmillivolt 

observations  of  this  kind  serious  faults  may  be  detected  long 
before  they  would  be  suspected  from  the  resulting  low  values  in 
the  indicated  temperatures. 
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(3)  Galvanometer  with  Variable  Series  Resistance. — As  shown 
above,  galvanometers,  especially  those  of  low  resistance,  are 
usually  calibrated  to  read  correctly  for  a  definite  line  resistance. 
Suppose  an  indicator  is  desired  for  operation  on  a  line  of  which 
the  resistance  changes  from  practically  zero  to  10  ohms.  The 
instrument  is  calibrated  to  read  correctly  for  a  line  resistance  of 


Fig,  21.  -Type  of  itidicating  galvarumeier  embodying  Har- 
ruon-Foote  method 


10  ohms.  Located  in  the  case  of  the  galvanometer  and  in  series 
with  the  line  is  a  variable  resistance  from  zero  to  10  ohms.  As 
the  resistance  of  the  line  increases  the  variable  resistance  is 
decreased  by  manual  adjustment,  so  that  the  sum  of  the  line 
resistance  and  the  variable  series  resistance  always  equals  10  ohms. 
The  dial  of  the  varialjic  resistance  is  graduated  to  read  the  amount 
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of  resistance  cut  out  of  the  circuit.  Hence  it  should  be  set  at  the 
resistance  of  the  line  and  couple.  This  value  may  be  deter¬ 
mined  by  means  of  a  test  set  as  discussed  above.  Thus  the  method 
is  of  great  value  for  precision  work  with  a  galvanometric  indicator. 
The  principal  objection  to  it,  which  applies  to  all  galvanometric 
indicators  so  far  described  when  used  for  accurate  measurements, 
is  the  necessity  of  measuring  the  resistance  of  the  line  and  couple, 
this  latter  measurement  requiring  the  use  of  a  test  set  or  similar 
device. 


(4)  Harrison-Foote  Method.’’ — In  this  method  the  necessity  of 
using  a  separate  instrument  to  measure  the  line  resistance  has 
been  eliminated.  The  method  is  employed  in  the  Brown  Improved 
Heatmeter  shown  in  Fig.  21.  The  circuit  CDGF,  Fig.  21a,  is  an 
ordinary  millivoltmeter  in  which  G  represents  the  moving  coil. 
In  series  with  this  is  an  adjustable  rheostat  CB.  The  maximum 
value  rj  of  this  resistance  is  chosen  equal  to  the  maximum  value 
of  the  resistance  of  the  line  and  couple  likely  to  occur  in  practice. 
A  convenient  value  is  15  ohms.  With  the  slide  of  the  rheostat 
set  for  the  maximum  resistance,  r,  =rj,  the  instrument  is  cali¬ 
brated  in  terms  of  the  potential  drop  across  AH.  Hence  when 

’  Sec  Harriaon  and  Foote,  Jour.  A.  I.  E.  E.«  Feb.  20. 1920. 
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the  instrument  is  connected  through  the  line  of  resistance  L  to 
the  couple  of  resistance  T  the  rheostat  CB  must  be  adjusted  until 
rj+L  +  T  =  r^.  When  this  adjustment  is  made,  the  scale  reading 
gives  correctly  the  emf  e  of  the  couple  or  the  correct  temperature 
if  the  scale  is  graduated  in  degrees.  This  adjustment  is  made  in 
the  following  manner:  By  depressing  the  key  K,  a  portion  of  the 
galvanometer  resistance  r,  is  short-circuited  and  the  rest  of  the 
resistance  r,,  containing  the  moving  coil,  is  shunted  by  the  resist¬ 
ance  r4.  If  e'  represents  the  potential  drop  across  DF  when  the 
key  is  open  and  e"  represents  the  potential  drop  when  the  key 
is  closed,  we  obtain : 

g/  - 

L  -{-T -|-r,  -hrj  + 

-//  _ _ fVj _ 

(L  +  T+r,)  (r,  +  r;)+r,r. 

If  fi  is  so  adjusted  that  these  two  potential  drops  and  hence  the 
deflections  of  the  indicator  are  the  same,  we  have  on  equating  (i) 
and  (2) : 

L  -t-  T  +  r,  —  —  =  a  constant.  (3) 

*'s 

T  Y 

If,  now,  in  the  construction  of  the  instrument  —  is  made  equal 

to  rt,  the  above  setting  makes  L  +  T  +  r,  =  r5  the  adjustment  re¬ 
quired  in  order  that  the  reading  of  the  scale  give  the  true  emf  of 
the  couple. 

The  ease  with  which  the  proper  setting  can  be  obtained  is 
greatly  improved  by  making  —  equal  to  from  5  to  10.  Suppose 

—  is  made  equal  to  9.  Then,  if  r,  is  improperly  adjusted  and  the 

instrument  reads  in  error  by  say  Se  when  the  key  K  is  open,  on 
depressing  the  key  the  reading  is  changed  by  gie.  If  novr  r,  is 
readjusted  with  the  key  depressed  until  the  reading  takes  its 

Be. 

initial  value,  the  error  with  the  key  open  is  reduced  to  The 

process  for  operating  the  instrument  is  accordingly  as  follows : 

1 .  Read  the  instrument  with  the  key  open. 

2.  Close  the  key  and  adjust  the  rheostat  r,  until  the  instrument 
reads  approximately  the  same  as  in  i. 


(1) 

(2) 
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3.  Repeat  i  and  2,  if  necessary. 

When  —  =  9  it  is  rarely  necessary  to  make  a  second  adjustment. 

*'4 

In  position  i  the  instrument  acts  as  an  ordinary  galvanometer. 
The  single  setting  in  position  2  reduces  the  error  in  the  ordi¬ 
nary  galvanometer  by  the  factor  tV,  which  is  usually  sufficient 
The  adjustment  for  the  proper  external  resistance,  if  desired,  can 
be  made  with  10  times  the  precision  necessary.  Thus,  if  the  gal¬ 
vanometer  can  be  read  to  iV  of  a  scale  division,  the  line  resistance 
can  be  set  for  an  error  less  than  rhs  of  a  scale  division,  which  is 
at  least  10  times  the  accuracy  possible  with  any  indicating  instru¬ 
ment.  Hence,  the  factor  of  variable  line  resistance  which  may 
give  rise  to  very  serious  errors  is  easily  and  accxirately  controlled 
by  a  simple  mechanical  adjustment. 

The  device  is  readily  applicable  to  multiple  installations  of 
di3er\.nt  line  resistance.  For  multiple-point  recorders  and  in¬ 
dicators  us  many  resistances  BC  may  be  employed  as  there  are 
couples.  Then-  may  be  inexpensive  rheostats  having  a  resistance 
of  approximately  1 5  ohms  each  located  in  each  couple  line  between 
the  couple  and  the  selective  switch.  These  rheostats  may  be  ad¬ 
justed  in  the  maimer  described  whenever  convenient  or  necessary. 
The  following  illustrates  a  suitable  proportioning  of  resistance  for 
a  300-ohm  indicator: 

»'2  =  I35  ohms, 
r,  =  150  ohms. 
r^  =  1 50/9  ohms. 
r5  =  15  ohms. 

»'2  +  »'s  +  »'5  =  300  ohms. 

If  the  simple  indicator  has  the  proper  ratio  of  manganin  to  copper, 
its  temperature  coefficient  is  practically  zero.  In  that  case  the 
shunt  ft  should  have  the  same  manganin  to  copper  ratio  as  the 
portion  of  the  galvanometer  resistance  comprised  by  r,.  The 
complete  instrument  will  have,  accordingly,  a  zero  temperature 
coefficient.  If  the  simple  indicator  does  not  have  a  zero  tempera¬ 
ture  coefficient,  it  is  possible  by  increasing  the  proportion  of  man¬ 
ganin  in  Tt  to  compensate  for  the  temperatme  coefficient  of  the 
resistance  r,  so  that  the  complete  instrument  has  a  zero  temper¬ 
ature  coefficient. 

Fig.  216  shows  another  wiring  diagram  for  an  instrument 
which  accomplishes  the  same  results  as  the  o.  already  described. 
For  many  purposes  this  is  the  more  desirable  arrangement,  since 


5,' 
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resistance  at  the  contact  point  in  the  switch  can  produce  no  error, 
and  if  the  instrument  is  properly  damped  with  the  key  open  it 
will  be  also  properly  damped  with  the  key  closed. 

When  the  variable  resistance  r^  is  so  adjusted  that  the  position 
of  the  pointer  is  unchanged  by  closing  key  K,  the  following  rela¬ 
tion  exists  between  the  resistances; 

yg  =*-^*  where  r,  is  defined  as  before. 

This  adjustment  is,  therefore,  independent  of  the  value  of  r„ 
which  may  be  altered  slightly,  lyhen  desired,  for  calibrating  the 

instrument.  It  is  also  in¬ 
dependent  of  the  resist¬ 
ance  of  branch  CK,  and 
therefore  of  resistance  in 
the  key.* 

When  resistances  r ,  and 
fg  are  made  of  manganin 
and  r,  of  copper  or  other 
material  with  high  tem¬ 
perature  coefficient  it 
is  seen  that  as  r,  increases 
yg  must  be  decreased  if 
the  instrument  is  to  read 
the  same  with  the  key 

open  or  closed. 

Fig.  2ih. — Another  wiring  diagram  employing  the  -  , 

Harrison-Foote  method  Let  a  =  temperature  co¬ 

efficient  for  current  when 

the  instrument  is  kept  adjusted  at  all  temperatures. 

Let  Rg  =  resistance  of  galvanometer  coil  and  springs. 

Let  7  =  ratio  of  temperature  coefficients  of  resistance  of  /?^nd  y,. 
Let  i'  =  current  through  galvanometer  required  for  full  scale  de¬ 
flection. 

Let  e'  =  desired  emf  reading  corresponding  to  full  scale  deflection. 

LetS-f 

Let  /?d  =  total  resistance  of  galvanometer  circuit  necessary  for 
critical  damping. 

Let  K  =  multiplication  factor  for  errors  (represented  by—  in  fore- 

I't 

going  discussion) . 


*  Harrisoti  and  Poole,  Jour.  A.  1.  £.  E..  Feb.  30. 1930. 


Pyromeiric  Practice  43 

The  following  relations  exist  between  the  various  character¬ 
istic  constants  and  resistances: 

^  _r«  n  .  .S /?d 
L/3  S'^R^JS-R^ 

j^  fjS-Rd 

’"u  S-r, 

Ri 


For  zero  temperature  coefficient,  y  is  made  eqiial  to  the  com¬ 
bined  temperature  coefficients  of  the  springs  and  magnet;  that 
is,  y  is  taken  about  —0.0002. 

If  a  very  low  range  instrument  is  being  designed,  and  it  is  not 
readily  possible  to  realize  a  zero  temperature  coefficient,  a  larger 
negative  value  is  chosen  for  y.  Rg  can  never  be  larger  than  r,. 

For  a  multiple  range  instrument  r,  may  be  made  of  a  number 
of  resistances,  any  of  which  may  be  short-circuited  by  a  suitable 
arrangement.  Without  additional  wiring,  however,  the  instru¬ 
ment  would  not  be  critically  damped  for  more  than  one  range. 

Since  compensation  is  made  for  all  variations  of  resistance,  this 
instrument  may  be  used  as  the  galvanometer  of  a  simple  type  of 
potentiometer,  and  an  accurately  compensated  deflection  poten¬ 
tiometer  will  be  obtained.® 

(b)  Potentiometer  Method. — The  most  accmate  method  for 
measming  the  emf  of  a  thermocouple  is  by  use  of  a  potentiometer. 
The  ftmdamental  principle  of  this  instrument  is  illustrated  by 
Fig.  22.  A  constant  current  from  the  battery  B  flows  through 
the  slide  wire  resistance  abc.  One  wire  of  the  couple  T  is  connected 
to  the  movable  contact  b  and  the  other  wire,  in  series  with  a 
sensitive  galvanometer,  is  connected  to  a.  The  contact  b  is 
moved  until  the  galvanometer  reads  zero,  thus  showing  that  no 
ciurent  is  flowing  through  the  thermocouple  circuit.  When  this 
balance  or  zero  setting  is  made,  the  true  emf  of  the  couple  is  equal 
to  the  potential  drop  across  ab.  This  is  obtained  from  Ohm’s 
law,  e=ir,  where  i  is  the  current  flowing  through  the  resistance 
r  —  ab.  If  the  current  is  always  adjusted  to  a  definite  value  the 


*  Swriaoa  ud  Foote,  Jour.  A.  I .  B.  B-  Feb.  20, 1920. 
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slide  wire  may  be  graduated  to  read  millivolts  or  temperature 
directly.  Various  devices  are  employed  for  this  purpose.  An 
ammeter  will  serve,  but  the  usual  method  is  to  obtain  a  preliminary 
setting  by  replacing  the  thermocouple  by  a  constant  known 
source  of  emf,  such  as  a  standard  cell.  The  galvanometer  G  is 
always  used  as  a  zero  instrument  in  a  strictly  potentiometric 
circuit.  Hence,  it  requires  no  calibrated  scale,  and  no  attention 
need  be  given  to  the  constancy  of  its  sensitivity,  provided  it  is 
always  sufficiently  sensitive  to  serve  its  purpose.  These  require¬ 
ments  are  easily  met,  and  the  entire  potentiometer,  galvanometer, 
battery,  standard  cell,  slide  wires,  etc.,  as  constructed  are  mounted 
in  a  case  not  much  larger  than  that  of  a  millivoltmeter.  The 
instrument  is  as  mechanically  robust  as  indicators  of  equal  sensi¬ 
tivity  operating  on  the  galvanometric  principle. 

There  are  several  important  advantages  in  the  potentiometer 

method.  The  emf 
or  temperature 
scale  is  easily  made 
very  open,  thus 
permitting  accurate 
readings.  The  cali¬ 
bration  of  the  scale 
is  in  no  way  depend - 
ent  upon  the  con¬ 
stancy  of  magnets, 
springs,  or  jewel 

bearings,  nor  upon  the  level  of  the  instrument.  From  the 
p)Tometric  standpoint,  however,  the  greatest  advantage  is  the 
complete  elimination  of  any  error  due  to  ordinary  changes  in  the 
resistance  of  the  couple  or  of  the  lead  wires.  Thus  if  a  poten¬ 
tiometer  is  correctly  balanced  and  the  resistance  of  the  thermo¬ 
couple  is  then  greatly  increased,  the  balance  is  imchanged.  How¬ 
ever,  excessive  resistance  in  the  couple  circuit  reduces  the  sensi¬ 
tivity  of  a  setting.  Thus  if  the  resistance  is  very  high,  there 
appears  to  be  a  considerable  range  over  which  the  balance  is 
satisfactory.  This  range  can  be  decreased  by  increasing  the 
sensitivity  of  the  galvanometer,  but  for  obvious  reasons  this  is 
already  made  as  high  as  is  consistent  with  sufficient  ruggedness. 

The  sensitivity  of  the  galvanometer  also  determines  the  proper 
length  of  the  emf  scale.  Thus  there  is  little  advantage  gained  in 
making  the  scale  or  slide  wire  of  such  length  that  a  millimeter 
deflection  on  the  galvanometer  scale  corresponds  to  more  than  a 


Fig.  22, — Simple  niiring  diagram  for  potentiometric 
indicator 
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few  millimeters  on  the  emf  scale.  The  emf  scale  of  one  type  of 
portable  instrument  has  a  length  of  40  cm,  while  in  another  the 
scale  is  250  cm  long. 

The  only  objections  to  the  potentiometer  are  slightly  greater 
initial  cost  and  the  fact  that  usually  a  manual  adjustment  must 
be  made  to  obtain  a  setting.  In  the  potentiometric  recording 
instrument,  however,  all  the  various  manipulations  may  be  per¬ 
formed  automatically,  even  to  the  balancing  against  the  standard 
cell. 

Fig.  23  illustrates  the  Leeds  &  Northrup  Co.  portable  potentiom- 


Fio.  33.— Type  <5^ portable  potentiometer 


eter  and  T'ig.  24  shows  the  wiring  diagram.  The  galvanometer 
should  be  adjusted  to  read  zero  on  open  circuit.  .\t  intervals 
(jf  a  few  hours  the  setting  on  the  standard  cell  should  be  made. 
This  is  done  by  depressing  the  key  S.C.  and  adjusting  the  resist¬ 
ance  RR’  by  turning  the  knurled  head  on  the  left  of  the  case 
until  the  galvanometer  reads  zero.  The  thermocouple  is  con¬ 
nected  to  the  terminals  T.C.,  and  the  emf  or  temperature  is  ob¬ 
tained  directly  from  the  dial  scale  by  depressing  the  key  marked 
T.C.  and  turning  the  main  dial  until  the  galvanoitaeter  indicates 
zero.  The  key  T.C.  and  the  key  S.C.  should  never  be  depressed 


46  Technologic  Papers  of  the  Bureau  of  Standards 

at  the  same  time.  These  instniments  can  be  made  in  any  scale 
range  or  with  multiple  scale  ranges  adapted  to  various  types  of 
couple. 

The  Brown  portable  potentiometer  has  a  scale  length  of  96 
inches,  graduated  in  1/50  millivolt  intervals.  The  galvanometer, 
which  is  of  the  pivot  type,  has  a  higher  sensitivity  than  the 
suspension  instruments  usually  employed  in  portable  potentiom¬ 
eters. 

(c)  Semipotentiometer  Method. — It  is  possible  by  means  of 
a  single  galvanometer  or  millivoltmeter  to  measure  the  emf  of  a 
couple  potentiometrically.  Thus,  in  Fig.  22,  by  using  a  shunted 
galvanometer  first  in  the  main  circuit  abcB  as  an  ammeter,  the 
initial  setting  for  a  standard  current  is  obtained.  Then  the  in¬ 
strument  without  the  shtmt  is  placed  in  the  position  G  and  the 

contact  b  is  moved  along  the 
graduated  slide  wire  until  a  zero 
setting  is  obtained.  The  objec¬ 
tion  to  this  method  is  that,  if 
the  millivoltmeter  is  sufficiently 
sensitive  to  be  used  as  a  zero 
instrument,  it  may  not  be  relia¬ 
ble  as  an  ammeter,  and  if  reliable 
as  an  ammeter  it  may  not  pos¬ 
sess  sufficient  sensitivity  when 
used  as  a  detector  or  null  instru¬ 
ment.  The  semipotentiometer 
method,  however,  in  other  forms  has  proven  of  value  in  thermo¬ 
electric  pyrometry. 

(i)  Northrup’s  Method. — Fig.  25  shows  a  wiring  diagram  of  the 
pyrovolter,  an  instrument  based  on  Northrup’s  method.  In  posi¬ 
tion  (o)  the  dry  cell  B  contained  in  the  case  of  the  instrument 
sends  a  ciurent  through  the  variable  resistance  R  and  the  fixed 
resistances  C  and  5.  The  resistance  C  of  copper  is  equal  in  value 
to  the  resistance  of  the  copper  coil  of  the  moving  element  of  the 
galvanometer  G.  The  couple  T  is  connected  in  series  with  the 
moving  coil  of  the  galvanometer  across  the  resistance  5.  The 
resistance  R  is  adjusted  until  the  galvanometer  reads  zero  by 
turning  the  knurled  head  on  the  lower  right-hand  comer  of  the 
instrument.  The  key  on  the  lower  left-hand  comer  is  then 
depressed,  which  throws  the  thermocouple  and  the  resistance  C 
out  of  the  circuit  and  replaces  C  by  the  galvanometer  G  of  equiva- 


Fig.  34. — Wiring  diagram  of  potentiom¬ 
eter  ekown  in  Fig.  23 
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lent  resistance,  Fig.  25  (b).  The  galvanometer  is  now  deflected 
by  an  amount  proportional  to  the  current  flowing  through  it, 
which  in  turn  is  proportional  to  the  potential  drop  across  S.  The 
scale  of  the  instrument  is  graduated  to  read  the  potential  drop 
over  5,  and,  since  this  potential  difference  was  made  equal  to  the 
emf  of  the  couple 

by  the  initial  - - 

setting  for  zero  ^  ^ 

deflection,  the  ^  c  ^ 

galvanometer  m-  V@-r 

dicates  directly  * 

the  true  emf  of  y  t 

the  couple.  The  (6) 

initial  setting  is 

not  altered  by  ''  ^ 

,  .  •'  Fiq.  35. — wiring  diagram  illuttnUingNorthmp'ttiuUM 

mtroducmg  re¬ 
sistance  into  the  thermocouple  circuit,  so  that  the  instrument  is 
really  a  form  ol  potentiometer.  The  scale  may  be  graduated  to 
indicate  temperatme  for  any  particular  type  of  couple,  and  the 
instrument  may  be  obtained  with  several  different  scale  ranges. 

(s)  Northrup’s  Method  Applied  to  Continuously  Deflecting  In¬ 
struments. — ^This  instrument  is  the  ordinary  pyrovolter  with  the 


JW#. 

I 

I 


s  «  B  Is' 
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Fig.  36. — Wiring  diagram  ilUutrating  eontinnously  defUcHng  instrununt  embodying  a 

method  described  in  the  text 

addition  of  an  extra  key  and  an  adjustable  resistance.  After  the 
emf  of  the  couple  has  been  determined  by  the  pyrovolter  method 
just  described,  the  galvanometer  in  series  with  this  resistance  is 
connected  directly  to  the  thermocouple  terminals.  The  resistance 
is  then  adjusted  until  the  reading  of  the  instrument  is  the  same  as 
that  determined  by  means  of  the  pyrovolter. 

Figure  26  is  the  wiring  diagram  of  another  instrument  known 
as  the  Brown  precision  heatmeter  which,  making  use  of  somewhat 
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differently  arranged  circuits,  employs  a  principle  very  similar  to 
that  of  the  Northrup  continuously  deflecting  pyrovolter.  By 
means  of  suitable  switches  the  electrical  connections  are  thrown 
successively  into  the  three  positions  illustrated,  position  No.  3 
being  the  final  working  position,  in  which  the  couple  is  connected 
directly  to  the  millivoltmeter  through  a  definite  line  resistance. 
In  position  No.  i  the  emf  of  the  couple  is  balanced  against  the 
potential  drop  between  5  and  S'  by  varying  R  and  R'  until  the 
galvanometer  Y  indicates  zero.  In  position  No.  2,  the  thermo¬ 
couple  circuit  is  cut  out  and  the  galvanometer  is  connected  to 
the  points  5  and  S'.  The  scale  of  the  galvanometer  is  so  divided 
as  to  read  the  potential  differences  across  SS'.  This  potential 
difference  is  not  altered  by  switching  from  position  No.  i  to  posi¬ 
tion  No.  2,  since  the  resistance  D  is  so  chosen  that  A  =  Y  +D. 
The  total  resistance  of  the  galvanometer  circuit  in  position  No. 
2  is  D  +  Y  +  B.  In  position  No.  3  the  resistance  R«  is  adjusted 
until  the  total  resistance  of  the  galvanometer  circuit  is  equal  to 
that  of  position  No.  2,  viz.: 

D+Y+B^Rr+Rv  +  Rn  +  B  +  Y 

This  adjustment  is  obtained  when  the  reading  of  the  galvanometer 
is  not  altered  by  switching  from  position  No.  2  to  position  No.  3. 
Thus  with  properly  adjusted,  the  reading  of  the  indicator  in 
position  No.  3  gives  directly  the  true  emf  or  the  temperature  of 
the  couple  as  long  as  the  line  resistance  Rl  +  Rc  remains  imchanged. 

(d)  Deflection  Potentiometer  Method. — A  potentiometer  is  ordi¬ 
narily  used  as  a  null  instrument.  The  emf  of  the  couple  is  exactly 
balanced  by  the  potential  drop  over  a  resistance  through  which 
a  current  from  a  battery  is  flowing.  No  current  flows  through 
the  couple  circuit  when  the  proper  setting  is  obtained.  This 
condition  is  indicated  by  zero  deflection  of  the  galvanometer  in 
series  with  the  couple.  The  objection  sometimes  raised  against 
the  ordinary  potentiometer  for  industrial  installations  is  that  it 
requires  a  manual  adjustment  of  a  dial  or  slide  wire  every  time  an 
observation  is  made.  This  objection  is  practically  eliminated  in 
the  deflection  potentiometer,  which  may  be  constructed  so  that 
it  embodies  the  acctuacy  of  the  ordinary  potentiometer  and  the 
convenience  of  the  galvanometer  indicator. 

In  the  deflection  potentiometer,  part  of  the  emf  of  the  couple 
is  balanced  against  the  potenial  drop  over  a  resistance  through 
which  a  current  is  flowing,  and  the  remaining  portion  of  the  emf 
is  indicated  by  the  deflection  of  the  galvanometer  in  series  with 
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the  coupk.  For  example,  the  instrumeat  may  be  constructed 
with  a  dial  of  say  i6  points,  representing  potential  differences 
from  o  to  15  millivolts,  and  a  galvanometer  which  gives  full 
scale  deflection  on  i  millivolt.  The  dial  is  set  to  the  approxi¬ 
mate  emf  developed  by  the  coupk,  and  the  dial  reading  combined 
with  the  galvanometer  reading  gives  the  true  emf  of  the  coupk. 
If  the  coupk  developed  an  emf  of  13.58  milUvolts,  the  value  13 
is  obtained  from  the  dial  and  the  value  0.58  is  read  from  the  gal¬ 
vanometer  scak.  Usually  the  scale  is  graduated  both  ways  with 
zero  at  the  center,  so  that  +  or  -  deflections  may  be  readily 
shown.  Thus,  in  the  above  example,  if  the  dial  had  been  set  at 
14  the  pointer  would  have  read  —0.42,  and  the  final  reading  would 
be  14.00—0.42  =  13.58,  as  before.  To  avoid  the  necessity  of  thus 
subtracting  a  number  from  the  dial  setting,  the  galvanometer 
scale  may  be  graduated  from  left  to  right  as  follows: 


o,  10,  —  80,  90,  o,  10,  20  —  100 


When  the  pointer  swings  to  the  left,  the  next  lower  dial  reading 
is  used.  Hence  in  the  above  example,  with  the  dial  set  at  14, 
the  galvanometer  would  read  58  on  the  left  part  of  the  scak. 
Thus  the  correct  value  is  13.58  as  before.  In  many  industrial 
processes  the  temperatme  of  the  coupk  will  vary  only  slightly 
during  several  hours,  so  that  a  new  dial  setting  is  infrequently 
required.  Thus  the  method  for  obtaining  the  emf  of  the  couple 
is  nearly  as  simple  as  when  an  ordinary  galvanometric  indicator 
is  used. 

The  theory  of  the  deflection  potentiometer  has  been  developed 
in  detail  by  Brooks."*  As  applied  to  emf  measurements  the 
simple  theory  may  be  deduced  as  follows:  It  has  been  shown  in 
the  case  of  an  ordinary  potentiometer  that  if  an  emf  e'  is  exactly 
balanced  against  the  potential  drop  in  a  resistance  wire  of  a 
potentiometer,  the  value  of  this  emf  wdll  be  given  by  the  equation 


c'  = 


Fr, 

’'i+r. 


(i) 

where  E ’s  the  emf  of  the  battery  used  to  fiumish  the  current  in 
the  resistance  wdre,  is  the  resistance  of  this  we,  and  r,  is  all 
other  resistance  in  the  battery  circuit.  Usually  the  value  of  is 
indicated  by  figures  on  the  dials  or  slide  wire  of  the  potentiometer. 
If  the  emf  e’  changes  to  a  new  value  e  and  the  potentiometer 
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remains  adjusted  as  before,  a  current  will  flow  through  the  gal¬ 
vanometer  and  thermocouple,  causing  the  galvanometer  to  deflect. 
The  currents  now  flowing  through  r^  and  r,  are  unequal  and  are 
different  from  the  original  value.  The  currents  flowing  in  the 
different  branches  of  the  circuit  are  indicated  by  Fig.  27,  in  which 
T  represents  a  thermocouple,  G  the  galvanometer,  abcB  ie  poten- 
B  tiometer,  R  the  resistance 

— - - |t— ■  of  the  galvanometer  and 

thermocouple,  e  the  emf 
of  the  couple,  and  B  the 
g  ri  6  fi  g  battery.  I  represents  the 

current  flowing  from  a 
**  *-»•*  r  to  b  through  r,  and  i  the 

Ti  ^  current  flowing  through 

the  galvanometer.  Since 
Tft,-  ^  til®  and 

Fto.  97. — Th*  unbaloHCed  potetUtoineter  ctraut  ^  t  j, 

potential  drops  aroimd 
any  closed  circuit  must  equal  zero,  the  following  two  equations 
may  be  written: 

£  =  (r,  -f  r,)I  +  r^i  (2) 

e=rJ—Ri  (3) 

Substituting  the  value  of  I  from  equation  (2)  in  equation  (3)  and 
subtracting  this  value  of  e  from  the  value  of  c'  given  by  equation 
(i)  we  obtain 


e'  —e 


1 - - 

Hence  when  a  potentiometer  is  not  balanced  a  current  will  flow 
through  the  galvanometer  equal  to  the  difference  between  the 
set^g  of  the  potentiometer  and  the  emf  of  the  thermocouple, 
divided  by  the  total  resistance  R  -^-r^rji^i  +r2)  in  the  galvanometer 
circuit. 

Representing  the  resistance  within  the  potentiometer  fir,/(ri 
by  rp,  the  resistance  of  the  galvanometer  circuit  will  equal  £-|-rp. 
If  the  galvanometer  is  to  indicate  correctly  at  all  values  of  e'  the 
unbdanced  emf  e'  —e,  its  sensitivity  must  remain  constant.  This 
requires  that  R+r,,  remain  constant.  The  value  of  rp  will  change 
as  point  b  is  moved  nearer  to  a  or  c,  thus  altering  the  values  of  r, 
and  rj.  Hence,  in  order  that  R-k-r^  remain  constant  it  is  necessary 
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to  put  in  the  galvanometer  circuit  a  variable  resistance  which 
compensates  for  these  changes  in  rp. 

In  instruments  of  low  range,  suitable  for  thermocouples,  r^  is 

Y  Y 

made  small  compared  with  r,.  Since  rp  =  ^ » if  r,  is  sufficiently 

large  compared  with  rj,  we  may  neglect  the  term  r,  in  the  denomi¬ 
nator,  and  the  above  equation  reduces  to  rp  =  r,.  For  such  an 
instrument  the  compensating  resistance  in  series  with  the  galva¬ 
nometer  is  decreased  by  the  value  of  at  any  dial  setting. 

Instruments  of  this  type  have  been  designed  by  Brooks  and  by 
White.  The  compensating  resistance  is  mounted  as  an  integral 
part  of  the  dial,  so  that  turning  the  dial  changes  the  emf  setting 
and  at  the  same  time  adjusts  the  compensating  resistance  in  the 
galvanometer  circuit  to  its 
proper  value. 

Fig.  28  illustrates  the 
wiring  diagram  of  a  deflec¬ 
tion  potentiometer  for 
thermocouples,  known  as 
the  Taylor  Instrument 
Co.’s  “range  control 
board.”  The  galvanometer 
G  is  provided  with  two 
scales,  in  the  ranges  zero  to 
500°  C  and  450  to  950°  C, 
respectively.  The  galva¬ 
nometer  circuit  is  con¬ 
nected  at  fixed  points  a 
and  b  within  the  potentiometer,  and  when  the  instrument  is  to 
operate  in  the  lower  range  the  battery  circuit  is  opened.  Thus 
the  potentiometer  setting  e'  is  made  zero  without  changing  the 
value  of  fj.  In  this  range  the  instrument  operates  as  an  ordinary 
galvanometric  indicator.  If  the  temperatme  of  the  thermocouple 
is  above  450  or  500®  C,  a  ciurent  of  such  magnitude  is  made  to 
flow  through  that  the  potential  drop  e'  across  ri  balances  the 
emf  developed  by  the  couple  when  at  450°  C.  The  temperature 
will  then  be  indicated  on  the  high  range  scale. 

The  total  resistance  of  the  galvanometer  circuit  is  almost 
exactly  equal  when  operating  in  either  range,  since  when  operat¬ 
ing  in  the  upper  range  the  shxmting  effect  of  r,  +  r,  on  is  negligible. 
Since  a  separate  galvanometer  scale  is  provided  for  each  setting 
of  the  potentiometer  (o  and  e')  it  is  not  really  necessary  that 
the  sensitivity  be  equal  in  the  two  cases. 


Fig.  a8. — WirtTig  diagram  of  a  deflection  potenti¬ 
ometer 
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For  the  high  range,  the  current  from  the  battery  is  adjusted 
by  connecting  switch  S,  as  shown  by  the  dotted  line,  and  setting 
r,  so  that  the  galvanometer  deflects  to  a  marked  position.  Pro¬ 
vision  must  be  made  for  reversing  the  direction  of  the  current 
from  the  battery  through  the  galvanometer  after  this  adjust¬ 
ment  has  been  made.  The  figme  does  not  show  this  or  the  switch 
for  opening  the  circuit  when  the  instrument  is  to  be  used  for  the 
low  range. 

Fig.  29  is  the  wiring  diagram  of  the  Leeds  &  Northrop  deflec¬ 
tion  instrument  for  thermocouples.  When  a  range  suitable  for 
thermocouples  is  used  and  the  condition  of  a  balanced  Wheat¬ 
stone  bridge  with  arms  of  equal  resistance  is  never  far  departed 
from,  the  resistance  of  that  part  of  the  galvanometer  circuit 
which  is  constituted  by  the  potentiometer  usually  remains  con¬ 
stant  within  a  few 
tenths  of  i  per  cent. 

The  value  of  this 
resistance  for  instru¬ 
ments  of  the  same 
range  and  using  the 
same  battery  current 
is  considerably 
higher  than  that  of 

Flc.  29. — Wiring  diagram  of  a  deflection  potentiometer  the  designs  disCUSSed 

above. 

The  following  table  shows  suitable  values  of  the  different 
resistances  which  will  give  to  a  satisfactory  degree,  conditions  of  a 
nearly  balanced  Wheatstone  bridge  with  equal  arms: 

Resistance  e  to  a=475  ohms. 

Resistance  a  to  c=  70  ohms. 

Resistance  c  to  <2=455  ohms. 

Resistance  e  to  /=475  ohms. 

Resistance/  to  <2=525  ohms. 

dBe  may  vary  from  zero  to  infinity. 

These  values  may  be  divided  or  multiplied  by  any  number  in 
order  to  obtain  any  desired  range  of  currents  and  a  proper  critical 
damping  resistance  for  the  galvanometer.  The  above  design 
allows  a  range  of  70  millivolts  over  the  slide  wire.  The  curves 
in  Fig.  30  show  the  manner  in  which  the  resistance  r^  of  that 
part  of  the  galvanometer  circuit  consisting  of  the  parallel  paths 
within  the  potentiometer  varies  with  different  settings  of  the 
slide  wire,  ranging  from  zero  to  70  millivolts,  and  with  resistance 
ra  in  the  outside  battery  circuit  dBe,  varying  from  zero  to  infinity- 
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Actually  r,  would  not  be  likely  to  vary  beyond  the  limits  loo 
and  500  ohms.  An  average  value  for  may  be  obtained  by  setting 
the  slide  wire  to  read  about  7  millivolts,  and  the  variation  of  rp 
from  this  value  will  be,  in  general,  less  than  o.i  per  cent,  what¬ 
ever  the  setting  of  the  slide  wire  on  the  battery  resistance  r,. 
Therefore,  if  the  galvanometer  is  calibrated  when  the  slide  is  set 
to  read  7,  it  vrill  be  more  nearly  accurate  with  varied  settings  and 
adjustments  of  the  instrument.  Since  rp  constitutes  only  part  of 
the  galvanometer  circuit,  the  galvanometer  sensitivity  will  remain 
constant  within  proportionally  less  than  o.i  per  cent. 

This  instrument  is  designed  primarily  so  that  the  slide  wire 
may  be  set  to  read  the  exact  temperature  required.  The  gal 
vanometer  G  accordingly  indicates  the  departure  of  the  actual 
temperature  from  the  temperature  desired.  It  thus  serves  as  a 
very  convenient 
guide  to  the  opera¬ 
tor  of  a  furnace, 
who  can  see  at  a 
glance  by  how 
many  degrees  the 
temperature  a  t 
any  time  differs 
from  the  tempera¬ 
ture  at  which  the 
furnace  should  be 
operated. 

The  Cleveland  Instrument  Co.  deflection  potentiometer  is  a 
modification  of  their  Wheatstone  bridge  cold-jimction  compen¬ 
sating  instrument.  By  altering  the  ratio  of  the  coils,  Fig.  37,  in 
suitable  steps,  the  emf  of  the  couple  is  opposed  by  potential 
drops  of  different  values,  the  indicator  showing  the  unbalanced 
portion  of  the  thermocouple  emf,  as  in  the  other  instruments 
described. 

(i)  Deflection  Potentiometer  Graduated  to  Read  Temperature 
Directly. — The  above  discussion  has  assumed  that  the  scale  of  the 
galvanometer  may  be  graduated  to  read  either  emf  or  temperature. 
If  the  thermocouple  has  a  linear  relation  between  emf  and  tempera¬ 
ture,  the  theory  outlined  is  just  as  applicable  to  a  scale  and  dial 
graduated  in  terms  of  temperature  as  in  terms  of  emf.  Fw 
example,  the  dial  may  consist  of  13  points,  representing  o,  100, 
200,  ....  1200°  C,  and  the  galvanometer  scale  may  be  graduated 
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Fio.  30. — Illustrating  change  of  Tp  mth  slide  wire  setting 
in  the  potentiometer  illustrated  in  Fig.  ig 
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from  o  to  ioo°  C  for  the  intermediate  temperatures.  Thus  a  tem¬ 
perature  of  1 1 24°  C  would  be  indicated  by  a  dial  setting  of  1 1  and 
a  scale  reading  of  24.  If  the  temperatme-emf  relation  of  the  couple 
is  not  linear,  a  given  temperature  change  corresponds  to  different 
changes  in  emf,  depending  upon  the  temperature  of  the  couple. 
Hence,  in  order  that  the  scale  of  the  galvanometer  may  be  grad¬ 
uated  in  degrees,  it  is  necessary  to  modify  its  sensitivity  in  the 
various  temperature  ranges  by  means  of  series  resistance.  Thus, 
instead  of  maintaining  the  total  resistance,  R  +  rp,  of  the  gal¬ 
vanometer  circuit  constant,  as  in  the  case  of  the  deflection  potenti¬ 
ometer  graduated  in  terms  of  emf,  this  resistance  must  be  so 
adjusted  that  the  change  in  sensitivity  of  the  galvanometer  com¬ 
pensates  for  the  change  in  thermoelectric  power  of  the  couple  with 
temperature.  The  change  in  thermoelectric  power  of  the  couple 
over  the  temperature  range  represented  by  the  scale  of  the  galvan¬ 
ometer  is  usually  small,  and  hence  causes  only  slight  errors. 

In  the  “range  control  board”  the  above-mentioned  difficulty 
is  avoided  by  the  provision  of  a  separate  scale  for  each  range;  but 
it  would  not  be  practical  to  apply  this  method  to  the  ordinary 
deflection  potentiometer,  which  may  have  10  to  20  different  scale 
ranges.  In  the  Leeds  &  Northrup  deflection  potentiometer, 
Fig.  29,  the  ratios  of  the  resistances  may  be  so  modified  as  to  pro¬ 
duce  very  closely  the  proper  compensation  in  rp  for  any  type  of 
couple  used  industrially. 

(e)  Temperature  op  the  Cold  Junctions  of  Thermo¬ 
couples  — ^The  emf  developed  by  a  thermocouple  depends  upon  the 
temperature  of  the  cold  jimctions,  as  well  as  upon  the  temperature 
of  the  hot  junction.  For  certain  base-metal  couples  having  a  nearly 
linear  relation  between  temperature  and  emf,  the  emf  is  approxi¬ 
mately  proportional  to  the  difference  in  temperatmes  of  the  hot 
and  cold  jimctions.  With  such  couples  a  change  of  50®  C  in  the 
temperature  of  the  cold  junctions,  unless  corrected  for,  would  result 
in  an  error  of  50  °C  in  the  final  temperature  measurement. 

If  a  couple  is  calibrated  with  a  cold- junction  temperature  of 
/o®C  and  used  with  a  cold-jimction  temperature  of  /'o°C,  the  true 
temperatme  of  the  hot  junction  is  obtained  by  adding  to  the 
observed  temrcratiu-e  the  value  {t'o  -  to)  K  where  /C  is  a  factor 
depending  upon  the  particular  couple  employed  and  upon  the  tem¬ 
peratures  of  the  hot  and  cold  junctions.  The  factor  K  varies 
from  1.5  to  0.3,  but  for  rough  work  may  be  assumed  to  be  1.0  for 
base-metal  couples  and  0.5  for  rare-metal  couples. 
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The  following  table  gives  the  cold-junction  factors  for  several 
different  types  of  couple : 


TABLE  9, — Cold-Juscdoa  Correction  Factors 


XnceOufd 

**L^liateUer** 

Johnioii-Mataiey 
••La  CbateUar*’ 

Copper-cmitentui 

Iira-conatafiCaii 

Cluumel-ahaiael 

Tempmtute 

Tempenture 

Temperature 

Temperature 

Tempaiatuie 

*c 

®c 

•c 

•c 

•c 

265-450  _ 

0.65 

250-400 . 

0.60 

0-SO . 

1.00 

0-100 . 

1.00 

0-800 . 

1.00 

450-650  . 

.60 

400-550 . 

.55 

SO-80 

.95 

100-600.. 

.95 

800-1100  .  . 

1.05 

650-1000 . 

.55 

550-900 . 

.50 

80-110 . 

.90 

600-1000  .... 

.85 

1000-1450 . 

.50 

900-H50  .... 

.45 

110-150 . 

.85 

150-200 . 

.80 

200-270 . 

.75 

270-350 . 

.70 

o  Based  oa  calibration  with  fo~o*C. 


The  corrections  may  be  applied  directly,  without  computing, 
by  setting  the  pointer  of  the  galvanometer  to  read  the  cold- 
junction  temperature  on  open  circuit.  The  setting  is  made  b}’ 
turning  the  zero-adjustment  screw  of  the  indicator  when  the  couple 
is  disconnected.  This  method  of  correcting  for  the  cold-junction 
temperature  is  accurate,  but  requires,  of  course,  new  settings 
whenever  the  temperature  of  the  cold  junction  is  altered.  The 
Bristol  compensator  performs  this  adjustment  automatically  by 
means  of  a  bimetallic  spring  connected  to  one  of  the  control  springs 
of  the  moving  coil.  The  cold  junctions  of  the  couple  must  be 
accordingly  located  at  the  instrument  either  by  direct  connection 
or  by  means  of  extension  leads,  described  later.  Indicators  of 
the  potentiometric  type  frequently  have  a  movable  slide  on  the 
temperature  scale  or  an  auxiliary  dial  (see  discussion  below) 
which  when  set  to  the  temperature  of  the  cold  junction  gives  per¬ 
fect  compensation  at  all  temperatures  of  the  hot  junction.  These 
two  compensation  methods  also  require  new  settings  w'henever 
the  temperature  of  the  cold  junction  is  altered.  With  large  and 
permanent  installations  the  applying  of  corrections  for  the  tem¬ 
perature  of  the  cold  junction  by  any  of  the  above  methods  is  fre- 
1  quently  troublesome,  since  the  temperature  may  vary  considerably 

)  in  practice  over  a  few  hours.  There  are  several  methods  for 

j  obviating  the  necessity  of  applying  such  corrections  and  of  making 

f  manual  adjustments.  The  head  of  the  couple  may  be  fitted  with 

I  a  water  jacket  through  which  water  flows  at  practically  constant 

I  temperature  from  the  water  main.  Copper  wires  lead  from  the  ter- 
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minals  of  the  couple  inside  the  water  jacket  to  the  indicator,  and 
the  pointer  of  the  indicator  on  open  circuit  is  set  to  read  the  mean 
temperature  of  the  water,  usually  lo  to  20  ®C.  If  a  potentiometer 
indicator  is  used,  the  zero  adjustment  slide  or  the  cold-junction 
dial  is  set  at  this  temperature. 

(1)  Compensating  Leads. — ^The  use  of  compensating  lead  wires 
from  the  couple  to  the  indicator  is,  in  general,  the  most  satisfactory 
method  of  minimizing  the  cold-junction  errors  in  industrial  in¬ 
stallations.  For  base-metal  couples  these  lead  wires  are  of  nearly 
the  same  materials  as  those  employed  in  the  couple.  For  exam- 


Fig.  31. — Thermostated  cold-junction  box 


pie,  with  a  chrome I-alumel  couple  one  lead  wire  is chromel,  which 
is  connected  to  the  chromel  w'ire  of  the  couple.  The  other  lead 
wire  of  alumel  is  connected  to  the  alumel  wire  of  the  couple. 
Small  stranded  wires  are  used  for  flexibility.  Thus,  the  cold 
jimction  is  carried  away  from  the  head  of  the  couple,  where  the 
temperature  varies,  to  a  point  at  some  distance  from  the  fiumace, 
where  the  temperature  is  reasonably  constant,  and  from  this 
point  copper  wires  lead  to  the  indicator.  The  compensating 
wires  may  terminate  in  a  thermostated  cold- junction  box,  as 
illustrated  by  Fig.  31,  or  may  be  buried  under  ground.  At  a 
depth  of  10  feet  beneath  the  floor  of  a  large  building  the  tempera- 
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ture  remains  constant  to  within  2°  C  throughout  the  year.  Usu¬ 
ally  this  mean  temperature  is  about  12°  C  for  temperate  climates, 
but  may  differ  from  this  value  somewhat  if  the  location  is  in  the 
immediate  vicinity  of  a  large  fiunace.  To  use  this  method  for 
controlling  the  temperature  of  the  cold  junctions,  an  iron  pipe  of 
the  proper  length,  closed  at  the  bottom,  is  driven  into  the  ground, 
and  the  two  cold  junctions — for  example,  copper-alumel  and  copper- 
chromel,  well  soldered  and  carefully  insulated — are  threaded  to  the 
bottom  of  the  pipe  in  such  a  manner  as  to  be  conveniently  remov¬ 
able  when  necessary.  The  top  of  the  pipe  may  be  plugged  with 
asbestos  or  waste  and  covered  with  pitch  to  keep  water  away  from 
the  insulation.  The  scale  of  the  indicator  is  set  to  read  the  mean 
temperature  of  the  bottom  of  the  tube.  It  is  convenient  to  have 
an  extra  pair  of  compensating  leads  or  an  extra  thermocouple 
with  its  junction  at  the  bottom  of  the  pipe  to  measure  this  tem- 
perattu'e  occasionally.  Usually  the  compensating  leads  of  a  base- 
metal  couple  are  marked  or  are  equipped  with  one-way  terminals, 
so  that  they  are  easily  connected  properly  to  the  head  of  the 
couple.  If  reversed  at  the  couple,  the  leads  will  cause  an  error 
double  the  amount  of  the  compensation.  When  compensating 
leads  of  a  base-metal  couple  are  properly  coimected  to  the  couple, 
no  deflection  of  the  indicator  is  obtained  by  heating  the  head  of 
the  couple. 

The  high  cost  of  platinum  prevents  the  use  of  compensating 
leads  of  the  same  metal  in  the  case  of  a  rare-metal  couple,  but 
inexpensive  lead  wires  of  copper  and  an  alloy  of  nickel-copper  are 
now  available  for  use  with  the  platinum,  platinum  (90  per  cent)- 
rhodium  (10  per  cent)  couple  (Bristol  compensating  leads) .  These 
lead  wires  do  not  compensate  individually,  but  taken  together 
they  compensate  to  within  5°  C  for  a  variation  of  200®  C  in  the 
couple-lead  wire  jimctions.  Since  the  compensating  lead  wires 
for  the  rare-metal  couple  do  not  compensate  individually,  both 
terminals  on  the  head  of  the  couple  should  be  always  as  nearly  as 
possible  at  the  same  temperature.  The  copper  wire  of  the  com¬ 
pensating  leads  is  connected  to  the  platinum-rhodiiun  wire  of  the 
couple,  and  the  copper-nickel  wire  is  connected  to  the  platimun 
wire  of  the  couple — ^that  is,  alloy  wire  to  pure  metal — in  each  case. 
The  cold  junction  is  then  located  at  the  indicator  end  of  the  com¬ 
pensating  leads.  The  temperature  of  this  junction  may  be  con¬ 
trolled,  if  necessary,  by  one  of  the  methods  described  above 
Copper  wires  are  carried  from  this  point  to  the  indicator. 
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(2)  Potentiometric  Compensation  Methods. — ^The  wiring  diagram 
for  the  Leeds  &  Northrup  portable  potentiometer  equipped  with  a 
hand-adjusted,  cold-junction  compensator  is  given  in  Fig.  32. 
The  emf  of  the  thermocouple  H  is  balanced  against  the  potential 
drop  across  DG,  a  condition  obtained  when  the  galvanometer 
reads  zero,  as  discussed  previously  in  the  section  on  potentio¬ 
metric  indicators.  The  dial  G  is 
calibrated  to  read  the  temperature 
cf  the  hot  junction  of  the  couple. 
If  this  temperatme  remains  con¬ 
stant  and  the  temperature  of  the 
cold  junction  T  increases,  the  emf 
cf  the  couple  decreases  and  the 
point  G  would  have  to  be  moved 
nearer  D  to  obtain  a  balance.  If 
this  were  done,  however,  the  tem¬ 
perature  indicated  on  the  scale 
would  be  too  low.  Hence,  instead  of  moving  G,  the  contact  D  is 
turned  nearer  G  by  an  amoimt  depending  upon  the  temperature 
of  the  cold  junction.  A  portion  cf  the  slide  wire  DGE,  contain¬ 
ing  the  contact  D,  is  mounted  as  a  separate  dial,  empirically 
graduated,  for  any  particular  type  of  couple,  to  read  the  temper¬ 
ature  of  the  cold  junction.  The  pointer  on  this  dial  is  set  at  the 
cold-junction  temperature,  by  which  setting  the  contact  D  is 
moved  the  proper  amount  for  exact  compensation.  The  balance 
is  then  made  in  the  usual  manner  by  adjusting  the  contact  G. 
The  temperature  now  indicated 
on  the  main  dial  is  the  correct 
temperature  of  the  hot  junction 
of  the  couple.  The  arrangement 
shown  in  Fig,  32,  while  illustrat¬ 
ing  the  principle  of  this  method 
of  compensation,  does  not  provide 
for  emf  measurements  to  zero 
emf.  The  temperature  scale  on 
the  main  dial  must  start  at  the 
highest  temperature  on  the  cold- 
jxmction  dial.  Fig.  33  illustrates  the  wiring  diagram  more  usually 
employed.  The  cold-junction  dial  is  in  parallel  instead  of  in  series 
with  the  main  dial.  This  method  permits  settings  on  the  main 
dial  to  zero  emf.  The  theory  of  the  compensation  is  similar  to 
the  theory  of  the  automatic  compensator  described  in  the  follow¬ 
ing  paragraph: 


Fig.  33. — Hand-adjusted  cold-junction 
compensator 


Fig.  3a. — Hand-adjusted  cold-junction 
compensator 
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The  above  principle  has  been  applied  in  an  automatic  compensa¬ 
tor  which  has  been  used  satisfactorily  with  the  Leeds  &  Northrup 
recorders,  Fig.  34.  The  present  circuit  and  the  one  just  described 
are  similar,  with  the  exception  that  the  contact  D  in  Fig.  33  is 
mechanically  fixed  between  the  two  resistances,  M  having  a  zero 
temperature  coefficient  of  resistance  and  N  of  nickal  having  a  high- 
temperature  coefficient.  The  re¬ 
sistance  N  is  located  near  the 
cold  jimction  of  the  couple,  so 
that  its  temperature  and  that  of 
the  cold  junction  are  identical. 

If  the  temperature  of  the  cold 
junction  and  of  N  increases,  the 
emf  developed  by  the  couple  de¬ 
creases;  but  the  accompanying 
increase  m  the  resistance  N  au-  p^nsator 

tomatically  produces  the  same 

effect  as  moving  the  contact  D  toward  G  in  Fig.  32.  The  cir¬ 
cuit  is  more  simply  represented  by  Fig.  35.  Let  e  =  emf  developed 
by  the  couple  when  the  hot  junction  is  at  a  temperature  t°C  and 

the  cold  junction 
o°C,  and  eo  =  the 
emf  developed  for 
a  hot-junction 
temperature  to  °C 
and  a  cold-junc¬ 
tion  temperature 
o°C.  Then  the 
emf  developed  by 

Fig.  3^.— Automatic  cold-junction  compensator  COUple  when 

its  hot  junction  is  t°Q  and  cold  junction  is  fo°C  is  e  —  eo.  Neglecting 
the  sLght  effect  of  the  variation  of  the  resistance  N  with  the  temper¬ 
ature,  the  potential  drop  from  K  to  E  due  to  the  battery  B  is  con¬ 
stant  = e' .  Whence  the  potential  difference  between  G  and  D  when 
the  galvanometer  in  the  thermocouple  circuit  indicates  zero  is 
simply  derived  as  follows  and  is  equal  to  the  emf  of  the  couple: 

P.  D.  between  G  and  Z?  =  e' 

For  exact  compensation  the  position  G  must  be  independent  of  the 
cold-junction  temperature  to]  hence  on  differentiating  the  above 
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expression  we  obtain  the  following  as  a  condition  which  must  be 
satisfied. 

deo  ,  M  dN 

dt^~^  iM-^NYdto 

By  properly  proportioning  N  and  M  this  condition  is  well  sat¬ 
isfied  for  either  base-metal  or  rare-metal  couples. 

(3)  Compensation  by  Use  of  a  Shunt. — The  use  of  a  resistance  hav¬ 
ing  a  high  temperature  coefficient  shunted  across  the  terminals  of 
the  couple  at  the  cold  junction  was  suggested  by  Foote  “  in  1913 
as  a  possible  method  of  partially  correcting  for  the  cold-junction 
errors.  A  modification  of  this  method  has 
been  since  patented  by  Mertelmeyer  and  is 
used  by  the  Bristol  Co.  When  the  tempera¬ 
ture  of  the  cold  jtmction  of  a  couple  increases 
the  emf  developed  by  the  couple  decreases. 
If,  however,  the  resistance  of  the  coil  shunted 
to  the  couple  increases  with  the  temperature, 
the  potential  drop  measured  across  the  coil 
tends  to  increase,  and  by  properly  propor¬ 
tioning  the  various  constants  of  the  circuit  a 
fair  degree  of  compensation  is  obtained.  Fig. 
36  illustrates  the  method  of  compensation  for 
potentiometric  measurements. 

Let  r,  =  resistance  ol  the  thermocouple. 

Let  r,  =  series  resistance  having  a  zero  tem¬ 
perature  coefficient  (manganin). 
Let  r,  =  resistance  at  o°C  of  the  shunt. 

Let  r'j  =  resistance  of  shunt  at  tempera¬ 
ture  /®C. 

Let  a  =  temperature  coefficient  of  resistance  of  the  shunt  reck¬ 
oned  from  o“C. 

Let  /3  =  thermoelectric  power  of  the  couple  (assumed  constant). 
Let  t  =any  temperature  of  the  hot  jimction. 

Let  to  =  'uy  temperature  of  the  cold  junction  and  of  r',. 

Let  t'  =  temperature  of  hot  jimction  for  which  perfect  compensa¬ 
tion  is  desired. 

Let  to'  and  o°C  =  temperatiu^s  of  cold  junction  for  which  perfect 
compensation  is  desired. 


Fig.  ^6.— C o  Id-function 
compensation  hy  shunt 
and  series  resistances 


Foote.  B.  S.  Sd.  Fopen.  No.  loi,  p.  i>. 

OHertdmeyer.  aericnor  to  Bristol  Co.  U.  S.  Potent  No.  i  »8  Soy,  1917. 
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Let  e'  —potential  drop  across  r'„  hot  junction  =/*C,  cold  junc- 
tion-to"C. 

Let  e  —  eo=fi{t  —  to)  -emf  developed  by  couple. 

In  order  to  reduce  the  effect  of  the  variation  in  the  resistance  r, 
of  the  couple  to  a  minimum,  a  relatively  high  resistance  r,  of  man- 
ganin  is  mounted  in  series  with  the  couple  as  illustrated.  If  r,  is 
sufficiently  high  in  comparison  with  r„  we  may  neglect  considera¬ 
tion  of  the  latter  in  the  present  discussion.  The  potential  drop  e'" 
across  r\  for  a  cold-junction  temperature  t'o  ®C  and  a  hot-junction 
temperature  t'^  is  as  follows: 

fijt'-t'o)  (i  , 

»'i  +  r,{i -t-erf'o)  '' 

Pot  a  cold-junction  temperature  to=o®C  and  a  hot-junction  tem¬ 
perature  ‘C  the  potential  drop  e"  is  given  by  equation  (2) : 

=  (2) 

For  exact  compensation  e”  must  equal  Hence  on  equating 
(i)  and  (2)  we  obtain  (3)  as  a  conditional  equation. 

f,  I  +at'„ 

For  a  cold- junction  temperature  =/*  ®C  and  a  hot-junction  tem¬ 
perature— C  the  potential  drop  across  r',  is  as  follows; 

/  to)  (l  , 

rj+r,(i+atg) 

For  a  cold-junction  temperature —o®  C  and  a  hot-junction  tem¬ 
perature  —  C  the  potential  drop  across  r\  is  given  by  equation  (5) . 

(5) 

The  error  in  the  compensation,  expressed  in  d^^rees,  at  any  hot- 
jimction  temperature  t  and  cold-junction  temperature  L  is  given 
by  equation  (6). 


Error,  in  d^frees-- 


///  ^  ^  ’ 


T 

On  substituting  the  Aralue  of  y  given  by  equation  (3)  one  obtains; 

Error,  in  d^;rees  (?) 


1  +at\ 

I  +cU, 


where 


(8) 
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Suppose  an  iron-constantan  eouple  is  employed,  and  perfect  com¬ 
pensation  is  desired  for  a  hot-junction  temperature  of  800°  C 
when  the  cold-jimction  temperature  is  o®  C  or  50®  C.  The 
potentiometer  indicator  is  graduated  to  read  correctly  all  tempera- 
tmes  of  the  hot  junction  when  the  temperature  of  the  cold  jimc- 
tion  is  o®  C. 

If  the  shunt  is  constructed  of  nickel  wire  we  have  the  following 
data: 

a  =0.006 

/3=o.o5  millivolts  per  d^ree 
t'=8oo°  C 
<'.  =  50°  C 

On  substituting  these  values  in  equations  (3)  and  (7)  we  obtain: 

^  =  2.7  (9) 

Eiror,  in  degrees (,o) 

Equation  (9)  states  that  the  ratio  of  the  values  of  the  resistance 
of  the  nickel  shimt  at  o®  C  and  that  of  the  manganin  should  be 
2.7.  Equation  (10)  gives  the  error  in  degrees  for  any  temperature 
of  the  hot  junction  t  and  of  the  cold  jimction  The  following 
table  shows  the  magnitude  of  these  errors: 

TABLE  10. — ^Error  in  Compensation  by  Shont  Method 


0 
10 
10 

30 
40 

so 
60 

Thus,  over  a  variation  of  200®  C  in  the  temperature  of  the  hot 
junction  and  of  60®  C  in  the  temperature  of  the  cold  junction  the 
method  compensates  to  within  10®  C. 

The  above  method  may  be  applied  even  more  satisfactorily 
when  a  galvanometer  is  used  instead  of  a  potentiometer.  By 
carrying  through  a  series  of  computations  for  the  more  compli¬ 
cated  circuit  with  a  galvanometer  of  resistance  R,  a  relation  may 


Bmr  with  the  hot  Iniictloii  at— 

700*C 

800°  C 

900*C 

•c 

4-0.0  1 

•c 

+0.0 

•c 

—0.7 

—2.3 

~0.  %  ' 

.3.3 

1 

-3.2 

7  5 

4-3.  .4 

—2.0 

+6.7 

±0.0 

4-0  7 
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be  obtained  between  R,  r„  a,  and  jS.  The  following  values  give 
slightly  better  compensation  arotmd  800“  C  than  that  illustrated 
in  the  table  above: 

TABLE  11.— Shunt  Compenaation  with  Galvanumetric  Indicator 


Otinaueaseitt 

neMMssat 

Sorite 

teOtstaaee 

(nuuifaiite) 

fMMsnco 

(Bkk6l) 

Okma 

OhnM 

Okns 

100 

126 

150 

100 

s» 

100 

100 

23 

so 

It  is  evident  that  this  method  of  compensation  has  certain  ad¬ 
vantages  in  the  control  of  the  temperature  of  a  furnace  and  in 
maintaining  this  temperature  at  an  approximately  constant  value. 
It  should  not  be  employed  when  the  variation  in  temperature  of 
the  furnace  is  much  greater  than 
100°  C.  There  are  few  processes 
in  which  the  use  of  compensated 
leads  and  a  cold-junction  box  or 
a  buried  cold  junction,  as  de¬ 
scribed  above,  is  not  to  be  pre¬ 
ferred.  The  shunt  method  has 
been  described  at  some  length, 
however,  because  a  discussion  of 
it  has  never  appeared  elsewhere, 
and  in  certain  restricted  applica¬ 
tions  the  method  offers  desirable 
features. 

(4)  Wheatstone-Bridge  Cotnpen- 
scUion. — This  method  of  compen¬ 
sation  for  the  temperature  of  the  37-— Cold-junction  compensation  by 

cold  junction  as  applied  by  the  Wheatstone  bridge  method 

Cleveland  Instrument  Co.  is  illustrated  in  Fig.  37.  The  switch 
5  is  first  thrown  to  position  t.  The  fixed  resistances  A  and  B 
are  equal,  so  that  if  T  =  Z7  the  bridge  would  be  balanced  and  the 
galvanometer  would  show  no  deflection.  The  resistance  of  T  is, 
however,  made  considerably  greater  than  that  of  D,  so  that  the 
bridge  is  out  of  balance.  By  varying  the  resistance  VR,  the 
pointer  of  the  galvanometer  may  be  adjusted  to  some  definite 
mark  on  the  scale.  This  preliminary  setting  fixes  the  value  of 
tiie  current  flowing  in  the  main  circuit  due  to  the  battery  E. 
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For  a  temperature  measurement  the  switch  5  is  thrown  to 
position  1 .  The  couple  and  the  resistances  X  +  C  now  constitute 
an  arm  of  the  bridge.  The  resistance  C  has  a  high  temperature 
coefficient  and  is  located  at  the  cold  junction  of  the  couple.  Sup¬ 
pose  the  apparatus  is  standardized  for  a  cold-junction  tempera¬ 
ture  of  o®  C,  Then,  at  this  temperature  X  +  C  =  £>,  and  the  gal¬ 
vanometer  shows  no  deflection  when  the  temperature  of  the  hot 
junction  is  o®  C.  As  the  temperature  of  the  hot  junction  increases 
the  emf  developed  by  the  couple  increases  and  the  bridge  is  thrown 
out  of  balance,  causing  a  deflection  of  the  galvanometer.  The 
scale  of  the  instrument  is  accordingly  empirically  graduated  to 
read  the  temperature  of  the  hot  jimction  when  the  cold  junction 
is  at  o®  C,  and  when  the  proper  current  flows  through  the  main 
battery  circuit  as  determined  by  the  preliminary  adjustment. 
When  the  temperature  of  the  cold  junction  increases,  the  emf  of 
the  couple  decreases,  but  the  resistance  C  increases.  An  increase 
in  the  resistance  C  tends  to  increase  the  deflection  of  the  gal¬ 
vanometer,  while  a  decrease  in  the  emf  of  the  couple  tends  to 
decrease  the  deflection.  On  accoimt  of  the  fact  that  the  thermo¬ 
electric  power  of  a  couple  and  the  temperature  coefficient  of 
resistance  of  the  coil  C  are  nearly  constant  or  vary  similarly  with 
temperature  over  a  small  ran^e  of  temperature,  by  properly  pro¬ 
portioning  the  various  resistances  of  the  circuit  the  increase  in 
deflection  due  to  an  increase  in  the  resistance  of  C  compensates 
to  all  practical  purposes  for  the  decrease  in  deflection  due  to  the 
decrease  in  emf  of  the  couple  as  the  temperature  of  the  cold 
junction  increases. 

(/)  Methods  Ebiploybd  in  Correcting  for  Variations  in 
THE  TEMPERATURE-EMF  RELATION  OP  DIFFERENT  COUPLES  OF 
THE  Sab(E  Type. — Platinum  and  platinum-rhodium  suitable  for 
thermocouples  are  refined  by  Engelhard  in  this  coimtry  and  by 
Johnson-Matthey  in  England.  The  temperature-emf  relations 
for  the  couples  obtained  from  these  two  sources  differ  from  each 
other  somewhat,  but  as  stated  elsewhere,  the  reproducibility  of 
either  of  these  general  types  of  Le  Chatelier  couple  is  highly 
satisfactory.  Base-metal  couples  of  any  given  type,  however, 
may  produce  imder  the  same  temperatme  conditions  emfs  differ¬ 
ing  by  o  to  5  per  cent  or  more.  Expressed  in  temperatme,  these 
differences  may  amount  to  50®  C  at  1000®  C.  If  the  manufacturer 
of  the  couples  exercises  special  care  in  the  choice  of  the  wire,  these 
differences  may  be  considerably  reduced.  For  example,  a  certain 
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length  of  chromel  wire  and  a  length  of  aiumel  wire  may  be  selected 
as  representative  of  the  standard  couple  for  which  the  scale  of  the 
pyrometer  indicator  is  graduated.  The  various  stock  coils  of 
almnel  are  tested  thermoelectrically  against  the  standard  aiumel 
wire,  and  the  stock  coils  of  chromel  against  the  standard  chromel 
wire.  If  no  emf  is  developed  by  heating  the  junction  of  the 
standard  wire  and  the  wire  under  test,  it  indicates  that  the  two 
are  similar.  Suppose,  however,  that  an  emf  of  0.5  millivolt  is 
observed,  the  standard  aiumel  wire  being  positive.  This  coil  of 
aiumel  wire  should  be  used  accordingly  with  a  coil  of  chromel  wire 
to  which  the  standard  chromel  wire  tested  0.5  millivolt  positive. 
By  carrying  through  a  series  of  such  tests  on  many  coils  of  wire, 
alwajrs  heating  to  the  same  temperature,  various  pairs  of  chromel 
and  aiumel  coils  may  be  selected  so  that  their  temperatiu«-emf 
relations  are  nearly  the  same  as  that  of  the  standard  couple. 
When  these  pairs  of  coils  are  made  into  couples,  any  differences 
in  calibrations  from  that  of  the  standard  couple  will  be  due  mainly 
to  heterogeneity  of  the  wire  itself.  Usually  a  coil  of  wire  is  drawn 
from  a  single  ingot,  and  the  variations  in  the  thermoelectric 
properties  through  a  single  ingot  are  likely  to  be  far  less  than  the 
differences  in  two  ingots  which  may  come  from  different  melts. 

After  taking  these  precautions  in  regard  to  the  selection  of  the 
wire,  small  variations  in  the  emf-temperature  relation  of  different 
couples  still  exist.  Usually,  they  are  of  little  practical  importance, 
and  most  manufacturers  consider  couples  made  from  wire  thus 
selected  to  be  sufficiently  reproducible  for  industrial  purposes. 
The  difficulty  in  further  correcting  for  the  variations  of  individual 
couples  from  the  manufacturing  standpoint  will  be  readily  ap¬ 
parent. 

(/)  Compensation  by  Series  Resistance. — It  is  entirely  imprac¬ 
tical  to  graduate  the  scale  of  the  indicator  for  an  individual  couple 
because  every  time  the  couple  is  renewed  a  new  scale  would  be 
required,  and  frequently  many  couples  are  used  at  the  same  time 
with  a  single  indicator.  If  a  couple  shows  h^her  emf  than  the 
standard  or  normal  couple  for  which  the  indicator  is  graduated, 
an  amount  of  resistance  necessary  to  reduce  the  deflection  to  the 
proper  value  may  be  placed  in  series  with  the  galvanometer. 
Usually,  if  a  base-metal  couple  shows  an  emf,  say  2  per  cent  high 
at  iooo®C,  it  will  be  2  per  cent  high  at  all  other  temperatures; 
so  that  this  method  of  correction  is  satisfactory  for  all  temperature 
ranges.  The  series  resistance  must  be  located  at  the  couple  and 
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not  inside  the  galvanometer,  for  in  the  latter  case  compensation 
would  apply  for  one  couple  only.  If  a  couple  shows  emf  2  per 
cent  high,  the  extra  series  resistance  must  be  2  per  cent  of  the  total 
resistance  of  the  circuit.  Thus,  with  a  300-ohm  galvanometer 
and  negligible  line  resistance,  6  ohms  of  magnanin  is  placed  in 
series  with  the  couple.  This  is  motmted  on  a  spool  inside  the 
terminal  head  of  the  couple.  The  use  of  a  comparatively  high 
constant  line  resistance  is  no  serious  disadvantage  when  an  instru¬ 
ment  is  calibrated  to  read  correctly  for  this  resistance.  The 
same  galvanometer  may  be  used  with  different  couples;  for 
example,  one  showing  emf  2  per  cent  high,  another  1  per  cent 
high,  and  another  0.5  per  cent  high.  When  the  resistances 
mounted  in  the  heads  of  these  couples  have  the  values  6  ohms, 
3  ohms,  and  1.5  ohms,  respectively,  the  temperature  scale  of  the 
galvanometer  is  correct  for  all  three.  If  the  emf  of  a  couple  is 
low,  resistance  must  be  taken  out  of  the  circuit.  The  scale  of  the 
instrument  is  accordingly  designed  for  the  normal  couple  and 
for  a  certain  normal  series  resistance,  the  latter  being  sufficient 
to  permit  adjustment  for  couples  showing  low  emf.  In  the  above 
example  6  ohms  could  be  removed  from  the  indicator  and  mounted 
in  the  head  of  the  normal  couple.  This  is  the  normal  series  resist¬ 
ance.  For  couples  showing  emf  2  per  cent,  i  per  cent,  and  0.5 
per  cent  high,  the  series  resistances  are  12,  9,  and  7.5  ohms,  re¬ 
spectively.  For  couples  showing  emf  2  per  cent,  i  per  cent,  and 
0.5  per  cent  low  the  series  resistances  are  o,  3,  and  4.5  ohms, 
respectively. 

This  method  of  compensation  is  open  to  objection,  however, 
especially  from  the  standpoint  of  the  pyrometer  manufacturer, 
in  that  the  resistance  of  the  series  coil  required  for  exact  compen¬ 
sation  depends  upon  the  resistance  of  the  indicator.  The  follow¬ 
ing  table  shows  the  values  of  the  series  resistances  required  for 
indicators  of  various  resistances  in  order  to  take  care  of  a  maxi¬ 
mum  variation  of  ±2  per  cent  in  the  emf  of  different  couples. 
The  resistance  of  the  line  proper — ^that  is,  lead  wires  and  couple 
without  series  coil — is  assumed  negligible. 

Now,  the  development  of  the  past  five  years  in  p5rrometry  has 
tended  toward  the  production  of  indicators  of  higher  resistance 
with  the  object  of  minimizing  the  errors  arising  from  variations  in 
the  line  resistance.  The  result  of  this  development  has  placed  on 
the  market  during  this  interval,  in  the  case  of  a  single  manu¬ 
facturer,  instnunents  having  resistances  anywhere  from  5  to  600 
ohms  and  even  1 200  ohms.  Hence,  in  ordering  couples  for  replace- 
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ment,  the  customer  must  state  the  resistance  of  the  indicator  and 
the  manufacturer  must  carry  in  stock  an  almost  endless  assortment 
of  couples  compensated  and  calibrated  to  fit  all  the  instruments 
he  has  manufactured  possibly  in  the  past  lo  years.  A  large  plant 
which  has  purchased  instnunents  during  an  interval  of  five  years 
may  have  an  assortment  of  say  lOo  indicators  with  resistances 
from  50  to  600  ohms,  all  calibrate  to  read  correctly  for  the  normal 
couple.  Since  the  compensated  renewing  couples  are  no  longer 
interchangeable,  this  plant  would  be  required  to  carry  a  stock  of 
couples  for  every  indicator.  The  chances  for  confusion  of  records 
and  mixing  of  couples  and  the  extra  cost  of  such  a  complete  stock 
are  serious  items. 


TABLE  12. — Compeimtioii  by  Series  Resiatance 
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The  error  which  is  possible  when  a  compensated  couple  is  used 
with  the  wrong  indicating  instrument  is  illustrated  by  the  follow¬ 
ing  example:  Suppose  the  couple  originally  read  2  per  cent  high  and 
that  it  is  compensated  to  read  correctly  with  a  500-ohm  indicator. 
In  the  plant  the  couple,  by  mistake,  is  connected  to  a  50-ohm 
instrument.  The  series  resistance  for  the  500-ohm  instrument  is 
20.3  ohms  (seeTable  12) , while  that  for  the  50-ohm  indicator  is  only 
2.03  ohms.  The  introduction  of  20.3  ohms  in  series  with  a  50-ohm 
galvanometer  when  only  2.03  cfims  in  series  should  be  used 
the  instrument  read  26  per  cent  low.  Hence  if  the  temperature  of 
the  furnace  were  1000®  C,  the  50-ohm  indicator  would  read  about 
740°  C,  or  in  error  by  260°  C.  If  no  compensation  whatever  had 
been  employed,  and  if  the  instruments  were  graduated  for  the 
normal  couple  with  no  resistance  in  series,  each  instrument  when 
connected  to  the  couple  showing  emf  2  per  cent  high  would  read  2 
per  cent  high,  or  in  error  by  about  20°  C  at  1000®  C.  Thus  the 
Cfxor  developed  by  an  interchanging  of  instruments  with  the 
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compensated  couple,  a  mistake  which  will  occur  frequently  in  any 
large  plant,  may  cause  an  error  many  times  as  great  as  the  error 
arising  from  the  worst  case  of  irreproducibility  of  couples  when  no 
compensating  device  at  all  is  employed.  A  remedy  for  the  pre¬ 
vention  of  such  mistakes  is  to  use  instruments  of  one  resistance 
only.  Pyrometer  indicators  having  a  practically  fixed  preassigned 
resistance  are  made  by  certain  manufacturers.  All  parts  of  the 
galvanometers  are  constructed  according  to  specifications  rigidly 
adhered  to.  The  swamping  resistance  is  finally  adjusted  until  the 
total  resistance  of  the  instrument  has  the  preassigned  value  foimd 
by  experiment  to  be  satisfactory.  Slight  differences  will  then 
exist  in  the  calibration  of  different  instruments.  These  can  be 
corrected  for  by  any  of  several  methods  such  as  illustrated  below: 
(a)  Calibrate  the  instrument  by  direct  experiment  and  make  a  hand- 
(kawn  scale.  Different  instruments  will  have  slightly  different 
tenq)erature  ranges.  (6)  Use  stock  printed  scales  and  adjust  the 
sensitivity  of  the  galvanometer  by  means  of  a  magnetic  shunt, 
(c)  Use  stock  printed  scales  in  several  different  ^  'mperature  ranges 
and  select  the  one  which  best  fits  the  instrument,  (d)  Shimt  the 
moving  coil  to  give  a  specified  deflection  on  a  specified  current. 
Then  adjust  the  external  resistance  until  the  total  resistance  has 
the  proper  value.  Use  stock  printed  scales. 

The  adoption  of  a  fixed  standard  instrument  is,  however,  likely 
to  thwart  development  work  on  the  part  of  the  manufacturers. 
Furthermore,  instruments  of  all  resistances  and  scale  ranges  are  in 
daily  use  in  the  industries,  and  they  are  giving  satisfactory  service. 
It  is  impossible  to  consider  the  discarding  of  all  indicators  except 
those  having  a  certain  definite  resistance  in  order  that  a  convenient 
method  of  compensation  by  series  resistance  may  be  adopted. 
The  objection  to  compensation  by  series  resistance  is  fiuther  em¬ 
phasized  when  indicators  or  an  indicator  and  a  recorder  are 
operated  in  parallel  on  the  same  couple.  Suppose  a  couple  reading 
normally  2  per  cent  high  is  installed  with  a  500-ohm  indicator. 
The  series  resistance  in  the  head  of  the  couple,  as  seen  from  Table 
12,  is  20.3  ohms.  It  is  desired  to  operate  another  similar  indicator 
in  parallel,  making  two  indicators  of  the  same  type  on  the  same 
couple.  The  resistance  of  two  500-ohm  indicators  in  parallel  is 
250  ohms.  The  two  indicators  accordingly  act  as  a  single  indicator 
having  a  resistance  of  250  ohms.  Hence  the  series  resistance  must 
be  10. 1  ohms  instead  of  20.3  ohms.  If  the  couple  is  to  be  used 
with  both  indicators,  it  can  never  be  used  with  the  indicators 
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separately.  If  a  500-ohm  indicator  and  a  125-ohm  recorder  are 
operated  in  parallel,  the  two  instruments  act  as  a  single  indicator, 
having  a  resistance  of  100  ohms.  For  the  above  couple  reading  2 
per  cent  high  the  series  resistance  must  be  20.3  ohms  when  the 
500'0hm  indicator  is  used,  5  ohms  when  the  125-ohm  recorder  is 
used,  and  about  4  ohms  when  both  are  used  in  parallel.  In 
piuchasing  such  compensated  couples  it  is  accordingly  necessary  to 
specify  the  resistances  of  the  indicators  and  recorders,  and  to  state 
the  method  of  use — that  is,  to  give  a  wiring  diagram  of  the  in¬ 
stallation — and  then  the  couple  must  be  used  always  in  the  maimer 
specified.  WTien  instruments  of  very  low  and  different  resistances 
are  operated  in  parallel,  the  problem  of  choosing  the  proper  com¬ 
pensation  for  the  couple  becomes  very  complicated.  In  fact,  it  is 
frequently  necessary  to  use  cut-out  switches,  so  that  the  recorder 
is  thrown  out  of  the  circuit  when  the  indicator  is  read,  and  vice 
versa.  A  final  objection  to  the  method  of  compensation  by  series 
resistance  is  that  it  has  no  effect  whatever  when  a  potentiometric 
or  semipotentiometric  indicator  or  recorder  is  employed.  A 
couple  showing  emf  2  per  cent  high  and  compensated  to  read 
correctly  on  a  500-ohm  indicator  will  still  read  2  per  cent  high  when 
the  measurements  are  made  with  a  potentiometer.  Since  the  use 
of  potentiometric  instruments  is  becoming  more  extensive  every 
year,  especially  for  laboratory  and  checking  work,  and  for  re¬ 
corders,  this  additional  objection  to  the  method  of  compensation 
by  series  resistance  is  worthy  of  consideration. 

(2)  Compensation  by  Shunt  Resistance. — In  this  method  of  com¬ 
pensation  the  thermocouple  is  shunted  usually  by  a  small  resist¬ 
ance.  If  the  couple  normally  reads  high,  the  resistance  of  the 
shimt  is  decreased;  if  low,  the  resistance  is  increased.  An  ordi¬ 
nary  base-metal  couple  for  industrial  purposes  has  a  resistance  of 
the  order  of  o.i  to  0.3  ohm  at  room  temperatme.  Suppose  this 
couple  is  shimted  by  a  resistance  of  about  the  same  magnitude. 
Such  a  shunted  couple  may  be  used  with  a  potentiometer  or  with  a 
galvanometer  having  almost  any  resistance  from,  say,  10  ohms  up. 

Various  couples  are  thus  perfectly  interchangeable  and  may  be 
used  with  instruments  in  parallel  when  desired.  Hence  none  of 
the  objections  to  the  method  of  compensation  by  series  resistance 
apply  to  the  shimted  couple.  A  very  serious  objection,  however, 
may  be  raised  against  the  method  of  shunted  resistance  in  that 
the  resistance  of  the  shunt  for  proper  compensation  depends  upon 
the  resistance  of  the  couple.  The  latter  is  subject  to  change  with 
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temperature  of  the  furnace  and  depth  of  immersion,  depending 
upon  the  temperature  coefficient  of  resistance  of  the  two  alloys 
forming  the  couple,  and  the  resistance  is,  of  course,  altered  by 
deterioration  of  the  couple  with  use.  The  following  example 
illustrates  the  error  which  may  be  expected  from  a  slight  change 
in  resistance  of  the  couple  when  the  resistance  of  the  shtmt  is  low. 

Suppose  the  couple  having  a  resistance  at  room  temperature  of 
0.2  ohm  is  shunted  by  0.2  ohm  of  manganin.  If  e  is  the  emf 
developed  by  the  couple,  the  potential  drop  over  the  shimt  is  e/2 
The  scale  of  the  galvanometer  is  arbitrarily  graduated  to  take 
account  of  this  reduction  of  emf.  ,et  the  resistance  of  the  couple 
change  from  0.2  to  0.25  ohm.  This  small  change  may  be  due  to 
oxidation  or  may  be  accounted  for  by  immersing  the  couple  to 
half  its  length  in  a  furnace  at  about  600°  C.  The  potential  drop 
across  the  shunt  of  0.2  ohm  on  a  couple  of  0.25  ohm  is  0.446  instead 
of  0.56,  for  which  the  galvanometer  is  graduated.  The  galvanom¬ 
eter  accordingly  reads  12  per  cent  low  or  in  error  by  about  120°  C 
at  1000°  C.  This  error  is  many  times  greater  than  any  error  which 
would  be  introduced  on  account  of  irreprodudbility  of  the  couples 
if  no  compensation  device  whatever  were  employed.  Hence, 
in  attempting  to  correct  for  a  small  error  of,  say,  15  or  30°  C,  we 
have  employed  a  method  which  is  very  likely  to  develop  errors 
amounting  .to  100°  C  or  more.  The  use  of  a  shunt  of  low  resist¬ 
ance  has  been  discontinued.  The  method  of  shunted  resistance 
is  satisfactory,  however,  when  the  shunt  has  a  resistance  many 
times  that  of  the  couple.  As  the  resistance  of  the  shunt  is  in¬ 
creased  the  range  for  adjustment  of  different  couples  is  decreased. 
However,  it  is  not  difficult  to  secure  matched  wire  which  is  ther- 
moeiectrically  reproducible  to  ±  2  per  cent,  and  this  variation  can 
be  taken  care  of  by  means  of  shimts  of  fairly  high  resistance. 
For  generality  the  method  is  discussed  under  the  following  head¬ 
ing: 

(3)  Compensation  by  Shunt  and  Series  Resistance  — Let  = 
resistance  of  the  couple  +  a  small  resistance  (if  necessary)  in 
series  with  the  couple;  rj  =  resistance  of  the  shunt;  and  R  = 
resistance  of  the  galvanometer.  The  potential  drop  E'  across 
the  shunt  is  given  by  the  following  equation  where  e  is  the  emf 
developed  by  the  couple  at  any  given  temperature;  for  example, 
900°  C: 

(i) 

r,  +  rj  -I- 
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In  case  the  potential  drop  is  measured  by  a  potentiometer  we  have; 

»'i  H-  U 


The  shimt  resistance  r,  is  adjusted  to  compensate  for  the  variation 

in  emf  of  the  different  couples.  On  accoimt  of  the  term 

in  equation  (i)  galvanometers  having  different  resistances  in 
general  will  be  differently  affected  by  variations  in  from  couple 

to  couple.  If,  however,  the  term-^*  is  small  enough  compared 

I\ 

with  (ri  +  r,)  this  effect  is  negligible,  and  the  potential  drop 
across  y,  will  be  practically  the  same  for  all  values  of  R  and  for 
a  potentiometer,  regardless  of  the  values  of  r*  for  different  couples. 
Let  us  impose  the  condition  that  the  value  of  r^,  r,,  and  R  must 
be  such  that  the  reading  with  a  potentiometer  can  never  differ 
from  that  with  a  galvanometer  by  more  than  0.5  per  cent  (that  is, 
5®  C  at  1000°  C).  In  general,  this  difference  will  be  found  to  be 
very  much  less.  This  condition  is  expressed  by  equation  (3) : 


^  o.oo5(r,  +  r,) 


(3) 


We  desire  to  compensate  for  couples  showing  emfs  differing  from 
the  normal  couple  by  <  ±  2  per  cent.  For  convenience  in  making 
the  adjustments  on  the  shunt  it  is  better  to  allow  a  little  more 
variation  for  couples  showing  low  emf.  We  will  make  the  com¬ 
putations  so  that  a  couple  reading  3  per  cent  low  could  be  com¬ 
pensated  for  by  using  a  shvmt  of  infinite  resistance — that  is,  with 
no  shunt  at  sdl.  If  e  is  the  emf  of  any  couple,  at  some  fixed 
temperature,  and  e'  is  the  emf  of  a  couple  3  per  cent  below  normal, 
we  have  from  equation  (2)  for  compensation: 


r\e'  ,  .  , 

-f=e,  since  r  ,  =  00 . 


ri+Tj  ri  +  r% 

Hence,  substituting  in  (3)  the  value  of  found  from  (4), 


(4) 


r 


ReR  emf  of  any  couple 

200  e'  ~  200  emf  of  couple  3  per  cent  low 


(5) 


It  is  of  advantage  to  make  r,  as  large  as  possible.  This  can  be 
done  by  making  R  large,  but  the  value  of  R  must  be  small  enough 
to  take  care  of  all  galvanometers  likely  to  be  employed.  If  we 
denote  by  Ro  the  1  ^est  galvanometer  resistance  for  which  com- 
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pensation  is  required,  we  have  equation  (6)  for  the  maximum 
desirable  value  for  the  resistance  of  the  couple. 

R  € 

r,  =  ^  =•  total  resistance  of  couple.  (6) 


Substituting  this  value  of  r,  in  equation  (4)  we  obtain: 


=  shunt  resistance. 


(7) 


Table  13  shows  the  values  of  the  shunt  resistances  and  couple 
resistances  for  the  minimum  galvanometer  resistances  100,  80,  60, 
and  40  ohms.  The  compensation  is  better  the  more  the  resistance 
of  the  galvanometer  exceeds  these  minimum  values,  and  in  no  case 
does  the  error  in  compensation  amoimt  to  more  than  0.5  per 
cent  (that  is,  3°  at  600°  C  or  5°  at  1 000°  C) . 


TABLE  13. — Campensttion  by  Shimt  and  Series  Resistance 
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In  using  this  method  of  compensation  the  standard  galvanometer 
scale  is  graduated  in  the  usual  manner  for  the  couple  which  reads 
3  per  cent  low.  Thus,  if  we  have  a  table  of  emf  versus  temperature 
for  the  normal  couple,  we  decrease  all  the  values  of  the  emfs  in 
the  table  by  3  per  cent.  If  800°  C  corresponds  to  an  emf  of  33.2 
millivolts  for  the  normal  couple,  the  800°  C  point  on  the  galva¬ 
nometer  scale  must  be  equivalent  to  (0.97)  (33.2) ,  or  32.2  millivolts, 
and,  similarly,  for  all  the  other  graduations. 

It  was  noted  in  the  case  of  shimting  a  couple  of  0.2  by  0.2  ohm, 
that  if  the  resistance  of  the  couple  increased  from  0.20  to  0.25  ohm 
due  to  change  in  depth  of  immersion,  the  galvanometer  would  be 
in  error  by  1 20®  at  1000°  C.  On  referring  to  Table  1 3  the  greatest 
error  which  a  change  in  the  couple  resistance  from  0.20  to  0.25 
ohm  can  produce  when  properly  shunted  occurs  with  the  couple 
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reading  normally  2  per  cent  high,  in  which  case  the  shunt  has  a 
resistance  of  3.88  ohms.  The  error  due  to  this  change  in  resistance 
amounts  to  1.2  per  cent,  or  about  12°  at  1000°  C  instead  of  120°  C. 
For  the  normal  couple  the  error  is  only  7®  C  and  for  the  couple 
reading  2  per  cent  low  only  3°  C.  The  error  thus  decreases  as  the 
resistance  of  the  shunt  increases.  This  shows  that  it  is  more 
desirable  to  use  a  couple  having  a  resistance  of  0.5  ohm.  If  the 
resistance  of  the  couple  alone  is  only  0.2  ohm,  0.3  ohm  of  man- 
ganin  may  be  used  in  series,  and  the  shunt  is  connected  over  the 
total  of  0.5  ohm.  If  the  resistance  of  the  couple  is  now  altered 
by  0.05  ohm  from  0.50  to  0.55  ohm  the  couple  reading  2  per  cent 
high,  normal,  and  2  per  cent  low  will  be  in  error  by  only  5,  3,  and 
I®  C  at  1000®  C,  respectively.  It  is  evident  that  this  method  of 
compensation  is  far  superior  to  the  use  of  a  shtmt  of  low  resistance. 

(4)  Summary  Statement  on  Reproducibility  of  Couples. — ^The 
object  of  this  section  has  been  primarily  to  call  the  attention  of 
the  pyrometer  engineers  in  the  industrial  plants  to  the  difficulties 
encountered  by  the  p3rrometer  manufacturer,  when  he  attempts 
to  correct  for  small  variations  in  the  calibration  of  different  couples. 
The  Bureau  of  Standards  has  calibrated  chromel-alumel  couples 
submitted  for  test  which  deviated  from  the  normal  couple  by 
20®  C  at  1000®  C.  On  the  other  hand,  the  Bureau  has  pur¬ 
chased  chromel-alumel  wire  at  different  times  for  which  the 
maximum  deviation  from  the  specified  temperature-emf  relation 
was  only  4®  C.  It  is  certainly  possible,  if  necessary,  to  hold  the 
manufactmer  to  within  ±5®  C  of  the  specifications  for  an  im- 
compensated  couple.  There  are  few  industrial  processes,  however, 
using  base-metal  couples  which  require  an  accuracy  of  even  20®  C 
at  1000®  C,  and  there  are  still  fewer  processes  in  which  tempera¬ 
tures  are  measured  to  this  acciuacy  or  would  be  likely  to  be  meas- 
lued  to  this  accuracy  even  if  a  perfectly  compensated  couple 
were  secured.  The  users  of  pyrometers  have  forced  these  com¬ 
pensation  methods  upon  the  manufactmer  by  insisting  upon 
greater  precision  than  is  really  necessary.  In  so  doing  the  user 
obtains  a  couple  which  when  installed  in  a  certain  precise  manner 
and  frequently  checked  may  give  satisfactory  results;  but  usually 
the  compensation  device  is  a  source  of  more  serious  error  than 
would  be  occasioned  by  the  slight  irreproducibility  of  the  un¬ 
compensated  couples.  In  the  past  few  years  remarkable  advances 
have  been  made  in  the  precision  required  and  attained  by  certain 
few  industries  in  temperature  regulation,  notably  in  the  heat 
treatment  of  high-grade  steel,  such  es  dies,  etc.  Here  an  accuracy 
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of  5°  C  is  frequently  necessary,  and  some  manufacturers  claim 
even  greater  precision  than  this  in  the  reproducibility  of  the 
furnace  conditions.  Such  precision,  however,  can  not  be  expected 
of  compensated  couples.  A  solution  of  the  problem  from  the  man¬ 
ufacturing  point  of  view  is  to  secure  as  well  matched  wire  as  possi¬ 
ble,  do  away  with  compensation  devices,  and  sell  at  different  prices 
two  grades  of  couples,  one  which  is  guaranteed  to  ±5°  C  and 
the  other  to  iio^C.  Possibly  at  a  later  time,  closer  specifications 
could  be  adopted.  If  any  industrial  process  requires  greater 
precision  than  this,  the  couples  should  be  individually  calibrated 
and  correction  curves  prepared  similar  to  those  furnished 
with  high-grade  voltmeters  and  electrical  instnunents.  If 
exact  reproducibility  and  higher  accuracy  are  both  required, 
the  rare-metal  couple  should  be  employed.  In  objecting  to 
compensating  methods,  we  refer  only  to  those  devices  which 
are  supposed  to  correct  for  variations  in  the  thermoelectric 
characteristics  of  the  couple  wire.  Compensation  methods  for 
eliminating  cold-junction  errors,  ordinary  “compensating  lead 
wires,”  etc.,  are,  of  course,  necessary,  ana  these  methods  must 
not  be  confused  with  the  methods  discussed  in  the  above  section, 
which  operate  for  an  entirely  different  pxupose. 

(g)  Thermocouple  Installations — (i)  Special  Precautions. — 
The  installation  of  a  large  thermocouple  equipment  requires  the 
services  of  competent  electricians.  Just  as  much  attention,  if 
iwt  more,  should  be  given  to  the  wiring,  switches,  switchboards, 
etc.,  as  is  given  in  the  case  of  ordinary  power  installations.  Proper 
fixtures  should  be  used  to  moiuit  the  couple  in  the  furnace.  Lead 
wires  should  have  a  weatherproof  covering  and  should  be  run  in  a 
metal  conduit  except  for  a  short  length  of  flexible  cable  at  the 
ends  of  the  conduit.  The  conduit  should  be  grounded  to  prevent 
leakage  from  power  installations  or  lighting  circuits.  All  joints 
in  the  lead  wires  should  be  soldered  and  taped.  When  indicators 
or  recorders  of  low  resistance  are  employed,  it  is  of  the  greatest 
importance  to  have  a  well-constructed  electrical  installation 
to  insure  a  constant  line  resistance.  Since  instruments  of  low 
resistance  are  usually  calibrated  for  a  low  line  resistance  of 
definite  value,  the  size  of  copper  wire  required  for  a  long  line  may 
be  as  large  as  No.  1 2  or  No.  10.  Special  attention  must  be  given 
to  contact  resistances  at  switches.  Frequently  switches  rated  at 
100  amperes  are  reqxiired,  although  the  actual  thermoelectric 
current  is  only  a  few  milliamperes.  If  the  '  ator  is  of  high 
resistance,  or  is  equipped  with  a  compensatin  ce,  or  operates 
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upon  the  potentiometric  or  semipotentiometric  principle,  the 
factor  of  very  low  line  resistance  is  not  of  great  importance,  but 
the  wiring  should  be  well  installed  for  the  psychological  effect, 
if  nothing  else.  Stationary  indicating  and  recording  instruments 
usually  shotild  be  mounted  upon  switchboards,  with  suitable 
selective  or  commutating  switches  when  several  couples  are  used 
with  one  indicator.  When  the  head  of  the  couple  is  exposed  to 
severe  conditions,  rain,  etc.,  as  in  outside  kilns,  a  weatherproof 
terminal  head  should  be  used.  This  consists  of  an  outside  casing 
which  fits  over  both  binding  posts.  The  cover  may  be  tapped 
for  conduit  wiring  or  provided  with  a  packing  gland  or  stuffing 
box  if  a  length  of  flexible  cable  is  used  between  the  couple  and 
the  conduit.  The  lead  wires  should  be  carried  from  the  couple 
to  the  indicator  through  as  cool  rooms  as  conveniently  possible. 
Copper  has  a  high  temperature  coefiicient  of  resistance,  and  the 
frequent  practice  of  running  wires  over  the  top  of  a  long  row  of 
furnaces  may  cause  large  variations  in  line  resistance. 

The  indicator  or  recorder  should  be  conveniently  located.  K 
the  instrument  is  desired  especially  for  the  use  of  the  operator  of 
a  furnace,  it  should  be  placed  where  it  is  readily  available  It 
should  be  mounted  where  vibration  and  excessive  dirt  and  dust 
will  not  injure  the  delicate  part  of  the  mechanism.  In  almost  all 
industrial  installations  outside  protecting  cases  are  required  to 
prevent  dust  from  filtering  through  the  case  of  the  indicator.  A 
suitable  protecting  case  is  illustrated  by  Fig.  38.  The  various 
screws  and  gears  of  a  recor  c  'equire  occasional  attention.  The 
tools  for  this  work,  screw  rivf-s,  oil  can,  etc.,  may  be  mounted 
inside  the  outer  protecting  case,  where  they  are  available  for  im¬ 
mediate  use.  Special  devices  are  employed  to  damp  out  vibra¬ 
tion  when  this  is  serious,  as  in  the  neighborhood  of  a  trip  hanuner 
or  rolling  mill.  Frequently  the  instruments  are  suspended  on 
spiral  springs.  One  convenient  method  especially  suitable  for 
heavy  instruments,  such  as  a  r«:order,  is  to  mormt  the  instrument 
on  a  shelf  which  is  supported  on  a  pier  by  four  ordinary  tennis 
balls,  one  at  each  comer  of  the  shelf.  The  tennis  balls  damp  out 
vibration  very  satisfactorily. 

The  proper  location  of  couples  in  the  furnace  depends  upon  the 
particular  process  and  use  to  which  the  furnace  is  put.  The 
primary  consideration  must  be  to  locate  the  hot  junction  at  the 
point  the  temperature  of  which  is  required.  A  secondary  consid¬ 
eration,  however,  is  to  locate  the  couple  where  the  lead  wires  may 
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be  conveniently  taken  care  of.  The  space  between  the  protect¬ 
ing  tube  of  the  couple  and  the  furnace  wall  should  be  tightly 
plugged  with  refractory  cement,  so  that  hot  air  can  not  strike 
through  the  hole  onto  the  head  of  the  couple,  nor  cold  air  be 
drawn  in,  thus  cooling  the  hot  jtmction  of  the  couple. 

The  use  of  extension  or  compensating  lead  wires,  cold-jimction 
boxes,  etc.,  has  been  discussed  elsewhere.  The  cold-jtmction  box 
should  be  so  located  as  to  reduce  the  amount  of  compensating 
lead  wire  required  to  a  minimum.  Compensating  lead  wires, 
except  ordinary  iron-constantan  leads,  are  somewhat  costly  and 
should  not  be  employed  extravagantly.  Also  the  use  of  long 


Fig.  38. — Indicator. in  hardv)Ood  protecting  case 


lengths  of  compensating  wire  increases  the  line  resistance,  since 
the  resistivity  of  these  leads  is  much  higher  than  that  of  copper. 

In  case  the  cold  junction  is  buried  under  ground,  it  must  not 
be  located  too  near  a  large  furnace.  Either  the  distance  from  the 
furnace  or  the  depth  at  which  the  junction  is  buried  must  be 
increased.  A  depth  of  lo  feet  at  at  least  10  feet  from  a  large 
furnace  is  usually  satisfactory. 

(2)  Common  Return. — ^The  use  of  a  common-return  wire  for  a 
multiple'  installation  is  in  general  unsatisfactory.  With  such 
installations,  short  circuits  through  the  metal  protecting  tube  of 
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the  couple  to  the  furnace  and  other  couples  are  likely  to  occur. 
The  trouble  which  the  short  circuits  can  produce  is  sufficient  to 
warrant  the  extra  cost  of  copper  required  to  prevent  them.  With 
the  common  return,  leakage  from  a  power  installation  affects  the 
reading  of  every  couple  connected  to  the  return  and  a  leakage 
through  a  high  resistance  may  alter  the  readings  of  e\'ery  couple 
by  the  same  amotmt  so  that  the  presence  of  such  leaks  is  not  always 
readily  detected.  It  is  also  possible  by  leakage  from  different 
couples  to  the  ground  to  obtain  very  erratic  and  erroneous  readings 
when  the  common  return  is  employed.  Base-metal  couples  are 
frequently  constructed  with  the  hot  junction  welded  to  the  end 
of  the  iron  protecting  tube  in  order  to 

reduce  thermal  lag.  Even  when  this  r  - 

welded  junction  is  not  made,  the  hot  indicator  indicator 
junction  usually  touches  the  protecting 

tube  and  is  in  good  electrical  contact  p  r~^ 

with  it,  especially  since  at  high  tem-  ^ 

peratures  insulation  resistance  becomes  J 

very  low.  Suppose  that  the  iron  tubes  g 

of  two  chromel-alumel  couples  are  I 

grounded  to  the  iron  casing  of  a  furnace.  “ 

The  two  hot  junctions  are  thus  con-  ^  ^  ^  ^ 

nected  to  each  other  by  a  circuit  of 

iron.  The  electrical  circuit  is  repre-  _ 

sented  by  Fig.  39.  On  the  indicator  we  1  |  |  I  ,  |  , 

have  a  chromel-alumel  couple,  one  leg  |  |  |  g  | 

of  which  is  shtmted  by  an  alumel-iron- 

alumel  differential  couple.  If  the  tem-  v-SssAr 

peratures  of  the  hot  junctions  of  the  orounda 

couples  are  the  same,  this  differential  39  — objection. 

,  -r  ...  .  tit  common  return 

couple  produces  no  effect.  It  will,  how¬ 
ever,  alter  the  reading  of  the  indicator  whenever  the  two  tempera¬ 
tures  differ.  Both  the  chromel-alumel  couples  will  accordingly  give 
erroneous  results.  If  individual  returns  are  used,  the  iron  circuit 
produces  no  effect.  When  grotmds  occur  farther  back  from  the 
hot  jimction — ^for  example,  between  the  common  return  and  the 
other  lead  wire  of  a  single  couple — all  couples  on  the  common 
return  have,  in  addition  to  their  own  emf,  an  impressed  potential 
drop  due  to  the  current  flowing  in  the  shorted  couple.  This  may 
cause  a  large  error  in  the  reading  of  every  couple  on  the  line.  Instal¬ 
lations  employing  a  common  return  are  extensively  used  in  the 
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industries.  It  is  an  unwise  practice,  and  one  which  should  be 
avoided  as  far  as  possible. 

(3)  Wirmg  Diagrams  of  Thermocouple  Installations. — Fig.  40 
illustrates  a  simple  thermoelectric  installation  for  a  rare-metal 
couple.  The  couple  is  properly  protected  by  a  porcelain  or  quartz 
tube  and,  if  necessary,  by  an  outer  tube  of  iron,  chromel,  fire  clay, 
etc.  From  the  head  of  the  couple  compensating  lead  wires  are 
carried  to  the  bottom  of  a  pipe  driven  10  feet  under  ground. 
From  the  bottom  of  the  pipe  copper  lead  wires  are  carried  to  the 
indicator. 


Fig.  40. — A  simple  thermocouple  installation 


Fig.  41  illustrates  a  multiple  installation  for  five  thermo¬ 
couples.  In  this  case  a  common  return  is  employed,  although,  as 
stated  above,  the  use  of  an  individual  return  is  preferred.  By 
u.se  of  the  common  return  for  this  installation  four  lengths  of 
copper  wire  (or  compensating  leads)  from  the  couples  to  the 
recorder  have  been  saved,  and  the  commutating  switch  is  simpler. 
The  indicator  for  the  operator  of  the  furnaces  and  the  recorder  for 
the  superintendent’s  ofiice  are  mounted  in  parallel.  The  indicator 
or  recorder  may  be  connected  to  any  couple  desired  by  setting  the 
commutating  switch  illustrated  in  the  lower  halves  of  the  cases  of 
the  instruments.  Such  an  installation  can  be  employed  only  when 
the  instruments  have  a  high  resistance.  The  recorder  and  indi¬ 
cator,  when  connected  to  the  same  couple  at  the  same  time,  act  as 
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a  shunt  on  each  other,  and  this  tends  to  make  both  instruments 
read  low,  whereas,  if  the  two  instruments  are  calibrated  to  read 
correctly  in  parallel,  they  will  both  read  high  when  connected  to 
different  couples.  An  example  illustrates  this  point.  Suppose 
the  line  and  couple  resistance  for  each  circuit  is  3  ohms  and  the 
resistances  of  the  recorder  and  indicator  are  500  ohms  each. 
Assume  that  both  instruments  are  c^ibrated  to  read  correctly 
when  connected  separately  to  any  couple.  The  potential  drop 
E  across  the  terminals  of  either  instrument  bears  the  following 
relation  to  e,  the  emf  of  the  couple: 


Flo.  41. — A  simple  s-eouple  ifutallaiion 


The  scale  of  the  instnunent  is  graduated  to  take  accoimt  of  this 
reduction  in  emf.  When  the  two  instruments  are  connected  in 
parallel,  the  potential  drop  across  the  indicator  and  recorder  is 
given  by  the  following  equation,  where  R  equals  resistance  of  in¬ 
dicator  or  recorder  and  r  equals  line  resistance: 


R-\-2r  506  ■ 

There  is,  accordingly,  a  reduction  in  emf  by  the  factor  when 
the  instruments  are  connected  in  parallel  to  the  same  couple. 
Each  instrument  is  calibrated  for  a  reduction  in  emf  of 

503 


The  error  resulting  from  the  parallel  coimection  is  thus  0.6  per 
cent,  or  about  6°  C  at  1000°  C.  Hence,  if  the  operator  of  the 
furnace  switches  couple  number  5,  for  example,  on  the  indicator 
when  this  couple  also  is  connected  to  the  recorder,  both  instru- 
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ments  will  read  about  6“  C  low  at  1000°  C.  This  error  is  usually 
insignificant. 

A  similar  example  will  be  considered  for  an  indicator  and 
recorder  of  low  resistance.  Let  the  line  resistance  r  equal  3  ohms 
as  before,  and  the  resistances  R  of  the  indicator  and  of  the  recorder 
equal  10  ohms  each.  The  potential  drop  E  across  the  terminals 
of  either  instrument  bears  the  following  relation  to  e,  the  emf  of 
the  couple: 

.  ,  ,  c-  10 

R  +  r~ii- 

When  the  two  instruments 
are  connected  in  parallel, 
^  the  potential  drop  across 

'  riui*  ‘'’**‘*  the  indicator  and  recorder 

^  is  as  follows ; 

I — nr  LJ-  n-|  ^  “^/=76^- 

W  ^  instruments  are  call- 

^ — I  ^  brated  to  read  correctly 

'  when  used  separately; 

^  that  is,  for  a  reduction  in 

^  ^  ^  emf  by  the  factor  10/13. 

When  used  in  parallel 
there  is  a  reduction  of  emf 
by  the  factor  10/16.  The 
error  resulting  from  a  par¬ 
allel  connection  is  thus  19 

_  _  per  cent  or  about  190°  C 

at  1000° C.  Hence,  if  the 

FiO.  43. — Thermocouple  in  otl-fired  furnace  ,  ,  , 

ofierator  of  the  furnace 
switches  couple  number  5,  for  example,  on  the  indicator  when 
this  couple  is  connected  to  the  recorder,  both  instruments  will 
read  low  by  190°  C  at  1000°  C.  This  is  a  very  serious  error. 
Accordingly,  instruments  of  low  resistance  can  not  be  operated 
alternately  separately  and  in  parallel  on  the  same  couple.  They 
must  be  used  always  either  separately  or  in  parallel.  In  either 
case  the  scales  of  the  instruments  are  graduated  for  the  proper 
reduction  in  emf  due  to  line  drop.  The  paralleling  of  simple  gal- 
vanometric  instruments  having  a  resistance  of  300  ohms  and  more, 
when  the  line  resistance  is  less  than  3  ohms,  or  of  potentiometric 
instruments,  is  a  safe  practice.  The  paralleling  of  instruments  of 


FlO.  43. — Thermocouple  in  oil-fired  furnace 
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lower  resistance  requires  specially  graduated  scales  or  the  use  of 
special  wiring  circtiits.  Instruments  of  low  resistance  designed  for 
parallel  operation  should  not  be  used  separately.  Instruments  of 
low  resistance  operated  with  cut-out  switches  may  be  used  sepa¬ 
rately,  since  the  switches  are  designed  so,  that  while  a  recorder  and 
indicator  are  operated  on  the  same  line,  they  are  never  connected 
to  the  same  couple  at  the  same  time. 

Fig.  42  illustrates  a  simple  thermocouple  installation  in  an 
oil-fired  furnace.  The  thermocouple  is  mounted  in  an  additional 
metal  sheath  to  protect  it  from  mechanical  shocks  and  breakage. 
Compensating  lead  wire  is  carried  to  the  indicator.  The  cold 
junction  is  located  at  the  indicator  and  is  not  thermostatically 
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Flo.  43. — Thermocouple  in  oil-fired  furnace 

controlled.  The  indicator  is  set  to  read  the  room  or  cold-jtmction 
temperature  on  open  circuit.  Otherwise  correction  for  ‘‘cold- 
junction  error”  must  be  applied. 

Fig.  43  shows  a  thermocouple  embedded  in  the  floor  of  an 
oil-fired  furnace.  The  couple  thus  requires  no  space  in  the  heating 
chamber.  The  cold  jimction  is  water  jacketed. 

Fig.  44  shows  a  method  of  installing  a  couple  in  the  wall  of  a 
large  furnace. 

Fig.  45  shows  a  method  of  installing  a  couple  in  a  galvanizing 
tank  or  a  pot  of  stereotype  metal,  babbitt,  or  tin. 

Fig.  46  illustrates  a  multiple  thermocouple  installation  con¬ 
nected  to  a  single  indicator.  Compensating  lead  wires  are  carried 

790713  0—48 - 6 


82  Technologic  Papers  of  the  Bureau  of  Standards 


from  the  couples  to  a  conveniently  located  cold-junction  box. 
The  temperature  of  this  box  is  thermostatically  controlled.  From 
the  cold-junction  box  copper  wires  are  carried  to  the  terminal 
block  and  selective  switch  illustrated.  A  common  return  has 
been  employed  between  the  cold-jimction  box  and  the  switch¬ 
board.  In  general,  it  is  preferable  to  use  individual  return  wires 
for  each  couple.  The  switchboard  illustrated  is  designed  for  six 
couples.  By  pressing  one  of  the  buttons  shown  any  desired 
couple  is  connected  directly  to  the  indicator. 

(4)  Commutating  Switches. — Fig.  47  shows  a  multiple  rotary 

switch.  By  turning  the 
dial  to  the  proper  posi¬ 
tion  any  one  of  12 
couples  may  be  con¬ 
nected  to  the  indicator. 
The  commutating 
brushes  in  this  switch 
are  laminated  phosphor- 
bronze,  diagonal  wiping, 
and  have  a  long  spring 
action  to  follow  up  all 
possible  wear.  Fig.  48 
illustrates  a  switch  of 
different  design,  but  sim¬ 
ilar  in  principle.  Double 
points  of  contact  are 
required  when  indi¬ 
vidual  retxuTi  wires  are 
employed.  The  positive 
wires  of  each  couple  are 
connected  to  the  outer  ring  of  contacts  and  the  negative  wires  to 
the  inner  ring.  The  galvanometer  is  connected  across  the  two 
solid  rings.  Commutating  switches  are  designed  so  that  variable 
contact  resistance  is  reduced  to  a  minimum. 

For  large  installations  several  himdred  couples  may  be  con¬ 
nected  to  a  switchboard,  and  the  operator  of  the  board  connects 
the  couples  successively  to  the  indicator.  The  switchboard  is 
frequently  designed  somewhat  similar  to  an  ordinary  telephone 
switchboard.  Often  in  these  large  installations  communication 
between  the  operator  of  the  switchboard  and  the  operator  of  the 


Fig.  44. — Method  of  mounting  couple  in  furnace 
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furnace  is  maintained  by  a  system  of  colored  electric  lamps. 
This  method  of  temperature  control  is  meeting  with  great  suc¬ 
cess  in  the  industries.  A  description  of  its  applications  is  pre¬ 
sented  elsewhere. 
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Flo.  46. — Multiple-couple  installation  with  thermostated  cold-junction  box 
and  compensating  leads 

(5)  Use  of  Junction  Box. — Fig.  49  illustrates  a  wiring  diagram 
for  a  multiple-couple  installation  which  is  very  useful  in  saving 
compensating  lead  wire  and  in  thus  reducing  the  cost  and  the 
resistance  of  the  line.  The  jimction  box  is  a  cast-iron  box  such  as 
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junctions  require  too  long  compensating  leads.  The  following  ex¬ 
ample  illustrates  a  case  where  such  an  installation  is  desirable. 
Suppose  the  temperature  of  a  coke  oven  20  by  40  by  1 50  feet  is 
measured  by  nine  couples  inserted  in  the  top.  The  indicator  is 
located  at  the  groimd  level  40  feet  from  the  furnace.  The  buried 
cold  junctions  are  20  feet  in  front  of  the  oven.  The  following  illus¬ 
trates  the  amount  of  compensated  lead  wire  required  to  reach  the 
buried  cold  junctions  when  the  junction  box  is  not  employed :  Three 
couples  at  rear  of  fiunace  3(150-1-20-1-20+10)  feet,  three  couples 
at  center  of  furnace  3(75  +  20  +  20+  lo),  three  couples  at  front  of 
furnace  3(20  +  20+10).  Total  compensating  cable,  1,125  feet. 


8clecti9«  Switch 


Fxg.  49. — Illustrating  use  of  junction  box  with  controlled  cold-junction  temperature 


Consider  the  same  installation  when  a  junction  box  is  located 
on  top  of  the  furnace  at  the  center:  Three  couples  at  rear  of 
furnace  3(75)  feet,  three  couples  at  center  of  furnace  2(10),  three 
couples  at  front  of  furnace  3(75) ,  from  box  to  cold  junction  (75  + 
20  +  20+10).  Total  compensating  cable,  595  feet. 

By  means  of  the  junction  box  we  effect  a  saving  of  some  500 
feet  in  the  compensating  cable,  and  need  to  bury  only  one  pair  of 
junctions,  and  just  as  satisfactory  an  installation  is  obtained.  In 
installing  a  large  multiple-couple  equipment  with  a  junction  box, 
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it  is  very  important  to  insure  that  the  common  cold-junction 
couple  is  connected  with  the  correct  polarity  as  illustrated.  Al¬ 
though  we  have  used  a  common  cold  junction  for  all  couples,  we 
have  not  employed  the  objectionable  common  retirni.  Individual 
returns  are  used  with  every  couple  shown  in  the  diagram. 

In  case  the  recorder  is  placed  where  the  temperature  is  quite 
uniform  from  day  to  day,  the  use  of  a  buried  cold  junction  or 
thermostated  cold-junction  box  is  not  absolutely  essential.  The 
emf  generated  at  the  junction  box  in  Fig.  49  is  then  compensated 
for  by  running  one  pair  of  compensating  leads  from  the  recorder 
to  the  junction  box,  taking  care  to  connect  the  negative  lead  to 
t:ie  negative  terminal  of  the  recorder  and  the  positive  lead  to  the 
selective  switch.  A  simple  installation  of  this  kind  is  illustrated 

_  by  Fig.  50.  Here  only  one 

_  |~*  ~-t  couple  is  shown,  but  as 

sdMtiM  ,  i  many  couples  as  desired 

-■,!  may  be  connected  to  the 

_  !j  midtiple  pole  selective 

[i  -  switch.  The  compensat- 

:.-U  !  mg  lead  wnes  are  soldered 

4  _  *^***  together  inside  the  junc- 

tion  box.  The  auxiliary 
-iMb  couple  formed  by  the  com- 

*^***  ’  pensating  leads  is  in  series 

with  the  couple  connected 
in  by  the  selective  switch. 
_  ,  .  .  . ,  The  cold  junction  is  ac- 

FIG.  so. — IllustraUng  use  of  juncUon  box  wtthout  - 

cold-junction  control  cordiugly  at  the  recorder 

where  the  temperatiu'e  is 
fairly  constant.  Changes  in  temperature  of  the  distributing  or 
jimction  box  thus  will  not  affect  the  reading  of  any  couple. 

The  principle  of  the  jimction  box  is  somewhat  similar  to  that 
of  the  Wilson-Maeulen  zone  box,  except  that  no  thermocouple 
in  the  junction-box  system  is  coimected  directly  to  the  compen¬ 
sating  couple,  all  connections  to  the  auxiliary  couple  being  made 
through  the  selective  switch.  The  couple  y  z  is  connected  directly 
to  the  zone  box.  Fig.  51.  Two  pairs  of  wires  lead  from  the  zone 
box,  one  pair  of  copper  being  connected  to  the  main  line  and 
indicator.  The  other  pair  YZ  are  carried  to  the  cold-junction 
box  or  are  biuied  imdergroimd.  For  base-metal  couples,  Y  and 
y  are  of  the  same  material  and  also  Z  and  z.  For  rare-metal 
couples  Z  and  Y  are  copper  and  an  alloy  of  copper-nickel,  respec- 


Fig.  50. — Illustrating  use  of  junction  box  without 
cold-junction  control 
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tively,  the  compensating  leads  already  described  for  use  with  the 
Le  ChateUer  couple.  The  zone  box  thus  saves  running  an  extra 
pair  of  copper  lead  wires  to  the  bottom  of  the  cold-junction  well. 
If  this  principle  is  used  for  a  multiple  installation  with  the  object 
of  saving  compensating  leads,  a  selective  switch  may  be  mounted 
between  the  zone  box  and  the  different  couples.  However,  this 
requires  that  the  selective  switch  be  moimted  near  the  furnace, 
unless  a  complicated  interlacing  electrical  circuit  is  employed, 
whereas  it  is  always  desirable  to  have  the  switch  at  the  indicator. 
It  appears,  therefore,  that  for  large  installations  the  junction  box 
described  above  is  preferable  as  far  as  economy  in  compensatmg 
lead  wire  is  concerned.  If  a  single-couple  installation  be  used, 
or  separate  cold-junction  wells  for  different  couples  in  mtiltiple 
installations,  the  zone  box 
accomplishes  practically  the 
same  results  as  the  junction 
box,  namely,  a  small  saving 
in  copper  and  frequently  a 
more  desirable  wiring  sys¬ 
tem.  The  main  advantage, 
however,  of  the  junction 
box  is  the  saving  of  com¬ 
pensating  lead  wire  in  a 
multiple-couple  installation. 

The  main  advantage  of  the 
zone  box  is  the  simple 
method  by  which  the  cold 
j  unction  is  extended  to  some 
point  at  which  the  temperatm-e  can  be  controlled  or  is  constant; 
for  example,  the  bottom  of  the  cold-junction  well. 

(6)  DetermiruUion  of  Temperature  of  Buried  Cold  Junction. — 
Several  methods  are  available  for  obtaining  the  temperature  at 
the  bottom  of  the  junction  well.  The  simplest  is  to  use  a  thermo¬ 
couple  consisting  of  the  compensating  leads.  Insert  this  in  the 
well,  connect  it  to  a  portable  indicator,  and  meastu'e  the  secondary 
cold- junction  temperatuie  at  the  indicator  with  a  thermometer. 
With  a  well  10  feet  or  more  deep  and  properly  located  it  is  necessary 
to  meastue  the  temperature  possibly  only  once  a  month.  Another 
method  is  to  lower  a  thermometer  into  the  well.  The  thermometer 
is  wrapped  with  a  few  layers  of  cloth,  leaving  the  stem  exposed 
near  the  expected  reading.  It  is  left  in  the  well  for  thirty  minutes 
and  read  quickly  after  raising.  The  recorder  or  indicator  is 
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adjusted  to  conect  for  this  temperature  or  the  records  may  be 
marked  “  cold  junction  -  °  ”  and  corrections  applied  later. 

All  buried  leads  to  the  cold  junction  should  be  rubber  insulated, 
and  the  junction  well  should  be  made  water-tight.  The  compen¬ 
sating  leads,  particularly  those  for  base-metal  couples,  will  gene¬ 
rate  a  large  voltaic  emf  if  they  are  wet  and  not  insulated  with 
water-proof  covering. 

{j)  Depth  of  Immersion  of  Couples. — Thermocouples  immersed 
in  furnaces  of  the  various  industrial  t5T)es  must  be  carefully  pro¬ 
tected.  Heavy  iron  tubes  and  frequently  larger  auxiliary  protect¬ 
ing  tubes  of  various  materials  are  employed.  The  thermocouple 
calibrated  in  the  laboratory  will  give  the  temperature  of  the  hot 
junction  when  installed  in  the  protecting  tubes,  but  there  is  no 
certainty  that  this  temperature  is  that  of  the  furnace.  Conduction 
along  the  protecting  tubes  may  be  so  great  that  the  temperatme 
of  the  couple  is  far  below  that  of  the  furnace.  Conduction  losses 
affecting  the  temperature  of  the  hot  junction  may  be  reduced  and 
even  eliminated  by  using  a  sufficient  depth  of  immersion,  but  it 
is  not  always  possible  to  do  this,  and  it  is  difficult  to  determine 
when  the  depth  of  immersion  is  sufficient.  For  example,  an  im¬ 
mersion  of  5  cm  might  be  satisfactory  for  one  type  of  furnace  or 
for  a  molten  bath,  and  30  cm  insufficient  for  a  certain  muffle 
furnace.  Each  particular  case  requires  special  consideration. 
The  general  practice  is  to  use  as  deep  immersion  as  is  conveniently 
possible  and  trust  that  this  is  satisfactory.  Two  methods  may  be 
suggested  for  investigating  the  question,  but  neither  one  is  very 
conclusive.  First,  remove  the  couple  alone  from  the  fixed  instal¬ 
lation,  leaving  all  protecting  tubes  in  place.  If  it  is  impossible 
to  remove  the  couple  from  the  iron  tube,  use  a  similar  tube  in 
the  fixed  insta'iation  without  the  couple.  Explore  the  temperature 
inside  the  protecting  tube  with  an  improtected  couple.  If  the  tem- 
peratme  for  several  centimeters  along  the  axis  of  the  tube  at  the 
inner  end  is  practically  uniform,  the  depth  of  immersion  is  satis¬ 
factory.  If,  however,  the  temperature  falls  rapidly  in  this  region, 
the  immersion  is  not  deep  enough.  Second,  the  couple  previously 
standardized  is  mounted  complete  in  the  fixed  installation  and 
compared  with  another  checking  couple  mounted  along  the  side 
of  the  permanently  installed  couple.  The  checking  couple  must 
have  a  small  cross  section  and  must  be  used  either  unprotected  or 
protected  by  an  extremely  thin  tube  in  order  to  minimize  the  loss 
of  heat  by  conduction.  The  hot  junctions  of  this  couple  and  of 
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the  couple  under  test  are  brought  closely  together,  but  not  in 
contact.  The  checking  couple  should  indicate  a  temperature 
more  nearly  that  of  the  furnace  than  the  temperature  observed 
with  the  fixed  couple.  If  the  temperature  difference  between  the 
two  couples  is  large,  a  greater  depth  of  immersion  should  be  em¬ 
ployed.  These  methods  are  complicated  by  local  variations  in 
the  temperature  of  the  furnace,  but  checks  of  this  nattne,  although 
somewhat  tmsatisfactory,  are  better  than  no  checks  at  all. 

(8)  Couples  Purposely  Insuf(iciently  Immersed. — It  is  frequently 
desirable  to  purposely  immerse  the  couple  to  an  insufficient  depth. 
In  many  processes  the  furnace  is  operated  at  such  a  high  tempera¬ 
ture  that  a  thermocouple  or  protecting  tube  can  not  withstand 
the  severe  conditions  to  which  it  may  be  subjected.  In  this  case 
the  couple  may  be  immersed  only  part  way  through  the  furnace 
wall,  or  to  a  distance  flush  with  the  inner  w’all  of  the  furnace. 
The  temperatures  indicated  by  couples  installed  in  this  manner 
are  always  lower  than  those  of  the  furnace  interior,  but  they  bear 
a  fairly  dclaite  relation  to  the  temperature  of  the  furnace,  and 
hence  the  method  is  satisfactory  for  temperature  control  and  re¬ 
production  of  fimiace  conditions  from  day  to  day. 

(9)  Protecting  Tubes  for  Thermocouples. — The  choice  of  a  proper 
protection  tube  for  a  thermocouple  is  nearly  as  important  as  the 
selection  of  the  material  for  the  couple.  Among  others,  the  fol¬ 
lowing  properties  of  a  protection  tube  should  be  considered  in 
reference  to  the  particular  process  for  which  the  tube  is  required : 

(o)  Low  Porosity  to  Gases. — Many  tubes  become  very  porous 
to  furnace  gases  at  high  temperatures.  Fiumace  gases  usually 
attack  the  couple. 

(6)  Low  Volatility. — Certain  metal  tubes  are  undesirable  at 
high  temperatures  because  the  metal  distills  upon  the  couple,  thus 
altering  its  calibration. 

(c)  Ability  to  withstand  high  temperature. 

(d)  Ability  to  withstand  sudden  changes  in  temperature. 

(e)  Ability  to  withstand  mechanical  shocks  and  strains. 

(/)  High  Rigidity  or  Viscosity. — Protecting  tubes  frequently 
deform  and  exhibit  the  phenomenon  of  plastic  flow  at  high  temper¬ 
atures. 

ig)  Thermal  Conductivity. — High  thermal  conductivity  is  fre¬ 
quently  desirab'p  when  rapidly  changing  temperatiures  are  meas- 
med.  Usually,  however,  low  thermal  conductivity  is  desired  so 
that  the  flow  of  heat  along  the  tube  is  as  small  as  possible. 
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(h)  Ability  to  resist  corrosion  from  molten  metals  or  furnace 
gases. 

Excellent  protecting  tubes  are  obtainable  for  many  different 
industrial  processes.  However,  for  certain  processes  satisfactory 
tubes  have  not  as  yet  been  developed.  The  problem  is  one  for 
the  ceramist  or  metallingical  engineer.  This  is  particularly 
true  in  obtaining  suitable  tubes  for  molten  metals,  especially 
iron  and  brass.  The  following  describes  the  more  important 
protecting  tubes  now  in  use  industrially: 

Fused  Quartz  (Fig.  52,  Nos.  1,2,  and  3) . — No.  i  or  smaller  tubes 
are  used  as  insulators  through  which  the  wires  of  a  rare-metal 
couple  are  threaded  before  inserting  into  the  protecting  tubes  2 
or  3.  Tube  2  is  of  fused-quartz  powder,  which  is  afterwards 


Fig.  52. — Protecting  tubes  for  couples 

fired.  The  preparation  of  such  tubes  is  similar  to  that  of  por¬ 
celain  tubes.  Tubes  i  and  3  are  drawn  from  molten  quartz  in 
much  the  same  manner  as  in  the  manufacture  of  glass  tubing. 
These  tubes  are  translucent,  like  china.  Transparent  quartz- 
glass  tubing  is  manufactmed,  but  on  account  of  its  cost  is  not 
used  industrially  for  thermocouple  protection.  Fused  quartz 
affords  good  protection  up  to  1050°  C  in  an  oxidizing  atmosphere 
free  from  alkalies.  The  material  is  somewhat  pervious  to  hydro¬ 
gen  and  probably  to  other  reducing  gases,  but  is  not  pervious  at 
this  temperature  to  oxygen  or  carbon  dioxide.  Any  reducing  gas 
within  the  protecting  tube  of  a  rare-metal  couple  is  disastrous, 
particularly  when  the  tube  contains  silica.  The  silica  is  reduced 
to  silicon  which  is  readily  absorbed  by  platinum.  Above  1050°  C 
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and  even  at  lower  temperatures  alter  prolonged  heating,  quartz 
devitrifies  and  crumbles  away.  Quartz  tubes  wi^'^stand  sudden 
changes  of  temperature  without  breaking.  Heav>  molded  quartz 
tubes  are  sometimes  used  for  extra  protection;  for  example, 
c^ainst  acid  fumes. 

Porcelain  (Fig.  52,  Nos.  4  and  5). — Porcelain  is  used  fuimarily 
for  protection  of  rare-metal  couples.  Previous  to  1914  a  highly 
refractory  porcelain  known  as  Marquardt  was  imported  hxtm 
Germany.  A  better  grade  of  this  material  was  developed  through 
the  research  work  of  the  Bureau  of  Standards  and  is  now  manu¬ 
factured  in  this  country  under  the  trade  names  “Usalite”  and 
“Impervite.”  These  two  porcelains  have  a  melting  point  above 
that  of  platinum.  However,  they  are  impervious  to  gases  only 
when  glazed.  The  softening  point  of  the  glaze  used  is  about 
1300°  C.  If  the  tubes  are  glazed  on  the  outside  only,  they  are 
serviceable  as  pyrometer-protection  tubes  up  to  1500°  C.  The 
glaze  on  the  German  tubes  softens  at  1200°  C.  The  insulating 
tubes  are  not  glazed.  Pyrometer  porcelain  for  use  at  lower  tem- 
peratmes  is  made  by  a  number  of  American  and  foreign  com¬ 
panies.  The  glaze  on  the  Japanese  porcelain  softens  at  about 
1100°  C  and  its  maximum  serviceable  temperature  is  about 
1250°  C.  An  unprotected  porcelain  tube  suddently  thrust  into  a 
furnace  at  1000°  C  will  usually  break.  If  it  is  inserted  very 
slowly,  however,  there  is  little  danger  of  breakage. 

In  permanent  installation  quartz  and  porcelain  tubes  and  also 
the  iron  or  chromel  tubes  of  base-metal  couples  are  frequently 
fmlher  protected  by  heavy  outer  tubes  of  fire  clay,  carborundum, 
graphite,  etc.  The  outer  tube  is  usually  cemented  in  place  in  the 
furnace  wall,  forming  a  well  into  which  the  couple  is  inserted. 
In  case  the  outer  tube  introduces  too  large  a  temperature  lag  or 
where  there  is  danger  of  lowering  the  temperature  of  the  hot 
junction  of  the  couple  by  conduction  of  heat  through  the  heavy 
tube,  the  latter  is  made  open  at  both  ends  The  couple  and  its 
smaller  protecting  tube  are  so  mounted  that  the  hot  junction  pro¬ 
jects  a  few  centimeters  beyond  the  end  of  the  outer  protecting 
tube. 

CarbcMimdum  (Fig.  53,  No.  i). — Carborundum  or  silicon  carbide, 
SiC,  is  used  for  outer  protecting  tubes.  It  has  a  very  high  ther¬ 
mal  conductivity,  low  coefficient  of  expansion,  and  a  high  mechan¬ 
ical  strength.  When  heated  in  an  oxidizing  atmosphere,  slow 
oxidation  occurs,  which  does  not  become  disadvantageously 
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rapid  at  1500°  C.  Carborundum  without  clay  binder  is  infusible 
and,  if  heated  sufficiently,  decomposes.  Within  the  carborundum 
tube  the  atmosphere  is  made  reducing  by  the  products  of  slow 
decomposition  of  the  tube,  and  porcelain  is  acted  upon  so  that 
the  life  of  the  porcelain  tube  is  materially  reduced.  This  action 
may  be  minimized  by  permitting  ready  access  of  air  into  the 
open  end  of  the  carborundum  tube.  At  the  higher  temperature 
ranges  carborundum  is  unsuitable  as  a  protection  tube,  par¬ 
ticularly  for  glazed  porcelain  not  vitrified.  Ordinary  furnace 
gases  do  not  act  upon  carborundum.  Fused  alkali  or  alkali 
carbonates,  basic  slags,  and  most  metals  and  metallic  oxides 


Fig.  5,5.  Protecting  tubes  for  couples 


react  with  it  at  high  temperatiu'es.  Carborundum  tubes  made 
with  a  refractory  clay  binder  have  slightly  different  characteristics, 
a  lower  thermal  conductivity,  higher  coefficient  of  expansion,  and 
are  somewhat  less  refractory,  although  still  possessing  a  softening 
point  much  above  the  temperature  range  suitable  for  couples. 

Carborundum  tubes  have  been  used  with  some  success  in  molten 
glass  and  open-hearth  slag. 

Nichrome  or  Chromel  (Fig.  53,  No.  2). — Cast  nichrome  or  chro- 
mel  tubes  are  used  very  extensively  for  protection  of  both  base- 
metal  and  rare-metal  couples.  These  tubes  resist  oxidation  re¬ 
markably  well,  and,  although  much  more  costly  than  iron  tubes, 
in  many  processes  their  longer  life  warrants  and  requires  their 
use.  Chromel  “A”  may  be  used  continuously  up  to  1200®  C. 
The  tubes  are  heavy  enough  to  withstand  considerable  mechanical 
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Strain.  It  has  not  been  possible  as  yet  to  draw  these  alloys  into 
tubes.  The  material  can  be  machined,  but  with  difficulty,  and 
threads  may  be  cut  for  pipe  fittings.  In  order  to  economize  on 
the  use  of  these  materials,  iron  tubes  are  frequently  employed 
having  short  tubes  of  nichrome  or  chromel  welded  to  them.  Only 
the  part  of  the  protecting  tube  exposed  to  the  ftimace  need  be  of 
the  expensive  alloy.  In  processes  carried  out  at  low  temperatures, 
where  either  iron  tubes  or  chromel  and  nichrome  tubes  may  be 
employed,  experiments  should  be  performed  to  determine  the  rel¬ 
ative  values  of  these  tubes  in  life  in  hours  per  dollar  of  cost.  There 
are  practically  no  data  available  in  this  regard.  In  heat-treating 
furnaces  and  carbonizing  furnaces  chromel  “A"  is  often  used. 
Chromel  “C"  and  nichrome  last  many  months  in  lead  baths. 
Chromel  and  nichrome  do  not  volatilize  as  readily  as  iron.  Base- 
metal  couples  are  thus  better  protected  by  these  tubes  than  when 
iron  or  steel  is  employed.  Chromel  “A”  contains  practically  no 
iron.  Chromel  “C”  and  nichrome  have  a  rather  high  iron 
content. 

Graphite  (Fig.  53,  No.  3). — Graphite  tubes  afford  an  excellent 
protection  to  quartz  or  porcelain  tubes  on  rare-metal  couples  and 
are  frequently  used  with  base-metal  couples  for  molten  metals. 
Porcelain  incased  in  a  sheath  of  graphite  can  be  used  in  molten 
aluminum.  Platinum  couples  must  be  thoroughly  protected 
against  the  vapors  distilled  from  graphite  or  carbon  and  from  the 
reducing  atmosphere  present  near  heated  graphite. 

Clay  (Fig.  53,  No.  4). — Fire-clay  outer  protecting  tubes  are 
used  for  protection  in  kilns,  glass  and  steel  furnaces,  annealing 
ovens,  etc.  Usually  they  are  mounted  vertically  in  the  top  of  the 
furnace  and  may  be  cemented  in  place.  Small  fire-clay  insu¬ 
lating  tubes  are  used  on  base-metal  couples. 

Corunditi;  (Fig.  53,  No.  5). — Corundite  consists  of  emery  with  a 
plastic  clay  binder.  It  is  used  in  ceramic  and  glass  industries  for 
outer  protecting  tubes. 

Alundum. — Natmal  corundum  usually  contams  a  large  amount 
of  iron.  The  artificial  product,  fused  known  under  the 

trade  name  of  “Alundum,”  is  practically  free  from  iron.  This 
material  is  very  desirable  for  protecting  rare-metal  couples  and  for 
use  also  as  outer  protecting  tubes.  The  tubes  are  made  from 
ground  alumina  mixed  with  a  clay  binder.  The  more  refractory 
the  tubes,  the  less  impervious  to  gases  they  become.  'Ilie  inner 
protecting  tubes  are  glazed  in  order  to  reduce  the  porosity,  and 
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the  glaze  is  coated  with  an  outer  layer  of  alundum.  This  method 
of  preparation  permits  the  use  of  the  tubes  at  temperatures  above 
the  softening  point  of  the  glaze.  Such  tubes  are  serviceable  up 
to  1400*’  C.  Outer  protecting  tubes  without  glazing  are  made  to 
withstand  temperatures  up  to  1550®  C,  and  even  higher.  Alun¬ 
dum  is  mechanically  strong  and  resists  temperature  changes  much 
better  than  porcelain. 

Nickel. — In  an  oxidizing  atmosphere  a  thick  tough  coating  of 
the  oxide  forms  on  nickel  which  does  not  readily  scale.  The 
oxide  thus  affords  protection  against  further  corrosion. 

Pure  nickel  is  frequently  used  for  cyanide  baths.  It  is  very 
important,  however,  for  this  ptupose,  that  the  nickel  be  free 
from  oxides  and  other  impurities  soluble  in  cyanide. 

Steel  and  Iron. — Seamless  steel  and  wrought-iron  tubes  are 
usually  furnished  with  base-metal  couples.  They  are  satisfactory 
for  many  processes  up  to  800®  or  900®  C;  for  example,  in  a  mufi3e 
furnace. 

Calorized  Iron. — Calorizing  is  a  process  by  which  the  surface 
of  a  wrought-iron  tube  is  impregnated  with  metallic  alumintim. 
Calorized  tubes  resist  oxidation  better  than  the  pure  iron  or  steel 
tubes. 

Duiiron. — Dtiriron,  a  high  silica  iron  alloy,  is  sometimes  used 
at  lower  temperatures  as  a  protection  against  add  fumes.  When 
subjected  to  sudden  temperature  changes,  the  material  may 
fracture. 

Chromon. — ^An  alloy  of  75  per  cent  iron  and  25  per  cent  chro¬ 
mium,  useful  for  molten  brass  and  bronze.  A  light  protecting 
tube  may  be  used  for  100  to  200  determinations  of  less  than  one 
minute  each. 

IV.  GENERAL  THEORY  OF  OPTICAL  AND  RADIATION 

PYROMETRY 

The  temperattne  of  a  material  may  be  obtained  from  a  measure¬ 
ment  of  the  intensity  of  the  radiant  energy  it  emits.  This  meas¬ 
urement  may  refer  to  the  radiation  of  all  wave  lengths  emitted 
by  the  material,  or,  if  the  material  is  glowing,  the  measurement 
may  refer  to  the  visible  light  emitted  or  to  the  radiation  in  a  very 
restricted  portion  of  the  visible  spectrum.  However,  in  general, 
the  intensity  of  radiation  depends  not  alone  upon  the  temperature 
of  the  source,  but  also  upon  the  particular  material  constituting 
the  source.  Thus  glowing  carbon  appears  to  the  eye  about  three 
times  as  bright  as  glowing  platinum  when  both  are  at  the  same 
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temperature.  This  is  technically  expressed  by  the  statement  that 
the  emissive  power  or  emissivity  of  carbon  is  about  three  times 
that  of  platinum.  A  material  having  the  highest  theoretically 
possible  emissivity  is  known  as  a  black  body.  In  general,  it  is 
customary  to  assign  a  numerical  value  of  i  to  the  emissivity  of  a 
black  body.  Hence  all  other  materials  have  an  emissivity  less 
than  I.  A  black  body  is  experimentally  realized  by  uniformly 
heating  a  hollow  inclosure  and  observing  the  radiation  coming 
from  a  small  opening  in  the  wall.  The  intensity  of  radiation 
emitted  from  this  opening  depends  only  on  the  temperatiu^  of 
the  walls.  It  does  not  depend  upon  the  material  of  which  the 
walls  are  constructed.  If  E  equals  the  emissivity  of  any  non¬ 
transparent  material  and  R  equals  its  reflection  coefficient,  it  can 
be  shown  that  E-\-R  =  i.  If  a  material  having  an  emissivity  of, 
say,  0.40,  and  hence  a  reflection  coefficient  of  0.60,  is  placed  inside 
a  black  body  it  becomes  indistinguishable  from  its  siuroimdings. 
The  total  intensity  of  radiation  leaving  the  material  is  the  same 
as  that  emitted  by  the  black  body.  Thus  while  the  material 
actually  emits  only  40  per  cent  of  the  intensity  of  a  black  body  at 
the  same  temperature,  under  the  above  conditions  60  per  cent  of 
the  radiation  falling  upon  it  from  the  walls  of  the  inclosure  is 
reflected,  with  the  net  result  that  the  object  appears  of  the  same 
intensity  as  its  surroundings.  However,  if  the  material  is  removed 
from  the  black  body  and  placed  in  the  open  air,  the  reflected 
intensity  is  no  longer  present  and  the  object  appears  but  40  per 
cent  as  bright  as  a  black  body  at  the  same  temperature.  Optical 
and  radiation  pyrometers  are  usually  calibrated  to  read  correctly 
when  sighted  upon  a  black  body.  Fortunately  many  technical 
processes  are  carried  out  imder  black-body  cc>uditions.  Muffle 
furnaces,  many  annealing  fiunaces,  etc.,  are  sufficient  approxima¬ 
tions  to  “black  bodies”  to  give  practically  correct  temperature 
readings  with  the  optical  or  radiation  p)Tometer.  Some  materials 
in  the  open  are  nearly  “  black;”  for  example,  the  oxide  formed  on 
iron  and  steel  ingots,  rails,  etc.  In  general,  however,  corrections 
must  be  applied  to  the  p5rrometer  readings  to  obtain  the  correct 
temperatme  of  materials  in  the  open.  These  corrections  are  very 
large  in  the  case  of  clean  molten  metals.  The  presence  of  an  oxide 
film  on  the  molten  metal  surface  greatly  reduces  the  corrections. 
For  tempa^ture  control  it  is  not  always  necessary  to  correct  the 
observed  readings.  As  far  as  the  factor  of  emissivity  is  concerned, 
the  actual  pyrometer  readings,  although  known  to  be  too  low, 
will  always  be  too  low  by  the  same  amount  from  time  to  time  for 
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the  same  observed  temperature,  and  hence  will  furnish  as  good 
information  for  temperature  control  and  uniformity  as  could  the 
true  temperatures. 

1.  OPTICAL  PYROMETER  TEMPERATURE  SCALE 

The  temperatiu'e  scale  for  the  optical  pyrometer  is  based  upon 
Wien’s  law  for  the  distribution,  in  the  spectrum,  of  the  energy  of 
a  black  body.  This  law  may  be  stated  by  the  following  equation, 
where  X  denotes  the  wave  length  in  microns,  c,  a  constant  =  14  350, 
d  the  absolute  temperatme  of  the  black  body,  /x  the  intensity 
at  the  wave  length  X  (that  is,  at  a  particular  color  such  as  red) , 
and  c,  a  constant,  the  value  of  which  is  of  no  moment  in  pyrometry 
since,  as  will  be  seen,  it  disappears  from  the  actual  working 
equation. 

C‘ 

Ji,=Ci  X"‘  for  a  back  body.  (i) 

The  intensity  of  radiation  J\,  of  wave  length  X,  from  a  nonblack 
body  of  temperatme  d  and  emissivity  is  given  by  equation  2. 

J\=CiE^-*  =  for  a  nonblack  body.  (2) 

In  the  third  term  of  (2)  we  define  5x  as  the  apparent  temperature 
in  degrees  absolute  of  the  nonblack  body.  This  is  the  temperature 
measured  by  the  optical  p)a’ometer  and  is  less  than  the  true  tem¬ 
perature  d  for  all  materials  except  black  bodies,  when  it  becomes 
equivalent  to  d.  From  (2)  we  have: 

1 _ I  Xlog  E^  Xlog  gx  ,  s 

d  Sx  0.4343c,  6232 

Thus  knowing  X  and  jFx,  it  is  always  possible  to  obtain  the  true 
temperature  d  from  the  observed  temperature  5x. 

An  optical  pyrometer  is  simply  a  photometer  using  monochro¬ 
matic  light  (usually  red)  in  which  the  intensity  of  radiation  from 
either  a  standard  or  a  constant  soiu'ce  (electric  lamp,  oil  flame, 
etc.)  is  compared  with  that  from  the  object  of  which  the  tempera¬ 
ture  is  desired.  Frequently  the  two  intensities  are  made  equal 
by  adjusting  various  types  of  absorbing  devices  (absorption  glasses, 
iris  diaphragms,  etc.),  interposed  either  on  the  furnace  side  or  the 
standard  lamp  side  of  the  pyrometer,  depending  upon  which 
source  is  normally  the  brighter.  In  this  process  of  comparison 
the  term  c,X“*  of  equation  (i)  is  embodied  as  one  of  the  calibra¬ 
tion  constants  of  the  instrument. 
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2.  RAOUTION  PTROXSTBR  TEMPBRATDRB  SCAIB 

The  temperature  scale  for  the  radiation  pyrometer  is  based  upon 
the  Stefan-Boltzmann  law  expressing  the  relation  between  the 
total  energy  J  radiated  per  unit  time  per  unit  area  by  a  black 
body  and  its  absolute  temperature,  abs.  as  follows; 

7  =  (4) 

where  d#  denotes  the  absolute  temperature  of  the  siuroundings 
or  of  the  measuring  instrument  receiving  the  radiation,  and  <r  an 
empirical  constant.  In  general  ^0^  is  negligible  in  comparison 
with  so  the  above  relation  becomes: 

(5) 

For  a  nonblack  body  we  have : 

=  (6) 

where  E  is  the  total  emissivity  and  S  is  the  apparent  absolute 
temperature  of  the  object  sighted  upon  as  measured  by  the  radia¬ 
tion  pjrrometer.  From  (6)  one  obtains: 

E  or  log  E  =  4  (log  S-log  d).  (7) 

Thus,  knowing  the  total  emissivity  E  of  any  material,  it  is  possi¬ 
ble  to  obtain  the  true  temperatture  d  from  the  apparent  tempera¬ 
ture  5  as  measured  by  a  radiation  pyrometer. 

Summary  statement  of  the  two  radiation  laws:  Equation  (i) 
states  that  the  intensity  of  radiation  of  a  fixed  wave  lengfth  from 

a  black  body  is  proportional  to  e — 

Equation  (5)  states  that  the  total  radiation  of  all  wave  lengths 
emitted  by  a  black  body  is  proportional  to  tJ*.  These  two  laws, 
which  form  the  basis  of  optical  and  radiation  pyrometry  respec¬ 
tively,  are  in  agreement  with  the  temperature  scale  defined  by 
the  gas  thermometer  up  to  1550°  C,  the  upper  limit  at  which  a 
gas  thermometer  has  been  used  satisfactorily.  Above  this  range 
to  2500°  C  the  scales  defined  by  these  two  laws  have  been  found, 
experimentally,  to  be  in  mutual  agreement,  and  it  is  believed 
that  they  correctly  represent  the  thermodynamic  scale  for  all 
temperatmres. 
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V.  OPTICAL  PYROMETRY 
1.  FBRT  OPnCAL  PTROMBTBR 

Fig.  54  illustrates  the  principle  of  the  Fery  optical  p3ax)meter. 
G  is  a  means  for  producing  a  divided  photometric  field.  In  the 
later  instruments  a  Lummer-Brodhun  or  silver-strip  cube  is  em¬ 
ployed.  Part  of  the  field  of  view  is  illuminated  by  the  source 
sighted  upon  and  part  by  the  gasoline  lamp  L,  which  bums  at  a 
constant  brightness.  By  moving  the  wedges  of  black  glass,  pp', 

the  thickness  of  absorbing  glass  in 
the  line  of  sight  can  be  varied  im- 
til  the  part  of  the  field  illuminated 
by  the  source  has  the  same  bright¬ 
ness  as  that  illuminated  by  the 
lamp.  A  red  glass  screen  is  used 
in  the  ocular,  so  that  fairly  mono¬ 
chromatic  light  of  this  color 
(0.65/t  to  0.63#*)  is  compared.  The 
relation  between  tk  thickness  of 
the  wedges  *  read  on  a  scale 
and  the  absolute  temperature 
^  is  x  —  P=  —Qld^  where  P  and  Q 
are  positive  constants  determinable 
by  two  calibration  points.  The 
instmment  must  be  focused  upon 
the  radiating  source,  but  no  correc¬ 
tions  for  sighting  distance  need  be 
applied.  The  Le  Chatelier  optical 
pyrometer  designed  earlier  is  sim¬ 
ilar  in  principle,  but  is  not  of  con¬ 
stant  aperture,  and  important  cor¬ 
rections  must  be  made  with  change 
of  focus. 

Brief  directions  for  use  of  Fery  optical  pyrometer:  Fill  standard 
lamp  about  two-thirds  full  of  gasoline  (or  amylacetate  if  origi¬ 
nally  calibrated  for  this  material)  and  adjust  flame  until  tip  biuns 
on  a  level  with  the  top  of  the  slit  cut  in  the  tube  incasing  the 
lamp.  Focus  eyepiece  by  drawing  in  or  out  tmtil  the  field  Illumi¬ 
nati  by  the  lamp  is  well  defined.  Focus  the  objective  by  thmnb- 
screw  C  imtil  the  source  sighted  upon  is  clearly  outlined.  Turn 
into  the  field  the  red  glass  screen  in  the  eyecup  and  match  the 
two  photometric  fields  by  adjusting  the  thumbscrew  which  moves 
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the  wedges.  Observe  the  reading  on  the  scale.  This  reading  is 
converted  into  temperature  by  use  of  a  table  or  plot  of  scale  read¬ 
ing  versus  temperature  furnished  with  the  instrument.  For 
varying  and  extending  the  range  of  the  instrument  two  removable 
absorption  glasses  are  used — one,  A\  on  the  standard  lamp  side 
and  one,  A,  immediately  in  front  of  the  adjustable  wedges. 
In  making  observations  care  must  be  taken  to  note  whether  these 
glasses  are  in  or  out,  and  in  converting  scale  readings  to  tempera¬ 
ture,  to  observe  that  the  cor¬ 
rect  table  or  plot  correspond¬ 
ing  to  the  particular  combi¬ 
nation  employed  is  used. 


2.  SHORE  PYROSCOPE 

The  Shore  pyroscope.  Fig. 

55,  operates  upon  a  principle 
very  similar  to  that  of  the 
Fery  optical  p)rrometer.  The 
instrument  has  a  scale  grad¬ 
uated  to  read  temperature 
directly,  which  is  a  material 
advantage.  The  design  of 
optical  parts  is  rather  un¬ 
necessarily  complicated,  and 
it  is  difficult  to  match  the 
two  fields  on  accoxmt  of  color 
differences.  The  pyroscope 
is  used  extensively  and  with 
satisfactory  results  where 
high  precision  is  not  required.  $$•— Types  of  optical  pyrometers 

{cl)  Directions  for  Use  Thisinstrumentrmploys  b  principle  simOar  lo  that 

OP  Shore  Pyroscope. — Fill 

lamp  two-thirds  full  of  kerosene  oil.  Adjust  the  flame  to  bum  at 
a  height  of  about  three-fourths  of  an  inch.  Focus  on  source  by 
turning  knurled  ring  on  end  of  telescope  tube.  Turn  knob  by 
side  of  scale  imtil  the  inner  and  outer  fields  match  in  brightness. 
Read  temperatiu’e  of  source  directly  from  scale  setting. 


lOo  Technologic  Papers  of  the  Bureau  of  Standards 

3.  WAHRBR  FntOMBTXR 

Fig.  56  illustrates  the  arrangement  of  the  optical  parts  in  the 
Wanner  pyrometer.  The  comparison  light  is  a  6-volt  incan¬ 
descent  lamp  illuminating  a  glass  matt  surface  in  front  of  the  slit 
Sj.  The  slit  5,  is  illuminated  by  the  source  sighted  upon.  Light 
from  each  slit  passes  through  the  collimating  lens  (?,,  the  direct 
vision  spectroscope  P,  a  Wollaston  prism  R,  a  biprism  B,  the 
second  collimating  lens  and  is  brought  to  a  focus  at  F.  The 
Wollaston  prism  produces  two  images  of  each  slit  which  are  polar¬ 
ized  at  right  angles  to  each  other.  The  biprism  again  doubles 
the  number  of  images,  so  that  there  are  finally  four  images  of  each 
slit  at  F.  Six  of  these  images  are  diaphragmed  off  by  the  screen  D. 
The  two  remaining  images,  one  of  each  slit,  are  superposed  and 
are  polarized  at  right  angles  to  each  other.  From  this  point  the 
light  passes  through  the  nicol  prism  A  and  the  ocular  lens  E. 
The  direct-vision  spectroscope  is  so  adjusted  that  only  red  light  of 
wave  length  about  X  =  0.65/1  reaches  the  eye,  the  other  colors 


Fig,  56. — Types  of  optical  pyrometers 


In  this  instnun«nt  photometric  snatch  is  obtained  by  the  use  ol  a  pfdarizina  system 

being  diaphragmed  off  by  the  screen  D.  The  ocular  is  focused  on 
the  dividing  edge  of  the  biprism  B.  The  eye  perceives  a  circular 
photometric  field,  half  of  which  is  illuminated  by  the  slit  5,  and 
half  by  the  slit  S,.  The  light  from  the  two  fields  is  plane  polar¬ 
ized  and  the  plane  of  polarization  in  one  field  is  at  right  angles  to 
the  plane  of  polarization  in  the  other  field.  Consequently,  on 
rotating  the  nicol  prism  A ,  one  field  increases  and  the  other  field 
decreases  in  intensity.  A  setting  is  obtained  when  the  two  fields 
match. 

In  order  to  determine  the  proper  brightness  at  which  to  operate 
the  electric  lamp  illuminating  the  slit  St,  the  pyrometer  is  sighted 
on  a  source  of  standard  brightness.  This  consists  of  an  amyl- 
acetate  lamp  with  a  flame  gage  having  a  window  of  ground  glass. 
The  flame  is  adjusted  to  a  specified  height.  The  ground  glass 
window  illtuninates  the  slit  5,.  The  analyzer  nicol  A  is  set  at 
specified  normal  point  or  angle  marked  on  the  instrument.  The 
current  through  the  electric  lamp  is  then  varied  by  means  of  a 
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rheostat  until  the  two  fields  are  matched,  and  the  current  is  read 
from  the  ammeter.  This  process  should  be  repeated  several 
times  and  a  mean  value  of  the  current  settings  obtained.  In 
using  this  instrument  the  current  is  adjusted  to  this  mean  value. 
The  electric  lamp  bums  at  a  high  temperature  and  consequently 
deteriorates  noticeably.  Hence  the  above  adjustment  on  the 
normal  point  requires  frequent  redetermination.  For  high  pre¬ 
cision  the  adjustment  should  be  made  both  before  and  after  a 
series  of  temperature  readings.  In  the  industrial  plant  once  a  day 
or  once  a  week  is  sufficient,  depending  upon  the  amoimt  of  use. 

The  calibration  of  the  instrument  follows  the  law 

log  tan  ^  =  a  — b/d, 

where  ^  is  the  angular  reading  of  the  analyzer,  d  the  absolute 
temperature,  and  a  and  b  positive  empirical  constants.  The  rela¬ 
tion  between  log  tan  ^  and  i/d  is  linear.  Two  calibration  points 
serve  to  determine  a  and  b  and  a  table  or  plot  m^y  be  made  of  ^ 
versus  C.  Usually  such  a  table  is  furnished  with  the  pyrometer, 
or  the  instrument  may  be  sent  to  the  Bureau  of  Standards  for 
calibration. 

The  instrument  described  above  is  satisfactory  for  temperatures 
greater  than  900°  C.  In  the  temperature  range  700  to  900°  C  the 
intensity  of  light  from  the  furnace  sighted  upon  is  insufficient  to 
permit  accurate  settings.  Hence  for  temperatures  from  700®  up 
the  direct  vision  spectroscope  P  is  replaced  by  a  red  glass  screen, 
or  the  objective  lens  (7,  is  made  of  red  glass,  and  the  slits  5i  and 
S,  are  of  much  wider  opening. 

On  accotmt  of  stray  light  the  Wanner  pyrometer  is  not  accurate 
at  very  small  or  very  large  angular  readings.  Moreover,  the 
temperature  increases  so  fast  at  large  angles  that  the  angles  would 
have  to  be  observed  with  extreme  precision  in  order  to  obtain  any 
accvuracy  when  expressed  in  degrees  of  temperatiu^.  The  range 
of  the  instrument  is  thus  confined  to  from  about  lo  to  80  angular 
degrees. 

Table  14  illustrates  the  relation  between  angular  reading  and 
temperature  for  a  particular  instrument.  Different  instruments 
may  have  entirely  different  or  practically  identical  calibrations,  as 
desired,  depending  upon  the  adjustment  of  the  normal  point. 
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TABLE  14.— Relation  Between  Angnlar  Reading  and  Tampotatnra  ibr  a  Faiticnkr 

Xnatntaunt 


AacI* 

Aafla 

WHhwt 

•bMClIiWI 

(IM 

WMh 

abMUtai 

fUM 

wuhMt 

abMflplln 

flaw 

WHk 

ahaaifttiB 

(Ina 

•c 

•c 

•c 

•c 

10 . 

900 

1390 

SO . 

1185 

ao . 

990 

157S 

60 . 

1255 

30 . 

1060 

1725 

70 . 

1360 

M60 

40 . 

1120 

106S 

80 . 

1535 

3030 

Thus  the  above  instrument  is  satisfactory  for  temperatures  up 
to  1500“  C.  For  higher  temperatures  an  absorption  glass  is 
mounted  in  front  of  the  slit  S„  which  decreases  the  light  from  the 
furnace  in  a  known  ratio.  The  third  column  shows  the  tempera¬ 
tures  which  may  be  measured  when  an  absorption  glass  of  suitable 
density  is  employed.  If  still  higher  temperatures  are  desired  a 
denser  absorption  glass  must  be  used. 

With  the  Wanner  p3rrometer  the  tip  of  the  flame  of  the  amyl 
acetate  lamp  should  bum  level  with  the  top  of  the  flame  gage. 
The  setting  on  the  nomial  point  is  tedious  work,  as  the  flame 
flickers  over  the  field.  A  screen  of  black  paper  placed  around  the 
lamp  helps  to  reduce  the  flicker.  The  observations  must  be  made 
in  a  closed  room  free  from  drafts.  Any  error  in  the  setting  of  the 
normal  current  is  carried  over  to  the  final  temperature  measurements, 
so  that  it  is  exceedingly  impeotant  to  exercise  all  possible  care 
in  these  preliminary  adjustments.  Examine  the  screen  of  the 
flame  gage  to  asstue  that  no  smoke  has  deposited  upon  it.  A 
slight  film  of  smoke  from  the  lamp  may  cause  an  error  of  100°  or 
more.  The  amyl  acetate  used  in  the  lamp  need  not  be  of  high 
purity.  Any  good  grade  of  amyl  acetate  is  satisfactory. 

From  experience  with  several  hundred  instruments  in  use  in 
the  technical  industries  it  is  evident  that  these  pyrometers  are 
subjected  to  great  abuse.  The  instrument  is  made  up  of  delicate 
optical  parts  and  should  not  be  allowed  to  become  heated.  Many 
of  the  parts  are  set  in  wax  and  the  various  optical  surfaces  are 
cemented  by  Canada  balsam.  The  Wollaston  prism  and  the 
nicol  prism  in  the  rotating  eyepiece  are  made  of  calcite.  This 
material  is  very  soft,  and,  although  it  has  the  appearance  of  glass, 
may  be  scratched  with  the  finger  nail.  In  practically  half  the 
instruments  examined  these  parts  have  been  deeply  cut  by  knives 
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or  pointy  steel  tools.  All  persons  using  this  pyrometer  should 
be  cautioned  not  to  touch  any  optical  part  except  the  lens  in  the 
eyecup,  which  requires  occasional  cleaning.  Do  not  change  the 
settii^  of  any  screw.  The  moving  of  a  single  screw  may  throw  out 
the  adjustment  of  the  pyrometer  and  cause  errors  of  500°.  If 
the  position  of  any  screw  on  the  body  of  the  instrument  is  altered, 
do  not  attempt  to  readjust  the  instrument,  but  return  it  to  the 
maker.  The  replacement  of  the  electric  lamp  will  not  alter  the 
calibration  of  the  p}rrometer. 


4.  SCmATCO  PYROMETER 

Fig.  57  illustrates  the  Scim- 
atco  pyrometer,  an  improved 
form  of  the  Wanner  pyrometer. 

All  but  one  of  the  screws,  the 
tampering  with  which  affects 
the  calibration  of  the  instru¬ 
ment,  are  inclosed  in  a  metal 
sheath,  and  hence  are  not  read¬ 
ily  accessible.  The  instrument 
has  both  an  angular  scale  and  a 
scale  graduated  directly  in  de¬ 
grees  of  temperature.  The  box 
at  the  left  contains  a  6-volt 
storage  battery,  an  ammeter, 
and  an  adjustable  rheostat.  For 
obtaining  the  proper  setting  of 
the  current  the  pyrometer  is 
clamped  in  its  carrying  case. 

The  amyl  acetate  lamp  and 
flame  gage  are  so  mounted  that 
the  grotmd  glass  of  the  gage  is 
directly  in  contact  with  the  glass 
window  of  the  pyrometer,  opening  to  the  slit  5,  of  Fig.  56.  The 
tip  of  the  flame  is  adjusted  until  it  is  just  visible  on  looking 
through  the  bottom  of  the  red  glass  window  in  the  dial  of  the  in¬ 
strument.  With  the  Wanner  or  Scimatco  pyrometer  the  observer 
can  not  see  through  the  instrument  the  object  sighted  upon. 
This  may  cause  inconvenience  if  it  is  desired  to  measure  the  tem¬ 
perature  of  a  small  crucible  in  a  furnace. 


Flo.  57. — Types  of  optical  pyrometers 

This  instnimeat  employs  a  principle  similar  to 
that  shown  in  Fig.  $6 
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Pig.  58  illustrates  the  arraagement  of  optical  parts  in  the  F 
and  F  pyrometer.  Light  from  the  furnace  is  focused  at  the 
center  of  the  silver  strip  cube  C.  This  cube  produces  a  drcular 
field  divided  through  the  middle.  One  half  of  the  held  receives 
light  from  the  furnace  and  the  other  half  from  the  ground-glass 


Fig.  58. — Typts  of  optical  pyromtUrs 
In  thkinMniiiieiitpliafaiaietricButdiUobUiiicdby  thetueof  an  abaorbing  ncdct 

screen  D,  which  is  illuminated  by  the  electric  lamp  F  through  the 
condenser  lens  E.  The  ocular  containing  the  red  glass  screen  A 
and  kns  B  is  focused  on  the  dividing  edge  of  this  photometric 
field.  G  and  H  are  diaphragms  which  limit  the  cone  of  rays 
employed.  The  two  fields  are  matched  by  turning  a  thumbscrew, 


Fio.  59- — Types  of  optical  pyrometers 
Optical  tystem  and  electric  circuits  of  disappearing  filament  type  of  optical  pyrometer. 


which  moves  the  black  glass  wedge  W  across  the  path  of  the  light 
from  the  furnace.  By  a  system  of  gears  this  movement  is  trans¬ 
ferred  to  a  circular  scale  on  the  dial  K  of  the  instrument.  In  ap¬ 
pearance  the  pyrometer  resembles  the  Sdmatco,  and  is  used  in  the 
same  manner.  For  a  normal-point  setting  the  pointer  is  adjusted 
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to  read  the  normal  angle  and  after  removing  the  tube  carrying  the 
lens  L  the  instrument  is  clamped  in  its  case.  The  flame  gage  of 
the  amyl  acetate  lamp  is  so  mounted  that  its  grotmd-glass  window 
is  adjacent  to  the  diaphragm  H.  A  table  is  furnished  with  the 
instrument  giving  the  relation  between  the  scale  reading  in  angular 
degrees  and  degrees  of  temperattue,  or  a  temperature  scale  is 
engraved  upon  the  dial.  This  instrument  is  so  designed  that  the 
object  sighted  upon  is  clearly  imaged,  a  distinct  advantage  over 
the  Wanner  pyrometer.  The  relation  between  the  scale  reading  a 
and  the  absolute  temperature  d  is  a  —  P  =  —  Qj^  where  P  and  Q 
are  positive  constants  determinable  by  two  calibration  points. 

A  more  recent  improvement  of  this  pyrometer  consists  in  the 
use  of  a  semicircular  instead  of  linear  wedge.  A  semicircular  disk 
is  so  ground  that  the  thickness  decreases  linearly  along  the  straight 


Fig.  60. — Ty^s  of  optical  Pyrometers 

Dissppeariag  filament  ty^pe 


edge.  A  compensating  wedge  of  clear  glass  is  cemented  to  the 
absorbing  glass  to  correct  for  refraction.  The  comparison  lamp 
is  mounted  in  the  line  of  sight,  replacing  the  cube  C,  Fig.  58,  and 
the  brightness  of  the  filament,  burning  at  a  constant  specified 
ciurent,  is  matched  against  the  source  sighted  upon  by  rotating 
the  semicirctilar  wedge.  The  relation  between  angular  scale 
reading  and  temperattue  has  the  form:  Cos  a- P  =  QI&. 

6.  PISAPPEARINO  PaAMEKT  OPTICAL  PYROMETER 

The  disappearing  filament  optical  pyrometer  was  first  devised  by 
E.  F.  Morse  (U.  S.  Letters  Patent  Nos.  696878;  696916).  Figs.  59 
and  60  illustrate  the  Leeds  &  Northrup  form  of  this  instrument. 
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The  filament  of  a  small  electric  lamp  F,  Fig.  59,  is  placed  at  the 
focal  point  of  an  objective  L  and  ocular  forming  an  ordinary  tele¬ 
scope,  which  superposes  upon  the  lamp  the  image  of  the  somce 
viewed.  Red  glass,  such  as  Coming  “  high-transmission  red,”  is 
motmted  at  the  ocular  to  produce  approximately  monochromatic 
light  In  making  a  setting  the  current  through  the  lamp  is 
adjusted  by  means  of  a  rheostat  until  the  tip  or  some  definite  part 
of  the  filament  is  of  the  same  brightness  as  the  som-ce  viewed. 
The  outline  or  detail  of  this  section  of  the  filament  is  then  indis¬ 
tinguishable  from  the  surrounding  field.  This  is  illustrated  by 
Fig.  61.  In  the  third  setting  the  central  portion  of  the  filament 
vanishes  against  the  background.  The  current  is  read  on  an 
ammeter  and  the  corresponding  temperature  is  obtained  from  a 
plot  or  table  of  current  versus  temperature.  The  empirical  rela¬ 
tion  between  the  cturent  i  through  the  lamp  and  the  temperatme 
t°Q,  is  of  the  form; 

t  =  a  +  +  ci* 

where  o,  b,  c,  are  constants  requiring  for  their  determination  at 
least  three  standardization  points." 

The  lamps  should  not  be  operated  at  temperatures  higher  than 
1500®  C  on  account  of  deterioration  of  the  tungsten  filament.  If 
this  temperature  is  not  exceeded,  the  calibration  of  the  lamp  is 
good  for  himdreds  of  hours  of  ordinary  use.  For  higher  temper¬ 
atures  absorption  glasses,  S,  Fig.  59,  are  used  between  the  lamp 
and  the  objective,  or  in  front  of  the  objective,  to  diminish  the 
observed  intensity  of  the  soxurce.  The  relation  between  the 
temperature  of  the  source  abs.  and  the  observed  temperatiu-e 
abs.,  measured  with  the  absorption  glass  interposed,  is  as 
follows: 

1-  *  =A 

if  d, 

where  A  is  for  most  practical  purposes  a  constant. 

Usually  the  instrument  is  furnished  with  a  table  showing  the 
relation  between  the  ciurent  through  the  lamp  and  the  tempera- 
tine  both  with  and  without  the  absorption  glass.  If,  however, 
this  relation  is  not  given  when  the  absorption  glass  is  used,  it  may 
be  readily  determined  by  measuring  the  constant  A  in  the  above 
formula.  To  do  this,  sight  without  the  absorption  glass  on  a 
muffle  furnace  or  any  uniformly  heated  furnace  at  1 200°  to  1 500°  C 
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and  observe  the  temperature  d  in  degrees  absolute.  Then, 
with  the  absorption  glass  in  place, 
match  the  filament  again  and  ob¬ 
serve  to  what  temperature  » in  de¬ 
grees  absolute  the  current  through 
the  lamp  corresponds.  The  differ¬ 
ence  in  the  reciprocals  of  these 
two  temperatures  is  the  constant 
A ,  which  is  usually  of  the  order  of 
magnitude  -  o.oooi  5 .  This  deter¬ 
mination  should  be  repeated  sev¬ 
eral  times  and  at  several  different 
temperatures  of  the  fiumace.  The 
separate  values  of  A  should  not 
differ  by  more  than  i  per  cent, 
and  the  mean  value  is  used  for 
computing  the  relation  between 
the  observed  absolute  temperature 
with  the  absorption  glass  and  the 
true  temperature  of  the  source. 

In  making  these  computations 
care  must  be  exercised  that  all 
temperatures  are  converted  to  de¬ 
grees  absolute.  Table  15  illus¬ 
trates  the  calibration  of  a  certain 
pyrometer,  both  with  and  with¬ 
out  the  absorption  glass.  The 
constant  of  this  particular  ab¬ 
sorption  glass  has  the  value 
/I  = —0.000280.  By  use  of  this 
glass  temperatures  as  high  as 
2730°  C  can  be  measmed,  al¬ 
though  the  temperature  of  the 
lamp  does  not  exceed  1360°  C. 

It  will  be  noted  that  the  range 
of  currents  required  is  small,  from, 
in  general,  about  0.3  to  0.6  am¬ 
pere.  Thus,  if  the  ammeter  is 
designed  to  give  full  scale  deflec¬ 
tion  on  0.6  ampere,  nearly  half 
of  the  scale,  from  o  to  0.26  ampere,  is  never  used.  The 
depressed  zero  ammeter  now  available  meets  this  objection.  The 


V  Hiiih 


Fig.  61. — Appearance  of  field  of  view 
■when  adjusting  the  current  through 
the  lamp  of  the  disappearing  fila¬ 
ment  pyrometer 
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moving-coil  system,  including  the  supports,  pivots,  and  pointer, 
may  be  adjusted  relative  to  the  magnet  by  turning  a  lever  on 
the  case  of  the  instrument  to  one  of  two  positions.  In  one  posi¬ 
tion  the  pointer  is  adjusted  on  open  circuit,  so  that  it  falls  over  the 
first  graduation  on  the  scale.  This  adjustment  is  similar  to  the 
ordinary  zero  adjtistment  on  any  ammeter.  In  the  second  and 
working  position  the  zero  is  depressed  off  the  scale  an  amoimt 
equivalent  to  0.26  ampere.  The  lowest  scale  reading  is,  accord¬ 
ingly,  0.26,  and  the  entire  scale  from  0.26  to  0.60  ampere  is  thus 
utilized  for  the  range  of  the  pyrometer  lamp. 


TABLE  15.— Typiccl  Cclifcntioa  of  loaip 
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Fig.  62  shows  the  depressed  zero  ammeter.  The  batteries  and 
the  rheostat  for  controlling  the  ctui^nt  through  the  lamp  are  in 
the  same  case  with  the  ammeter.  This  may  be  carried  by  the 
observer  by  means  of  the  shoulder  strap  illustrated. 

7.  GENERAL  USE  OF  OPTICAL  PYROMETERS 

Optical  pyrometers  and  radiation  pyrometers,  described  later, 
afford  the  only  means  yet  developed  for  measiuring  temperatiure 
above  1500°  C.  The  high-temperature  scale  above  1500°  C  is 
based  on  the  extrapolation  of  Wien’s  radiation  law  by  means  of  a 
pyrometer  of  the  disappearing-filament  type.  When  the  instru¬ 
ment  is  especially  designed  for  precision  work,  it  is  possible  to 
measture  a  temperature  difference  of  0.2°  C  at  1500°  C.  The  com¬ 
mercial  form  of  the  instrument  when  properly  calibrated  can  be 
relied  upon  to  5°  C.  With  a  well-designed  optical  pyrometer  there 
is  a  perfect  color  match  of  the  two  fields  at  all  times.  Hence, 
contrary  to  the  general  impression,  color  is  not  matched  at  all, 
but  simply  brightness  of  tmiform  color.  A  color-blind  observer 
will  obtain  the  same  settings  as  a  normal  observer.  Forsythe  “ 


n  Gen.  Blec.  Bcr.,  p.  753;  Sept.  1904- 


Pyr (metric  Practice  109 

has  compiled  data  obtained  with  an  optical  pyrometer  of  the 
disappearing-filament  type  by  six  observers,  none  of  whom  had 
ever  used  an  optical  pyrometer  before.  The  average  variation 
from  the  mean  for  the  six  inexperienced  observers  was  3°  C  and 
the  maximum  variation,  5°  C. 

Although  the  optical  pyrometer  is  essential  for  the  measurement 
of  temperatures  above  1 500®  C,  its  usefulness  is  by  no  means  con¬ 
fined  to  the  high-temperature  range.  The  thermocouple  can  not 
be  adapted  to  many  processes  at  low  temperatures;  for  example, 


Fig.  62. — Depressed  zero  amrruter  used  with  optical  pyrometer  shown  in  Fig.  6o 


the  measurement  of  the  temperature  of  steel  rails  as  they  pass 
through  the  rolls,  ingots  and  forgings  in  the  open,  and  small 
sources  such  as  a  heated  wire  or  lamp  filament.  The  temperatures 
used  in  the  above  processes  may  be  accurately  measured  by  the 
optical  pyrometer.  The  temperature  of  a  microscopic  sample  of 
any  material  can  be  measured  by  a  modified  form  of  the  disap¬ 
pearing-filament  pyrometer  ‘®.  Also  in  many  processes  a  thermo¬ 
couple  is  not  so  convenient  to  use  as  an  optical  pyrometer,  espe¬ 
cially  when  the  temperature  is  not  required  often  enough  to  war¬ 
rant  a  permanent  installation  of  thermocouples. 
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One  serious  objection  to  the  optical  pyrometer  from  the  indus¬ 
trial  point  of  view  is  the  fact  that  it  has  not  been  made  automat¬ 
ically  recording.  Since  a  photometric  match  is  required  for 
every  setting,  the  instrument  necessitates  the  attention  of  an  ob¬ 
server,  although  possibly  a  satisfactory  automatic  device  will  be 
developed  eventually.  Another  objection  is  the  introduction  of 
the  human  element  into  the  readings,  thus  affording  an  opportu¬ 
nity  for  dishonest  or  prejudiced  settings.  The  observer,  if  he  is 
the  operator  of  the  furnace,  should  be  taught  that  the  instrument 
is  for  his  own  assistance  and  that  it  is  not  to  be  considered  as  a 
policial  measure;  otherwise  the  measurements  should  be  made  by  a 
disinterested  party.  In  a  plant  operating  several  furnaces  an 
intelligent  boy  can  be  profitably  employed  whose  sole  work  is  to 
make  the  rounds  of  the  various  furnaces  and  measure  and  record 
the  temperatures. 

8.  BLACK-BOOT  ANO  ROBBLACK-BOOT  COROITIONS 

Optical  pyrometers  are  usually  calibrated  to  read  correctly 
when  sighted  on  a  black  body.  Many  furnaces  approximate 
black-body  conditions  very  satisfactorily.  In  a  perfect  black 
body  the  details  of  the  inside  of  the  furnace  vanish,  and  a  piece  of 
steel,  for  example,  which  is  being  heated  can  not  be  distinguished 
from  the  backgroimd.  If  the  objects  in  the  furnace  can  be  dis¬ 
tinguished  but  only  on  close  observation,  and  if  much  of  the  de¬ 
tail  is  lost,  after  they  have  been  in  the  furnace  some  time,  it  is  not 
likely  that  the  temperature  measurement  will  be  seriously  in  error. 
If  in  error  at  all,  the  observed  temperature  will  be  too  high  when 
the  furnace  walls  are  brighter  than  the  material  being  heat  treated 
and  too  low  when  the  walls  are  less  bright.  This  latter  condition 
is  possible  if  the  heat  supply  is  variable  or  if  it  is  shut  off  and 
the  furnace  allowed  to  cool. 

That  a  steel  ingot  placed  in  a  heated  furnace  may  appear  much 
hotter  than  it  really  is  is  a  fact  not  always  appreciated.  The 
surface  of  the  ingot  appears  hot  because  it  reflects  the  bright  light 
from  the  walls  of  the  furnace.  Of  coiu^  in  comparison  to  the 
much  greater  brightness  of  the  walls,  the  cold  ingot  appears  black, 
but  this  is  due  to  the  intense  contrast.  If  the  ingot  is  viewed 
alone  when  the  direct  radiation  from  the  furnace  is  screened  from 
the  eye,  it  also  is  bright.  Thus  when  an  optical  pyrometer  is 
sighted  on  an  ingot  in  the  furnace,  part  of  the  light  reaching  the 
instrument  comes  from  the  ride  walls  and  is  reflected  by  the  sur¬ 
face  of  the  ingot.  Iron  oxide  reflects  about  the  least  amount  of 
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any  material  met  with  in  metallurgical  practice.  Its  emissivity 
is  approximately  0.95;  hence  its  ref^tion  coefBcient  is  0.05. 
Suppose  an  iron  ingot  at  room  temperature  were  suddenly  placed 
in  a  furnace  at  1200°  C.  Although  the  surface  of  the  ingot  is 
cold,  it  reflects  5  per  cent  of  the  light  falling  upon  it  from  the  hot 
side  walls.  This  5  per  cent  of  reflected  radiation  gives  the  ingot 
the  appearance  of  an  object  at  950**  C.  The  measurement  by  the 
optical  pyrometer  accordingly  would  be  950**  C,  although  actually 
the  ingot  is  at  room  temperatm^.  The  higher  the  reflecting  power 
of  the  material  the  greater  the  observed  temperature  under  the 
above  conditions,  'l^us  cold  platinum  would  appear  to  be  at 
about  1160*^  or  at  almost  the  same  temperature  as  that  of  the 
furnace.  One  method  for  reducing  the  error  due  to  reflected 
radiation  is  to  view  the  object  through  a  large  open  door  on  a 
surface  parallel  to  the  opening.  If  the  door  is  large  enough,  the 
surface  of  the  ingot  thus  loses  a  great  portion  of  the  furnace  wall 
contributing  the  reflected  light.  The  ingot  reflects  the  image  of 
the  opening  left  by  the  door,  and  this  opening  is  not  radiating. 
It  must  be  pointed  out  that  the  reflection  frx>m  any  material  being 
heat  treated  is  diffuse,  Uke  that  from  a  matt  surface,  so  that  an 
opening  in  a  furnace  wall  is  not  truly  imaged,  as  would  be  the  case 
with  a  poli^ed-mirror  surface.  Stray  reflection  is,  however, 
greatly  minimized  even  with  matt  surfaces  by  sighting  through  a 
large  door  on  a  surface  parallel  to  the  opening.  When  'Ae  material 
has  attained  the  temperature  of  the  side  walls,  it  is,  of  coinse,  not 
desirable  to  open  a  large  door,  since  then  the  opening  affects  the 
black-body  conditions.  The  pyrometo’  ^ould  be  sighted  through 
a  small  peephole  as  soon  as  approximate  temperature  uniformity 
is  obtained.  A  more  satisfactory  method  for  reducing  the  stray 
reflections  than  by  opening  a  large  door  is  to  sight  into  a  deep, 
wedge-shaped  cavity  or  hole  made  in  the  metal  being  heat  treated. 
If  this  cavity  is  deep  enough,  very  little  radiation  from  the  side 
walls  can  be  reflected  from  it.  If  such  a  hole  can  not  be  made 
conveniently,  a  length  of  iron  pipe  closed  at  one  end  or  a  porce¬ 
lain  tube  may  be  placed  in  good  thermal  contact  with  the  material 
and  so  aligned  that  the  pyrometer  may  be  sighted  through  a  peep¬ 
hole  directly  into  the  bottom  of  the  tube. 

The  effect  of  reflected  light  is  very  noticeable  in  an  empty  coke 
oven.  The  reflection  coefficient  of  the  brick  walls  is  compara¬ 
tively  high.  If  a  perfect  mirror  were  placed  parallel  to  a  glowing 
surface,  the  mirror  would  appear  as  hot  as  the  surface.  This 
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effect  of  reflection  takes  place  in  a  coke  oven  so  that  both  walls 
appear  of  approximately  equal  brightness,  even  though  they  may 
differ  considerably  in  temperature.  Frequently  a  patch  of  the 
wall  on  one  side  becomes  coated  with  a  layer  of  coke.  Since  the 
coke  has  a  higher  emissive  power  than  brick,  this  patch  appears 
much  hotter.  Actually  it  is  at  about  the  same  temperature  as 
the  less-bright  surrounding  wall.  On  account  of  reflection  a  cor¬ 
responding  bright  patch  appears  on  the  opposite  wall,  although 
this  wall  may  be  free  from  coke.  It  is  evident  that  the  measure¬ 
ment  of  temperature  of  a  portion  of  a  nontmif ormly  heated  furnace 
by  means  of  an  optical  pyrometer  is  difficult  unless  the  precautions 
suggested  above  are  taken.  As  soon  as  the  furnace  attains  tem¬ 
perature  uniformity  and  equilibrium  the  optical  p5nt)meter  gives 
the  true  temperature  very  easily  and  readily. 

When  an  optical  p)ax)meter  is  sighted  on  a  glowing  material  in 
the  open,  it  reads  too  low.  Certain  materials,  important  industri¬ 
ally,  have  a  very  high  emissivity,  so  that  the  corrections  necessa*’’ 
to  add  to  the  observed  temperatures  to  convert  them  into  true 
temperatures  are  small.  Thus  with  iron  oxide  the  correction  is 
only  lo®  at  1200®  C.  The  corrections  are  very  large  for  clear, 
molten  metals,  but  are  smaller  for  the  oxides  wWch  soon  form  on 
the  molten  surface  when  exposed  to  the  air.  Table  16  shows  the 
true  temperatures  corresponding  to  the  temperatures  observed 
when  sighting  on  certain  materials  in  the  open.  For  temperature 
control  it  is  tmnecessary  to  apply  these  corrections.  The  observed 
temperatmes,  although  known  to  be  low,  will  be  low  by  the  same 
amount  from  time  to  time,  and  hence  will  serve  just  as  satisfac¬ 
torily  for  reproducing  temperature  conditions  in  any  process  as 
the  corrected  temperatures.  The  above  statement  must  be  modi¬ 
fied  if  factors  other  than  emissivity  of  the  material  require  con- 
sideratipn.  For  example,  reproducible  results  can  not  be  expected 
if  heavy  clouds  of  smoke  are  in  the  line  of  sight  one  day  and  not 
on  the  next  day.  If  the  pyrometer  is  sighted  on  a  stream  of 
molten  iron  during  potuing  or  tapping,  the  surface  of  the  metal 
is  usually  clear  and  free  from  oxide.  If  the  stream  riiould  at  any 
time  contain  much  slag,  the  surface  will  riiow  bright  patches  on 
account  of  the  higher  emissivity  of  the  slag.  To  make  the  read¬ 
ings  conform  with  those  taken  on  the  clear  stream,  one  must  sight 
on  the  darker  spaces  between  the  slag  or  sight  upon  the  slag  and 
correct  both  sets  of  data  according  to  Table  16. 
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TABLE  16.— Tnw  To^entun  Vetsua  TampeialMit  Mauimd  bp  Optical 

Pprainatata  Uaing  Rad  Light(X~0.6SM)Wliaa  Si^ilad  Open  dw  Foilowing  Matariala 
in  tha  Open 


no. 

too. 

no. 

no. 

1000. 

io». 

1100. 

iin. 

i»o. 

uso. 

uoo. 

ino. 

uoo. 

1600. 

im. 

1700. 


1000 

uso 

uu 

1277 

1S41 

14QS 

ion 

15» 


1103 

1231 

1296 

13S3 

1410 

U2S 

1641 

1730 

1076 

193S 


Tw  Unwolui*.  aoprioi  caiOlgido 


SsUdlna 

•dd* 

SMidakknl 

oMn 

HUnmn 

StChMMi 

700 

701 

702 

•01 

•02 

•04 

902 

904 

906 

MjjjMjl 

933 

935 

930 

lOM 

ion 

1010 

wMim 

1033 

ion 

1063 

WWBWjll 

1110 

1116 

Ha 

1162 

1170 

HjjMM 

1210 

12U 

1224 

H|||M|| 

1267 

1310 

HBHjl 

MSS 

1S6S 

1670 

ITtO 

1630 

Biiaht 


7S0 

061 

973 

1030 

ion 

1144 

1202 

1260 

1320 

1375 

143S 

ISSS 

167S 


•  Onputed  for  040.  this  befau  the  best  value  tor  ordinary  steel  practice. 
6  Computed  for  £j^»o.65,  an  averace  value  for  liquid  slags. 


The  above  table  was  computed  from  the  following  equation 
where  d  is  the  true  absolute  temperature,  5  the  observed  absolute 
temperature,  and  the  emissivity  for  the  wave  length  X.  This 
wave  length  has  been  selected  as  X=°o.65^,  the  approximate 
value  for  optical  pyrometers. 

1  I  Xlog  ^  log  Ey, 

■3  S  6232  *  9588 

Table  17  gives  the  emissivity  of  various  materials  for  this  wave 
length.  The  change  of  emissivity  with  temperatme  is  usually  small 
for  metals. 
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TABLE  17.— Xonocltfautic  IbniMivitjr  te  Rad  ligpS  (X— about  OMn) 


Table  18  shows  the  corrections  which  must  be  added  to  the 
readings  obtained  with  an  optical  pyrometer  using  light  of  wave 
length  X  =  o.65/»,  for  various  emissivities,  in  order  to  obtain  the 
true  temperatures.  These  data  are  especially  useful  when  care¬ 
fully  plotted  on  a  large  scale,  similar  to  Fig.  63. 

TABLE  18. — Correction  to  Observed  Temperature  for  Pprometer  Using  Red  Light 

(X=0.«M,  c,=  14350) 
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9.  TEMPERATURE  OF  GLOWHfG  GAUZE 

An  interesting  application  of  the  optical  pyrometer  is  for  the 
measurement  of  the  temperature  of  gauze  electrically  or  other¬ 
wise  heated.  In  certain  chemical  processes  platinum  gauze  elec¬ 
trically  heated  is  used  as  a  catalyzing  agent,  and  must  be  main¬ 
tained  at  a  constant  temperature.  This  is  readily  done  by  sight¬ 
ing  normally  on  the  surface  of  the  gauze  with  an  optical  p3rro- 
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meter.  The  observed  temperatures  may  be  thus  exactly  repro¬ 
duced  from  day  to  day.  If  it  is  required  to  convert  the  observed 
temperatures  into  exact  true  temperatures  of  the  wire  forming 
the  gauze  the  problem  is  difficult.  An  approximate  solution 
satisfactory  for  all  industrial  work  is,  however,  easily  obtained. 


We  will  assume  that  the  mesh  of  the  gauze  is  sufficiently  coarse 
that  multiple  reflection  between  the  separate  wires  is  negligible. 
Let  At  equal  the  fractional  part  of  the  total  area  of  the  gauze  com¬ 
prised  by  the  wire,  and  A,  equal  the  fractional  part  of  the  total  area 
representing  the  space  between  the  wires.  Let  equal  the 
emissivity  of  the  metal  employed,  and  E\  equal  the  effective 
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Flo.  63. — Correction,  for  emissivity,  to  temperature  observed  with  optical  pyrometer 
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emissivity  of  the  gauze  as  a  whole;  that  is,  taking  into  considera¬ 
tion  the  spaces  between  the  wires  which,  of  course,  are  not  radia¬ 
ting  surfaces.  The  following  equations  are  readily  apparent: 

^x“^i^x.since>l,-^A,=  i. 

i_i  tog  AjE^ 

d  5”  q.s88 

where  d  is  the  true  absolute  temperature  of  the  wire  of  the  gaiize 
and  S  is  the  absolute  temperature  observed  Avith  an  optical  pyro¬ 
meter  sighted  normal  to  the  surface. 

A  platinum  gauze  commonly  employed  is  No.  80  mesh  (80 
wires  to  the  inch)  of  0.003 -inch  wire.  For  this  gauze  A,  =0.42. 
The  emissivity  of  bright  clean  platintun  is  0.33.  The  platinum 
of  this  gauze  soon  becomes  somewhat  corroded.  Possibly  an 
emissivity  of,  say,  0.4  is  more  nearly  the  correct  value  imder  these 
conditions.  Hence  the  effective  emissivity  of  the  gauze  =  Aj  f'x  = 
(0,42)  (0.4)  =0.17. 

Usually  the  gauze  must  be  viewed  through  a  glass  window.  A 
thin  glass  window  (see  below)  transmits  about  90  per  cent  of  the 
light  falling  upon  it.  Hence  the  final  effective  emissivity  using  a 
glass  window  =  E\  =  (0.17)  (0.90)  =0.15. 

The  following  table  was  computed  by  the  formula 

a  similar  table  for  other  gauzes  may  be  computed  in 

95»o 

the  manner  outlined. 

TABT.n  19.— PUtiaaiB  Gauze  Ifo.  SOXesb,  0.003-iiich  Wire.  Teaperatnree  Obaerred 
Throafh  One  HHudow  bj  Optical  PproaMter  Sifbted  Ifomial  to  SuHace  of  Gauze, 
rerens  True  Temperature  of  Gauze. 
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10.  USE  Of  A  WmDOW 


It  is  frequently  necessary,  especially  in  the  laboratory,  to  sight 
an  optical  pyrometer  into  a  furnace  through  a  window.  What 
correction  must  be  applied  to  the  observed  temperatures  to  take 
account  of  the  loss  of  light  at  the  window?  Kanolt  has  meas¬ 
ured  the  transmission  coefficient  for  a  number  of  ordinary  glass 
windows  at  X  -0.65/1  and  obtained  a  mean  value  of  0.904.  Hence 
we  have 


£  £ 

6~S 


log  0.904 
9588 


—0.0000046, 


where  9  is  the  true  absolute  temperature  of  the  source  and  5  is  the 
observed  absolute  temperature.  Table  20  is  computed  from  the 
above  formula. 


TABUS  20.— CometiMi  to  Obaonod  Teapontoxoa  for  Aboorption  of  Light  bp  0  Siagte 
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11.  FLAMBS  ABB  SMOKE 


The  optical  pyrometer  can  not  be  used  satisfactorily  when 
sighted  through  flames  or  smoke.  Usually  the  presence  of 
dense  flames  increases  the  temperature  reading  and  the  presence 
of  smoke  clouds  absorbs  so  much  radiation  that  the  pyrometer 
may  read  several  hundred  degrees  low.  The  optical  pyrometer 
can  be  used  to  measure  the  temperature  of  the  slag  in  an  open- 
hearth  furnace,  but  the  flames  prove  a  serious  hindrance  except 
during  reversals,  when  observations  may  be  taken  to  advantage. 
In  a  cement  kiln  the  dust,  smoke,  and  flames  all  combine  to  make 
the  observations  veiy  untrustworthy.  Carbon  dioxide,  water 
vapor,  and  other  invisible  gases  produce  no  effect. 
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12.  METHOD  OF  SIGHTOfG  IHTO  A  CLOSED  TUBE 

In  many  processes  where  smoke  can  not  be  eliminated  or  where 
black-body  conditions  are  not  satisfactory,  a  porcelain  or  other 
refractory  tube  with  a  closed  end  is  inserted  into  the  furnace. 
The  p5n-ometer  is  sighted  into  this  tube,  which,  if  fairly  uniformly 
heated  over  a  sufficient  area,  affords  an  excellent  black  body. 
This  method  has  been  employed  also  for  obtaining  the  true  tem¬ 
perature  of  molten  metals,  but  suitable  refractory  tubes  for  many 
molten  metals  have  yet  to  be  developed. 

VI.  RADIATION  PTROMETRT 

An  optical  p)n-ometer  measures  the  intensity  of  a  narrow  spec¬ 
tral  band  of  radiation  emitted  by  a  glowing  object.  The  radia¬ 
tion  pjrrometer  measures  the  intensity  of  all  wave  lengths,  the 
light  rays  and  the  heat  rays  combined.  Usually  the  energy  of 
all  wave  lengths  radiated  by  the  source  is  focused  in  some  manner 
upon  the  hot  junction  of  a  small  thermocouple.  The  temperature 
to  which  this  junction  rises  is  approximately  proportional  to  the 
rate  at  which  energy  falls  upon  it,  which  in  turn,  by  the  Stefan- 
Boltzmann  law,  is  proportional  to  the  fourth  power  of  the  abso¬ 
lute  temperature  of  the  source.  The  rise  in  temperatme  of  the 
hot  junction  of  the  couple  generates  a  thermoelectric  emf.  Hence 
the  calibration  of  a  radiation  pyrometer  consists  in  determining 
the  relation  between  the  emf  developed  and  the  temperature  of 
the  soimce  sighted  upon.  This  relation  follows  the  law  e  =  ad^ 
where  d  is  the  absolute  temperature  of  the  source,  e  is  the  emf 
developed  by  the  instrument,  and  a  and  b  are  empirical  constants 
determinable  by  two  standardization  points.  The  emf  may  be 
measured  by  a  potentiometer  or  galvanometer  or  by  any  of  the 
methods  discussed  under  thermoelectric  pyrometry.  The  gal¬ 
vanometer  should  have  as  high  a  resistance  as  is  consistent  with 
the  requirement  of  robustness.  The  same  type  of  instrument  is 
used  with  the  radiation  pyrometer  as  with  the  ordinary  thermo¬ 
couple.  In  fact,  the  entire  discussion  on  galvanometric  methods 
of  measuring  emf  of  thermocouples  is  equally  applicable  to  radia¬ 
tion  pyrometry.  The  temperature  of  the  cold  junction  of  the 
couple  in  the  radiation  pyrometer  is  not  controlled.  The  hot 
and  cold  junctions  are  in  fairly  close  proximity  and  hence  are 
equally  affected  by  changes  in  room  temperature.  The  cold 
junction  is  always  shaded  from  the  heat  radiated  by  the  sotirce 
sighted  upon. 


Pyrometric  Practice  119 

1.  THWIWG  RADUTION  PYROMBTBR 

Fig.  64  illustrates  the  principle  of  the  Thwing  radiation  pyrom¬ 
eter.  Radiation  from  the  furnace  enters  the  diaphragm  A  and 
falls  upon  the  hollow  conical  mirror  K.  The  hot  junction  C  of 


Receiving  system  of  instrument  employing  a  conical  mirror 


a  minute  thermocouple  is  located  at  the  apex  of  the  cone,  and 
the  cold  junctions  are  at  D  and  D'.  By  multiple  reflection  along 
the  sides  of  the  conical  mirror  the  radiation  is  finally  concentrated 
upon  the  hot  junction  of  the  couple.  The  emf  is  measured  by  a 


Fig.  65. — Observing  the  temperature  of  a  furnace  with  the  pyrometer  illustrated  in  Fig.  64 


galvanometer  graduated  to  read  temperature  directly.  Fig.  65 
shows  the  method  of  using  this  instrument  for  measuring  the 
temperature  of  a  large  fiumace.  Except  for  incidental  errors, 
which  will  be  briefly  considered  later,  the  reading  of  the  instru- 
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ment  is  independent  of  the  sighting  distance,  provided  the  diam¬ 
eter  of  the  source  is  sufficient  to  fill  the  cone  of  rays  defined  by 
the  geometrical  construction  of  the  receiving  tube.  Fig.  66  illus¬ 
trates  this  fact.  The  amount  of  radiation  falling  upon  an  ele¬ 
ment,  D,  of  the  conical  mirror  is  proportional  to  the  solid  angle 
HD  A'  which  is  independent  of  the  distance  from  the  point  D  to 
the  soiuce.  This  is  true  of  every  point  on  the  base  of  the  cone 


DD\  Hence  the  total  quantity  of  energy  entering  the  cone  is 
independent  of  the  distance  from  the  pyrometer  to  the  soiuce, 
provided  the  source  is  of  sufficient  size.  The  minimum  size  of 
source  for  any  distance  is  determined  by  the  lines  A''D'  and 
A'D.  Thus  for  the  distance  BA  the  diameter  of  the  source  must 
be  at  least  A* A'*  and  for  the  distance  BP  the  diameter  of  the 


Fig.  67.  —Radiation  pyrometer  for  fixed  imlaUation  on  furnace  wall 

source  must  be  at  least  P'P".  The  Thwing  instrument  is  so 
constructed  that  the  source  must  have  a  diameter  at  least  one- 
eighth  of  the  distance  from  the  source  to  the  receiving  tube. 
Thus  at  8  feet  from  a  furnace  the  opening  into  the  furnace  must 
be  I  foot  in  diameter. 

For  permanent  installations  the  tube  is  ventilated  and  has 
several  extra  diaphragms  to  prevent  local  heating  of  the  instru¬ 
ment  and  reradiation  to  the  couple.  Fig.  67  shows  a  perma- 
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nently  installed  Thwing  radiation  pyrometer  sighted  into  the 
bottom  of  a  closed  metal  tube  which  projects  into  the  furnace. 

2.  FOSTER  RABUTIOH  PTROMSTER 

Fig.  68  illustrates  the  principle  of  the  Foster  radiation  pyrom¬ 
eter.  The  thermocouple,  6,  and  a  front  diaphragm,  B,  are 


FlO.  68. — Mirror  type  of  fixed  foetus  radiatiori  pyrometer 

located  at  the  conjugate  foci  of  a  concave  mirror,  DD' .  As  in 
the  case  of  the  Thwing  pyrometer,  the  source  must  be  large  enough 
to  fill  the  cone  of  rays  defined  by  the  angle  a  or  the  lines  A'  CA” , 
The  position  of  the  point  C  is  marked  by  a  wing  nut  on  the  tele- 
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Fig,  69. — Types  of  raduUion  pyrtmeters 
The  receiving;  system  oi  this  pyrometer  is  shown  in  Pig.  68 

scope  tube.  The  angle  a  is  made  such  that  the  diameter  of  the 
source  sighted  upon  must  be  at  least  one-tenth  the  distance  from 
the  source  to  the  wing  nut.  Thus  for  a  distance  of  lo  feet  the 
diameter  of  the  opening  into  the  furnace  must  be  at  least  i  foot. 
Fig.  69  illustrates  the  complete  instrument  with  an  indicator 
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graduated  to  read  temperature  directly.  The  Brown  radiation 
pyrometer,  which  is  similar  in  principle  to  the  Foster  pyrometer, 
is  made  with  the  receiving  tube  collapsible  for  convenience  in 
carrying. 

3.  VBRT  RASUTION  PTROMBTBR 

F^.  70  is  a  cross-section  drawing  of  the  Fery  pyrometer  made 
by  the  Taylor  Instrument  Cos.  Radiation  from  the  source  sighted 
upon  is  concentrated  by  the  concave  mirror  of  speculum  metal 
or  gold,  upon  the  hot  junction  of  a  minute  thermocouple.  This 
instrument  is  not  fixed  focus,  as  is  the  case  with  the  other  types 
of  radiation  pyrometer,  but  requires  focusing  for  each  sighting 


Mirror  type  of  ▼ariabSe-focus  radiation  pyrometer 

distance.  The  focusing  is  accomplished  simply  by  means  of  an 
ingenious  device  ascribed  to  Fery.  Two  semicircular  mirrors, 
Fig.  71  (a),  inclined  to  one  anoth^  at  an  angle  of  5°  to  10°,  are 
mounted  in  the  thermocouple  box,  an  opening  of  about  1.5  mm 
at  the  center  of  the  mirrors  forming  the  limiting  diaphragm  im¬ 
mediately  in  front  of  the  couple.  The  observer  views  by  means 
of  the  telescope  V  the  image  of  the  furnace  formed  by  the  large 
concave  mirror  MM'  and  reflected  by  the  inclined  mirrors  xx' 
and  yy'  through  a  hole  in  the  large  minor.  If  the  image  is  not 
correctly  focused  at  0,  the  intersection  of  the  two  small  mirrors, 
the  image  appears  broken  in  half  as  shown  by  (6).  Correct  focus 
is  obtained  when  the  two  halves  of  the  image  are  in  alignment  (c). 
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Thus  until  correct  focus  is  obtained  certain  straight  lines  of  the 
source  appear  broken  in  the  image.  This  breaking  of  a  line  is 
illustrated  on  a  magnified  and  distorted  scale  by  (d).  Suppose 
that  the  pyrometer  were  incorrectly  focused  upon  a  line  source, 
an  arrow,  the  image  falling  at  position  AB  instead  of  at  O.  The 
image  of  the  arrow  reflected  from  the  mirror  yy'  lies  at  A"B”, 
and  that  reflected  from  the  mirror  at  A'B\  To  the  observer 
at  n  the  projections  of  these  images  appear  as  two  distinct  arrows, 
thus  — »  As  the  pyrometer  is  brought  nearer  into  the  correct 

focus  by  turning  the  pinion  screw,  and  thus  moving  the  large 
concave  mirror  in  the  direction  OD,  the  points  P'  and  P"  of  the 
reflected  images  move  along  the  lines  P*0  and  P"0,  coinciding 
at  O  when  the  corr'^ct  focus  is  obtained.  The  two  arrows  are 
then  superposed,  forming  a  single  image. 


Fig.  71. — Optical  system  of  pyrometer  showrt  in  Fig.  yo 

For  the  measurements  of  very  high  temperatures,  usually  above 
1500°  C  the  cover  to  the  front  of  the  telescope  is  provided  with  a 
sectored  opening,  which  may  be  adjusted  to  reduce  the  radiation 
falling  upon  the  receiver  by  any  definite  amount,  and  in  this 
manner  the  upper  temperature  range  of  the  instrument  is  practi¬ 
cally  unlimited.  This  adjustment  is  made  by  the  manufacturer 
and  should  not  be  altered.  For  the  lower  scale  range  the  cover 
is  open,  as  shown  in  Fig.  72, 

The  readings  with  a  Fery  pyrometer,  when  properly  focused, 
neglecting  secondary  errors  discussed  later,  are  independent  of 
the  sighting  distance,  as  is  the  case  with  the  fixed-focus  radiation 
pyrometer.*’  The  image  of  the  source,  as  viewed  through  the  small 


See  B.  S.  Sci.  Paper  No.  iso,  p.  97.  (or  the  geometrical  demoostration  o(  this  fact. 
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telescope,  must  cover  completely  the  limiting  diaphragm  to  the 
thermocouple.  This  diaphragm  appears  as  a  black,  circular  area 
shown  at  the  center  of  the  field  in  Fig.  71,  (6)  and  (c).  An  ex¬ 
cellent  rule  to  follow  is  to  sight  at  such  a  distance  that  the  area  of 
the  image  overlaps  this  hole  and  extends  half  way  to  the  edge  of 
the  focusing  mirrors.  The  Fery  pyrometer  requires  a  smaller 
source  than  the  fixed  focus  instruments.  The  following  table 
illustrates  the  size  of  source  required  for  various  sighting  dis¬ 
tances  in  order  that  the  image  cover  the  limiting  diaphragm  and 
extend  about  half  way  to  the  edge  of  the  focusing  mirrors,  i.  e. 
diameter  of  image  =  4  mm. 


Rg.  73. — Radiation  pyrometer  in  weather  hood,  tighted  into  a  fire-clay  tube 
TABLE  21. — Size  of  Source  versos  Sighting  Distsnce 
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4.  ERRORS  TO  WHICH  RADUTIOH  FTROMBTBRS  ARB  SUBJECT 

Dust  and  dirt  allowed  to  accumulate  upon  the  concave  reflecting 
mirror  may  so  decrease  its  reflection  coefficient  as  to  develop 
errors  amounting  to  loo®  or  even  200®  C.  Frequently  the  dust 
can  be  removed  from  the  mirror  by  carefully  brushing  with  a 
camel’s-hair  brush.  The  mirror  may  be  removed  from  the  in¬ 
strument  and  washed,  but  this  must  be  done  with  great  care  to 
insiuo  that  the  delicate  thermocouple  or  its  mounting  is  not  dis¬ 
turbed.  The  safest  practice  is  to  take  all  possible  precautions 
to  prevent  dust  from  entering  the  instrument.  Keep  the  case 
closed  or  the  front  diaphragm  of  the  fixed-focus  instruments 
plugged  with  a  cork  when  not  in  use. 

As  shown  above,  the  simple  theory  ot  the  radiation  pyrometer 
states  that  the  readings  are  independent  of  the  sighting  distances 
or  size  of  source,  provided  the  source  is  larger  than  the  minimum 
size  of  source  demanded  by  the  geometry  of  the  instnunent. 
Actually  this  ideal  condition  is  not  always  rer\  Some  stray 
radiation  is  reflected  down  the  walls  of  the  telescope  case.  The 
walls  become  heated  by  the  furnace  and  rera<^iate  to  the^couple. 
Limiting  diaphragms  are  similarly  heated  and  reradiate  to  the 
couple.  For  these  reasons  a  radiation  pyrometer  tends  to  read 
lower  the  greater  the  sighting  distance  or  the  smaller  the  size  of 
source.  It  is  thus  in  general  desirable  to  use  a  radiation  pyrometer 
as  nearly  as  possible  in  the  same  manner  from  day  to  day  and  to 
have  it  specially  calibrated  for  such  use.  For  example,  it  a  fi-inch 
source  be  employed,  decide  upon  a  convenient  sighting  distance, 
say  4  feet,  and  always  use  this  distance,  and  not  sometimes  i  foot 
and  sometimes  5  feet.  In  the  Fery  pyrometer  both  the  proper 
size  of  source  and  the  proper  focusing  distances  are  secured  by 
following  the  rule  suggested  above,  viz,  focus  at  such  a  distance 
that  the  image  extends  halfway  between  the  black  hole  and  the 
outside  edge  of  the  focusing  mirrors. 

5.  ADTABTAGBS  AND  DISADVABTAOBS  OF  RADUTIOH- FTROMBTBRS 

For  temperatures  above  1400  or  1500®  C  either  a  radiation 
P3rrometer  or  an  optical  pyrometer  must  be  employed.  The  optical 
pyrometer  is  capable  of  higher  accuracy  and  is  le^  susceptible  to 
errors  than  the  radiation  pyrometer.  Smoke  and  dust  t^ect  the 
readings  of  both  instruments,  but  the  radiation  pyrometer  is 
seriously  aflected  by  the  presence  of  cooler  strata  of  carbon  dioxide 
and  other  gaseous  combustion  products  in  the  furnace.  Carbon 
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dioxide  and  water  vapor  absorb  the  heat  ra)^,  and  hence  the 
radiation  pyrometer  will  read  too  low  when  sighted  through  such 
gases.  The  main  advantage  of  the  radiation  pyrometer  is  the 
fact  that  it  can  be  made  automatically  recording.  The  recording 
mechanism  is  the  same  as  that  employed  for  ordinary  thermo¬ 
couples,  discussed  in  the  section  on  recording  pyrometiy.  The 
radiation  p)nrometer  is  desirable  for  many  processes  of  lower  tem¬ 
perature  where  thermocouples  can  not  ^  conveniently  installed. 
It  is  also  useful  in  measuring  the  surface  temperature  of  large 
ingots. 

«.  BLACK-BOOT  ABO  BOBBLACK-BOOT  COBORIOBS 

Radiation  pyrometers  are  calibrated  to  read  correctly  when 
sighted  upon  a  black  body.  Most  furnaces  approximate  black- 
body  conditions  sufficiently  well.  When  sighted  on  materials  in 
the  open  certain  corrections  must  be  applied  to  the  observed 
temperature  to  convert  them  into  true  temperatures.  For  tem¬ 
perature  control  or  reproducibility  the  apparent  temperatures 


Fio.  73. — Method  for  determining  proper  diameter  of  sighting  tube 


may  be  used  tmcorrected,  if  desired,  since,  although  known  to  be 
low,  they  will  be  low  by  the  same  amount  from  day  to  day.  In 
case  the  temperature  of  one  section  of  an  unequally  heated  furnace 
is  required,  or  if  the  furnace  contains  much  smoke  or  dust,  it  is 
frequently  desirable  to  sight  the  radiation  pyrometer  into  the 
bottom  of  a  fire-clay  or  porcelain  tube,  as  illustrated  by  Fig.  72. 
The  tube  should  be  imiformly  heated  at  the  end  for  a  length  at 
least  three  times  its  diameter.  The  tube  must  have  a  diameter 
such  that  the  cone  of  rays  entering  the  telescope  is  not  intercepted 
by  the  front  of  the  tube.  Fig.  73  illustrates  this  condition. 
Suppose  the  distance  from  the  bottom  of  the  tube  to  the  mirror 
of  the  Fery  pyrometer  is  100  cm.  Referring  to  the  above  table, 
the  diameter  of  the  source  required  is  4.8  cm.  hay  off  the  distance 
6  =  4.8  cm  and  draw  straight  lines  from  the  bottom  of  6  to  the 
bottom  of  the  mirror  c,  and  from  the  top  of  6  to  the  top  01  the 
mirror.  The  tube  must  have  such  a  diameter  at  its  front  end  a 
that  it  does  not  cut  in  on  the  cone  of  rays  represented  by  these 
two  straight  lines.  This  can  be  determined  only  by  actually 
making  the  above  drawing  to  scale  or  by  computing.  It  can  not 
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be  decided  by  lookup;  through  the  telescope  of  the  pyrometer, 
since  the  frtmt  end  of  the  tube  would  not  necessarily  show  even 
if  it  did  cut  in  on  the  cone  of  rays.  In  the  case  of  the  fixed-focus 
instruments  the  diameter  of  the  tube  must  be  such  that  the  cone 
of  rays  represented  by  the  diameter  A' A'',  Fig.  66,  cuts  the  tube 
in  the  r^on  which  is  uniformly  heated. 

Table  32  shows  the  true  temperatures  corresponding  to  the 
ai^Arent  or  measured  temperatures  observed  with  a  radiation 
pyrometer  when  sighted  upon  various  materials  in  the  open. 
This  table  must  not  be  confused  with  Table  16  for  the  optical 
pyrometer. 

It  will  be  noticed  that  the  corrections  are  entirely  different  for 
the  two  t3rpes  of  pyrometer. 

TABLE  22.— True  Ten^entore  versoe  Apperent  Ten^efatnre  Meesnied  bp  Redia- 
tion  Pyrametera  idien  Sighted  upon  the  Following  Materials  in  Uw  C^en 
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VH.  RESISTANCE  THERMOMETRY 

The  operation  of  a  resistance  thermometer  depends  upon  the 
variation  with  temperature  of  the  reastance  (mass  resistivity)  of 
an  electrical  conductor.  A  high  temperature  coefficient  of  resistiv¬ 
ity  might  accordingly  appear  of  primary  importance.  Certain 
oxides  possess  this  property,  having  a  resistance  at  room  tempo-a- 
ture  from  a  htmdred  thousand  to  a  million  times  that  at  looo**  C. 
Hotvever,  the  resistance  of  a  suitably  mounted  material  may  be 
easily  and  accurately  determined  so  that  the  consideration  of  high 
t^nperature  coefficient  is  rarely,  if  ever,  the  deciding  factor  in  the 
choice  of  the  material.  The  ftmdamentally  important  property 
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is  reproducibility  and  constancy  of  resistance.  A  further  desir¬ 
able  feature  is  a  simple  and  convenient  relation  between  tempera¬ 
ture  and  resistance.  Platinum  of  the  highest  obtainable  purity 
meets  these  requirements  up  to  about  i  loo**  C.  On  the  basis  of 
the  reproducible  temperature  scale  defined  by  the  platinum 
resistmice  thermometer,  when  calibrated  according  to  certain 
specifications,  temperatures  may  be  measured  to  possibly  o.i°  C. 
at  1000°  C.  To  obtain  such  precision,  however,  requires  accu¬ 
rately  constructed  apparatus  and  very  earful  experimental 
manipulation. 

For  industrial  purposes,  resistance  thermometers  are  made 
usually  either  of  platinum  or  of  nickel,  the  latter  material  being 
fairly  satisfactory  for  temperatures  below  300®  C.  In  a  common 
form  of  platinum  thermometer  about  40  cm  of  fine  wire  is  woimd 
upon  a  mica  frame  into  a  spiral  coil  about  4  cm  in  length  and 
0.7  cm  in  diameter.  The  length  of  the  wire  is  so  adjusted  that 
the  resistance  of  the  coil  is  about  8.3  ohms  at  o®  C.  The  frame  is 
made  of  crossed  strips  of  thin  mica  notched  at  the  edges  to  hold 
the  wire  in  place.  Prom  the  ends  of  this  coil  lead  wires  of  plati¬ 
num  or  gold  are  carried  to  the  terminal  head  of  the  thermometer. 
The  lead  wires  are  insulated  and  held  apart  by  mica  disks  through 
which  the  wires  are  threaded.  The  thermometer  is  protected  by 
a  porcelain  tube  glazed  on  the  outside,  or  by  a  quartz  tube  which 
fits  into  the  terminal  head.  For  industrial  use  the  refractory  tube 
is  itself  protected  by  an  outer  metal  tube.  The  metal  tube  is 
usually  fitted  to  an  extra  terminal  head,  through  which  the  lead 
wires  to  the  line  are  carried.  On  account  of  the  deterioration  of 
the  platinum,  thermometers  constructed  of  fine  wire  are  not  very 
satirfactory  for  industrial  use  above  900®  C.  Heavy  platinum  wire, 
0.6  mm  in  diameter,  may  be  employed  up  to  1 100®  C,  but  the 
resistance  of  the  thermometer  is  so  low  that  it  is  necessary  to  use 
methods  of  measurement  which  do  not  depend  upon  constancy  in 
the  resistance  of  the  lead  wires — e.  g.,  Thomson  bridge  or  poten¬ 
tiometer. 

In  another  form  of  resistance  thermometer  a  coil  of  fine  platinum 
wire  having  a  resistance  of  50  ohms  at  o®  C  is  wound  upon  a 
quartz  rod  3  mm  in  diameter  and  6  cm  in  length  and  fused  inside  a 
quartz  tube,  so  that  the  platinum  is  entirely  embedded  in  quartz. 
Gold  leads  are  carried  from  the  coil  to  the  terminal  head.  The 
quartz  insures  high  electrical  insulation,  while  still  preserving 
excellent  heat  conduction.  The  thermometer  is  very  compact. 
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and  the  platinum  is  thoroughly  protected  against  deterioration. 
For  work  of  the  highest  precision,  in  which  raeasiuements  to  0.1° 
or  o.oi®  C  are  required,  this  type  of  thermometer  is  inferior  to 
that  in  which  the  platinum  is  loosely  mounted  on  a  mica  frame, 
since  its  calibration  is  slightly  altered  with  use  on  account  of  the 
strain  introduced  by  the  differential  expansion  of  quartz  and 
platinum.  For  most  purposes  this  objection  is  of  small  conse¬ 
quence. 

The  relation  between  the  temperature  C  and  the  resistance 
rt  of  the  platinum  resistance  thermometer  is  of  the  following  form 
where  a,  b,  and  c  are  constants  determinable  by  three  standard¬ 
ization  points: 

rt,  =  a-\-bt  +  ct*. 

If  only  two  lead  wires  are  carried  from  the  thermometer  coil  to  the 
indicator,  the  resistance  measured  is  the  sum  of  the  resistance  of 
the  coil,  the  platinum  or  gold  lead  wires  to  the  head  of  the  ther¬ 
mometer,  and  the  copper  lead  wires  from  this  point  to  the  indicator. 
The  resistance  of  the  platinum  or  gold  lead  wires  will  depend  upon 
the  form  of  temperature  gradient  along  the  thermometer  from 
the  bulb  to  the  head  and  upon  the  depth  of  immersion.  Hence 
this  variable  resistance  is  introduced  into  the  teipperature  measure¬ 
ment,  and  changes  in  the  resistance  of  the  lead  wires  will  be 
interpreted  as  changes  in  the  temperature  of  the  thermometer 
coil. 

There  ate  three  general  methods  for  minimizing  or  eliminating 
the  effect  of  variation  in  lead  resistance. 

(1)  Use  of  a  Coil  of  High  Resistance. — ^The  resistance  of  the 
lead  wires  from  the  coil  to  the  thermometer  head  and  the  variation 
in  resistance  of  the  copper  lead  wires  are  small  compared  to  a 
50-<^bm  platinum  coil.  Hence  such  variations  in  resistance  as 
ate  likely  to  occur  do  not  introduce  serious  error.  Thus,  only 
two  lead  wires  are  necessary,  from  the  thermometer  to  the  indi¬ 
cating  instrument. 

(2)  Compensating  Lead  Wires  of  the  Callendar  or  Siemens 
Form, — Both  of  these  methods  of  compensation  are  applicable 
to  meastuements  made  with  the  Wheatstone  bridge.  The  Callen¬ 
dar  form  of  compensation  requires  four  lead  wires.  Two  of  the 
lead  wires  joined  to  the  ends  of  the  coil  are  connected  in  one  arm 
of  the  bridge,  and  the  other  two  lead  wires,  which  are  “durmny" 
leads  formed  of  a  single  loop  of  wire  extending  to  the  top  of  the 
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coil,  are  connected  in  the  corresponding  arm  of  the  bridge.  The 
two  sets  of  lead  wires  are  alike,  so  that  variations  in  temperatiue 
affect  each  set  similarly.  The  Siemens  method  of  compensation 
described  below  requires  three  leads  and  is  more  often  employed 
industrially  in  this  country. 

(3)  Potential  Terminals. — ^The  use  of  potential  terminals  is 
necessary  when  the  resistance  of  the  thermometer  is  made  veiy 
low  or  when  the  precision  required  is  such  as  to  make  variations 
in  difference  of  lead  resistances  inadmissible. 

The  general  methods  for  measuring  resistance  include  the 
Wheatstone  bridge,  the  Thomson  bridge,  potentiometer,  and 
differential  galvanometer.  The  Wheatstone  bridge  is  used  the 
most  extensively  for  industrial  installations. 


Fig.  74. — Wheatstone  bridge  and  thermometer  with 
Siemens  ylead  compensation 


1.  THREE-LEAD  WHBATSTOHE 
BRIDGE  METHOD 

Fig.  74  illustrates  the 
wiring  diagram  for  a  sim¬ 
ple  Wheatstone  bridge  and 
thermometer  with  the  Sie¬ 
mens  three-lead  compensa¬ 
tion. 

The  platinum  or  gold 
lead  wires  C'd  and  T'e  in 
the  thermometer  are  con¬ 
structed  of  as  nearly  the 
same  resistance  as  possible, 
and  the  copper  lead  wires 
CC'  and  TT'  must  also  beof 


equal  resistance.  The  battery  B  is  connected  between  t^e  ratio  arms 
r,  and  r,  of  the  bridge  and  to  the  compensating  lead  wire  cd..  A 
sensitive  galvanometer  G  is  connected  to  the  points  /  and  g,  as 
illustrated.  By  changing  r,  the  bridge  is  balanced  imtil  the 
galvanometer  shows  zero  deflection.  Whence  from  the  principle 
of  the  balanced  Wheatstone  bridge  we  obtain  the  following  relation : 


»■» 


If  r,  is  constructed  equal  to  r,  then  since  Cd  =  Te,  r,  =  r^.  Hence 
the  measured  resistance  is  independent  of  the  resistance  of  the 
lead  wires. 
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2.  rOUR-LBAD  WHBATSTOHB  BUDOB  KBTHOD 

Fig.  75  illustrates  the  wiring  diagram  for  a  simple  Wheatstone 
bridge  and  thermometer  of  the  four-lead  potential  terminal 
t3rpe.  This  method  is  used  mainly  for  precision  measurements 
in  the  laboratory.  The  battery  B  is  first  connected  to  c.  As 
before,  when  the  bridge  is  balanced  we  obtain; 


ri  +  Cd  =  r^  +  Te. 


The  battery  is  then  connected  to  the  terminal  t  and  the  terminals 
T  and  C  are  interchanged  by  means  of  a  commutating  switch. 
We  accordingly  have  for  a 


balance: 

Cd.  Whence 
bining  these 
tions: 


-I-  Te 


upon  corn- 
two  equa- 


Fig.  75. — Wheatstone  bridge  and  thermometer  with 
4-lead  compensation 


Thus  the  measured  resist¬ 
ance  of  the  coil  is  inde¬ 
pendent  of  the  resistance 
of  the  lead  wires,  and  any 
error  which  would  result 
from  inequality  of  the  lead 
resistances  Cd  and  Te  ia 
the  ordinary  three-lead 
thermometer  is  eliminated 

The  diagrams  of  Figs.  74  and  75  are  schematic  and  show  a 
moving  contact  in  the  bridge  arm  r,.  Since  resistance  thermome¬ 
ters  are  nearly  always  made  of  comparatively  low  resistance,  the 
variations  of  such  a  contact  resistance  would  usually  introduce 
serious  errors.  In  practice  the  simple  circuits  shown  in  Figs. 
74  and  75  are  rarely  used,  but  various  modifications  of  the  cir¬ 
cuits  are  made  for  the  ptupose  of  avoiding  the  introduction  of 
a  contact  resistance  into  the  arm  r,.  (See  references  quoted 
elsewhere.) 

In  the  unbalanced  bridge  shown  in  Fig.  77,  or  in  a  bridge  ar¬ 
ranged  to  be  connected  to  any  of  a  number  of  resistance  bulbs, 
a  superior  type  of  switch  should  be  employed.  If  a  merciuy 
switch  is  net  used,  the  switch  contacts  should  be  kept  clean  and 
tight. 
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3.  POUR-LEAD  POTEIfTIOMBTRIC  METHOD 

Fig.  76  illustrates  the  wiring  diagram  for  a  four-lead  thermometer 
used  with  a  potentiometer.  The  current,  adjusted  to  a  suitable 
value  by  the  rheostat  r^,  flows  through  a  resistance  standard  R  and 
the  thermometer  coil  r^.  The  potential  drops  across  R  and  r^  are 

€ 

measured  by  the  potentiometer.  Whence  from  Ohm’s  law,  ^  ~ 

where  e  and  e'  are  the  potential  drops  across  R  and  r^,  respectively. 
Thus,  knowing  e,  e\  and  i?,  the  coil  resistance  r^  is  readily  obtained. 
The  resistance  R  may  be  made  adjustable,  so  that  by  varying  R 
until  e  =  e'  the  dial  setting  gives  directly  the  \  alue  of  r^=R. 
This  method  is  useful  in  precise  laboratory  work. 


4.  DEFLECTION-GALVANOM¬ 
ETER  METHOD 

The  bridge  methods  so 
far  described  require  the 
adjustment  of  the  bridge 
until  the  galvanometer 
shows  zero  deflection. 
The  temperatiu-e  is  then 
read  from  the  setting  of 
the  dial  or  slide  wire.  It 
is  possible,  however,  to 
use  an  imbalanced  bridge 
with  all  resistances  fixed, 
except  that  of  the  thermometer,  which  depends  upon  its  temper¬ 
ature,  and  the  temperature  is  obtained  from  the  scale  reading  of 
the  galvanometer.  Fig.  77  shows  the  wiring  diagram  for  an 
unbalanced  Wheatstone  bridge.  With  the  switch  5  thrown  to  the 
right  we  have  the  simple  Wheatstone  bridge,  except  that  the 
resistances  r„  r„  and  r,  are  fixed.  At  a  certain  temperature  of  the 
thermometer — ^for  example,  10°  C — its  resistance  is  such  that  the 

bridge  is  balancedand  If  the  temperature  of  the  thermom- 

eter  increases,  its  resistance  increases  and  the  bridge  is  no  longer 
balanced.  Thus  a  current  flows  through  the  galvanometer,  pro¬ 
ducing  a  deflection.  In  general,  the  deflection  of  the  galvanometer 
depends  upon  two  factors — the  temperature  of  the  thermometer 
and  the  current  flowing  from  the  battery  B.  This  current  is  ad¬ 
justed  to  a  definite  v^ue  in  the  following  manner.  The  switch  S 
is  throMm  to  the  left,  thus  replacing  the  thermometer  by  a  fixed 


Fio.  76. — 4-lead  thermometer  used  with  potentiometer 
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resistance  of  such  magnitude  that  a  suitable  value  of  the  current 
from  B  deflects  the  galvanometer  to  its  full  scale  deflection  or  to  a 
normal  point  marked  on  the  scale.  The  resistance  R  is  adjusted 
until  the  galvanometer  deflects  the  proper  amoimt.  The  switch 
is  then  thrown  to  the  right,  and,  since  the  factor  of  variable  bat¬ 
tery  emf  or  current  is  eliminated  by  this  preliminary  setting,  the 
scale  of  the  galvanometer  may  be  empirically  graduated  to  read 
directly  the  temperature  of  the  thermometer.  Thus  no  further 
adjustments  are  necessary  as  long  as  this  current  remains  at  the 
proper  value,  and  any  temperature 
is  readily  observed  without  the 
necessity  for  balancing  required 
in  the  ordinary  bridge.  It  is  pos¬ 
sible  to  have  two  or  more  temper¬ 
ature  scales  on  the  galvanometer. 

When  two  scales  are  provided- — 
as,  for  example,  0“  to  300°  C  and 
300°  C  to  700°  C — one  of  the  arms 
of  the  bridge  is  made  adjustable 
to  either  of  two  resistances,  one 
giving  zero  deflection  for  a  ther¬ 
mometer  temperature  of  0°  C  and 
the  other  zero  deflection  for  a 
temperature  of  300°  C. 

5.  SUMMARY  STATEMENT  ON  RESISTANCE  THERMOMETRY 

Although  the  resistance  thermometer  is  of  the  greatest  importance 
in  the  laboratory  for  work  of  extremely  high  precision,  its  importance 
for  industrial  processes  at  high  temperatures  is  waning.  To  obtain 
the  precision  of  which  the  instrument  is  capable  requires  many 
precautions  easily  overlooked.  Bad  contacts  in  the  line,  a  broken 
strand  in  a  flexible  cable,  etc.,  may  cause  large  errors.  The  ther¬ 
mometer  is  very  fragile,  and  its  calibration  may  be  altered  by 
severe  handling  or  by  the  slightest  contamination  or  by  volatiliza¬ 
tion  of  the  platinum  wire  forming  the  coil.  The  range  is  confined 
usually  below  about  800°  C.  In  the  early  development  of  py- 
rometry,  before  satisfactory  galvanometers  were  devised  for  ther¬ 
mocouples,  the  resistance  thermometer  afforded  about  the  only 
acciuate  means  of  temperatiue  measxuement,  but  with  the  highly 
sensitive  and  reliable  thermocouple  indicators  and  portable  poten¬ 
tiometers,  and  with  the  reproducible  Le  Chatelier  couple  now  ob¬ 
tainable,  there  are  few  industrial  processes  carried  out  above 
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300®  C  where  a  thermoelectric  installation  is  not  to  be  preferred. 
When  very  small  temperature  changes  or  intervals  must  be  meas¬ 
ured  with  high  precision,  the  resistance  thermometer  may  be  em¬ 
ployed  effectually.  Also,  in  certain  processes  where  an  integrated 
or  average  temperatiu'e  over  the  entire  bulb  is  required,  the  re¬ 
sistance  thermometer  is  highly  desirable.  A  homogeneous  ther¬ 
mocouple  indicates  the  temperature  of  its  hot  junction,  while  a  re¬ 
sistance  thermometer  indicates  the  average  temperature  of  the 
entire  coil  or  bulb,  which  may  be  constructed  as  long  as  desired. 
There  are  no  cold-junction  corrections  for  the  resistance  ther¬ 
mometer — a  decided  advantage  over  the  thermocouple,  but  one 
which  is  offset  by  the  disadvantages  mentioned. 

Vni.  RECORDING  PYROMETRY 

One  of  the  fundamental  principles  of  efficiency  is  the  use  of 
adequate  and  permanent  records.  The  rapid  increase  in  the 
manufacture  and  use  of  recording  pyrometers  is  a  proof  of  the 
appreciation  of  efficiency  principles  on  the  part  of  the  manufac- 
tmers  engaged  in  the  various  technical  industries.  Where  re¬ 
cording  pyrometers  are  not  employed  in  an  industry  in  which 
temperature  measurements  are  necessary,  one  will  generally 
find  that  a  printed  form  is  used  upon  which  is  written,  periodi¬ 
cally,  the  temper atmes  measured  by  an  indicating  instrument. 
It  is  no  serious  condemnation  of  the  workman  to  state  that  such 
records  are  often  “doctored,”  but  it  is  rather  a  reflection  upon 
the  executive  who  places  such  temptation  in  the  way  of  a  work¬ 
man.  One  of  the  well-known  “  tricks  of  the  trade  ”  is  to  “  force  ” 
a  furnace  so  that  it  will  be  at  the  proper  temperature  diuring  the 
periodic  trips  of  the  foreman  or  other  official. 

Indicating  instruments  and  recorders  may  be  used  together  to 
great  advantage.  The  recorder  fmnishes  a  printed  record  and  a 
check  upon  the  operator  of  the  fmrnace,  and  a  record  of  value  in 
correlating  properties  of  the  finished  product  with  the  heat  treat¬ 
ment.  The  indicator  should  be  of  assistance  to  the  operator  in 
controlling  the  furnace  or  oven. 

Modem  practice  requires  a  temperature-recording  instrument 
that  is  as  simple  as  possible,  mgged,  reliable,  and  sufficiently 
accurate.  Of  these  qualifications  reliability  is  paramount,  par¬ 
ticularly  in  cases  where  the  recorder  is  used  for  controlling  the 
temperature  automatically.  By  a  reliable  instrument  is  meant 
one  that  will  run  continuously  with  little  attention  and  with  a  con- 


Pyrometric  Practice 


135 


sistent  degree  of  accuracy;  that  is,  if  it  is  in  error  by  5  per  cent 
one  day  it  must  be  in  error  by  a  like  amount  on  any  oUier  day, 
and  not  by  2  per  cent  or  10  per  cent.  The  earlier  forms  of  re¬ 
corder  were  complex  and  delicate,  or  mechanically  unsatisfactory 
and  inaccurate,  and  required  considerable  attention  to  keep  them 
in  operation.  Within  the  past  few  years,  however,  the  develop¬ 
ment  in  the  manufacture  of  temperature  recording  devices  has 
been  highly  satisfactory,  and  many  excellent  instruments  are 
now  available. 

The  p3Tometers  that  can  be  made  to  record  automatically 
fall  under  the  following  classifications:  (i)  Gas,  saturated  vapor, 
and  liquid  thermometers;  (2)  resistance  thermometers;  (3)  tlier- 
moelectric  pyrometers;  (4)  radiation  pyrometers. 

Of  these  four  types,  the  thermoelectric  pyrometer  recorder  has 
the  greatest  applicability,  especially  for  the  higher  tempera¬ 
tures  at  which  the  first  two  named  are  not  suitable.  The  constant- 
volume  industrial  gas  thermometer  is  successful  up  to  about 
400“  C.  The  resistance  thermometer  is  capable  of  very  high 
accuracy  up  to  1000°  C.  At  such  high  temperatures,  however, 
thermocouples  are  more  serviceable,  since  deterioration  of  the 
wire  from  continual  heating  does  not  so  seriously  alter  the  emf 
developed  by  a  couple  as  it  does  the  resistance  of  a  resistance 
thermometer.  Base-metal  couples  serve  satisfactorily  up  to 
1100°  C,  and  platinum  platinum-rhodium  couples  up  to  1500° 
C,  although  above  1400°  C  it  becomes  very  difficult  to  protect 
the  couple  from  contamination  by  the  furnace  gases  and  vapors. 
Radiation  pyrometers  are  useful  at  the  highest  attainable  tem¬ 
peratures,  but  processes  in  which  temperatures  greater  than 
1600°  C  are  used  are  not,  in  general,  subjected  to  very  precise 
temperature  control. 

1.  FORMS  OF  TEMPERATURE  RECORDS 

The  most  usual  form  of  temperature  record  is  that  in  which 
temperature  appears  as  one  coordinate  and  time  as  the  other 
coordinate.  The  temperature-time  curve  drawn  on  such  a  record 
has  been  called  an  autographic  record.  This  type  of  curve  is  the 
most  easily  obtained  mechanically  and  is  valuable  as  a  contin¬ 
uous  record  of  the  temperature  of  a  furnace  over  a  prolonged  run. 
It  is  also  occasionally  used  to  detect  transformation  points  in 
steel,  which  appear  as  flexures  or  indentations  on  the  plot  when 
the  furnace  containing  the  sample  is  uniformly  heated  or  cooled. 
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For  this  latter  work,  however,  the  “  differential-temperature  ”  curve 
recorder  is  especially  adapted  and  will  be  described  later.  Other 
types  of  curves  obtained  with  special  recorders,  and  used  mainly 
for  laboratory  work,  are  the  temperature-rate  <mrve,  the  inverse- 
rate  curve,  and  the  derived-differential  curve.  The  various 
special  methods  have  been  discussed  by  Bui;gess‘*  and  will  not 
be  considered  in  the  present  paper. 

2.  OBRBRAL  TYPES  OF  THERMOCOUPLE  RECORDERS  FOR 
TEMPERATURE-TIME  CURVES 

A  recorder  for  obtaining  a  temperature-time  curve  consists 
essentially  of  an  electrical  measuring  instrument  with  a  mechanism 
for  periodically  recording  its  indications  upon  a  chart  that  moves 
with  a  imiform  speed.  As  in  the  case  of  simple  indicators,  there 
are  two  general  types  of  recorder,  one  operating  on  the  galvano- 
metric  principle  and  one  operating  on  the  potentiometric  principle. 
Also,  as  in  the  case  of  indicating  instruments,  the  potentiometric 
principle,  while  somewhat  more  complicated,  has  the  especially 
desirable  feature  that  its  indications  are  independent  of  the 
thermocouple  resistance.  The  readings  of  a  recorder  operating 
on  the  galvauometric  principle  depend  on  the  variations  in  the 
resistance  of  the  external  electric  circuit,  although  the  effect  of 
these  variations  can  be  reduced  by  using  an  instrument  of  high 
internal  resistance  or,  with  less  satisfaction,  by  keeping  the 
resistance  of  the  external  circuit  very  low.  In  many  of  the 
recorders  now  obtainable  the  resistance  is  sufficiently  high  that 
these  effects  become  of  little  practical  importance,  or  the  instru¬ 
ment  may  be  equipped  with  one  of  the  compensation  devices 
described  elsewhere. 

3.  RECORD  CHARTS 

There  are  three  types  of  record  paper  in  general  use — the  roll 
charts  and  drum  charts  shown  in  Fig.  78  and  the  disk  or  circular 
charts  shown  in  ^ig.  79.  The  roll  chart  may  contain  enough 
paper  to  last  a  month  or  more,  while  usually  the  drum  or  circular 
charts  are  renewed  every  24  hours.  For  single-point  recorders  all 
of  these  forms  are  employed;  but,  with  one  or  two  exceptions, 
multiple-point  recorders  use  record  paper  in  the  roll  form. 

Upon  circular  charts,  the  lines  of  equal  temperature  (time 
coordinates)  are  represented  by  concentric  circles,  and  lines  of 
equal  time  (temperature  coordinates)  by  arcs  following  the  course 
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of  the  galvanometer  pointer.  The  distorted  appearance  of  such 
a  record  is  at  first  somewhat  confusing,  but,  with  practice,  the 
record  is  easily  read  even  when  the  complete  curve  is  allowed  to 


Fig.  78. — Roll  or  drum  chart 


extend  around  the  chart  for  several  revolutions.  If  an  extended 
and  open-temperature  scale  is  required,  the  disk  record  becomes 
somewhat  unsatisfactory  on  account  of  its  size,  since  the  diameter 
of  the  circular  sheet  must  be  more  than  twice  the  width  of  the 

temperature  scale.  The 
necessity  of  opening  the 
recorder  case,  usually 
every  24  hoiurs,  to  mount 
anew  record  sheet  means 
greater  liability  for  an 
accumulation  of  dust. 

In  filing  records  for 
future  reference  the  cir¬ 
cular  and  drum  type  one- 
day  records  offer  some 
advantage  over  the  con¬ 
tinuous-roll  records,  al¬ 
though  the  latter  may 
be  cut  to  any  convenient 
length  when  removed 
from  the  recorder.  With 
the  drum  and  roll  records  the  coordinates  can  made  rectangular. 
In  some  cases,  however,  the  temperature  coordinates  are  parts  of  a 
circle,  as  shown  in  Fig.  78,  where  the  radius  of  the  circle  is  the 


Flo.  79. — Disk  chart 
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length  of  the  galvanometer  needle.  The  roll  record  is  particularly 
adapted  to  multiple-point  recording  and  for  adjusting  to  very  slow 
or  very  rapid  record  speeds. 

The  method  by  which  the  printing  of  the  record  is  accomplished 
will  be  described  in  the  discussion  of  the  various  instruments. 
The  record  may  be  obtained  by  pen  and  ink,  stylus  and  inked 
ribbon,  inked  thread,  carbon  paper,  or  coated  paper;  by  punctur¬ 
ing  the  record  paper  by  means  of  an  electric  spark;  or  by  stamping 
upon  the  record  sheet  some  imprint  from  a  stencil.  The  difficulty 
in  making  several  distinct  records  upon  the  same  chart,  required 
by  a  multiple-point  recorder,  has  been  met  in  various  ways,  but 
there  is  still  opportunity  for  development  and  improvement  in 
this  regard.  The  advantage  of  a  multiple-point  recorder  for 
extensive  installations  is  obvious  in  that  for  a  small  additional 
cost  one  instrument  will  do  the  work  of  several  single-point 
recorders. 

4.  THERMOCOUPLE  RECORDERS  OPERATING  ON  THE  GALVANOMETRIC 

PRINCIPLE 

The  recording  millivoltmeter,  or  galvanometer,  may  employ 
the  same  galvanometer  system  used  in  the  portable  indicating 
instruments.  A  more  rugged  instrument  is  desired,  however;  this 
ruggedness  is  obtained  by  increasing  the  strength  of  the  springs, 
boom,  coil,  and  jewel  bearings  of  a  pivot  instrument,  etc .  To  com¬ 
pensate  for  the  resulting  decrease  in  sensitivity,  the  density  of  mag¬ 
netic  flux  through  the  coil  may  be  increased,  the  niunber  of  turns  of 
wire  on  the  moving  coil  may  be  increased,  and  the  so-called  swamp¬ 
ing  resistance  in  series  with  the  moving  coil  may  be  decreased .  Most 
indicators  have  a  single  magnet,  while  recorders  have  as  many  as 
four  or  six  magnets.  A  portable  instrument  would  become  too 
heavy  with  so  many  magnets.  In  general,  the  resistance  of  a 
recorder  is  less  than  that  of  an  indicator  of  the  same  type.  On 
accoimt  of  the  very  small  emfs  developed  by  thermocouples,  and 
on  account  of  the  necessity  of  using  a  comparatively  high  resistance 
in  series  with  the  galvanometer  coil  to  minimize  the  effect  of  a 
varying  resistance,  the  torque  that  can  be  produced  on  the  moving 
coil  is  small.  Pivots,  suspensions,  etc.,  must  be  very  carefully 
made,  and  the  moving  coil  must  be  accurately  balanced  and  so 
mounted  that  it  swings  perfectly  free. 

The  galvanometer  pointer  can  not  be  used  to  trace  a  legible 
record  directly,  since  the  friction  between  the  paper  and  the 
pointer  would  entirely  alter  the  readings.  One  common  method 
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for  obtaining  the  record  is  illustrated  by  the  Siemens  &  Halske 
recorder,  shown  in  Fig.  80.  The  paper  is  unwound  by  clockwork 
at  a  uniform  speed  from  a  roll.  An  inked  ribbon  lies  below  the 
paper  and  above  a  metal  plate.  At  periodic  intervals  the  chopper 
bar  B  falls,  pressing  a  stylus  on  the  end  of  the  galvanometer  boom 
N  into  contact  with  the  paper  and  against  the  ribbon  and  metal 
plate  underneath.  This  makes  a  small  dot  on  the  underside  of 
the  thin  record  paper,  which  shows  through  from  the  top,  as  illus¬ 
trated.  The  paper  is  ruled  with  the  proper  time  and  temperature 
coordinates,  and  the  row  of  dots  obt^ed  by  continuous  opera¬ 
tion  constitutes  the  required  temperature-time  curve.  The  maxi¬ 
mum  frequency  with  which  the  dots  can  be  recorded  depends  on 
the  natural  period  of  vibration  of  the  moving  coil.  In  general 
practice,  the  dots  appear  at  intervals  of  10  to  30  seconds. 

This  principle  is  employed  in 
many  instruments  of  American 
make.  The  chopper  bar  may  be 
operated  by  an  electric  motor, 
clockwork,  or  electromagnet,  and 
the  design  must  be  such  that  the 
galvanometer  boom  swings  clear 
of  the  bar,  between  the  intervals 
of  depression,  and  such  that  Lt-:.; 
depression  of  the  bar  against  the 
boom  in  no  way  damages  the  coil 
mounting.  These  conditions  may 
be  satisfied  in  pivot,  suspension, 
and  combination  pivot-suspension 
systems. 

Recorders  may  be  classified 
according  to  the  type  of  support 
employed  in  mounting  the  moving  coil.  The  double-pivot  sup¬ 
port  is  the  most  common  and  was  developed  for  its  greater  rugged¬ 
ness  and  the  constancy  of  sensitivity  obtained.  The  outstanding 
fault  of  the  double-pivot  instruments  is  the  tendency  to  stick  and 
the  failiue  of  the  manufactiu’ers  to  make  them  sufficiently  dust 
proof.  An  indicator  of  the  double-pivot  type  may  have  its  mov¬ 
ing  coil  so  mounted  that  the  pivots  do  not  center  in  the  jewel 
bearings,  but  roll  aroimd  in  a  small  arc  over  the  cup-shaped  surface 
of  the  bearings.  This  reduce  the  friction  considerably,  but  the 
method  is  not  applicable  for  recorders  in  which  the  pointer  is 
periodically  struck  by  a  bar  with  sufficient  force  to  move  the 
pivots  in  their  bearings. 


recorder 
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Unipivot-suspension  instruments  are  not  common  and  are  not 
widely  known.  The  suspension  can  be  made  very  long,  and 
hence  comparatively  heavy  and  strong.  By  crimping  the  sus¬ 
pension  or  by  supporting  it  on  a  spring,  a  definite  fraction  of  the 
weight  of  the  moving  coil  may  be  taken  from  the  pivot.  The  coil 
requires  clamping  during  shipment  and  must  be  mounted  in  such 
a  way  that  it  will  always  seat  properly  if  jarred  out  of  the  bearing. 
There  is,  of  course,  very  little  danger  of  the  suspension  breaking, 
and  this  type  of  construction  can  be  followed  in  making  an  instru¬ 
ment  of  good  constancy  and  sensitivity  at  relatively  low  cost. 


Fig.  8i. — Types  of  circular-chart  galvanometric  recorders 
The  instrumeiit  shown  is  made  either  for  single  or  multiple  records 


All  the  advantages  of  the  foregoing  types  of  galvanometer  con¬ 
struction  are  found  in  the  double  suspension,  and  with  the  latter 
a  still  greater  sensitivity  is  possible.  The  coil  is  mounted  so  that 
jarring  can  move  it  a  very  small  distance,  and  the  spring  supports 
of  the  stispensions  are  so  made  as  to  allow  this  amoimt  of  motion 
without  undue  tension.  The  coil  is  usually  short-circuited  when 
the  instrument  is  not  in  use. 

Recorders  may  also  be  classified  according  to  their  motive 
power.  For  most  precise  movement  of  the  chart  a  clock  must  be 
used  either  alone  or  in  conjunction  with  an  electromagnet,  which 
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may  be  applied  to  do  most  of  the  work.  The  clock  alone  must  be 
large,  and  have  plenty  of  power,  particularly  for  multiple-point 
recorders.  The  commutators  of  multiple-point  recorders  must 
operate  with  considerable  friction;  this  is  best  overcome  by  means 
of  an  electromagnet  operated  by  the  clock.  The  magnet  is  also 
used  in  some  instruments  to  operate  the  chopper  bar.  By  having 
the  magnet  lift  a  weight  with  each  stroke,  it  can  be  used  to  fur¬ 
nish  power  for  driving  the  chart,  as  is  done  in  one  of  the  instru- 


Fig.  8a. — Types  of  circular-chart,  single-point  galvanometric  recorders 

ments  described  below.  A  motor  may  be  used  for  the  driving 
power,  and  by  attaching  a  governor  very  satisfactory  control  of 
the  chart  motion  is  obtained.  The  motor  requires  somewhat 
more  attention  than  a  clock,  but  in  some  recorders  it  is  indis¬ 
pensable. 

(a)  Industrial,  Types  of  Recorders. — Foreign  designs  will 
not  be  described,  for  the  writers  believe  that  no  foreign-made 
recorders  compare  favorably  with  the  American  makes  in  sim¬ 
plicity  of  construction,  ruggedness,  and  general  applicability  for 
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industrial  use.  The  American  manufacturers  first  in  the  held 
supplied  a  need  by  making  a  fairly  cheap  form  of  single -point 
recorder  simply  made  and  sufficiently  accurate  to  be  well  worth 
its  use.  This  was  done  at  a  time  when  the  imported  instruments 
were  expensive,  complicated,  and  accmate  only  when  cared  for 
by  an  expert. 

(i)  The  Circular-Chart  Single-Point  Recorder. — ^The  circular- 
chart  single-point  recorders  are  made  by  a  munber  of  American 
firms.  Figs.  8i  to  83  illustrate  the  various  forms  of  this  type  of 
instrument.  With  the  exception  of  the  Cleveland  recorder,  Type 
c.  Fig.  81,  this  type  is  not  made  for  multiple  records.  Attention 
might  be  called  to  the  fact  that  the  time  coordinates  of  the  circu¬ 
lar-chart  recorders  are  relatively  short  and  thus  these  charts  are 
unsuited  to  the  measurement  of  rapidly  changing  temperatures. 
They  are  best  suited  for  furnace  or  oven  operation  where  a  fixed 
temperature  is  maintained  or  desired  or  a  slow  rise  or  fall  as  met 
with  in  the  ceramic  industry  and  in  annealing  ovens. 

Fig.  83  shows  the  construction  of  the  Brown  recorder.  The 
millivoltmeter  is  mounted  on  the  door  so  that  charts  may  be 
renewed  without  danger  of  injiu-ing  the  millivoltmeter  pointer. 
The  presser  frame  is  also  mounted  on  the  door  and  is  operated  by 
the  reciprocating  arm  shown  at  the  upper  left-hand  side  of  the 
chart.  This  arm  is  slowly  drawn  back  by  the  clock  (hidden  by 
chart)  against  the  tension  of  a  spring.  Its  release  throws  the 
presser  frame  against  the  pointer  and  a  dot  is  registered  on  the 
chart.  In  Fig.  83  is  seen  a  metal  guide  extending  across  the 
paper  just  below  the  point  where  the  record  is  made.  A  heavy 
paper  having  a  slot  along  this  guide  is  placed  underneath  the 
thin  paper  chart  and  over  the  carbon  paper  so  that  in  changing 
records  the  paper  is  not  easily  soiled.  The  small  spool  seen  in  the 
upper  right-hand  comer  is  a  resistance  in  series  with  the  moving 
coil  of  the  meter.  One  of  its  purposes  is  for  calibrating  the 
instrument  or  changing  the  temperature  range — e.  g.  to  change 
a  range  o  to  1000°  to  o  to  1500°  the  total  resistance  of  the  instm- 
ment  would  be  increased  by  approximately  50  per  cent.  This 
should  not  be  done  with  low-resistance  instruments  without  also 
correcting  the  lead  resistance;  that  is,  the  correction  for  range 
should  apply  to  the  entire  electric  circuit. 

The  Hoskins  millivoltmeter  is  tmique  in  the  fact  that  the  meter 
is  behind  the  record  and  the  glass  window  closes  flat  against  the 
chart,  sustaining  the  pressure  of  the  pointer  when  the  latter  is 
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raised  by  the  presser  bar.  This  construction  gives  greater  con¬ 
venience  in  changing  records.  .  ^  , 

The  Bristol  recorder  is  shown  in  Fig.  82.  The  pointer  has  a 
flattened  part  so  that  when  depressed  by  the  chopper  bar  there 
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is  the  Slight  rubbing  action  on  the  chart  necessary  with  the  use 
of  smoked  paper. 

The  Cleveland  recorder  shown  in  Fig  81  is  much  less  simple  m 
construction  than  the  foregoing  types.  Its  distinctive  features 
are  a  somewhat  more  open  scale  (larger  chart),  a  umpivot-^- 
pension  meter,  and  a  unique  method  of  making  the  record.  The 
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pointer  is  not  periodically  depressed,  but  swings  free  with  its  tip 
close  to  the  record.  Every  30  seconds  an  electric  spark  passes 
from  the  pointer  to  the  chart  plate,  pimcturing  the  paper.  The 
record  is  a  series  of  holes  with  seared  edges  which  are  easily  seen. 
There  is  a  tendency  of  the  spark  to  jump  the  gap  at  an  angle, 
causing  a  slight  error,  which,  however,  is  not  serious.  This 
instrument  is  not  designed  particularly  for  installation  near  the 
furnace,  but  in  an  office  or  central  pyrometer  station.  Its  high 
resistance  makes  it  possible  to  use  very  long  leads  of  small  wire. 
The  clock  is  electrically  wound  and  requires  no  attention  except 
regulation.  To  accomplish  multiple  recording  with  this  instru¬ 
ment,  the  chart  is  divided  into  sectors,  and,  if  six  records  are  to 
be  made,  the  chart  moves  forw'ard  slightly  more  than  a  sixth 
of  a  revolution  each  one-half  minute.  The  time  coordinates  are 
very  short,  and  the  instrument  is  adapted  in  this  form  only  to 
large  furnaces  with  constant  or  slowly  changing  temperatures. 
It  should  be  used  combined  with  an  indicator  for  controlling 
temperatures. 

The  Stupakoff  recorder  is  the  only  drum  chart  t5rpe.  This 
instrument  is  of  the  double-pivot  type  with  a  high  resistance  and 
ordinary  scale  length.  The  drum  is  rotated  once  in  a  day  or  a 
week. 

(2)  Roll-Chart  Recorders. — The  general  advantages  of  the  roll 
chart  are  legibility  (coordinates  are  parallel  and  may  be  made 
rectangular) ,  width  of  scale,  and  adaptability  to  rapidly  changing 
temperatures,  and  the  recording  of  more  than  one  record  on  a 
single  chart.  With  a  paper  speed  of  1  inch  an  hour  a  20-yard 
roll  will  last  i  month.  Rolls  are  usually  furnished  in  20-yard 
lengths  and  longer. 

Fig.  84  illustrates  the  Brown  continuous  recording  pyrometer. 
The  fundamental  principles  of  its  operation  are  the  same  as  those 
of  the  circular-chart  recorders. 

Fig.  85  illustrates  the  Brown  multiple-recording  pyrometer  for 
recording  i  to  10  temperatures.  Records  are  obtained  in  five 
colors  from  a  multicolored  ribbon  placed  as  shown  in  Fig.  80. 
For  more  than  five  records  double  dots  are  used.  This  is  a  method 
which  has  been  found  to  give  very  easily  distinguishable  records. 
The  record  is  made  by  pressing  the  galvanometer  pointer  down  upon 
the  chart  which  runs  over  a  nearly  sharp  straight  edge  with  the 
ribbon  between.  This  results  in  rectangular  coordinates.  The 
length  of  scale  is  6X  inches  (16  cm).  The  recording  interval  is 
30  seconds,  which  gives  a  five-minute  cycle  for  10  records.  The 
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galvanometer  is  of  the  two-pivot  t3rpe  with  a  moving  coil  of  50 
ohms  of  copper  and  a  swamping  resistance  of  350  ohms  of  man- 
ganin. 

The  instrument  is  run  by  electric  power  obtained  from  1 10  or 
220  volts  alternating-current  or  direct-current  lighting  circuits  or 
from  storage  batteries  or  dry  cells.  The  speed  is  controlled  by 
a  clock  automatically  wound.  The  clock  closes  an  electric  con¬ 
tact  in  series  with  a  solenoid 
magnet,  which  operates  the 
depressor,  and  the  selective 
switch  advances  the  chart 
paper  and  ribbon,  and  is  also 
linked  to  the  reroll  cylinder. 

The  entire  mechanism  includ¬ 
ing  the  galvanometer  is 
mounted  on  the  back  of  the 
recorder  case  and  hinged  to 
be  swung  outward.  The  case 
of  aluminum  is  designed  to 
be  dust  and  fume  proof  with¬ 
out  an  outer  extra  cabinet. 

The  Engelhard  recorder 
which  has  been  recently  de¬ 
veloped  is  of  the  high-resist¬ 
ance  double-suspension  type. 

The  chart  has  rectangular 
coordinates  and  a  graduated 
width  of  inches  (i  i  .4  cm) . 

The  resistance  is  upward  of 
700  ohms  for  rare-metal  ther¬ 
mocouples. 

The  Hoskins  multiple  re¬ 
cording  pyrometer,  which  has 
been  recently  developed,  is 
shown  with  cover  and  chart  removed  in  Fig.  86.  It  is  made 
for  10  records  of  base-metal  thermocouples.  The  scale  is  over 
7  inches  (17  cm)  wide,  the  highest  range  instrument  reading  to 
2500“  F  (1370“  C).  The  essential  features  are  an  electric  drive 
(C  is  a  solenoid  arm)  and  a  clock  operating  only  the  electric 
contact  device  D.  The  motion  of  the  solenoid  arm  raises  the 
frame  I  (which  is  depressed  in  other  instruments),  changes  the 
10 


Fig.  84. — Typtt  of  roll-chart  gahanonutric 
rtcoricrs,  single-point  recorder 
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commutator  or  rotary  selective  switch  H,  and  moves  the  chart 
a  step  forward  every  third  contact.  Records  are  made  every  20 
seconds,  the  change  from  one  couple  to  the  next  occurring  every 
minute.  Instead  of  using  different  colors  or  symbols  for  different 
couples  the  chart  is  divided  by  parallel  lines,  between  any  two  of 
which  only  one  couple  records.  The  spaces  are  numbered  con- 


Fig.  85. — fypes  oj  roll-chart  galvanomctric  recorders,  multiple-point  recorder 

secutively  and  the  records  are  distinguished  by  referring  to  the 
parts  of  the  chart  in  which  they  fall.  This  is  more  clearly  seen 
by  pointing  out  that  the  selective  switch  is  fastened  directly  on 
the  shaft  G,  which  holds  the  toothed  wheels  engaging  perforations 
in  the  paper  chart.  A  plug  switchboard  LK  mounted  within  the 
case  is  so  made  that  it  is  possible  to  arrange  the  couples  in  any 
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order  or  to  put  any  couple  on  more  than  one  number.  The  re¬ 
sistance  of  the  millivoltmeter  is  150  to  300  ohms  and  is  intended 
to  operate  with  a  fixed  lead  resistance  of  50  ohms.  The  high  ex¬ 
ternal  resistance  is  selected  to  take  care  of  compensating  leads 
the  resistance  of  which  is  about  0.13  ohm  per  foot.  Calibration 


L 


Fig.  86. — Types  of  roll-chart  galvanometric  recorders,  multiple-point  recorder 


can  of  course  be  made  for  any  external  resistance  met  with  in 
practice. 

Fig.  87  illustrates  the  Taylor  Instrument  Co.’s  thread  recorder 
for  single  records.  The  instrument  may  be  obtained  with  double 
scale  range  and  the  change  from  one  range  to  the  other  is  accom¬ 
plished  by  means  of  a  removable  plug  resistance  located  in  the 
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lower  part  of  the  case.  Using  an  inked  thread  gives  rectangular 
coordinates.  The  illustration  shows  the  ease  with  which  replace¬ 
ments  are  made  over  the  five  small  pulleys,  one  of  which  keeps 
the  thread  taut.  The  large  clock  has  two  parts,  one  of  which 
moves  the  chart,  while  the  other  lifts  the  depressor  frame.  The 
depressor  frame  or  bar  is  lifted  by  the  clock  through  a  pawl,  which 
engages  a  slowly  turning  rachet.  The  pawl  is  tripped  out  of  en- 


Fig.  87. — Types  rolt-ckart  gatvanometric  recorders 

The  record  is  obtained  by  pressins  aa  iokcd  thread  against  the  paper 


gagement,  allowing  the  bar  to  fall,  pressing  the  pointer  against 
the  thread  and  record  paper. 

Figs.  88,  89,  and  90  are  three  views  of  the  multipyrograph,  a 
thread  recorder  for  multiple  records.  The  mechanism  is  built 
on  a  heavy  metal  frame,  which  slides  in  grooves,  so  that  the  en¬ 
tire  works  may  be  pulled  forward  for  examination  and  cleaning, 
etc.  The  principal  additions  to  the  thread  recorder  are  an  electro- 
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Fig.  88. — Types  of  roll-chart  galvanometric  recorders,  multiple-point  recorder 

The  record  is  made  with  inked  threads 

the  electromagnet.  The  switch  consists  of  a  row  of  long,  flat, 
phosphor-bronze  springs  with  platinum-rhodium  contacts.  One 
spring  at  a  time  is  pressed  by  a  cam,  which  is  properly  synchron¬ 
ized  with  the  numbers  and  colors  of  the  threads.  A  wiping  action 


magnet,  commutating  switch,  and  index  dial  showing  numbers 
through  the  small  opening  in  the  left-hand  box.  The  commutat¬ 
ing  switch  is  inclosed  in  the  rectangular  box  below  and  is 
connected  through  the  sprocket  chain,  which  is  tirnied  in  steps  by 
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is  given  the  contacts  by  an  offset  arrangement,  assuring  good 
contact.  This  principle  of  a  wiping,  or  sliding,  action  of  con¬ 
tacts  is  applied  quite  universally,  though  only  in  the  better  class 
of  recorders  are  rare-metal  contacts  used.  A  high-resistance 
(500  oh*Tis  and  more)  galvanometer  would  render  unnecessary  the 
assured  perfection  of  contact  which  is  afforded  by  a  wiping  action 
and  platinum  points. 


Fig.  89. — Detail  of  instrument  shown  in  Fig.  88 


The  clock  of  this  recorder  does  not  require  winding,  but  only 
provides  an  escapement  for  the  gradual  release  of  power  supplied 
by  the  electromagnet.  The  solenoid  coil  raises  a  heavy  bar, 
which  is  retained  in  the  upper  position  by  a  pawl  catching  on  a 
ratchet.  The  latter  is  allowed  to  turn  at  a  uniform  rate  by  the 
escapement.  The  motion  of  the  magnet  turns  the  switch  cam 
shaft  and  or-rates  the  depressor  arm.  The  chart  is  nui  through 
the  power  supplied  to  the  ratchet  by  the  fall  of  the  lifted  parts. 
Electric  contact  is  made  every  one-half  minute,  the  interval  being 
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governed  by  the  position  of  the  pawl;  that  is,  the  number  of  rat¬ 
chet  teeth  passed  during  the  rise  of  the  magnet. 

Three  inked  threads  of  different  colors  are  mounted  on  a  frame, 
as  shown  in  Fig.  89,  in  which  the  chart  rolls  are  shown  lowered 
into  the  position  for  replacement.  The  threads  are  brought 
alternately  into  positions  governed  by  the  commutating  mecha¬ 
nism.  Six  records  are  obtained  by  changing  the  order  of  records 
in  such  a  way  that  three  records  appear  as  a  line  of  uniformly 
spaced  dots  and  three  appear  as  lines  of  dots  spaced  in  pairs. 
The  proper  selection  of  numbers  will  usually  keep  records  of  the 


Fig.  90. — Detail  of  instrument  shoton  in  Fig.  88 

same  color  w'ell  separated.  The  moving  coil  of  the  millivolt- 
meter  is  given  additional  protection  from  dust  by  the  casing  shown 
in  Fig.  89. 

To  make  this  recorder  operate  on  one  thermocouple,  the  couple 
is  connected  to  the  six  terminals  in  parallel.  If  a  record  of  only 
one  color  is  desired  the  threads  may  be  replaced  by  three  of  like 
color.  The  scale  of  the  chart  is  4 inches  ( i  j  .  4  cm)  wide  and  may' 
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be  graduated  in  various  ranges  of  degrees  Fahrenheit  and  centi¬ 
grade. 

The  Thwing  recording  pyrometer  is  illustrated  in  Fig.  91,  which 
shows  a  type  making  six  records  with  two  galvanometers.  Rec¬ 
ords  are  distinguished  on  this  instrument  by  making  one  record 
of  3-minute  dashes,  the  second  of  iK-^ninute  dashes,  and  the  third 


Fig.  gi. — Types  of  roll-chart  gaivanometric  recorders,  six-point  recorder  with  two 

galvanometers 


with  dots.  The  cycle  requires  7  minutes,  since  both  galvanometer 
pointers  are  depressed  at  once.  After  the  third  record  the  ther¬ 
mocouple  circuit  is  opened,  and  the  pointer  returns  to  zero,  where 
it  is  pressed  upon  an  inking  pad.  This  method  of  making  easily 
distinguished  records  is  simple  and  results  in  no  confusion.  The 
Thwing  recorders  are  also  made  with  three  or  four  galvanometers 
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giving  9  or  12  records.  The  width  of  scale  decreases  with  the 
number  of  records,  and  for  12  records,  is  but  2%  inches  (6.3  cm) 
wide.  The  mechanism  of  the  instrument  is  very  simple  and  can 
be  made  so,  even  with  considerable  friction  in  operation,  because 
the  clock  is  very  powerful  and  is  wound  once  daily.  The  clock 
does  all  the  work,  turning  the  paper  roll,  depressing  the  needle,  and 
closing  and  opening  the  thermocouple  circuits.  The  commutator 
contacts  are  of  silver  and  should  give  good  results  with  a  slight 


Fig.  92. — Types  of  roU-durt  galvanometric  recorders,  multipk-poinl  recorder 


wiping  action,  which  is  obtained.  This  recorder  is  often  furnished 
to  operate  on  combinations  of  thermocouples  and  one  or  more 
radiation  pyrometers,  which  is  frequently  very  convenient.  The 
galvanometers  used  are  double-pivot  instruments  of  a  standard 
Thwing  type,  which  has  been  described  previously.  The  resist¬ 
ance  can  be  made  very  high — in  the  more  recent  instruments  as 
high  as  20  ohms  per  millivolt. 

The  Wilson-Maeulen  recorder,  known  as  the  Tapalog,  is  made 
for  either  single  or  multiple  point  records  and  is  illustrated  in 
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Figs.  92  and  93.  The  figures  show  a  four-record  instrument, 
which  is  the  most  common  form.  The  very  heavy  and  strong 
construction  of  this  instrument  is  easily  recognized  in  the  illustra¬ 
tions.  The  case  is  heavy  enameled  cast  iron  with  one-fourth  inch 
plate-glass  windows.  The  works  are  mounted  on  a  bronze  casting 
supported  on  an  iron  shelf.  There  is  no  need  of  an  extra  dust- 
proof  cabinet,  and  this  case  is  bolted  directly  to  a  wall. 

Rectangular  coordinates  on  the  chart  are  obtained  by  pressing 
the  galvanometer  pointer  against  a  nearly  sharp,  straight  edge 
extending  across  and  underneath  the  record  paper.  In  Fig.  93 


Fig.  93. — Detail  of  recorder  thown  in  Fig.  gz 

the  chart  carriage  is  lowered  into  position  for  change  of  paper  and 
inked  ribbon,  which  here  have  been  removed.  The  sharp,  straight 
edge  is  visible  midway  between  the  sprocket  roller  W  and  the 
sprocket  drum  D.  The  front  of  the  depressor  frame,  sometimes 
called  the  chopper  bar,  is  straight  and  in  line  with  the  sharp, 
straight  edge.  The  pointer  i  thus  caught  between  two  edges,  giv¬ 
ing  a  dot  under  the  paper,  which  is  thin  and  translucent.  The 
records  are  distinguished  by  different  colors.  Dots  are  made  at 
lo-second  intervals,  8  dots  to  a  thermocouple,  and  a  change  of 
couples  every  80  seconds.  The  recorder  may  be  made  to  persist 
in  indicating  the  temperature  of  one  couple  by  moving  the  lever 
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to  “Single,”  which  disconnects  the  commutator  within  the  cylin¬ 
drical  box  on  the  left. 

Power  is  obtained  from  three  dry  cells  placed  within  the  case,  and 
the  speed  of  recording  operations  is  regulated  by  the  clock  in  the 


Fig.  94. — Contact  mechanism  of  recorder  shown  in  Fig.  gz 

box  at  the  upper  right-hand  side.  The  clock  case  is  the  backgroimd 
in  Figs.  94  and  95.  It  is  a  powerful  eight-day  clock  with  two 
springs.  The  escapement  is  mechanically  linked  with  the  recorder 
parts  through  the  sprocket  E,  Fig.  94,  which  is  engaged  by  the 


jar. 


\r 
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Fig.  95. — Contact  mechanism  of  recorder  shown  in  Fig.  gz 

pawl  D.  The  chart  drum  is  driven  by  the  pair  of  gear  wheels  seen 
in  the  lower  right-hand  comer.  The  following  description  ex¬ 
plains  the  operation  of  the  contact  mechanism  and  the  method  of 
taking  the  load  off  the  clock.  The  depressor  frame  B  is  held  up  by 
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the  overbalancing  weight  C  and  is  allowed  to  rise  slowly  by  the  slow 
motion  of  the  escapement  sprocket  E,  which  is  engaged  by  the  pawl 
D  and  its  spring  O.  In  Fig.  95  the  comer  of  B  has  been  cut  away 
to  show  parts  P  and  W.  When  electric  contact  (battery  circuit) 
is  made,  the  electromagnet  forces  the  frame  B  down  with  a  sharp 
blow.  This  lifts  the  weight  C.  The  part  P,  bolted  to  B,  engages 
the  lug  W  on  the  arm  H,  forcing  the  latter  to  the  left  imtil  it  is 
caught  by  a  lug  entering  the  notch  K  in  the  arm  G.  As  soon  as  the 
frame  B  is  depressed  it  starts  rising  slowly  with  the  motion  of  E. 
When  the  frame  B  reaches  a  certain  point,  it  lifts  the  arm  G  (P 
strikes  L)  disengaging  it  from  the  lug  on  H,  allowing  H  to  be  pulled 
into  its  original  position  by  the  spring  T.  The  latter  operation  is 
sudden,  so  that  the  lower  end  of  H  strikes  the  spirally  woimd  wire 
V  on  M,  making  electric  contact  in  the  battery  circuit.  Thus  the 
cycle  is  complete.  In  this  cycle,  energy  is  intermittently  stored 
up  in  the  spring  T  and  the  weight  C.  The  contact  on  H  and  the 
wire  V  are  platinum-rhodium  and  platinum,  so  that  good  contact 
is  always  made. 

Eight  strokes  of  an  electromagnet  store  up  sufficient  energy  to 
shift  the  commutator.  This  is  not  shown  in  detail,  as  the  parts 
are  so  small  and  superposed  as  to  make  it  difficult  to  show  their 
operation  photographically.  The  contacts  are  of  rare  metal  and 
a  combined  blow-and-wipe  contact  is  employed. 

The  galvanometer  of  this  recorder  has  the  unipivot  system  de¬ 
scribed  in  the  section  on  indicating  instruments  and  may  be 
obtained  with  a  resistance  of  450  ohms  for  a  55-millivolt  range. 

5.  THERMOCOUPLE  RECORDER  OPERATING  ON  THE  POTENTIO- 

HETRIC  PRINCIPLE 

The  principle  of  operation  of  the  potentiometer  circuit  has  been 
described  elsewhere.  The  three  steps  in  the  operation — adjusting 
the  current  through  DE,  Fig.  24,  connecting  the  thermocouple 
(the  galvanometer  is  deflected) ,  and  moving  the  point  G  until  the 
galvanometer  deflection  is  zero — are  done  automatically  in  the 
multiple-point  potentiometer  recorder. 

The  Leeds  a  id  Northrup  curve-drawing  recorder  is  a  potentio¬ 
meter  recorder  for  one  couple  only.  The  ink  pen  remains  in  con¬ 
tact  with  the  paper  chart  at  all  times,  and  a  continuous  terraced 
curve  is  drawn.  In  this  single-point  recorder,  the  current  through 
the  slide  wire  is  set  by  hand,  since  a  commutator  would  be  required 
to  do  this  automatically,  and  the  addition  of  a  commutator  con¬ 
verts  the  instrument  into  a  multiple-point  recorder,  as  illustrated 
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in  Figs.  96  and  97.  The  potentiometer  recorder  consists  essen¬ 
tially  of  a  potentiometer  with  the  mechanical  device  sho\vn  in 
Fig.  98  for  automatically  chatting  the  slide-wire  contact  and  mov¬ 
ing  the  pen  across  the  chart.  It  is  the  perfection  of  this  simple 
device  that  has  made  possible  the  application  of  the  potentio- 
metric  principle  to  the  autographic  recorder. 


Fig.  96. — PoteiUiomttric  recorder 


Figs.  96  and  97  show  the  construction  of  this  instrument  in 
some  detail.  The  case  consists  of  a  cast-iron  back  with  an  oak- 
and-glass  cover,  raised  in  the  illustrations.  On  the  left  of  the 
case  are  shown  the  main  switch,  the  thermocouple,  and  battery 
binding  posts,  and,  on  this  particular  instrument,  an  automatic 
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I  cold-junction  compensator.  On  the  left,  within  the  case,  is  the 

i  double-pole  commutator  with  five  sectors,  one  of  which  is  for  the 

I  standard-cell  connection.  The  motor  is  mounted  above  the  box 

I  containing  the  governor,  which  is  attached  to  the  end  of  the  motor 

shaft.  The  gears  and  cams  on  the  right  connect  the  main  shaft 
with  the  commutator,  print  wheel  (in  place  of  pen),  and  paper 
chart.  In  Fig.  g8,  the  moving  coil  of  the  galvanometer  is  marked 


Fig.  97. — Detail  view  of  instrument  shown  «n  Fig.  g6 


7  and  this  is  seen  in  Fig.  96  between  the  pole  pieces  of  the  horse¬ 
shoe  magnet. 

The  chart  of  the  Leeds  and  Northrup  recorder  is  10  inches  (25 
cm)  wide  and  has  rectangular  coordinates.  The  paper  has  been 
removed  in  Fig.  g6,  showing,  near  the  bottom  of  the  case,  the 
empty  roll.  The  paper  goes  from  this  roll  over  the  drum  and  out 
of  the  case  through  a  slot  in  the  bottom.  The  pen  in  single-point 
recorders,  or  the  print  wheel  in  the  instrument  illustrated,  travels 
on  a  rod  above  the  drum  and  is  attached  to  a  cord.  In  Fig.  96 
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this  rod  is  turned  in  synchronism  with  the  commutator,  so  that 
the  proper  number  on  the  print  wheel  is  down.  The  rod  is  kept 
away  from  the  paper,  against  the  tension  of  two  helical  springs, 
by  arms  at  each  end,  which  are  pressed  against  the  peripheries  of 
two  cams  on  a  shaft  running  in  the  rear  of  the  frame  seen  in  Fig. 
97,  where  the  entire  works  is  swung  outward  on  a  heavy  cast-iron 
frame. 

A  short  description  of  the  device  shown  in  Fig.  98  and  its  cycle 
of  operations  will  explain  how  the  deflection  of  the  galvanometer 
results  in  a  movement  of  the  slide  wire  and  pen  without  requiring 
that  the  galvanometer  do  any  work.  The  disk  i  is  mounted  on 


(a)  mechanism  uuba^nced  (ft)  mechanism  balanced 

Fig.  98. — Balancing  mechanism  of  potentiometric  recorder 


the  same  shaft  as  the  slide  resistances  R  and  DE,  Fig.  24,  which 
are  wound  on  the  circumferences  of  the  disks  visible  in  Fig.  97. 
The  power  supplied  by  the  motor  enters  this  mechanical  system 
through  the  shaft  6  carrying  the  large  cams  6£  and  the  small  cams 
()B  and  6C.  At  each  revolution  of  the  shaft  6  the  cams  6E 
straighten  out  the  arm  2,  which,  perchance,  has  been  tilted  a 
moment  before,  and  in  doing  this  rotate  the  disk  i ,  arm  2  being 
pressed  at  this  time  against  the  disk  1  by  the  spring  3.  The  arm 
2  is  pivoted  on  the  spring  3,  which  is  fast  to  the  frame  of  the  in¬ 
strument.  When  the  cams  6E  have  rotated  until  their  longest 
radii  are  passing  the  extensions  of  arm  2,  the  cam  6C  begins  to 
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raise  3,  lifting  2  away  from  the  disk.  When  2  is  free,  the  cam  6B 
raises  the  rocker  arm  5,  which,  in  case  the  galvanometer  is  un¬ 
balanced,  catches  the  pointer  under  one  of  the  right-angle  levers 
4L  and  4R  pivoted  at  24E.  The  lever  4L  or  4/?  is  thus  made  to 
swing  the  arm  2  by  pressing  against  one  of  the  eccentrically  located 
lugs  2C.  The  rocker  arm  5  is  then  immediately  lowered  to  allow 
the  galvanometer  to  swing  freely.  Cam  6C  is  so  shaped  and  fixed 
on  the  shaft  6  that  it  will  recede  from  the  spring  3,  allowing  3  to 
press  2  against  the  disk  just  before  the  cams  6E  begin  once  more 
to  straighten  2. 

This  mechanism,  in  its  cycle  of  operations,  moves  the  contact 
on  the  slide  wire  whenever  the  potentiometer  is  out  of  balance 
with  the  thermocouple  and  in  so  doing  operates  to  obtain  or  re¬ 
store  the  balance.  The  shaft  6  rotates  once  in  about  2  seconds, 
which  is  slow  enough  to  allow  the  galvanometer  time  to  come  to 
rest,  or  nearly  so.  This  design  is  such  that  the  amount  of  rota¬ 
tion  of  the  arm  2  increases  with  the  extent  of  the  galvanometer 
deflection,  since  the  pointer  approaches  the  fulcrum  of  the  lever 
4L  or  4/?  as  the  deflection  increases.  The  motion  of  5  is  adjusted 
so  that  the  rotation  of  2  will  correspond  to  a  rebalancing  step  of 
the  pen  of  three-fourths  of  an  inch  (19  mm)  when  the  deflection 
is  a  maximum,  and  decreases  uniformly  to  about  one-fiftieth  of  an 
inch  when  the  deflection  is  just  sufficient  to  catch  the  boom  under 
one  of  the  right-angle  levers.  This  gives  sufficient  rapidity  of  the 
various  actions  to  take  the  pen  the  width  of  the  scale  in  somewhat 
less  than  i  minute.  A  record  is  made  once  a  minute  on  the  mul¬ 
tiple-point  recorders  of  standard  design.  The  position  of  the  pen, 
when  a  balance  has  been  obtained  just  before  each  record,  corre¬ 
sponds  to  a  definite  point  on  the  slide  wire,  for  the  pen  is  fixed  to  a 
cord  fast  to  the  slide-wire  disk  and  is  wound  or  unwound  with  the 
rotation  of  the  disk. 

Once  during  a  revolution  of  the  commutator,  the  thermo¬ 
couple  is  disconnected  and  the  standard-cell  connection  made. 
At  the  same  time  the  potentiometer  slide  wire  is  let  loose  from  its 
shaft,  and  the  clutch  engages  a  second  resistance  R,  Fig.  24. 
Movements  of  the  disk  then  result  in  changing  the  resistance  of 
the  battery  circuit,  and  the  current  is  thus  set  to  its  proper  value. 
The  pen  does  not  follow  this  adjustment,  and  no  record  is  made  of 
variations  in  the  current.  With  batteries  in  fair  condition,  the 
current  is  easily  maintained  constant;  but  if  there  arises  any 
doubt  of  this  constancy,  the  recorder  may  be  watched  for  a  few 
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minutes,  and  when  the  standard-cell  connection  is  made  the 
first  deflection  of  the  galvanometer  is  an  indication  of  the  change 
in  the  current  since  the  last  adjustment.  A  short-circuiting 
contact  on  the  slide  wire  carries  the  pen  to  zero  on  the  chart  when 
the  battery  has  run  down,  thus  providing  ample  warning  under 
most  circumstances. 

The  scale  of  this  recorder  is  uniform  when  graduated  in  milli¬ 
volts,  and  departs  from  uniformity  for  a  temperature  graduation 
according  to  the  temperatiure-electromotive  force  relation  of  the 
thermocouple.  The  standard  galvanometer  is  sufficiently  sensi¬ 
tive  to  work  satisfactorily  with  a  full-scale  range  of  lo  millivolts, 
which  gives  a  very  open  scale,  particularly  for  base-metal  couples, 
when  0.1  inch  (2.5  mm)  of  scale  corresponds  to  2.5"  C.  This 
recorder  is  used  with  resistance  thermometers,  in  which  case 
the  electrical  circuit  takes  the  form  of  a  Wheatstone  bridge,  and 
the  scale  can  be  opened  until  the  entire  range  corresponds  to  as 
little  as  2®  C.  The  zero  of  the  scale  can  be  adjusted  to  correspond 
to  any  fixed  electromotive  force,  so  that  the  scale  may  be  put 
within  any  range  of  temperature  desired.  The  great  adapt¬ 
ability  of  the  instrument  is  readily  apparent.  Some  of  the  appli¬ 
cations  will  be  considered  in  the  £.-:ction  on  temperature  control. 

«.  TRAirSFORMATION-FOnrT  ihdicators  ard  rbcordkrs 

Instruments  for  obtaining  transformation  or  critical  points  in 
steels  have  been  in  use  for  a  number  of  years  and  are  fairly  well 
known  in  the  steel  industries.  The  simplest,  being  also  the  least 
accurate  method  of  measuring  the  temperature  at  critical  points,  is 
to  record  or  plot  from  indicator  readings  the  temperature-time  curve 
of  the  sample  of  steel  when  placed  in  a  furnace  and  heated.  This 
method  requires  a  very  steady  rate  of  heating,  and  the  sensitivity 
is  ordinarily  only  sufficient  for  high-carbon  steels.  It  is  possible, 
by  n.sing  a  potentiometer  and  very  sensitive  galvanometer  and 
forcing  the  furnace  to  rise  in  temperature  at  a  fixed  rate,  to 
obtain  a  temperature-time  curve  that  will  indicate  plainly  all 
the  transformations.  There  is  great  difficulty  in  keeping  the  rate 
of  heating  constant,  and  it  is  not  necessary  to  control  this  rate 
better  than  to  keep  it  from  changing  rapidly.  However,  in  the 
research  laboratory,  good  heating-rate  control,  sufficient  sensi¬ 
tivity,  and  an  accurate  method  of  measuring  time  intervals,  as 
with  a  chronograph  or  stop  watch,  will  give  all  the  necessary 
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data,  sometimes  requiring  for  a  complete  interpretation  the 
replotting  of  the  data  *•  as  temperature  versus  inverse  rate, 

Ad 

Burgess  has  described  the  use  of  a  neutral  body  and  the  differ¬ 
ential-couple  arrangement  (first  devised  by  Sir  Roberts-Austen) 
which  tends  to  avoid  to  a  large  extent  the  destruction  of  useful 
data  by  variations  in  heating  and  cooling  rates.  The  differential 
couple  is  mounted  with  one  hot  junction  in  the  test  piece  and  the 
other  in  a  neutral  body  (one  with  no  transformation  points). 

The  data  obtained  are  curves  of  temperature  of  test  piece  versus 
temperature  difference  between  test  piece  and  neutral  body. 
These  are  mounted  side  by  side  in  the  fmmace  and  must  be  of  su^ 
size,  specific  heat,  emissivity,  etc.,  as  to  heat  and  cool  at  nearly 
the  same  rate. 

The  industrial  laboratory  requires  a  method  of  automatic,  or 
at  least  semiautomatic,  recording  of  cooling  cmves.  Simplicity 
of  the  apparatus  implies  a  limited  scale  range,  incompatible  with 
the  direct  d  versus  t  method,  and  requiring  the  use  of  the  diffo"- 
ential  thermocouple.  To  avoid  errors  due  to  improper  measure¬ 
ment  of  time  intervals,  the  records  of  temperature  and  tempera¬ 
ture  difference  must  be  on  one  chart  and  are  best  obtained  from  a 
single  galvanometer  connected  alternately  to  the  thermocouple 
in  the  test  piece  and  the  differential  couple.  A  cmwe  of  tempera¬ 
ture  versus  temperature  difference  may  be  obtained  simply  in  a 
semiautomatic  recorder  using  two  galvanometers. 

(o)  The  Brown  Transformation-Point  Recorder. — Fig. 
84  illustrates  the  t)q)e  of  recorder  applied  for  this  purpose.  The 
single  galvanometer  of  this  instrument  has  two  windings  of  low 
resistance,  one  of  which  has  in  series  with  it  a  high  resistance  and 
is  employed  to  measure  temperatiu-es.  This  coil  is  connected  per¬ 
manently  to  the  thermocouple  in  the  test  piece.  At  intervals  a 
record  is  made  of  its  temperatme.  At  alternate  intervals  the 
other  coil  is  connected  to  tlie  differential  couple,  and  a  record 
made  of  its  temperature  difference.  This  difference  shows  on 
the  chart  as  the  distance  apart  of  the  two  curves  of  d  and  d-d'. 
If  the  first  coil  were  disconnected  dining  the  time  the  other  is 
connected,  d-d'  would  be  measured  by  the  deflection  from  zero 
on  the  chart.  But  d-d'  may  be  positive  or  negative,  and  this 
arrangement  would  necessitate  a  reversing  switch  and  offer  no 
advantage.  To  obtain  sufficient  sensitivity  base-metal  couples 
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and  rather  large  test  pieces  are  used.  The  instrument  will  show  a 
curve  with  a  very  marked  jog  at  the  eutectoid  transformation 
point,  and  by  close  observation  the  allotropic  transformation 
point  j43  may  be  detected  in  pure  iron.  There  is  not  an  excessive 
sensitivity,  but  practically  the  best  that  can  be  done  with  a  double¬ 
pivot  galvanometer. 

(6)  The  Leeds  &  Northrup  Transformation- Point  Indi¬ 
cator. — ^This  instrument  is  a  semiautomatic  recorder  giving  a 


Fig.  99. — Transformation-point  indicator 


continuous  ciuve  of  vs.  d-^'.  One  observer  is  required  and  no 
time  measurements  are  made;  it  is  illustrated,  in  part,  by  Fig. 
99.  The  wall-type  reflecting  galvanometers  (two)  are  not  shown. 
The  complete  apparatus  includes  the  two  galvanometers,  furnace, 
rheostat,  and  thermocouples. 

The  recorder  consists,  in  the  main,  of  a  potentiometer  with  a 
slide  wire  and  drum  chart  on  the  same  shaft.  In  moving  the 
slide  wire  to  obtain  a  balance  of  the  potentiometer  galvanometer, 
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the  chart,  with  ordinates  graduated  in  degrees  (or  millivolts), 
turns  simultaneously  and  its  position  with  reference  to  a  pen  held 
in  contact  indicates  the  temperature  of  the  test  piece.  The  pen  is 
mounted  above  the  chart  on  a  carriage,  which  may  be  moved  by 
turning  a  screw  across  the  width  of  the  chart.  Upon  the  carris^e 
is  a  ground-glass  screen  with  a  central  vertical  mark.  A  spot  of 
light  from  the  differential  galvanometer  is  focused  on  this  screen. 
The  differential  couple  is  connected  directly  to  this  galvanometer, 
and  its  deflections  are  followed  by  turning  the  pen-carriage 
screw,  keeping  the  mark  on  the  glass  coincident  with  the  light 
beam  from  the  galvanometer.  A  separate  glass  scale  is  provided 
for  balancing  the  other  galvanometer.  The  observer  has  two 
motions  to  perform — viz,  turning  the  slide  wire  (and  drum)  and 
turning  the  pen-carriage  screw.  The  zero-temperature  point  is 
suppressed,  and  the  end  of  the  slide  wire  is  usually  made  to  corre¬ 
spond  to  2  millivolts  or  the  corresponding  temperature.  The 
other  end  of  the  slide  wire  corresponds  to  10  millivolts,  giving  8 
millivolts,  or  about  800"  C,  over  the  whole  chart  length  of  20 
inches  (50.8  cm).  This  is  a  sufficiently  long  temperature  scale 
for  all  practical  purposes. 

In  series  with  the  differential  galvanometer  is  a  icsistance  used 
to  cut  down  the  sensitivity  of  the  galvanometer,  which  will  be 
usually  deflected  off  the  scale  at  a  eutectoid  transformation  point. 
The  sensitivity  is  ample  for  detecting  all  the  transformation  points 
ordinarily  required  in  practice.  The  period  of  the  galvanometer 
is  short  enough  to  allow  the  heating  and  cooling  to  be  done  in  less 
than  I  hoim.  The  curve  obtained  is  a  continuous  line,  slightly 
ragged  due  to  manual  operation,  and  is  easily  translated  into  met¬ 
allurgical  terms.  It  can  be  replotted  into  a  curve  of  versus 
A(t?-d')/At?,  the  so-called  “derived-differential  curve,’'  due  to 
Rosenhain,*®  especially  if  errors  are  suspected  on  account  of  con¬ 
siderable  differences  in  the  cooling  curves  of  the  test  piece  and  the 
neutral.  This  curve  also  aids  in  the  interpretation  of  results  and 
corresponds  to  the  inverse-rate  curve  when  only  measurements  of 
temperature  and  time  are  made  without  the  use  of  a  neutral  body 
and  differential  thermocouple. 


^ObfiervatioQs on  Recalescence Curves.  Proc.  Phys.  Soc.  Lood..  91.  p.  xSo;  1908. 
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The  meaning  of  temperature  control  may  be  extended  to  cover 
not  only  the  control  of  temperatures,  but  also  the  control  of  pro¬ 
cesses  through  a  knowledge  of  the  temperatures  involved.  In  this 
sense  it  has  a  very  wide  interest.  Temperature  control  is  in¬ 
volved  in  nearly  all  industrial  processes,  but  the  present  discussion 
is  confined  to  high  temperatures. 

Some  of  the  factors  increasing  the  difficulty  in  the  regulation  of 
furnaces,  ovens,  kilns,  tanks,  etc.,  are  inconstancy  of  heat  supply, 
variation  in  internal  absorption  or  generation  of  heat,  variation  in 
heat  lost  by  radiation,  etc.,  and  unsteady  supply  or  composition  of 
material  to  be  heat  treated.  Each  of  these  items  is  intimately 
associated  with  temperature  and  temperature  variation.  Hence 
control  is  best  accomplished  when  the  relation  between  these  fac¬ 
tors  and  temperature  and  temperature  variations  is  understood. 

In  many  cases  the  accumulated  experience  of  years  enables  an 
operator  to  control  a  process  fairly  successfully  without  the  assist¬ 
ance  of  a  pyrometric  installation.  Frequently  the  process  is  char¬ 
acterized  by  a  definite  chemical  or  physical  change  in  itself  suffi¬ 
cient  for  control.  Occasionally  the  operating  conditions  may  be 
maintained  so  constant — for  example,  in  distillation  processes — 
that  a  pyrometer  merely  indicates  a  fixed  temperature  within  the 
accuracy  of  the  instrument.  The  operators  of  open-hearth  fur¬ 
naces  secure  remarkably  reproducible  results  by  visual  observa¬ 
tion  of  the  slag  and  roof.  In  a  pyrites  dead-roast  furnace  the  ore 
tends  to  become  too  hot  and  ball  up,  but  before  disastrous  conse¬ 
quences  result  the  operator  has  sufficient  time  to  cool  the  furnace. 
Glass  can  be  worked  without  a  pyrometer  because  there  is  a  con¬ 
siderable  temperature  range  over  which  this  is  possible. 

However,  the  operation  of  these  and  other  processes  may  be  im¬ 
proved  by  a  suitable  pyrometric  equipment.  Maximum  efficiency 
is  usually  secured  over  a  narrow  range  of  temperature  through 
which  a  process  may  be  carried  out.  Thus  in  forcing  the  open- 
hearth  furnace  to  maximum  production  the  rate  of  heating  of  the 
charge  is  limited  by  the  refractoriness  of  the  roof  brick.  If  the 
brick  melts  at  1710°  C,  the  deterioration  of  the  roof  is  very  rapid 
at  this  temperature.  But  at  say  1690°  C,  at  which  temperature 
there  is  no  physical  change  to  aid  the  operator,  the  life  of  the 
roof  is  much  greater.  The  process,  therefore,  can  be  carried  out 
more  efficiently  if  this  temperature  is  maintained  by  the  use  of  an 
optical  pyrometer.  With  a  thermocouple  installed  in  the  hottest 
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bed  of  a  p5^ites  furnace  the  temperature  may  be  controlled  below 
the  danger  point,  and  thus  avoid  the  necessity  of  occasional 
drastic  action  to  cool  the  furnace  and  lower  production.  Glass 
works  best  in  a  small  range  of  temperatiu'e ;  hence,  production  and 
quality  may  be  increased  by  installing  pyrometers.  In  the  lehrs, 
where  visual  estimates  of  temperature  are  impossible,  the  pyrome¬ 
ter  is  essential.  Here  it  is  necessary  to  know  the  highest  tem¬ 
perature  reached  and  also  the  rate  of  cooling  of  the  ware.  In 
numerous  industrial  processes  the  pyrometer  is  recognized  as  an 
indispensable  aid  to  temperature  control,  especially  in  the  metal¬ 
lurgical  industries,  where  such  close  adherence  to  temperature 
specifications  is  required  that  frequently  the  pyrometer  is  taxed  to 
furnish  the  required  accuracy. 

In  order  to  control  a  furnace  with  a  pyrometer  it  is  often  desir¬ 
able  to  locate  the  instrument  at  the  point  where  the  largest  tem¬ 
perature  variations  occur  and  where  these  variations  take  place 
the  earliest.  It  iS  necessary  not  only  to  obtain  correct  tempera¬ 
ture  where  this  is  desired,  but  also  to  obtain  the  temperature  at 
some  other  point  in  the  furnace,  variations  of  which  have  a  known 
significance  and  relation  to  proper  operation.  For  example,  a  ther¬ 
mocouple  may  be  so  located  that  should  a  furnace  tend  to  become 
too  hot  this  tendency  would  be  evidenced  by  the  pyrometer 
indication  and  a  cooling  action  could  be  initiated  before  any  vital 
part  of  the  furnace  is  overheated.  The  pyrometer  should  function 
in  a  like  manner  during  cooling.  Unfortunately  in  many  processes 
the  temperatures  are  too  great  for  such  an  installation,  and  this 
fact  is  responsible  for  the  slow  development  of  automatic  control 
at  higher  temperatures.  Thus  a  thermocouple  could  not  be  em¬ 
ployed  for  this  purpose  in  steel  and  glass  manufacture  or  in  many 
ceramic  processes,  but  possibly  a  radiation  pyrometer  could  be 
used. 

Often  the  position  must  be  so  chosen  as  to  protect  the  couple 
even  though  the  temperature  indicated  is  not  the  one  most  desir¬ 
able  to  know.  One  of  the  severest  tests  of  permanently  installed 
couples  is  in  a  pyrex  glass  tank.  Rare-metal  couples  are  mounted 
in  the  tank  wall  without  extending  to  the  inner  face.  Although 
the  indicated  temperatures  of  1475  to  1500°  C  are  possibly  100° 
below  the  actual  temperature  of  the  glass,  the  method  affords  a 
fair  degree  of  control  and  is  about  the  only  means  suitable  for  re¬ 
cording  instruments. 

The  methods  of  rendering  temperature  information  useful — 
that  is,  the  method  of  indicating  and  recording  temperatures  and 
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their  variations — are  very  numerous  and  must  be  adapted  to  special 
needs  in  a  plant.  The  simplest  plan  is  to  moimt  the  pyrometer 
indicator,  preferably  of  the  wall  type,  in  a  conspicuous  place, 
where  the  operator  can  read  it  with  the  least  trouble;  special 
means  must  often  be  employed  for  making  the  scale  sufficiently 
legible.  The  scale  must  be  as  open  as  possible,  so  that  small 
changes  of  temperature  may  be  readily  detected.  Some  indicators 
are  provided  with  two  pointers,  one  of  which  can  be  turned  to  the 
temperature  desired.  This  second  pointer  may  be  made  a  ^gle 
line  or  a  double  one,  the  latter  indicating  the  limits  of  variation 
allowable.  In  the  absence  of  a  recorder  the  second  pointer  is 
nearly  indispensable  as  a  means  of  judging  rates  of  change.  In 
poorly  lighted  rooms  illuminated  scales  may  be  used.  If  cheap 
labor  is  employed  and  the  operator  is  unable  to  adequately  inter¬ 
pret  the  indicator  reading,  signaling  lights  or  alarms  may  be 
operated  either  manually  or  automatically.  In  larger  plants  the 
indicators  may  be  situated  at  a  central  station,  where  the  py¬ 
rometer  man  reads  them  and  transmits  the  proper  signal  to  the 
operator.  Colored  lights  are  best  used  for  this  purpose,  white  for 
correct  temperature,  green  for  too  low,  and  red  for  too  high,  and 
white  with  red  or  green  for  small  departures  from  the  correct 
temperature.  The  lighting  circuit  is,  of  course,  completely 
separated  from  the  pyrometer  circuit.  If  the  plant  electrician 
is  allowed  to  install  the  wiring,  he  must  be  convinced  that  electrical 
insulation  and  leakage  eissume  a  new  significance  in  electrical 
pyrometry.  The  use  of  these  colored  lights  or  a  signal  system  is 
not  restricted  to  control  at  a  fixed  temperature;  they  may  be  em¬ 
ployed  for  governing  the  rate  of  heating  up  a  kiln,  for  instance. 
In  the  ceramic  industries,  pyrometers  are  particularly  useful  as  a 
means  of  avoiding  loss  of  time  and  curtailment  of  production  on 
account  of  a  no':mniform  rate  of  firing. 

The  operator,  in  controlling  a  furnace  to  reach  a  desired  tem¬ 
perature,  bases  his  action  on  experience  and  judgment.  Possibly, 
he  turns  a  gas  or  oil  valve  a  certain  part  of  one  turn,  according  to 
the  change  just  observed  in  the  condition  of  the  furnace.  Obvi¬ 
ously  the  adjustment  can  best  be  made  with  a  knowledge  of  the 
changes  which  have  occiured  over  a  considerable  interval  of  time 
rather  than  by  watching  the  change  occurring  from  moment  to 
moment.  This  is  one  of  the  most  prominent  advantages  of  a 
recording  pyromete  ’  and  when  it  is  possible  and  the  class  of 
labor  employed  wa»»ants  it,  the  operator  should  be  allowed  the 
advantages  of  inspecting  the  recorder  chart.  It  is  necessary  that 
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the  record  be  made  with  a  frequency  greater  than  that  of  significant 
changes  likely  to  occur  in  the  furnace,  particularly  when  a  multi¬ 
ple  recorder  is  used.  In  case  a  single-record  recorder  is  used  or  a 
multiple-galvanometer  recorder  in  which  each  galvanometer  is 
always  connected  to  one  pyrometer,  the  position  of  the  pointer 
or  pen  shows  the  change  occurring.  The  recorder  should  be  so 
constructed  that  the  record  is  visible  to  the  last  minute. 

The  application  of  the  multiple-point  recorder  affords  further 
advantages  in  control.  These  arise  from  the  paralleling  of  records 
on  one  chart,  showing,  for  instance,  the  time-temperatiu«  curves 
of  a  battery  of  furnaces.  It  is  also  of  advantage  to  parallel  the 
records  of  two  or  more  points  in  a  single  furnace  which  is  being 
heated.  Thus  the  rate  of  increase  in  temperature  of  a  central 
portion  of  the  furnace  may  be  made  as  high  as  possible,  while  the 
record  shows  at  the  same  time  the  temperature  in  dangerous  por¬ 
tions  of  the  furnace  likely  to  be  damaged  by  an  excessive  rate  of 
firing. 

When  pyrometers  are  newly  installed  in  a  process  where  they 
have  not  been  used  before,  the  immediate  result  is  usually  confu¬ 
sion.  Difficulty  is  encountered  in  correlating  the  indicated  tem¬ 
peratures  with  other  conditions,  so  that  the  operation  may  be  at 
first  even  less  efficient.  Too  much  attention  is  given  to  tempera¬ 
ture,  and  the  attempt  is  made  to  operate  without  regard  to  other 
necessary  factors,  or  the  new  knowledge  is  misinterpreted  because 
of  the  errors  of  previous  ideas.  These  usually  exist  and  must  be 
recognized.  An  operator  after  years  of  experience  develops  a 
temperature  scale  of  his  own,  which,  while  useful  to  him,  may 
differ  considerably  from  the  true  temperature  scale.  The  change 
in  position  of  a  damper  may  produce  very  peculiar  results  in  the 
temperature  of  one  portion  of  a  furnace,  quite  contrary  to  the 
effect  expected  by  the  most  experienced  operator.  The  transition 
period  following  the  adoption  of  a  pyrometric  equipment  is 
bridged  with  difficulty  and  every  effort  should  be  made  to  correlate 
facts  as  they  really  exist,  not  as  they  have  been  thought  to  exist, 
with  temperature. 

The  employment  of  pyrometers  is  generally  least  in  those 
industries  in  which  operating  conditions  are  the  worst  because  of 
the  great  difficulty  met  with  in  maintaining  uniformity  of  con¬ 
ditions.  It  is  particularly  true  of  such  an  industry  as  the  ceramic, 
in  which  the  chemical  constitution  and  physical  condition  of  raw 
materials  are  of  prime  importance  and  difficult  to  control.  The 
kiln  operator  often  can  not  fire  his  kiln  according  to  any  certain 
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time-temperature  relations  because  he  does  not  know  how,  not 
because  it  is  impossible.  He  will  never  know  how  so  long  as 
pyrometers  are  not  installed  and  the  time-temperatiu%  relations 
are  not  associated  with  other  variables.  Pyrometers  are  now 
being  used  in  kilns  in  order  that  the  rate  of  heating  may  be  main¬ 
tained  with  greater  certainty  and  a  loss  of  time  due  to  too  slow 
firing  be  avoided,  but  the  finishing  time  is  determined  with  Seger 
cones.  It  is  hoped  that  the  Seger  cones  will  eventually  be  sup¬ 
planted  by  even  more  useful  pyrometric  methods. 

1.  DEVICES  USED  EOR  CONTROL 

Control,  either  automatic  or  manual,  and  automatic  signaling 
are  always  accomplished  by  the  employment  of  a  method  of  forc¬ 
ing  the  furnace  to  heat  or  cool  between  limits,  at  a  rate  and  through 
a  range  depending  on  the  process  and  constancy  required.  Ordi¬ 
narily  there  is  little  difficulty  in  obtaining  enough  sensitivity  of 
the  instrument  for  either  automatic  signaling  or  control,  except 
in  the  research-laboratory  furnaces,  where  at  times  the  limit  of 
sensitivity  is  employed.  In  control  of  a  furnace  through  pyro¬ 
metric  measiuement,  it  is  not  necessary  that  the  pyrometer  be 
accurately  calibrated.  It  must,  how;ever,  be  particularly  reliable 
and  have  a  consistent  error,  as  has  been  stated  elsewhere. 

(a)  Automatic  Alarm. — An  ordinary  pyrometer  galvanometer 
of  low  resistance  may  be  fitted  with  two  contacts  on  pivoted  arms, 
between  which  the  meter  pointer  plays.  No  relay  is  necessary 
for  the  small  current  and  voltage  required  to  operate  a  bell.  The 
automatic  alarm  is  seldom  used  in  this  form,  since  the  alarm 
operates  for  too  large  a  part  of  the  time  unless  the  contacts  are 
placed  wide  apart,  when  their  usefulness  is  much  lessened.  The 
action  may  be  made  intermittent  on  more  complicated  instru¬ 
ments.  The  alarm  should  properly  be  employed  only  when  the 
departure  from  a  certain  temperature  range  results  in  real  danger 
to  life  or  property. 

{b)  Manual  Signaling. — ^The  development  of  manual  signal¬ 
ing  has  taken  place,  for  the  most  part,  in  the  larger  plants  having 
extensive  pyrometric  installations  of  such  scope  that  a  central 
pyrometer  station  is  necessary.  Fig.  100  illustrates  a  form  of  cen¬ 
tral  station  developed  at  the  Ford  Motor  Co.  by  W.  G.  Vesey.  With 
such  an  installation  only  the  thermocouples  and  signal  lights  ar<k 
in  the  fmmace  room  and  the  indicators  in  the  station  are  con 
needed  to  different  couples  by  means  of  push  buttons  on  switch 
boards.  The  more  sensitive  types  of  double-suspension  or  uni- 
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pivot-suspension  millivoltmeters  or  thermocouple  potentiometers 
are  used  and  can  indicate  easily  temperatme  variations  of  0.2  per 
cent  of  the  scale  range.  The  substitution  of  manual  operation 
for  automatic  is  necessary  to  attain  the  closest  correlation  of 
temperature  measurements  and  other  physical  conditions  and  the 
physical  and  chemical  properties  of  the  products. 

fiignaling  is  accomplished  by  colored  lights,  using  three  at  each 
flumace.  Temperatures  are  read  at  frequent  intervals,  deter¬ 
mined  by  furnace  operation  and  the  operator’s  interpretation  of 
signals.  In  some  plants  pneumatic  tubes  are  installed  between 
the  fimiace  room  and  the  station  for  transmitting  notes  concem- 


Fic.  100. — .4  central  pyrometer  station 


ing  the  process  or  measurements.  The  furnace  man  can  signal 
the  station  with  the  ordinary  enunciator,  as  shown  in  Fig.  100, 
at  the  top  of  the  switchboard.  SuCh  a  signaling  system  of  colored 
lights,  enunciators,  and  pneumatic  tubes  is,  of  course,  not  peculiar 
to  p)Tometry. 

(c)  Automatic  Signaling. — ^The  descriptions  of  the  various 
types  of  recorder  make  it  clear  how  automatic  signaling  may  be 
i  accomplished  with  pyrometer  galvanometers.  In  a  similar  manner 

1  to  that  in  which  autographic  records  are  made,  a  depressor  bar  or 

I  frame,  in  its  rise  and  fall,  closes  either  of  two  pairs  of  contacts 

!  depending  on  the  position  of  the  pointer.  The  device  may  be 

attached  to  an  indicator,  according  to  Fig.  loi ,  or  n  recorder  may 
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be  made  to  do  both  recording  and  signaling.  The  latter  arrange¬ 
ment  has  not  been  very  successfully  applied  to  the  galvanometer 
type  of  recorder,  but  is  easily  adapted  to  the  Leeds  &  Northrup 
potentiometer  recorder.  In  this  case  two  contacts  move  with  the 
slide  wire  on  its  shaft  and  the  third  is  stationary. 

The  galvanometric  instrument  illustrated  in  Fig.  loi  has  two 
platinum  contacts  moxmted  on  an  arm  which  swings  across  the 
scale  to  adjust  the  signaling  range.  The  signaling-circuit  ciurent 
does  not  flow  to  the  galvanometer  pointer,  but  each  platinum 
contact  is  double,  one  above  the  other,  and  the  two  are  brought 
together  by  the  pressme  of  the  depressor  arm  transmitted  through 
the  pointer.  The  pointer  is,  in  this  case,  a  selector.  The  ar¬ 
rangement  of  Bristol  differs  from  this  in  that  a  tipping  device 
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Fig.  101. — Au:  ignaling  pyrometer 


restrained  by  springs  is  tippe,  the  pointer  when  the  depressor 
arm  falls  in  a  direction  determined  by  the  pointer.  The  springs 
are  arranged  to  snap  the  contact  when  the  pressure  has  reached 
a  certain  value.  By  this  means  the  selection  can  be  made  to  take 
place  over  a  smaller  interval  than  with  two  contacts  placed  side 
by  side  and  close  together.  The  electromagnetic  switches  oper¬ 
ated  by  closing  these  contacts  scarcely  need  description.  They 
are  made  applicable  to  any  range  of  voltage  and  require  a  small 
fraction  of  an  ampere.  The  circuit  may  include  any  of  the  well- 
known  signaling  devices,  some  of  which  have  been  mentioned. 

Figs.  102,  103,  and  104  illustrate,  diagrammatically,  the  ar¬ 
rangement  of  the  curve-drawing  potentiometer  recorder  with 
signaling  lamps  and  furnace  indicator.  The  diagrams  are  self- 
explanatory,  but  the  new  method  of  supplying  power  to  the  in- 
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dicator  may  be  mentioned.  This  is  not  taken  from  the  thermo¬ 
couple,  but  the  indicator  is  shown  in  a  Wheatstone  bridge  attached 
to  the  line,  preferably  iio-volt  alternating  ciurent.  The  move¬ 
ment  of  the  disk  carrying  the  slide  wire  S  and  the  three  contacts 


Fig.  102. — Automatic  signaling  recorder,  potentiometer  type 


connected  to  the  lamps  results  in  connecting  the  proper  lamp  and 
in  imbalancing  the  bridge  circuit.  The  meter  may  be  of  high 
resistance  and  its  indications  are  easily  checked  by  the  recorder 
indication  and  correction  accomplished  with  the  adjustable  resist¬ 
ance  in  the  circuit.  It  is  only  intended  to  show  the  magnitude 


Fig.  103. — Automatic  signaling  recorder,  potentiometer  type 

of  departures  from  correct  furnace  temperatures  and  a  large 
variation  in  line  voltage  would  not  be  serious.  Fig.  104  shows 
the  use  of  the  double  recorder,  or  curve-drawing  recorder,  with  a 
commutator  for  two  couples,  which  gives  the  form  of  record 
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might  take  the  place  of  some  of  the  observers  in  the  central  pyrom¬ 
eter  station  of  a  large  plant,  but  sensitivity  and  flexibility 
would  be  sacrificed. 

(d)  Automatic  Temperature  Control. — ^Temperature  con¬ 
trol  at  low  ranges  is  termed  thermostating  and  is  ordinarily 
obtained  by  means  of  the  movement  of  bimetallic  springs,  or  the 
thermal  expansion  of  rods  or  fluid  colmnns.  At  high  temperatures 
these  devices  are  utilized  only  with  great  difficulty,  and  thermo¬ 
electric  instnunents  are  substituted.  The  principle  of  operation 
is  similar  to  that  used  in  automatic  signaling.  Electromagnetic 
impulses  arising  in  the  p3rrometer  indicator  or  controller  are 
utilized  to  operate  oil  or  gas  valves  or  electric  switches.  In  case 
the  valve  or  switch  is  large  and  the  electromagnetic  operation 
requires  more  than  a  few  hundred  watts,  electric  relays  are  in¬ 
corporated  between  the  controller  and  the  valve. 

Automatic  temperature  control  is  complicated  by  the  inter¬ 
relation  of  such  factors  as  thermal  lag  and  the  magnitude  of  the 
corrective  change  in  heat  supply  during  each  period  of  reversal. 
The  sensitivity  of  the  control  instrument  determines  the  range  of 
temperature  that  must  be  covered  by  the  thermocouple  (or  other 
pjrrometer)  during  each  reversal  of  the  valve  or  switch.  The 
range  of  temperature  at  the  source  of  heat  is  greater  than  this, 
and  the  difference  is  determined  by  the  type  of  furnace,  the  method 
of  heating,  and  the  locating  of  the  thermocouple.  For  closest 
regulation,  which  is  best  accomplished  electrically,  the  couple 
must  be  very  near  if  not  in  contact  with  the  heater.  Considering 
the  cycle  of  operations,  if  a  furnace  is  cooling  the  current  will  be 
increased  when  the  couple  has  dropped  a  certain  amount,  the 
heater  being  at  a  still  lower  temperature.  The  ciurent  may  be 
increased  by  a  single  step  upon  reaching  this  point  or  a  mechanical 
arrangement  may  be  used,  which  will  continue  to  increase  the 
current  so  long  as  the  couple  has  not  reached  the  upper  limit  of 
temperature.  The  single  step  will  ordinarily  give  the  least 
overcorrection  of  heat  supply,  and  the  method  is  the  most  simple 
to  apply.  It  will  fail  to  give  the  desired  result,  however,  if  there 
exists  a  condition  of  wide  variation  in  the  amount  of  heat  absorbed 
or  lost  in  the  furnace  operation,  for  in  this  case  the  heating  current 
change  dming  a  reversal  must  be  large.  A  mechanism  which  is 
always  increasing  or  decreasing  the  heat  supply  in  small  steps 
may  be  often  advantageous  and  is  practically  indispensable  in 
the  arrangement  mentioned  below  for  automatic  control  of  heat¬ 
ing  or  cooling  rates. 
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In  industrial  equipment  usually  the  single-step  method  has  been 
applied.  In  electric  heating,  the  heating  current  is  changed  by 
opening  or  closing  a  switch,  which  will  shtmt  a  rheostat,  change  the 
series  or  parallel  connections  of  the  heater,  or  change  the  second¬ 
ary  side  of  a  transformer.  In  gas  or  oil  heating,  the  supply  pipe 
is  by-passed  and  the  control  valve  is  placed  in  this  shunting  line. 


Fig.  106  illustrates  the 
Brown  automatic  temper¬ 
ature-control  pyrometer, 
showing  the  galvanometer, 
motor  for  raising  and 
lowering  the  depressor 
frame,  and  the  solenoid 
switches.  The  galvanom¬ 
eter  is  the  high-resistance 
type  with  300  ohms  for  a 
base-metal  couple  and  a 
scale  range  of  1 100°  C. 
The  control  is  between 
limits  I  per  cent  of  the 
scale  range  in  extent;  that 
is,  it  will  control  to  about 
10°  for  the  above  range. 
The  range  may  be  lowered 
considerably  for  closer 
regulation,  say  to  3°  C, 
without  serious  disadvan¬ 
tage.  By  using  a  method 
for  manual  correction  for 
resistance  and  low- 
resistance  meter  with  a 
very  open  sale,  the  control 
may  be  easily  perfected 
for  less  than  a  i  °  variation. 


Fig.  107. — Electromagnetically  operated  gas  or  oil  Obviously  the  cold  junc- 

tion  of  the  thermocouple 
must  be  either  buried  deeply  in  the  ground  or  placed  in  ice  ora  ther- 
mostated  box.  For  temperatures  below  425°  C  Brown  substitutes  a 
nitrogen-gas  thermometer,  which  makes  it  possible  to  control  to 
0.2°  and  better,  with  a  scale  range  of  10°  or  15°  C.  Fig.  107  illus¬ 
trates  the  form  of  the  electromagnetically  operated  valve  developed. 
The  Bristol  company  has  also  adapted  the  instrument  described  for 
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signaling,  so  that  it  will  control  the  furnace  temperatiu'e  auto¬ 
matically.  This  company  has  patented  a  valve  somewhat  differ¬ 
ent  than  the  one  illustrated,  but  designed  to  accomplish  the  same 
results. 

An  apparatus  for  automatically  controlling  the  operation  of  elec¬ 
tric  furnaces  for  hardening  steels,  etc.,  has  been  recently  developed. 


FiG.  J08. — Wiring  diagram  of  automatic  control  panel  for  electric  furnaces 

Fig.  108  is  a  wiring  diagram  of  the  control  panel.  This  equipment 
automatically  heats  a  hardening  furnace  up  to  a  temperature, 
say  1000°  C,  somewhat  above  that  desired,  say  900°  C,  and  holds 
it  there  tmtil  the  piece  being  treated  reaches  900°,  when  the 
furnace  temperature  is  dropped  to  this  value  and  held  there. 
This  unique  operation  is  accomplished  by  placing  one  thermo- 

790713  0—48 - 12 


In  this  diagram  the  following  must  be  noted:  (t)  Control  relays  arc  closed  when  E  is  connected  to  6 
and  S\  is  connected  to  ?•  (3)  Connecting  and  7  closes  the  heating  circuit  by  the  magnetic  switch  on  the 
left,  is)  Contact  thermocouple  operates  thnmgh  contacts  marked  Si,  Ri,  and  Rt,  and  air-couple  contacts 
Si,  R3,  RS  and  E.  (4)  5|  and  Rt  are  connected  and  open  a  relay  when  contact  couple  reaches  the  deared 
temperature. 
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tacts  operating  the  relays  are  opened  and  closed  by  the  automatic 
adjustment  of  the  potentiometer  slide  wire.  By  disconnecting 
either  of  these  thermocouples  and  one  of  the  control  relays  the 
instrument  may  be  used  simply  to  hold  a  furnace  at  a  fixed  tem¬ 
perature.  Another  application  of  the  potentiometer  type  of 
automatic  controller  maintains  the  temperature  of  the  box  ovens 
used  in  japanning  at  the  proper  point.  It  is  made  to  control  at 
one  temperature  for  a  certain  interv^al  and  then  automatically 
changes  to  another  temperature  and  maintains  this. 


Fig.  110. — Sections  from  record  obtained  of  reversals  in  ret/e  iterative  firing 

Still  another  operation  can  be  performed  with  this  instrument. 
One  of  the  writers  has  constructed  an  apparatus  which  wll  heat 
or  cool  a  furnace  at  a  predetermined  rate,  either  constant  or  a 
fimction  of  the  temperature.  This  apparatus  has  been  used  in 
stud)dng  the  annealing  of  glass,  especially  the  fine  annealing  of 
optical  glass.  This  type  of  control  is  obtained  by  placing  one 
contact  on  the  potentiometer  slide  wire  and  the  other  two  con¬ 
tacts  upon  a  disk  which  is  made  to  turn  slowly  at  a  chosen  rate. 
The  disk  is  turned  by  the  controlling  recorder  itself,  so  that  the 
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whole  apparatus  is  automatic.  This  principle  of  moving  contacts 
is  applicable  to  any  of  the  controllers  described,  but  at  present 
such  control  has  not  been  utilized  industrially. 

As  a  thermostat,  the  potentiometer-recorder  controller  can  be 
made  capable  of  operating  upon  0.01°  changes  in  the  tempera- 


Fig.  III. — Curves  showing  login  f’yrometerreadingfor  thermocouples  in  various  protection 

tubes 

ture  of  a  resistance  thermometer  and  upon  less  than  0.5°  with 
base-metal  thermocouples.  Very  rapid  progress  is  properly 
expected  in  the  future  development  of  instruments  for  automatic 
temperature  control  at  higher  temperatures.  The  field  is  a  com¬ 
paratively  new  one  and  undoubtedly  offers  possibilities  not  fully 
appreciated  at  the  present  time. 
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2.  INTERESTING  EXAMPLES  OP  THE  DTILITy  OF  RECORDERS  IN  FUR¬ 
NACE  CONTROL 

Fig.  109  is  a  reproduction  of  a  chart  from  a  six- point  recorder 
showing  the  operation  of  a  car  annealer  furnace  31  feet  4  inches 
long,  6  feet  wide,  and  44X  inches  high  from  floor  of  car  to  top  of 
rough  arch.  This  fimiace  was  fired  from  combustion  chambers 
placed  at  the  side  and  below  the  level  of  the  car  floor.  The  six 
points  for  which  temperatures  were  recorded  were  in  six  different 
locations  so  chosen  as  to  give  the  average  condition  of  the  entire 
heating  chamber.  The  record  shows  how  quickly  after  starting 
the  operator  was  able  to  obtain  a  fair  degree  of  temperature  uni¬ 
formity,  and  how  at  the  last  of  the  run  the  entire  furnace  was 
held  for  hours  at  a  remarkably  uniform  temperature.  This 
chart  shows  at  a  glance  the  condition  desired,  viz,  imiformity. 


Tin*  l«  Mlavta* 


Fig.  112.— Curves  showing  temperature  variations  of  slag  pocket  of  open-hearth furnace 

Curve  No.  couple  protected  by  carbor  .ndum  tube.  Curv’e  No.  2,  couple  protected  by 

3-mch  fireclay  tube  (Hutchins) 

Fig.  no  is  a  simple  example  of  the  excellent  record  obtained 
of  furnace  temperatures  during  changes  in  regenerators.  It 
illustrates  the  method  of  temporarily  connecting  one  thermo¬ 
couple  to  all  the  points  of  the  recorder,  thus  securing  a  more  com¬ 
plete  r  xord  of  the  variations.  If,  for  example,  connections 
were  made  only  to  No.  i  point,  the  record  obtained  would  be 
misleading.  However,  the  precise  shape  of  this  curve  has  little 
meaning,  for,  as  shown  in  Figs,  in  and  112,  the  record  obtained 
depends  considerably  upon  the  characteristic  lag  of  the  thermo¬ 
couple. 

Fig.  113  shows  waste-heat  temperatures  taken  when  a  furnace 
was  changed  from  nonregenerative  to  regenerative  firing.  Prop¬ 
erly  marked  with  day  and  hour,  this  becomes  a  permanent  record 
of  the  operation. 

«  Otis  Hutchins,  Pyrometer  Protection  Tubes.  Trans.  A.  I.  M.  M.  E.,  158,  p.  iSii:  Sept.,  1919. 
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Fig.  1 14  is  a  record  of  experimental  work  done  in  a  by-product 
coke  oven.  Five  points  of  a  six-point  potentiometer  recorder  are 
in  use,  the  sixth  point  being  short-circuited  in  order  to  bring  its 
record  to  zero.  (At  the  beginning  of  the  record,  No.  6  left  on 


Flo.  113. — Record  of  changes  in  method  of firing 


open  cncuit  became  confused  with  No.  5.)  This  is  a  record  of 
the  last  13  hours  of  a  “charge.”  No.  i  is  the  record  of  tempera¬ 
ture  of  the  vapors  above  the  coal  in  the  oven.  Nos.  2,  3,  and  4 
are  from  thermocouples  in  the  center  of  the  coal  charge  inserted  a 
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few  hours  before  the  temperature  at  this  point  rose  above  100°  C. 
At  the  end  of  the  coking  period  couples  i,  2,  3,  and  4  were  with¬ 
drawn,  and  as  the  couples  cooled  the  readings  dropped  to  zero. 
No.  5  is  the  waste-heat  record.  This  curve  shows  how  incomplete 


Fig.  1 14. — Record  of  experiment!  in  a  by-product  coke  oven 

I  is  a  record  obtained  when  the  time  interval  between  records  is  too 
loi^.  The  record  of  No.  i  is  useful  for  a  check  on  the  operation 
of  the  recorder.  Knowing  that  this  record  should  show  a  gradual 
and  uniform  rise  in  temperature,  any  departure  from  a  smooth 
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curve  is  an  indication  of  instrument  trouble  or  tampering.  For 
experimental  work  these  curves  are  best  replotted  with  the  time 
coordinate  shortened  and  a  continuous  smooth  curve  drawn  through 
the  points. 

Fig.  1 15  is  the  chart  from  a  4-point  galvanometer  recorder  with 
the  thermocouples  placed  as  indicated  on  the  chart.  The  four 
records  are  made  in  colors  and  with  dots  differently  placed,  which 
makes  them  very  legible.  Operations  are  here  clearly  shown 
upon  a  permanent  record. 


Fig.  117. — Record  of furnace  used  for  case  hardening  during  the  day  and  annealing  at  night 

Fig.  1 16  is  a  record  of  temperatures  in  a  water-gas  unit.  This 
record  was  selected  to  show  how  recorder  charts  may  be  used 
to  indicate  the  comparative  efficiency  of  operators.  In  this  case 
the  three  shift  operators,  Messrs.  Duffy,  McHugh,  and  Staiger, 
were  stimulated  to  better  work  when  this  record  was  framed  and 
hung  in  the  gas  house.  The  lower  curve  should  have  been  main¬ 
tained  within  25'  of  1350°  C  and  the  upper  curve  between  1350° 
and  1550°  C.  Mr.  Duffy  very  evidently  secured  the  most  satis¬ 
factory  results. 
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Fig  117  is  the  record  of  the  operation  of  a  gas  furnace  used 
alternately  for  casehardening  and  for  annealing.  At  7.30  a.  m. 
the  furnace  was  charged  and  the  temperature  raised  to  approxi¬ 
mately  1750°  F  at  9.30,  where  it  was  maintained  with  good  control 
until  7.30  p.  m.  Then  a  new  charge  was  put  in,  and  the  tem¬ 
perature  was  raised  to  1575°  F,  this  being  repeated  three  times 
before  5  a.  m  ,  when  the  fire  was  cut  off.  This  record  was  used 
by  the  operator  for  obtaining  proper  temperatures  and  serx^es 


Fig.  118. — Example  of  excellent  control  of  annealing  furnace  {oil  or  gas) 


also  as  a  permanent  record  of  the  number  of  heats.  Knowing  the 
processes  at  this  plant,  it  is  a  record  of  what  types  of  heat  treat¬ 
ment  were  accomplished. 

Fig  1 18  is  an  example  of  excellent  control  of  a  gas  or  oil  furnace 
for  annealing  brass.  Any  laxity  on  the  part  of  the  operator 
would  be  very  apparent  in  this  record.  However,  such  good 
control  is  exceptional.  Fig.  119  is  the  record  of  stack  gas  tem¬ 
perature  in  a  billet-heating  furnace,  and  in  this  case  the  control 
was  considered  good. 
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Fig.  120  is  another  illustration  of  the  clarity  with  which  the 
relative  efficiency  of  shift  operators  is  shown.  In  this  case  the 
work  of  the  day  shift  was  superior  to  that  of  the  night  ift. 


Fig.  1 19. — Example  of  good  control 

X.  MELTING-POINT  METHODS  AT  HIGH  TEMPERATUERS  " 

1.  IRTRODdCnON 

The  determination  of  a  melting  or  freezing  point,  whether  for  a 
physical  or  physical-chemical  purpose,  resolves  itself  into  the 
measurement  of  a  temperatm^  under  particular  conditions  and 
with  appropriate  technique.  The  accuracy  and  ease  with  which 
melting  points  at  high  temperatures  may  be  determined  is  due 
to  the  comparatively  recent  developments  in  pyrometry,  electric- 
furnace  construction,  and  refractory  materials. 

The  general  classes  of  substances  considered  are  metals,  alloys 
salts,  and  refractory  materials.  For  the  temperature  measure- 


*  Dana  and  Foote,  Chem.  andlfet.  Fng.,  SS,  p.  93  and  p.  63;  1920.  Also  see  Foote,  Harrison,  and 
Pairdiild,  same.  18.  p.  343  and  p.  403;  1918. 
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ments,  thermoelectric,  resistance,  and  optical  pyrometers  are 
employed,  depending  upon  the  temperature  range  and  other  con¬ 
trolling  conditions. 

The  melting  or  freezing  point  of  a  pure  crystalline  substance  is 
defined  as  the  temperature  at  which  the  solid  phase  can  remain  in 
equilibrium  wth  the  liquid  phase  at  normal  atmospheric  pressure. 
The  effect  of  pressure  is  ordinarily  insignificant;  it  is  only  when 
the  pressure  reaches  many  atmospheres  that  any  change  in  the 


Fig  .  120. — Illustrating  relative  efficiency  of  day  and  night  shift 


melting  or  freezing  point  can  be  readily  detected.  At  the  melting 
point  there  is  a  discontinuous  change  of  a  number  of  the  physical 
properties  of  a  material;  e.  g.,  thermal  conductivity,  electrical 
resistivity,  specific  volume,  etc.  In  general,  alloys,  excepting 
eutectoids,  mixtures  of  refractory  oxides,  and  materials  with 
impurities  do  not  have  a  definite  melting  point,  but  become  liquid 
gradually;  that  is,  they  melt  over  a  tempera tme  interval,  and 
consequently  are  considered  as  having  a  “melting  range.” 
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2.  USE  OF  THERMOELECTRIC  PYROMETERS 

(fl)  Pure  Materials — (i)  General  Discussion. — The  experi¬ 
mental  arrangement  of  this  method  consists  of  a  crucible  contain¬ 
ing  the  substance  in  which  a  thermocouple  either  protected  or 
unprotected  is  centrally  inserted.  The  crucible  is  placed  in  a 
uniformly  heated  portion  of  an  electric  fimiace.  On  account  of 
cleanliness,  clarity  of  the  atmosphere,  anl  preciseness  of  control, 
electric  resistance  furnaces  are  preferable  to  gas  or  fuel  fired  fur¬ 
naces  for  accurate  melting-point  determination.  When  a  i-ielting 
or  freezing  point  is  to  be  observed,  the  temperature  of  the  furnace 
is  gradually  raised  or  lowered,  and  the  temperature  as  indicated 
by  the  thermocouple  is  noted  at  frequent,  and  preferably  uniform, 
intervals  of  time.  If  all  conditions  were  ideal,  the  temperature 
of  the  charge  would  remain  constant  dining  melting  or  freezing. 
Thus  the  temperature-time  curve  would  be  characterized  by  a 
straight  line  exactly  parallel  to  the  axis  of  time  and  by  a  discon¬ 
tinuous  change  of  slope  at  either  end  of  the  line  marking  the  be¬ 
ginning  and  ending  of  the  period  of  melting  or  freezing.  Actually, 
however,  the  change  of  state  ^own  by  the  curve,  even  for  pure 
materials,  is  not  sudden,  but  more  or  less  gradual.  Only  a  part  of 
the  freezing  curve  will  be  flat,  and  the  melting  curve  usually 
possesses  greater  obliquity  than  the  freezing  curve.  For  this 
reason  freezing-point  determinations  are  usually  more  reliable 
and  are  employed  whenever  possible,  although  the  temperature 
thus  obtained  is  frequently  called  the  melting  point,  to  which  it 
is  numerically  equivalent. 

The  reasons  for  obliquity,  and  for  its  existence  to  a  greater 
degree  in  the  melting  cmves,  have  been  discussed  in  detail  by 
White.*‘  On  heating,  the  furnace  walls  are  hotter  than  the  cru¬ 
cible,  and  '^ence  heat  flows  from  the  fiunace  to  the  crucible. 
When  a  layer  of  the  charge  near  the  wall  of  the  crucible  reaches 
the  melting  point,  the  heat  absorbed  by  the  charge  goes  to  supply 
that  necessary  for  the  latent  heat  of  fusion,  and  the  temperature 
of  the  outside  layer  tends  to  remain  fairly  constant.  The  thermo¬ 
couple  measiues  the  temperature  of  the  solid  metal  in  the  center 
of  the  charge  and  when  thus  surrounded  by  an  isothermal  lajrer 
the  rate  at  which  the  inside  temperature  increases  is  greatly  dimin¬ 
ished,  resulting  in  a  rotmding  off  of  the  temperature-time  curve. 
As  the  isothermal  layer  progresses  inward  the  temperature  of  the 
couple  slowly  rises  until  the  material  immediately  surrounding  it 


White,  Mcttiiic-Piiint  Deterniiiiatinitt.  Am.  J.  So.,  tS,  p.  453;  1909. 
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begins  to  melt,  when  a  condition  of  stationary  temperature  is 
maintained  for  a  short  time  during  which  the  thermocouple  read¬ 
ing  gives  the  true  melting  point.  While  the  center  of  the  charge 
is  melting,  however,  the  temperature  of  the  outer  layer  of  material 
in  the  crucible  rises  very  rapidly,  and  a  large  temperature  gradient 
is  established  between  the  outside  and  center.  The  resulting 
rapid  flow  of  heat  to  the  center  of  the  crucible  accelerates  the  melt¬ 
ing  and,  if  the  layer  of  remaining  solid  metal  is  unequally  distrib¬ 
uted  about  the  couple,  tends  to  increase  the  temperatiure  readings 
and  cause  another  rounding  off  of  the  temperature-time  curve. 
The  apparent  degree  of  obliquity  found  near  the  beginning  and 
end  of  the  melting  period  depends  considerably  on  the  sensitivity 
of  the  temperature  measurements  and  scale  of  plotting.  Thus, 
highly  accurate  data  obtained  with  a  precision  potentiometer  may 
be  plotted  on  so  large  a  temperatiu'e  scale  that  the  curve  may 
appear  quite  oblique,  while  the  same  data  replotted  on  a  less  ex¬ 
tended  scale  appear  fairly  flat.  Aside  from  this,  however,  the 
degree  of  obliquity  varies  according  to  the  factors  controlling  the 
differences  in  temperature  within  the  charge,  such  as  dimensions 
and  thermal  properties,  rate  of  heat  supply,  etc.  If  the  solid 
metal  could  be  stirred  during  a  melting-point  determination  the 
temperature  gradients  could  be  diminished,  but  even  with  pow¬ 
dered  materials  where  stirring  is  possible  it  is  not  convenient  and 
does  not  appear  to  be  very  satisfactory.  The  larger  the  diameter 
of  the  charge,  the  faster  the  rate  of  heating,  the  smaller  the  dif- 
fusivity,  and  the  lesser  the  latent  heat  of  fusion,  the  greater  will 
be  the  tendency  to  obliquity.  The  obliquity  may  be  decreased 
by  slow  heating  and  by  using  a  charge  of  fairly  small  diameter. 
The  protection  tubes  of  the  thermocouple  should  be  small,  of  thin 
wall,  and  should  be  deeply  immersed  in  the  charge.  With  metals 
the  obliquity  is  not  so  great  as  with  salts,  on  account  of  their 
higher  heat  diffusivity  and  latent  heat  of  fusion;  in  fact,  for  most 
cases  the  obliqioity  is  of  negligible  importance  with  pure  metals. 
But  with  salts  and  certain  refractory  materials,  unless  special  care 
is  taken,  the  obliquity  may  be  so  great  as  to  almost  completely 
obscxue  the  true  melting  phenomenon. 

On  cooling,  the  crucible  is  hotter  than  the  fiumace  walls,  and 
heat  flows  from  the  crucible  to  the  furnace.  The  outer  layer  of 
the  charge  soUdifies  first  and  during  freezing  acts  as  an  isothermal 
layer,  thus  decreasing  the  temperature  differences  between  the  cen¬ 
ter  and  outside  of  the  charge.  The  rate  at  which  the  temperature 
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of  the  couple  falls  decreases,  causing  a  rounding  off  of  the  first  part 
of  the  temperature-time  curve.  V.^iile  the  center  of  the  charge  is 
freezing,  the  outside  is  completely  frozen  and  rapidly  falls  in  tem¬ 
perature,  increasing  the  temperature  gradient  and  the  outward  flow 
of  heat,  and  hence  the  latter  part  of  the  freezing  is  accelerated. 

The  first  part  of  the  approximately  flat  portion  of  the  curve 
for  freezing  corresponds  to  the  true  freezing  point,  and  the  latter 
part  of  the  approximately  flat  portion  of  the  curve  for  melting 
corresponds  to  the  true  melting  point.  The  same  precautions  of 
high  narrow  charges,  narrow  protecting  tubes,  sufficient  depth  of 
immersion,  and  small  thermocouple  wires  apply  to  both  cases. 

In  general,  the  freezing  curves  are  more  sharply  defined  than  the 
melting  curves.  A  liquid  cooling  and  subject  to  convection  currents 
is  likely  to  possess  a,  more  uniform  tem¬ 
perature  distribution  than  a  solid  on  heat¬ 
ing.  Fxu'thermore,  the  freezing  point  is 
chosen  at  a  time  immediately  following 
a  period  of  small  temperature  gradients, 
while  the  melting  point  must  be  chosen 
near  the  end  of  the  period  of  melting 
when  there  is  possibility  of  temperature 
non-uniformity.  A  further  factor  of  im¬ 
portance  is  the  constancy  of  heat  sup¬ 
ply.  On  cooling  with  a  furnace  well 
insulated,  the  freeze  may  extend  over  a 
considerable  time  with  all  power  supply 
shut  ofl[.  The  furnace  thus  acquires  a 
uniform  rate  of  cooling.  In  heating, 
however,  the  effect  of  slight  variations  in 
the  power  supply  may  alter  the  true  character  of  the  melting 
curve.  Fig.  121  shows  a  freezing  and  a  melting  curve  in  which 
considerable  obliquity  is  present.  The  true  temperature  for  freez¬ 
ing  is  obtained  by  extrapolating  the  straight  portion  of  the  freez¬ 
ing  curve  and  noting  at  what  temperature  A  the  continued 
straight  line  deviates  from  the  observed  curve.  The  melting 
point  B  is  similarly  obtained  from  the  melting  curve.  The  first 
part  of  the  freezing  curve  and  the  last  part  of  the  melting  curve 
determine  these  two  temperatures  as  stated  above. 

It  is  impossible  to  obtain  satisfactory  freezing  <mrves  with  cer¬ 
tain  materials,  such  as  silicates,  on  accoimt  of  extremely  slow 
crystallization,  and  the  melting  curves,  even  though  frequently 
poorly  defined,  must  be  employed.  The  phenomenon  of  suriusion 


TIME 

Fig.  121. — Oblique  freezing 
and  melting  curves 
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or  supercooling  is  well  illustrated  by  water  which  may  be  cooled 
to  —  30®  C  without  freezing.  Siudusion  is  due  to  conditions  which 
do  not  favor  the  attainment  of  equilibrium  between  the  solid  and 
liquid  phases  at  the  true  freezing  point.  The  conditions  tending 
to  produce  equilibrium  and  the  elimination  of  surfusion  are  slow 
cooling,  stirring  of  the  liquid  and  the  presence  of  nuclei  which 
serve  as  centers  of  crystallization.  When  a  supercooled  liquid 
freezes,  it  crystallizes  very  rapidly  and  the  temperature  rises  to 
the  true  freezing  point  provided  the  supercooling  has  not  proceeded 
too  far.  The  subsequent  freezing  takes  place  in  a  normal  manner. 
Surfusion  in  most  metals  seldom  exceeds  o.i  or  0.2°  C,  but  in  the 
case  of  antimony  it  is  very  marked  and  may  amount  to  30®  C, 
depending  upon  the  rate  of  cooling,  as  shown  by  Fig.  122.  Super¬ 
cooling  also  occurs  in  alloys,  especially  in  eutectics.  While  the 
contrary  phenomenon  of  superheating  is  negligible  with  pure 


metals,  it  may  become  of  importance  with  alloys,  particularly  in 
allotropic  transformation  and  with  salts  and  silicates. 

(2)  Precision  W ork  with  Pure  Metals. — The  primary  method  for 
the  standardization  of  thermocouples  consists  in  determining  the 
emf  developed  by  the  couple  at  the  freezing  points  of  several  very 
pure  metals.  The  metals  so  employed  are  those  the  freezing 
points  of  which  have  been  accepted  as  fixed  points  on  the  high 
temperature  scale;  e.  g.,  tin,  cadmium,  zinc,  antimony,  aluminum, 
silver,  gold,  copper,  etc.  For  this  work  and  for  the  reverse  problem 
of  accurately  determining  the  freezing  points  of  metals  and  alloys 
the  greatest  precautions  against  contamination  of  the  couple  and 
the  metal  are  requisite.  Precision  work  at  high  temperatures 
requires  the  use  of  homogeneous  platinum,  90  per  cent  platinum- 
10  per  cent  rhodium  couples.  The  diameter  of  the  wire  usually 
employed  is  0.5  or  0.6  mm,  but  for  certain  special  purposes  wires 
of  O.I  mm  are  useful. 
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(3)  Crucibles  and  Protecting  Tubes. — Of  all  crucible  materials 
Acheson  graphite  has  the  greatest  utility.  It  is  very  pure,  can  be 
machined  into  any  desired  shape,  and  is  not  attacked  by  most  of 
the  common  metals.  At  high  temperatures  the  gases  formed 
from  its  oxidation  provide  the  reducing  atmosphere  necessary 
for  the  protection  of  the  metal.  The 
following  table  illustrates  sizes  of  graph¬ 
ite  crucibles,  which  have  been  used  in 
various  investigations.  For  resistance 
thermometry  the  largest  size  shown  is 
necessary,  but  for  general  work  the  in¬ 
termediate  size  is  recommended.  In 
this  case  a  smaller  protecting  tube  is 
desirable — ^for  example,  one  with  an 
outside  diameter  of  5  mm. 

Some  metals,  such  as  nickel  and  iron, 

combine  with  graphite,  and  certain 

other  metals  also  should  not  be  heated 

under  the  reducing  conditions  present 

with  graphite.  Crucibles  of  magnesia 

alumina,  or  mixtures  of  the  two,  are 

suitable  for  iron  and  nickel.  Porcelain 

crucibles  may  be  used  for  many  of  the 

metals,  but  there  is  always  danger  of 

these  cracking  when  the  metal  melts  or  sheath  for 

.  protection  of  porcelain  tube 

ireezes.  aluminum 


TABLE  23. — Size  of  CraciUes 


latnnioty 

Crucible  iHmoniloiii,  oil  In 
centbneteri 

Cbaifo  1 

1  Pntedlao 
lube 

j 

I>to- 

teac* 

hwn 

ol 

Uuige 
to  pio- 
loAon 
lobe 

InaUe  | 

I 

1  Outside 

1 

!  Diam- 
1  eler 

Height 

Dtannoter 

HHzb. 

DUm- 

etoc 

Belfht 

Out- 

•Me 

Inoide  j 

Boiutt  oi  StuuUfda . 

7.0  15  ' 

8.5 

16 

7.0 

1 

u  1 

1 

1.0 

0.8 

1.0 

Oeophyaical  labontofy . 

2.7  8 

3,7  1 

10 

2.7 

5 

.a 

.5 

.5 

Bocmu  oi  Standanla . 

1.2  1  3 

2  ' 

1 

3.5 

1.2 

2 

.15 

.1 

i 

.3 

Up  to  500°  C  protection  tubes  and  insulating  tubes  for  the 
couple,  made  of  pyrex  glass,  are  useful.  From  500  to  1100°  C 
lower  grade  porcelain,  glazed  on  the  outside  only,  or  fused  quartz. 
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are  satisfactory.  Above  iioo°  C  tubes  having  a  composition 
approximating  that  of  sillimanite,  A//>„  SiO,,  are  recommended.*® 
Porcelain  tubes,  or  crucibles,  or  any  material  containing  silica,  can 
not  be  used  in  contact  with  aluminum,  as  the  silica  is  readily 
attacked.  Aluminum  may  be  melted  in  a  graphite  crucible,  and 
the  porcelain  protecting  tube  may  be  itself  protected  by  a  very 
thin  sheath  of  graphite.  Fig.  123  illustrates  one  convenient  man¬ 
ner  in  which  the  sheath  may  be  mounted  in  the  crucible.  The 
sheath  is  held  down  in  the  metal  by  the  weight  of  the  cover  and  is 
allowed  to  remain  in  the  crucible  after  the  aluminum  is  frozen. 
The  thermocouple-protecting  tube  fits  tightly  inside  the  sheath. 
At  present  there  is  no  satisfactory  protecting  tube  for  nickel. 
This  material  and  its  alloys  may  be  best  studied  by  optical 
methods. 

(4)  Table  of  Melting  Points. — ^The  following  table  lists  the 
more  common  metals,  the  melting  points  of  which  can  be  used 
for  the  standardization  of  thermocouples  by  the  crucible  method; 


TABLE  24. — Melting  Points  of  Metals  from  Tin  to  Nickel 


Metel 

Melting 

point 

Crucible  material 

Tin . 

•c, 

231.9 

320.9 

327.3 

419.4 

630.0 

660.0 
960.  S 

1063.0 

1083.0 

1452.0 

Grapbite,  porcelain,  or  pprex  plass . 

Aliimhiiifti 

Guld . 

Hkkel . 

MgO,  AliO,  or  mbtoret  of  tbe  two — 

Atmosphere 


Reducing  or  neotml 
Do. 

Do. 

Do. 

Redncinif  CO 
Do. 

Do. 

Reducing*  neutral*  or  air 
Reducing*  CO 
Hfc  N|*  or  vacuum 


The  studace  of  the  metal,  except  nickel,  should  be  covered  with 
a  layer  of  powdered  or  flaked  graphite,  and  the  crucible  should 
be  provided  with  a  cover  having  a  hole  through  which  the  ther¬ 
mocouple  tube  is  inserted.  Under  no  circumstances  should  graph¬ 
ite  be  exposed  to  an  air  current  above  500°  C,  as  it  readily  oxidizes 
and  cnunbles  away.  The  furnace  should  be  tightly  closed  at 
the  bottom  and  no  larger  openings  exposed  at  the  top  than 
absolutely  necessary.  When  fairly  small  graphite  crucibles  are 
employed,  it  is  frequently  desirable  to  use  a  larger  outside  cruci¬ 
ble  of  porcelain  and  fill  the  space  between  the  two  crucibles  with 


»Such  porcelain  is  known  as  Vsalite  or  Impcrvite. 
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graphite  powder,  as  shown  in  Fig.  124.  When  larger  crucibles 
are  used,  the  graphite  powder  may  be  pomed  directly  into  the 
fiunace  tube  to  a  depth  sufficient  to  entirely  cover  the  crucible. 

(5)  Construction  of  Furnace. — Fig.  124  shows  the  construction 
of  a  furnace  using  crucibles  of  the  intermediate  size  given  in 
Table  23  for  operation  up  to  noo°  C.  The  graphite  crucible  H, 
containing  the  metal  G  and  the  pyrometer  tube  A,  rests  in  a 
porcelain  crucible  F  and  is  completely  covered  by  powdered 
graphite  E.  The  porcelain  cru¬ 
cible  is  supported  by  the  alun- 
dum  tube  I.  The  heater  tube 
is  of  alimdum,  R.  A.  98;  length, 

25  cm;  inside  diameter,  5  cm; 
and  wall  thickness,  3  mm. 

This  is  preferably  corrugated 
on  the  outside  and  is  wound 
with  60  to  80  turns  of  No.  14 
“chromel  A”  wire,  C,  to  the 
ends  of  which  are  welded  the 
lead-in  terminals  K  of  No.  10 
chromel.  The  alundum  tubes 
B  and  I  rest  on  a  good  non¬ 
conducting  fire  brick  about  5 
by  8  by  8  cm.  The  shell  M, 

32  cm  high,  is  of  sheet  iron 
or  monel  metal  painted  with 
aluminum  paint.  The  ends  of 
the  shell  are  closed  by  im¬ 
pregnated  asbestos  boards  N, 

I  cm  thick  and  17  cm  in 
diameter.  The  annular  space 
O  is  packed  with  silocel  pow¬ 
der.  The  lead-in  wires  are  point  fumace  for  metals 

insulated  from  the  metal  shell 

by  asbestos  board  or  steatite  bushings.  The  furnace  in  series 
with  a  rheostat  for  control  may  be  operated  on  1 10  volts  and 
consumes  about  i  kilowatt  at  1 100°  C. 

Larger  fiunaces  are  required  for  the  large  crucibles  described 
in  Table  23.  Such  a  furnace  may  be  constructed  from  the  fol¬ 
lowing  stock  material.  Alundum  tube,  R.  A.  98;  length,  45  cm; 
inside  diameter,  8  cm;  wall  thickness,  6  mm.  Chromel  A  end¬ 
ing  No.  5  wire;  60  turns  separated  by  and  covered  over  with 
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alundum  cement.  Diameter  of  shell,  36  cm;  height  of  shell, 
60  cm;  silocel  powder  insulation,  general  construction  similar 
to  Fig.  124.  Power  required  for  1100°  C  about  55  amperes  at 
60  volts.  Using  the  large  crucibles  a  freeze  of  copper  with  all 
power  off  extends  over  a  period  of  about  20  minutes. 

(6)  General  Precautions. — In  order  to  melt  for  the  first  time  a 
metal  which  is  in  small  pieces,  the  graphite  crucible,  filled  with 
the  material,  fitted  with  a  cover  having  a  hole  in  which  the  thermo¬ 
couple  fits  tightly  and  surrounded  by  powdered  graphite,  is 
slowly  heated.  If  convenient,  CO  or  may  be  passed  into  the 
furnace,  but  CO^  should  not  be  used.  The  surface  of  the  metal 
should  not  be  covered  with  graphite  at  first,  as  it  may  filter  into 
the  interior  and  become  imprisoned  there.  When  the  metal  has 
been  melted,  however,  the  graphite  layer  on  the  surface  is  quite 
desirable.  With  the  exception  of  antimony,  which  should  be 
stirred  just  as  the  freezing  point  is  reached  to  reduce  supercooling, 
it  is  not  advisable  to  stir  the  molten  metals,  as  pockets  of  graphite 
are  thereby  formed. 

In  melting  large  crucibles  of  copper  care  must  be  taken  that 
the  furnace  is  not  burned  out  before  the  copper  is  melted.  It 
is  frequently  desirable  to  use  a  thermocouple  connected  to  the 
heating  element  attached  to  a  temperature  control  apparatus  and 
arranged  to  prevent  the  winding  being  heated  above  1200°  C. 

If  there  is  doubt  concerning  the  proper  depth  of  immersion, 
several  determinations  should  be  made  at  different  depths  until 
a  position  is  found  where  a  slight  variation  does  not  affect  the 
temperature  measurement. 

The  pyrometer  tube  may  be  allowed  to  remain  in  the  metal  for 
a  few  degrees  below  the  freezing  point  without  breaking,  and  if  it 
can  not  be  removed  then,  the  metal  should  be  immediately 
remelted. 

A  uniform  rate  of  cooling  of  about  2°  C  per  minute  from  10°  C 
above  the  melting  point  is  satisfactory  for  a  freezing-point  determi¬ 
nation.  The  values  obtained  from  melting  and  freezing  curves 
should  agree  to  from  o.i  to  0.01°  for  pure  metals,  and  the  curves 
should  have  a  flat  portion  extending  over  at  least  10  minutes.  If 
the  curve  is  not  fairly  flat  the  metal  is  likely  impiu"e,  and  hence 
possesses  a  melting  range  instead  of  a  true  melting  point.  Fig, 
125  illustrates  an  observed  freezing  and  melting  curve  for  zinc. 
The  freezing  curve  is  constant  to  0.03°  C  for  a  period  of  15  minutes 
and  tlie  melting  curve  for  10  minutes.  The  obliquity  in  the  lat¬ 
ter  part  of  the  melting  curve  amounts  to  o.  i  °  C  in  six  minutes. 
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(6)  Metals  with  Impurities,  and  Alloys.— An  impiinty  in  a 
metal  usually  lowers  the  melting  point  and  produces  obliquity  in 
the  melting  and  freezing  curves,  the  magnitude  of  both  of  these 
effects  increasing,  within  limits,  as  the  amount  of  impurity  is 
increased.  Assuming  that  the  amount  of  impurity  is  small  and 
that  an  ideal  solution  with  the  metal  in  the  liquid  state  is  formed, 
the  lowering  of  the  freezing  point  A<  may  be  expressed  approxi¬ 
mately  by  the  Raoult-Van’t  Hoff  equation: 

Rd^N, 

in  which  R=i .99,  =  absolute  temperature  of  the  freezing  point  of 

the  pure  metal,  A  =  molar  latent  heat  of  fusion  of  the  pme  metal, 
A,  =  number  of  mols  of 
impurity,  and  N  =  number 
of  mols  of  pure  metal.  In  3^ 

Fig.  126,  A  represents  the 
freezing  curve  of  a  pure 
substance  and  B  the  curve 
obtained  when  an  impurity 
is  present.  The  lowering 
of  the  freezing  point  is 
4®  C,  an  amoimt  readily  §350 
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caused  by  a  few  tenths  of 
a  per  cent  of  an  impurity 
at  about  800°  C.  In  gen¬ 
eral,  the  above  equation 
for  freezing-point  lowering 
holds  only  for  an  impurity 

which  forms  the  simplest  Fig.  uj. — Freezing  and  melting  curves  of  pure  zinc 

t3rpe  of  eutectic  alloy  with 

the  pure  metal.  Evidently  it  can  not  be  applicable  to  those 
impurities  which  are  wholly  or  partially  soluble  in  the  metal  in 
the  solid  state,  that  is,  which  form  solid  solutions,  for  in  some 
of  these  cases  the  melting  point  is  raised  by  the  addition  of  the 
impurity,  as,  for  example,  nickel  added  to  copper. 

For  most  of  the  common  metals  the  oxide  is  insoluble  in  the 
pure  metal,  but  with  copper  this  is  not  the  case,  and  sp>ecial  care 
must  be  taken,  preferably  by  the  maintenance  of  a  strongly  reduc¬ 
ing  atmosphere,  to  avoid  the  formation  of  cuprous  oxide  CujO. 
This  oxide  forms  a  eutectic  with  copper  saturating  it  at  3.45  per 
cent  of  Cu,0  or  0.395  cent  of  oxygen  by  weight,  and  freezing 
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at  1063®  C.  As  an  example  of  the  application  of  the  above  equa¬ 
tion,  the  freezing  point  lowering  of  copper  at  the  eutectic,  con¬ 
sidering  the  Cu,0  as  the  dissolved  impurity,  will  be  calculated. 


Rd*  N,  _  2(1083  +  273)^  (2.19) 
L  N  ~  (63.6)  (43.3)  (143) 


=  20.4°  C 


The  lowering,  found  experimentally,  is  20.0°  C. 

If  the  copper  contains  only  a  small  amount  of  the  oxide,  the 
first  solidification  begins  slightly  below  the  melting  point  of  pme 
copper  and  crystals  of  copper  separate  from  the  solution.  The 
concentration  of  the  dissolved  imptnity  CujO,  accordingly,  in¬ 
creases  so  that  the  freezing  point  of  the  remaining  part  of  the 
solution  is  still  lower.  The  pure  copper  will  continue  to  separate 
from  the  liquid  at  a  gradually  decreasing  temperature  until  the 

solution  becomes  saturated  with 
CujO.  This  results  in  rounding 
or  obliquity  of  the  cooling  curve. 
When  the  remaining  solution  is 
saturated,  both  the  Cu  and  the 
CujO  solidify  together  at  a  con¬ 
stant  temperature  as  a  eutectic 
mixtiu^.  At  this  point  a  halt 
occurs  in  the  cooling  curve,  the 
magnitude  of  which  depends  upon 
Fig.  126. — Freezing  curves  without  and  amount  of  the  eUtectic  pres- 
wsth  impurity  effect  of  a  Small  amount 

of  CujO  will  escape  notice  in  an  ordinary  melting-point  determi¬ 
nation;  but,  if  considerable  oxide  is  present,  the  freezing  curve 
shows  the  two  retardations — one  below  1083°  and  the  other  at 
1063°  C.  Observation  continued  through  the  latter  point  may 
serve  as  a  rough  criterion  of  the  purity  of  copper  suspected  of 
contamination  by  its  oxide.  The  obliquity  of  the  curve  also  may 
be  an  indication  of  impurity.  If  a  copper  wire  is  slowly  heated  in 
air  the  melting  usually  begins  at  the  eutectic  point,  1063°  C, 
instead  of  at  1083°  C. 

Oxygen  dissolves  in  silver  and  may  lower  the  melting  point  as 
much  as  5°  C  if  the  silver  is  heated  in  air. 

An  alloy  may  be  considered  as  a  metal  containing  large  propor¬ 
tions  of  one  or  more  impurities.  Let  us  consider  the  simplest 
case  of  an  alloy  of  two  metals,  A  and  B,  which  are  mutually  soluble 
when  liquid  and  insoluble  when  solid.  If  A  first  begins  to  separate 
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from  the  solution,  the  remaining  liquid  becomes  richer  in  B, 
and,  as  shown  above,  this  part  of  the  freezing  curve  gradually 
changes  in  slope,  as  illustrated  by  Fig.  127,  curve  /,  L.  As  the 
temperature  is  lowered  the  solution  finally  becomes  saturated 
with  B,  and  A  and  B  crystallize  together  as  a  eutectic,  shown  in 
Fig.  127,  by  the  lower  flat  portion  of  the  cooling  curve.  The  alloy 
accordingly  has  a  melting  or  freezing  range  extending  from  the 
temperature  at  which  separation  of  A  first  begins  to  the  tempera¬ 
ture  at  which  the  eutectic  mixture  solidifies.  If  the  original 
composition  of  the  alloy  is  the  eutectic  mixture,  there  exists  a 
true  melting  point  as  shown  in  Fig.  127,  curve  77,  and  not  a 
melting  range. 


The  general  form  of  the  temperature-composition  diagram  of 
the  simple  binary  alloy  described  above  is  illustrated  by  Fig.  128. 
The  curves  7,  77,  and  777  of  Fig.  127  show  the  form  of  the  cooling 
curves  obtained  with  the  alloys  of  compositions  7,  77,  and  777  of 
Fig.  128. 

Often  a  binary  jJloy  exhibits  two  halts  in  the  melting  and 
freezing  ciuves — one  oblique  and  one  flat  or  both  oblique.  Fur¬ 
thermore,  other  complications  may  arise,  such  as  the  formation  of 
solid  solutions,  compoimds,  and  allotropic  transformations  accom¬ 
panied  by  heat  changes  which  require  more  sensitive  methods  of 
detection  than  by  a  simple  cooling  curve.  In  general,  the  larger 
the  melting  range  in  a  binary  alloy  the  more  difficult  it  becomes  to 
locate  the  lower  transformation  point  because  of  the  small  amount 
of  crystallization  per  degree  drop  in  temperature  and  the  resulting 
small  heat  effect.  The  same  general  details  for  melting  point  of 
pure  metals  apply  to  alloys.  The  eutectic  alloy  of  silver  and 
copper,  71.9  per  cent  Ag,  28.1  per  cent  Cu,  by  weight,  melts  at 
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779°  C  and  is  useful  as  a  standardization  temperature  for  thermo¬ 
couples. 

For  alloys  having  a  large  melting  range  accurate  control  of  the 
rate  of  heating  and  cooling  is  essential.  Automatic  control  of  the 
rate  may  be  obtained  by  a  salt-water  rheostat  as  applied  by 
Btu-gess  and  Crowe,’"  or  an  automatic  magnetic  control  system 
may  be  installed.  Scott  and  Freeman  ”  describe  a  modified 
Rosenhain  furnace  especially  useful  for  critical  point  work.  This 
consists  of  a  vertical  tube  furnace,  heated  at  the  top  and  cooled 
at  the  bottom,  through  which  the  material  under  investigation  is 
automatically  moved  at  a  definite  rate. 


Fig.  laS. — Temperature-composition  diagram  of  simple  eutectic  alloy 

If  the  ordinary  temperatme-time  cm^e  does  not  give  evidence 
of  a  change  of  state  at  the  beginning  or  end  of  a  melting  range  or 
at  a  transformation  point,  the  more  sensitive  means  of  detection, 
such  as  the  inverse-rate  method  and  the  differential  method,  may 
be  employed. 

The  inverse-rate  method  consists  in  determining  the  time 
required  for  the  specimen  to  fall  a  definite  temperature  interval — 
for  example,  2°  C — and  in  plotting  this  time  against  the  tempera- 
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ture.  In  effect,  it  amounts  to  differentiating  the  temperature¬ 
time  curve  in  respect  to  temperature.  The  experimental  arrange¬ 
ments  are  the  same  as  for  the  ordinary-time  method,  except  that 
the  time  must  be  measured  more  accurately.  Merica  ”  has 
described  a  simple  and  effectual  device  consisting  of  two  stop 
watches,  one  of  which  is  stopped  and  one  started  at  the  end  of 


TIME  IN  SECONDS 


Fig.  I J9. — Inverse-rate  curve  of  a  bronze 

each  time  interval.  Fig.  129  shows  an  inverse-rate  curve  through 
the  melting  range  of  a  bronze.  The  lower  transformation  at 
900°  C  could  not  be  detected  by  the  ordinary  temperature-time 
method. 

The  differential  method  is  still  more  sensitive  to  small  ther¬ 
mal  changes.  This  consists  in  measuring  the  temperature  dif- 

*  Bull.  Am.  Inst.  Min.  and  Met.  Eng.;  July,  1919. 
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ferences  between  the  material  in  which  the  transformation  takes 
place,  and  a  neutral  body  having  no  transformation  points  in  the 
same  temperature  interval,  such  as  platinum  or  nickel,  and  plot¬ 
ting  this  difference  against  the  temperatiure  of  the  material. 
Two  thermocouples  are  employed  as  illustrated  by  Fig.  130,  one  a 
differential  couple  and  the  other  an  ordinary  couple  which  meas¬ 
ures  the  temperatme  of  the  sample  under  investigation.  By  use 
of  a  sensitive  galvanometer  with  the  differential  couple  extremely 
minute  thermal  transformations  may  be  easily  detected.  Since 
the  material  under  test  and  the  neutral  body  are  placed  in  close 
proximity  in  the  furnace,  slight  variations  in  the  rate  of  heating 
produce  no  noticeable  effect. 

Another  method  of  interpreting  the  data  is 
by  means  of  the  derived  differential  curve,  first 
suggested  by  Rosenhain.**  This  amotmts  to 
differentiating  the  differential  curve  in  respect 
to  the  temperature  and  plotting  the  value  so 
obtained  against  the  temperature.  The  derived 
differential  is  accorc'ingly  related  to  the  differ¬ 
ential  curve  in  the  same  manner  that  the  in¬ 
verse  rate  is  related  to  the  temperature-time 
curve.  Thus,  if  d  is  the  temperature  of  the 
material  being  investigated  and  d'  the  temper¬ 
ature  of  the  neutral  body,  the  derived  differ¬ 
ential  is  the  graph  d  {d  —  d')ld  d  versus  d. 

The  method  consists  in  observing  successive 
values  of  —  for  equal  increments  of  d,  say 
of  differential  method  jO  c,  and  plotting  successive  differences  in  these 
values  of  (d  -  d')  against  d.  The  experimental  arrangement  is 
the  same  as  that  required  for  the  differential  method.  Fig.  131 
shows  both  differential  and  derived  differential  cmves  for  the 
same  sample  of  pure  iron  at  the  transformation  points  A  2  and  A  3. 

(c)  Inorganic  Salts  and  Silicates. — On  account  of  the  low 
heat  diffusivity  and  latent  heat  of  fusion  of  salts  and  silicates, 
considerable  difficulty  is  encountered  because  of  the  obliquity  of 
the  melting  or  freezing  curves.  Consequently,  it  is  necessary  to 
use  tall,  narrow  charges  and  slow  rates  of  heating.  Few  salts  can 
be  heated  in  a  reducing  atmosphere  and  hence  graphite  crucibles 
are  prohibited.  Porcelain  and  fire  clay  are  attacked  by  most 
salts,  so  that  metal  crucibles  must  be  employed.  Of  these,  plati- 


FlC.  130. — Diagram- 
mati  representation 
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num,  platinum  alloys,  and  nickel  have  the  widest  utility.  The 
thermocouple  protecting  tube  of  porcelain  must  be  itself  pro¬ 
tected  by  a  thin-metal  sheath.  In  many  cases  salts  do  not  attack 
platinum  perceptibly,  so  that  the  thermocouple  may  be  immersed 
directly  in  the  molten  salt.  When  this  is  done  the  crucible  must 
be  free  from  volatile  metals,  such  as  iridium,  especially  for  work 
at  high  temperatures;  otherwise  the  couple  will  become  contami¬ 
nated.  If  no  protecting  tube  is  employed,  very  small  crucibles 
may  be  used,  from  i  to  2  cm  in  diameter  and  2  to  4  cm  high.  If 


Fig.  13 1. — Comparison  of  differential  and  derived  differential  methods 


the  salt  is  quite  volatile  and  the  vapors  distill  into  the  furnace  an 
additional  protection  tube  for  the  fiunace  heater  is  necessary. 
The  melting  or  freezing  points  of  the  nitrates,  chlorides,  and  sul¬ 
phates  of  the  alkali  and  alkali  earth  metals  may  be  determined  in 
the  above-described  manner. 

The  melting  points  of  silicates  and  other  compotmds  of  metallic 
oxides  are  usually  comparatively  high  and  their  great  viscosity 
when  liquid,  slow  melting,  slow  crystallization,  and  under-cooling 
introduce  many  difficulties  in  the  melting-point  determination. 
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Many  crystalline  silicates  which  have  a  definite  melting  point  do 
not  show  a  definite  freezing  point  on  account  of  the  high  viscosity 
of  the  liquid,  thus  preventing  the  formation  of  crystal  nuclei.  The 
liquid  supercools  and  the  viscosity  may  so  increase  that  a  glass  is 
formed;  thus  borax  may  be  melted  but  once,  and  on  cooling  a 
clear  glass  results,  which  with  reheating  shows  no  marked  heat 
transformation  at  the  melting  point.  Other  materials  acting  in 
this  manner  to  a  lesser  degree  are  diopside,  MgSiOj.CaSiO,, 
melting  at  1391°  C,  and  lithium  metasilicate,  LizSiOj,  melting  at 
1202°  C.  Consequently,  in  silicate  melting-point  determinations 
the  melting  curves  are  almost  exclusively  considered.  In  Fig. 
132,  A  represents  about  as  good  a  curve  as  is  usually  obtained 
with  a  silicate. 

In  another  class  of  silicates  tne  me.ting  requires  a  large  time 
interval,  probably  on  account  of  the  high  viscosity  of  the  liquid. 


TIME 


Fig.  132. — Silicate  melting  curves 

The  ordinates  represent  temperature  diherences  from  an  arbitrary  reference  point 

so  that  the  material  will  easily  superheat  as  well  as  supercool. 
Both  the  melting  and  freezing  curves  may  be  so  oblique  that  no 
halt  in  the  curves  is  perceptible.  Fig.  132,  C,  shows  a  heating 
curve  for  a  slow-melting  silicate,  which  gives  practically  no  in¬ 
formation  as  to  the  true  melting  point.  Silicates  of  this  class  may 
be  differentiated  by  studying  the  melting  curves  obtained  for 
different  rates  of  heating.  If  the  faint  trace  of  a  halt  in  the  melt¬ 
ing  curve  shifts  with  rate  of  heating,  it  is  fairly  conclusive  evidence 
that  this  method  is  not  applicable.  A  method  which  has  been 
employed  for  such  materials  by  the  Geophysical  Laboratory  is  to 
heat  the  substance  for  a  considerable  time  at  various  constant 
temperatures  and,  after  quenching  in  mercury,  investigate  the 
crystalline  properties  under  a  petrographic  microscope.  The 
crystalline  structure  is  destroyed  by  the  melting.  Materials  of 
this  type  are  albite  NaAlSLO,,  melting  below  1200°  C,  ortho- 
clase  KAl  SijO,,  and  quartz  SiOj  melting  at  1710°  C. 
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The  apparatus  used  by  the  Geophysical  Laboratory  for  silicate 
work  is  shown  in  Fig.  1 33.  The  marquardt  or  sillimanite  porcelain 
tube  A  is  joined  to  a  platinum  sleeve  B,  5  by  1.2  cm,  into  which 
tightly  fits  the  platinum  crucible  C,  containing 
the  charge.  The  platinum  thermocouple,  carefully 
centered,  is  inserted  with  no  protection.  Great 
care  must  be  taken  to  avoid  the  presence  of  impu¬ 
rities,  such  as  chips  of  porcelain  from  the  tube  A , 
etc. ,  as  the  lowering  of  the  freezing  point  by  impu¬ 
rities  is  proportional  to  the  square  of  the  absolute 
temperature  and  becomes  very  serious  at  high  tem¬ 
peratures.  Fig.  132,  B,  shows  a  heating  curve  of  a 
silicate  containing  an  impurity. 

White  has  found  that  in  general  the  electrical 
leakage  thiough  the  molten  salt  is  not  of  serious 
importance.  However,  this  must  be  considered 

for  precision 
work  at  high 
temperatures, 
as  well  as  the 
leakage  from 

the  funiace  heating  current  to 
the  couple.  The  latter  may  be 
diminished  by  preventing  any 
part  of  the  heated  couple  or 
crucible  from  coming  into 
contact  with  the  furnace  wall. 
Thermionic  leakage  to  the 
couple  may  be  minimized  by 
electrostatic  shielding.  Leak¬ 
age  may  be  usually  detected 
by  moving  the  couple  and  by 
reversing  or  cutting  off  tem¬ 
porarily  the  heating  current. 

The  rate  of  heating  should 
be  from  2°  to  8°  C  per  min¬ 
ute.  On  accoimt  of  the  ten- 


Fic.  133. — Silicate 
melting  -  point 
apparatus 


Fig.  134— Platinum  wound  melting-point  fur-  dency  of  the  melting  curves 
nace for  silicates  and  metals  ^  r 

to  obliquity  and  on  account  of 
the  small  heat  transformations  involved,  it  is  necessary  to  main¬ 
tain  a  careful  furnace  control,  so  that  irregularities  in  heating 
will  not  appear  on  the  melting  curve.  Even  then  it  is  possible 
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that  more  sensitive  methods  of  thermal  analysis  may  be  desirable, 
such  as  the  inverse  rate  or  the  differential  methods  described 
elsewhere.*®. 

Since  an  oxidizing  atmosphere  is  necessary,  the  furnace  employ¬ 
ed  for  high  melting-point  work  with  salts  and  silicates  must  be 
wound  with  platinum.  Fig.  134  shows  a  furnace  suitable  for  tem¬ 
peratures  up  to  1550°  C.  The  tube  A  of  Norton  alundum,  R.  A. 
98,  33  cm  long,  3  cm  bore,  and  3  mm  wall,  is  wound  with  platinum 
or  platinum-rhodium  ribbon  R,  1  to  2  cm  wide  and  0.0 1  or  0.02 
mm  thick,  with  the  turns  about  3  mm  apart.  The  ends  of  the  foil 
are  bound  with  a  turn  of  platinum  wire  F,  to  which  are  fused  the 
heavy-silver  lead  wires  G.  Around  the  tube  A  is  a  second  tube 
D,  and  the  space  between  the  two  tubes  is  packed  with  Norton 
R.  R.  alundum,  1 20  mesh,  to  prevent  local  heating  of  the  ribbon. 
The  space  between  the  shell  7  and  the  tube  D  is  filled  with  sintered 
magnesite. 

(i)  Table  of  Melting  Points. — The  following  table  gives  the 
melting  points  of  several  salts  and  silicates  determined  at  the 
Geophysical  Laboratory: 


TABLE  25. — Melting  Points  of  Salts,  Silicates,  and  Other  Compounds 


Sobatance 

Foimula 

Melting 

point 

NaiHoOd . 

»c 

687 

NaiB,07 . ! 

'  741 

MaCl . ! 

^  801 

NasSOd . i 

Ra^lOi . ! 

'  1088 

Li^iOi . ' 

1202 

LidSiOd . 

12SS 

Eutectic  between  diopeide  and  cclcliim  metasUlcate. . 

MgSiO,.CaSiO>  60  per  cent.  CaSiO, 

1357 

40  per  cent 

5  Ca0.3Als0> . 

MgS10>.CaSK>s . 

1391 

Eutectic  between  calcium  metasilicate  and  crlstobalite 

CaSiO  j  77  per  cent,  SIO:  23  per  cent . . . 

1426 

CaSiOs . 

1.540 

CaSiOseAltSIOi . 1 

1551 

MgSlOs . 

1554 

CaOeAlsOi . 

1592 

SIOj . 

a  1710 

o  Quenching  method. 


(d)  Technical  Melting-Point  Determinations. — For  ordi¬ 
nary  technical  testing,  in  which  an  accuracy  of  5  to  10°  C  is  suffi¬ 
cient,  the  general  procedme  is  the  same  as  that  discussed  for  pre- 


**  For  further  details  on  silicates  see  publications  of  the  Geophysical  Laboratory  in  the  Am.  J.  Sci..  and 
Jaecer.  Physico-Chemical  Measurements  at  High  Temperatures,  Walters,  Groningin,  Holland;  X913. 
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cision  work,  except  that  less  care  is  required  in  experimental  de¬ 
tails.  When  large  couples  are  used  it  is  necessary  to  procure 
much  larger  crucibles,  approximately  in  the  same  proportion 
illustrated  by  Table  23.  It  is  not  a  wise  practice  to  immerse  a  bare 
base-metal  couple  directly  in  a  molten  salt  or  metal.  The  couple 
should  be  protected  by  a  metal  or  ceramic  tube,  preferably  of  thin 
wall,  in  order  to  reduce  heat  conduction.  For  metals,  Dixon 
graphite  crucibles,  which  are  less  susceptible  to  oxidation  than 
the  Acheson  graphite,  or  pure  fire  clay  (except  for  aluminum)  are 
satisfactory;  while  iron,  calorized  iron,  nickel,  nickel-chromium 
alloys,  or  duriron  are  serviceable  for  salts.  For  the  checking 
of  thermocouples  pots  of  commercial  tin,  lead,  zinc,  sodium  chlo¬ 
ride,  and  copper  of  a  fair  degree  of  purity  are  sufi&dent.  The 
melting  points  of  these  materials  will  rarely  differ  from  those  of 
the  pure  substances  by  10®  C,  and,  if  close  checks  are  required, 
the  melting  points  may  be  determined  by  means  of  an  accurately 
calibrated  couple.  A  gas  furnace  may  be  employed  for  heating, 
but  the  flame  should  not  be  allowed  to  strike  the  crucible  on  one 
side  only.  If  the  btimer  is  directed  along  a  radius  of  the  furnace 
instead  of  tangential  to  its  surface  a  baffle  may  be  interposed  be¬ 
fore  the  crucible,  or  the  crucible  may  be  mounted  on  a  pedestal 
above  the  flame.  Under  these  circumstances  it  is  desirable  to 
protect  the  crucible  by  an  outer  metal  tube.  An  excellent  form 
of  gas  furnace  is  the  melter’s  furnace  illustrated  by  Fig.  135. 
For  ordinary  laboratory  work  size  No.  3  is  suitable.  The  furnace 
is  provided  with  three  btuners  D,  only  one  of  which  appears  in 
the  drawing,  mounted  tangentially  to  the  circumference  in  order 
to  produce  a  spiraling  flame.  Excellent  temperature  uniformity 
is  thus  obtained. 

(e)  WiR®  Method. — The  wire  method  of  determining  melting 
points  of  metals  consists  in  inserting  at  the  hot  junction  of  the 
couple  a  small  length  of  wire  drawn  from  the  material  to  be  in¬ 
vestigated.  Usually  a  rare-metal  couple  is  employed.  The  couple 
is  cut  apart  at  the  hot  junction  and  the  sample  wire,  preferably 
of  about  the  same  diameter  as  the  wire  of  the  couple  and  about  i 
cm  or  less  in  length,  is  fused  (not  soldered)  in.  The  couple  is  then 
mounted  in  a  narrow  tube,  which  may  be  closed  at  the  lower  end, 
and  inserted  into  a  uniformly  heated  furnace,  as  illustrated  by 
Fig.  136.  The  temperature  of  the  furnace  is  increased  very  slowly 
as  the  melting  point  is  approached,  and  the  emf  of  the  couple  is 
observed  when  it  comes  to  a  halt  during  melting.  This  occurs 
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slightly  in  advance  of  the  instant  that  the  circuit  is  broken  by 
the  melting.  The  temperature  corresponding  to  this  emf  on 
the  calibration  curve  of  the  couple  is  the  desired  melting  point. 
The  introduction  of  the  short  piece  of  metal  produces  no  effect 
on  the  thermoelectric  circuit,  provided  it  is  at  a  uniform  tem¬ 
perature.  The  two  metals  most  satisfactorily  employed  with 
this  method  are  gold  and  palladium,  although  many  other  metals 
could  be  used  with  the  proper  atmosphere.  The  experimental 
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Fig.  135. — Gas  furnace  for  technical  melting  points 

manipulation  for  palladium  is  a  little  difficult.  A  platimun- 
wound  furnace  similar  to  Fig.  134  must  be  used,  and  the  two  in¬ 
sulating  tubes  of  the  couple  must  not  come  into  contact  with  each 
other  or  with  the  furnace  walls;  otherwise  electrical  leakage  occurs. 
A  leak  between  the  wires  of  the  couple  produces  a  peculiar  effect 
at  the  instant  of  melting  of  the  palladium.  Instead  of  the  gal¬ 
vanometer  showing  zero  deflection,  it  will  indicate  the  very  large 
voltaic  emf  developed  when  the  porcelain  acts  as  an  electrolyte. 
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since  the  metalEc  shunt  of  low  resistance  across  this  emf  is  broken 
when  the  palladium  melts.  With  proper  care  results  by  this 
method  are  reproducible  to  1^  C.  It  is  frequently  convenient  to 
sight  a  microscope  of  low  power  on  the  loop  of  wire  and  observe 
the  melting.  If  the  rate  of  heating  is  slow,  sufficient  time  elapses 
from  the  incipient  melting  to  secure  several  reliable  potentio- 
metric  readings  before  the  circuit  is  broken. 

The  wire  method  is  occasionally  employed  for  copper  heated  in 
air.  The  temperature  so  obtained  however,  is  not  reliable.  It 
may  be  any  value  from  1063  to  1083®  C,  depend¬ 
ing  upon  Ibe  rate  of  heatup,  and  hence  upon  the 
amotmt  of  oxide  formed.  With  very  slow  heat¬ 
ing  the  wire  may  be  converted  into  CuOj,  which 
melts  at  about  1190®  C. 

3.  USB  OF  RBSISTANCB  THERMOMBTBRS 

The  standard  temperature  scale  as  used  and 
distributed  by  the  Bureau  of  Standards  is  defined 
in  the  interval  —  40  to  450®  C  by  means  of  plati¬ 
num  resistance  thermometers  calibrated  in  ice, 
steam,  and  sulphtur  vapor  (444.6®  C) .  Platinum 
of  a  high  degree  of  purity  is  readily  obtainable, 
and  its  purity  is  assured  if  the  mean  temper¬ 
ature  coefficient  of  resistance  of  the  thermometer 
between  o  and  100®  C  is  not  less  than  0.00388, 
and  if  the  constant  h  of  the  Callender  equation 
used  for  expressing  the  relation  between  tem¬ 
perature  and  resistance  is  not  greater  than  i  .52. 

The  temperature  scale  from  450  to  1 100°  C  is 

defined  by  the  melting  points  of  pure  antimony, 

silver,  gold,  and  copper,  and  interpolation  between  these  points 

is  based  on  the  temperature  scale  defined  by  the  rare  metal  couple 

(Pt,  90  per  cent  Pt—  10  per  cent  Rh)  calibrated  at  two  of  these 

fixed  points,  antimony  and  copper,  and  a  third  point,  zinc,  fixed 

by  the  resistance  thermometer. 

It  has  been  found  that  the  scale  defined  by  the  resistance  ther¬ 
mometer  calibrated  as  above  agrees  with  the  thermocouple  scale 
as  closely  as  this  may  be  reproduced,  even  up  to  800®  C.  Above 
this  range  the  behavior  of  a  resistance  thermometer  is  likely  to 
be  erratic.  The  calibration  is  subject  to  changes  on  account  of 
volatilization  of  the  platinum  and  strains  introduced  by  the  warp- 
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ing  of  the  mica  frame  upon  which  the  wire  is  wound.  Reliable 
precise  measurements  can  be  obtained  only  by  intercomparison  of 
several  thermometers.  Below  800**  C,  however,  the  temperatme 
scale  defined  by  the  resistance  thermometer  is  probably  more 
closely  reproduced  by  different  resistance  thermometers  than  is 
the  liiermocouple  scale  reproduced  by  different  thermocouples. 
Hence  when  very  high  precision  is  required,  0.1“  C  or  better,  the 
resistance  thermometer  offers  some  advantages  in  the  range  450 
to  800**  C.  Below  450°  C  the  resistance  thermometer  is  the  most 
accurate  means  of  temperature  measurements,  since  its  tempera¬ 
ture  scale  is  accepted  as  standard.  In  melting-point  work  of  the 
highest  precision  from  450  to  500**  C  there  is  some  question  as  to 
whether  the  error  resulting  in  a  temperature  gradient  over  the 
entire  bulb  of  a  resistance  thermometer  introduces  as  large  an 
error  as  may  arise  with  a  thermocouple,  which  requires  a  much 
smaller  region  of  temperattu'e  uniformity;  for  example,  the  error 
due  to  inhomogeneity  of  the  wires  of  the  couple. 

The  general  technique  to  be  observed  in  melting-point  deter¬ 
minations  with  the  resistance  thermometer  is  the  same  as  that 
required  in  thermocouple  work  of  the  highest  precision.  The 
large  size  of  crucibles  described  in  Table  23  is  necessary,  since  the 
bulb  of  the  thermometer  is  from  5  to  8  cm  long.  The  most  exten¬ 
sive  paper  on  the  application  of  resistance  thermometers  to  melt¬ 
ing-point  determinations  is  by  Waidner  and  Burgess.**  This  paper 
contains  a  complete  bibliography  up  to  1909.  Later  develop¬ 
ments  have  been  made  in  only  the  methods  of  measurement,  such 
as  bridges,  etc.,  and  are  described  by  Waidner,  Dickinson,  Mueller, 
and  Harper  and  by  Mueller.** 

4.  USB  OF  OPTICAL  PTROHBTERS 

(a)  Metals  and  Alloys. — ^Above  1400®  C  the  difficulties  in¬ 
volved  in  the  use  of  thermocouples  for  melting-point  determina¬ 
tions  are  very  great.  Refractory  tubes  are  attacked  by  the 
metals  and  are  permeable  to  gases,  which  contaminate  the  couple. 
The  calibration  of  the  couple  changes,  inhomogeneity  develops,  and 
troubles  arise  from  electrical  leakage.  For  these  reasons  the  use 
of  optical  pyrometers  is  desirable  and,  above  1550®  C,  necessary. 
The  disappearing-filament  type  of  optical  p5rrometer  is  most  satis¬ 
factory,  since  it  is  capable  of  high  precision  and  requires  a  very 

Wsidiier  and  Burgess.  B.  S.  Sd.  Papers.  No.  114. 

**  Waidner.  Oiddnaon.  HueDer.  and  Harper.  A  Wheatstone  Bridge  for  Resistance  Thennainetry,  B.  S. 
Sd.  Papers,  No.  341.  MueUer,  Wheatstone  Bridges  and  Some  Accessory  Apparatus  for  Prsiitanrr  Ther¬ 
mometry,  B.  S.  Sd.  Papers,  No.  388. 
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small  sotirce  upon  which  to  sight.  Special  care  must  be  given  in 
the  use  of  optical  pyrometers  to  insure  that  black-body  conditions 
are  closely  approximated. 

For  metals  and  alloys  melting  below  1750°  C  the  experimental 
device  shown  in  Fig.  137  is  suitable.  The  outer  tube  is  made  of 
sillimanite  porcelain,  melting  at  1810®  C,  and  constitutes  the 
unit  to  be  inserted  into  a  furnace.  The  crucible  inside  this  tube 
is  about  18  mm  in  diameter  and  20  mm  high,  and  is  provided  with 
a  cover  having  two  holes,  2  to  3  mm  in  diameter,  in  the  positions 
illustrated.  The  p5nrometer  is  focused  on  the 
outer  hole  and  the  central  hole  is  for  observing 
the  progress  of  a  freezing  or  melting.  If  the 
metal  in  the  crucible  is  molten  the  central 
hole  appears  quite  dark  against  a  brighter 
background  because  the  level  metal  surface  re¬ 
flects  the  image  of  the  upper  and  cold  part  of 
the  furnace.  The  surface  under  the  side  hole, 
however,  is  convex  on  account  of  the  surface 
tension  of  the  metal,  and  the  V-shaped  depres¬ 
sion  formed  between  the  metal  and  the  side 
wall  affords  a  satisfactory  black  body  upon 
which  to  sight  the  pyrometer.  The  outer  tube 
should  be  uniformly  heated  for  a  distance  at 
least  twice  its  diameter,  and  the  short  crucible 
should  be  filled  about  half  full  with  metal. 

Tall  crucibles  are  not  desirable,  as  they  are  less  Apparatus 

likely  to  be  uniformly  heated,  and  any  non-  for  molting  points  of 
uniformity  disturbs  the  black-body  conditions,  metals  and  aUoys  with 
Although  it  is  realized  that  such  a  system  is  °P*^ai  pyrometer 
not  ideal  for  producing  black-body  radiation,  especially  when  the 
temperature  is  continually  changing,  as  is  necessary  in  melting- 
point  determinations,  still  it  may  be  concluded  on  the  basis  of 
many  careful  observations  that  the  error  in  general  does  not 
amount  to  more  than  2  or  3®  C.  For  more  precise  work  it  is 
possible  to  fix  to  the  cover  of  the  crucible  a  reentrant  tube 
immersed  directly  in  the  metal,  and  into  which  the  p3n-ometer  is 
sighted.  This  method  is  frequently  employed  for  the  standardi¬ 
zation  of  an  optical  pyrometer  by  direct  melting  point  determi¬ 
nations.” 


^Kaaott.  B.  S.  Tech.  Papers  No.  xo.  Foote,  Met.  and  Chexn.  Eng.,  11,  p.  97,  1913, 
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(i)  Tcd>le  of  Melting  Points. — ^The  following  table  gives  the  melt¬ 
ing  points  of  several  pure  metals,  which  with  their  alloys  may  be 
investigated  by  the  above  method : 


TABLE  26.— Malting  Points  from  1400  to  1800°  C 


ICaW 

Maniac 

WUnX 

Crucible  meteriel 

AtauMphata 

M20 

MfO.  AliOi.  at  mlHuiea _ 

VaenaiD,  Nfc  Ba 

Iflck*l . 

14S2 

. da . 

Vacnnai,  Ha 

Caball . 

..„de . 

Imi . 

iS30 

,  .  4c . 

Do. 

raiMfliini . 

1553 

. da . 

Air. 

1515 

Flitfaiaa . 

1762 

Air. 

(2)  Crucibles. — Crucibles  containing  either  graphite  or  silica 
should  not  be  used  for  precision.work  with  these  metals  and  their 
alloys.  Silica-free  crucibles  are  not  sold  by  the  porcelain  manu¬ 


facturers,  but  can  be  made  in  the 
laboratory  without  much  difficulty 
from  magnesia,  alumina,  or  mixtures 
of  the  two.  Pure  magnesium  alumi- 
nate  does  not  begin  to  melt  below 
1925®  C,  and  hence  is  sufficiently  re¬ 
fractory  for  the  above  metals.  P .ire 
fused  alumina  and  pure  fused  mag¬ 
nesia  are  ground  to  150  to  200  mesh 
and  mixed  in  the  approximate  pro¬ 
portion  75  per  cent  alumina  and  25 
per  cent  magnesia  (the  exact  propor¬ 
tion  is  immatenal) .  The  powder  is 
slightly  moistened  and  compressed 
in  a  briquetting  mold,  similar  to 
that  illustrated  by  Fig.  138,  into  a 
cylinder  having  the  outside  diameter 


of  the  crucible.  This  cylinder  is  fired  in  a  graphite  crucible 


at  a  temperature  of  1 700°  C  for  a  few  moments.  The  Arsem 


furnace,  described  later,  or  any  carbon-resistor  furnace  having 
a  clean  atmosphere  and  capable  of  maintaining  this  tem¬ 
perature,  is  satisfactory.  The  cylinder  sinters  to  a  hardness 


sufficiently  strong  to  be  handled,  and  with  care  it  is  possible  to 
drill  out  a  hole  large  enough  for  the  metal  with  an  ordinary  twist 
drill.  The  crucible  is  then  refired  at  a  temperature  between  1800 
and  1900*  C.  A  cover  is  readily  made  in  the  same  manner. 


Pyromelric  Practice  213 

For  ordinary  testing  with  metals  other  than  palladium  and 
platinum,  the  sillimanite  crucible  (“  impervite ’’  or  “usalite”) 
may  be  employed.  These  are,  of  course,  attacked  and  must  be 
discarded  after  each  determination,  but  experiments  indicate  that 
the  impurity  introduced  in  the  metal  by  a  single  heating  affects 
the  melting  point  less  than  10®  C.  Such  crucibles  are  useful  for 
ordinary  work  with  steels  and  nickel-chromium  alloys. 

(3)  Furnaces. — None  of  the  metals  or  alloys  of  high  melting 
point,  except  some  of  the  rare  metals,  can  be  melted  in  air  without 
serious  oxidation.  The  use  of  a  vacuum  furnace,  the  residual 
gases  being  CO  and  Nj,  is  satisfactory  except  for  palladium  and 
platinum.  Fig.  1 39  illustrates  such  a  furnace  designed  by  Arsem." 
It  is  readily  and  accurately  controllable  and  a  clear  atmosphere 
is  assured.  The  graphite  spiral  C  is  mounted  in  water-cooled 
copper  electrodes.  F  is  a  radiation  shield  of  graphite  filled  with 
magnesia.  The  pyrometer  is  sighted  through  the  glass  window  D 
into  the  sillimanite  tube  B  (see  also  Fig.  137),  which  is  suspended 
from  the  top  of  the  furnace.  In  the  place  of  A  the  crucible  shown 
in  Fig.  137  is  mounted  on  a  bed  of  alundum.  The  porcelain  tube 
is  fairly  impermeable  to  the  hot  gases  and  carbon  vapor.  With 
the  first  heating  in  a  vacuum  furnace  the  liquid  metal  usually 
sputters  on  account  of  evolution  of  gases,  and  may  throw  off  the 
cover  of  the  crucible,  but  after  the  first  melting  satisfactory 
readings  can  be  taken.  Suitable  rates  of  heating  or  cooling  near 
the  melting  point  are  from  10  10  20®  C  per  minute.  In  this  range 
temperature  measurements  should  be  made  very  frequently — 
every  10  seconds,  if  possible.  Fig.  140  illustrates  typical  freezing 
tmrves  for  pure  iron  and  chrome  steel  by  this  method. 

For  temperatures  below  1550®  C  the  sillimanite  tube  of  Fig. 
137  may  be  heated  in  a  platinum-wound  furnace,  if  desired. 
The  proper  atmosphere  for  the  metal  can  be  obtained  by  fitting 
the  sillimanite  tute  with  a  metal  top  containing  a  window  and 
two  side  tubes  through  which  TV,  is  drawn.  Another  method  is 
to  insert  a  long  porcelain  tube  through  the  furnace,  in  the  center 
of  which  is  mounted  the  crucible.  Gas  is  led  in  at  the  top  of  this 
tube  and  out  at  the  bottom. 

Crucible  melts  of  palladium  and  platinum  are  seldom  made. 
Both  of  these  metals  must  be  melted  in  an  oxidizing  atmosphere, 
since  in  a  reducing  atmosphere  the  slightest  trace  of  silica,  which 
is  present  in  nearly  every  type  of  furnace,  is  disastrous.  Palla- 


J.  Am.  Oktm.  Soc.,S8.  p.  931:  1906.  Kaaolt,  B.  S.  Tech.  P»pen  No.  10;  B.  S.  Sd.  Poptn, 

No.  tfs. 
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Fig.  139. — Graphite  resistance  vacuum  furnace 
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dium  may  be  heated  in  a  lime,  alumina,  magnesia,  or  magnesium- 
aluminate  crucible  in  a  platinum-wound  furnace.  Platinum  could 
be  melted  in  a  furnace  wound  with  a  platinum-rhodium  alloy,  but 
the  method  has  never  been  attempted.  In  several  cases  a  furnace 
consisting  of  an  iridium  tube  in  which  the  tube  serves  as  the 
resistor  element  has  been  used.  The  method  is  open  to  serious 
objections,  however,  on  account  of  the  rapid  volatilization  of 


TIME  IN  MINinK 


Fig.  140. — Freezing  curves  of  pure  iron  and  chrome  steel 

iridium  even  when  the  material  is  coated  with  a  protective  paint, 
such  as  a  refractory  earth  mixture.*® 

A  furnace  recently  developed  by  Northrup  *•  heats  any  elec¬ 
trically  conducting  material  by  inducing  eddy  currents  in  it. 
This  method  is  admirably  adapted  to  the  melting  of  easily  con¬ 
taminated  metals.  The  heating  may  be  made  with  any  desired 


*  Waidner  and  Burcess*  B.  8.  Sci.  Papers,  No.  55. 

**  Nartlirus>'Ajax  Hsfb-Prequcncy  Inductum  Furnace,  Cbem.  Met.  Eng.;  Aug.  t,  tgxS.  Principles  of 
Indoctioa  Heating  snth  High-Frequency  Currents,  Trans.  Am.  Electrochem.  Soc.;  1919* 
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gas  as  an  atmosphere  or  in  vacuum.  Limitations  upon  proper 
refractory  containers  and  insulators  are  reduced  to  a  minimum. 
It  is  even  unnecessary  to  use  silica-free  crucibles  for  metals  such  as 
palladium  and  platinum.  Temperature  uniformity  through  the 
charge  is  secured,  thus  permitting  satisfactory  measiu’ements  with 
the  optical  pyrometer.  The  Northrup  furnace  operates  on  an 
entirely  new  principle  and  its  many  possible  applications  are  still 
being  developed. 

(4)  Other  Methods. — For  metals  melting  much  above  the  range 
of  platinum  a  modification  of  the  wire  method  may  be  used.  The 
material  in  the  form  of  wire  or  ribbon  is  mounted  as  a  filament 
of  an  electric  lamp  and  is  gradually  heated  electrically  until  it 
melts.  The  apparent  or  brightness  temperature  is  measured  by 
an  optical  p3rrometer  at  the  instant  of  melting.  In  order  to  correct 
the  observed  temperature  to  true  temperature  the  value  of  the 
emissivity  of  the  material  must  be  known.  This  involves  a  sepa¬ 
rate  and  difficult  experiment.  In  some  cases  the  material  in  sheet 
form  is  folded  into  a  wedge  and  electrically  heated,  and  the 
pyrometer  is  sighted  into  the  opening  of  the  wedge,  the  radiation 
from  which  is  approximately  black.  Various  other  methods  are 
employed,  such  as  sighting  on  a  bead  of  the  molten  metal  in  an 
electric  arc,  extrapolation  of  the  temperature-current  curve  for  a 
lamp  filament,  etc.” 

(5)  Micropyrometer. — In  order  to  determine  the  melting  points 
of  microscopic  samples  of  materials,  Joly  devised  the  meldometer. 
This  consists  of  an  electrically  heated  platinum  strip  the  linear 
expansion  of  which  is  a  measure  of  its  temperature.  The  rela¬ 
tion  between  elongation  and  temperature  is  determined  by  placing 
samples  of  ptne  materials  on  the  strip  and  observing  the  melting 
point  through  a  microscope  whUe  the  elongation  is  measured  by 
a  screw  adjustment.  A  more  satisfactory  method  is  by  use  of 
the  Burgess  **  micropyrometer,  which  operates  on  the  same 
principle  as  the  disappearing-filament  pyrometer,  except  that  the 
lamp  is  mounted  in  a  microscope  instead  of  a  telescope.  (See 
Fig.  141.)  This  is  sighted  on  a  platinum  strip  and  on  the  strip 
in  the  field  of  view  is  placed  a  sample  of  the  material  to  be  melted, 
usually  from  o.  I  to  0.001  mg  in  weight.  The  strip  is  inclosed  in 
a  water-cooled  container  having  a  clear-glass  window  and  a  re- 

”  Waidner  and  Burgos.  B.  S.  Sri.  Papers  Nos.  40  and  55;  J.d.  Pbys.  (,  p.  gjo;  1907.  Forsytlie.  Astnr 
phys.  J.,  IS,  p.  3&4:  1911.  Mendenhall  and  Ingersoll,  Phys.  Rev.,  Si,  p.  1;  1907.  Pirant  and  Meyer, 
Vcrh.  d.  Phys.  Ges.,  14,  p.  446;  191s.  Wartenberg,  Verb.  d.  Phys.  Co.,  IS,  p.  iso;  1909.  r,anginuir, 
Phys.  Rev.,  •,  p.  ssi;  1915.  Worthing,  Phys.  Rev.  10,  p.  377:  >9>7. 

**  B.  S.  Sci.  Papers  Nos.  198,  205,  sod  142. 
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ducing  or  neutral  atmosphere  is  maintained.  The  temperature 
of  the  platinum  strip  is  measured  at  the  instant  of  melting,  which 
is  indicated  with  unmistakable  evidence,  since  the  material  either 
gathers  into  a  ball  or  spreads  out  on  the  strip.  The  pyrometer 
is  calibrated  by  employing  metals  of  known  melting  points.  A 
natural  question  which  arises  is  whether  the  sample  actually 
takes  up  the  temperature  of  the  strip.  If  the  sample  were  heated 
by  radiation  alone,  since  it  receives  radiation  from  a  solid  angle 
2ir  and  radiates  through  a  solid 
angle  4ir,  it  can  be  shown  on  the 
basis  of  the  Stefan- Boltzmann  law 
that  the  absolute  temperature  of 
the  sample  would  be  roughly  only 
0.8  that  of  the  strip.  On  the 
other  hand,  the  microscopic  sam 
pie  acts  as  a  shunt  on  the  plati¬ 
num  strip,  and  more  heat  may 
be  developed  at  this  point,  tend¬ 
ing  to  increase  the  temperature. 

Thermal  conduction  along  the  strip 
reduces  this  effect.  The  fact  that 
samples  of  different  sizes  appear 
to  give  the  same  value  for  the 
melting  point  indicates  that  all 
these  effects  tending  to  produce 
temperature  non-uniformity  are 
small  and  that  the  sample  actually 
assumes  the  temperature  of  the 
strip,  the  heat  conduction  and  gas 
convection  compensating  for  the 
deficiency  in  the  direct  radiation. 

The  method  must  be  used  with 
caution,  however,  when  applied  to  other  materials  than  metals, 
especially  in  a  vacuum.  It  has  been  found  that  errors  of  50°  or 
more  resulted  when  gold  was  heated  on  a  graphite  strip  in 
vacuum. 

(6)  Refractory  Materials — (i)  Refractory  oxides. — Refractory 
oxides  are  the  basic  constituents  of  minerals  and  of  ceramic 
refractory  materials.  Their  melting  points  are  very  high,  and  it 
is  necessary  to  observe  special  precautions  to  avoid  contamination 
and  to  eliminate  the  smoke  produced  by  the  vaporization  of  the 
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oxide.  The  Arsem  ftmiace  shown  in  Fig.  139  was  used  by 
Kanolt**  for  determining  the  melting  points  of  magnesia,  lime, 
alumina,  and  chromium  oxide.  In  each  case  heating  curves  by 
the  temperatime-time  method  were  obtained  with  an  optical 
pyrometer,  and  the  results  were  confirmed  by  examination  of 
the  materials  heated  above  and  below  the  observed  melting  points. 
The  rate  of  heating  was  about  100°  C  per  minute  near  the  melting 
point. 

The  following  table  of  melting  points  is  a  summary  of  Kanolt’s 
work: 

TABLE  27. — Mettmg  Points  of  Refractory  Oxides 


Oxlda 

M.  P.  •  C 

Cnudblc  nutetlil 

Atmoophere 

M*0 . 

2800 

1 

Onphito . 

StoMm  ol  CO  uid  Nt  *t  atmosphnk  ,rMtme 

c«o . 

2S70 

Tniicitaii,  C*0 . 

Streun  ol  Btot  otmaopbetic  preiture 

A1,0^ . 

2030 

Tunxiteiu  gnpUte . 

CO  and  Nt  vacunm;  stream  ot  CO  and  Ni  at  atmee* 
pheric  presaure 

Ct^O^ . 

1990 

. do . 

i 

^  CO  and  Nt  vaemun 

Magnesia  was  melted  in  a  special  form  of  graphite  crucible. 
Fig.  142,  which  was  mounted  in  the  Arsem  furnace.  The  pyrom¬ 
eter  was  sighted  through  the  tube  B,  on  the  bottom  of  the  tube 
A,  immersed  in  the  magnesia.  CO  and  at  atmospheric  pres¬ 
sure  were  passed  through  BCD,  thus  clearing  the  field  of  view 
from  smoke.  Lime  was  melted  in  a  similar  container,  except  that 
the  parts  in  contact  with  the  lime  were  made  of  tungsten.  Fig. 
143  shows  another  method  employed  for  lime.  The  tube  O, 
compressed  from  pure  lime,  was  suspended  in  the  furnace,  and 
a  stream  of  hydrogen  was  passed  in  at  P  and  out  at  Q,  to  avoid 
the  presence  of  smoke.  Alumina  was  melted  in  vacuo  in  the 
same  form  of  crucible  used  for  magnesia  and  also  in  a  graphite 
crucible,  shown  by  Fig.  144.  This  latter  method  with  crucibles 
of  both  graphite  and  tungsten  was  employed  for  chromium  oxide. 

(2)  Fire  Bricks  and  Ceramic  Materials.*’^ — Refractory  materials 
such  as  fire  bricks,  fire  clays,  and  minerals  are  composed  of  com¬ 
pounds  of  the  refractory  metallic  oxides,  _  solid  solutions  of  the 
oxides,  pure  oxides,  and  mixtmes  of  these  classes,  together  writh 
a  variety  of  chemical  compoimds.  The  oxides,  silica,  and  alumina 
occur  most  commonly  in  refractory  materials,  and  frequently  in 
combination  writh  these  are  the  oxides  of  the  alkaline-earth,  the 
alkali,  the  iron  group,  and  the  rare-earth  metals. 

**  Kanolt.  B.  S.  Tech.  Papers,  No.  10;  B.  S.  Sci.  Papers  No.  ais. 

*  For  a  more  detailed  discussum  see  L.  I.  Dana,  Bnli.  Am.  Inst.  Min.  and  Het.  Eng. ;  Sept.,  19x9. 
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(3)  Meaning  oj  the  Melting  Point. — In  the  case  of  refractory  ma¬ 
terials,  which  are  either  amorphous  or  heterogeneous  mixtures  of 
oxides  and  other  substances,  there  is  no  definite  melting  point. 
The  change  from  the  solid  state  to  one  in  which  the  material  will 
flow  is  gradual  over  both  a  temperature  and  time 
interval.  In  addition,  physical  and  chemical  re¬ 
actions  which  are  not  equilibrium  reactions  often 
take  place  during  melting.  These  phenomena 
practically  prohibit  the  use  of  melting  curves  and, 
for  ordinary  technical  purposes,  the  criterion  of 
marked  flow,  although  indefinite  from  the  pure 
scientific  standpoint,  is  adopted.  Accordingly, 
the  practical  definition  of  the  melting  point  of  a 
refractory  material  is  that  temperature  at  which 
under  specified  conditions  a  marked  and  distinct 
flow  of  the  material  begins.  In  terms  of  the  de¬ 
formation  of  a  cone  or  cylinder  the  melting  point 
is  midway  between  the  tempera¬ 
ture  at  which  the  deformation 
begins  and  the  temperature  at 
which  the  material  fuses  into  a 
lump  or  ball,  or  is  completely 
bent  over.  The  softening  or  fus¬ 
ing  point  of  a  refractory  should 
be  defined  in  the  same  manner, 
making  the  three  terms  synony¬ 
mous.  If  the  refractory  is  a  pur:'  Fjg.  h2.— Arrange- 
crystalline  compound,  it  possesses  melting 

a  true  melting  point,  but  often, 
as,  for  example,  with  quartz  and  albite,  the 
change  of  state  takes  place  so  slowly  at  the  melt¬ 
ing  point  that  the  substance  may  be  superheated. 
Thus  with  quartz  the  viscosity  is  so  high  that  a 
marked  flow  is  not  perceptible  until  the  material 
Fig.  142.— Arrange-  is  Superheated  by  40  or  50°  C.“  For  technical 
m^t/or  melting  testing  the  criterion  of  r  nrked  flow  is  usually 
taken  to  define  the  so-called  melting  point  even 
for  pure  crystalline  compounds,  and  thus,  on  the  basis  of  such  a 
definition,  the  melting  point  of  quartz  is  about  1 750°  C. 

41  Quartz  bej^ns  to  flow  at  1750*  C.  (Kanolt.  B.  S.  Tech.  Papers,  No.  19)  while  its  true  melting  point  is 
17x0*  C  (PerguaonandMerwin.  Am.  1918.] 
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(4)  Conditions  Affecting  Observed  Values  of  the  Melting  Point. — 
The  results  obtained  on  the  basis  of  the  above  definition  of  melting 
point  are  influenced  by  a  number  of  experimental  factors  as 
follows:  (o)  Chemical  composition;  (fc)  size  of  the  particles,  and 
size,  shape,  and  orientation  of  the  sample;  (c)  time  and  rate  of 
heating;  and  (d)  pressure  and  chemical  nature  of  atmosphere. 

The  relations  between  these  factors  are  so  complex  that  in  most 
cases  it  is  not  possible  to  predict  the  magnitude  or  sign  of  the 
change  in  melting  due  to  a  variation  in  one  or  more  of  the  above 

©conditions.  It  must  be  noted  that  the  melt¬ 
ing  point  in  actual  use  of  the  refractory  ma¬ 
terial  may  differ  considerably  from  that 
observed  in  the  laboratory  on  account  of  the 
fact  that  the  conditions  of  use  are  not  repro¬ 
duced  in  the  laboratory.  Thus  contamina¬ 
tion  of  the  refractory  by  molten  metals,  slags, 
flue  dust,  etc.,  may  alter  the  melting  point 
because  of  the  chemical  reaction;  also,  the 
time  and  rate  of  heating  may  be  different. 
Under  load  the  softening  or  melting  point  of 
a  refractory  is  lowered  on  account  of  plastic 
flow.  For  this  and  other  reasons  the  value 
of  the  melting  point  determined  in  the  labo¬ 
ratory  is  not  the  only  factor,  as  far  as  failure 
is  concerned,  to  be  considered  in  the  choice 
of  a  refractory  for  an  industrial  installation. 

(5)  Method  of  Melting-Point  Determina¬ 
tion — Sampling,  Grinding,  and  Molding. — 
'BiG.m.—CrvcibUformelt-  Fire  brick  and  other  refractories  of  non- 
tng  alumina  and  chromic  uniform  texture  and  composition  or  with 
particles  larger  than  30-mesh  should  be  care¬ 
fully  sampled.  It  is  accordingly  necessary  to  grind  the  material 
and  mold  the  powder  into  the  form  of  a  cylinder  or  cone.  If 
the  refractory  is  of  fine  and  uniform  texture,  however,  a  piece 
may  be  chipped  off  and  shaped  to  the  proper  form.  Fine  refrac¬ 
tory  powders  may  be  briquetted  directly.  Since  the  size  of 
the  particles  may  affect  the  melting  point,  the  degree  of  fineness 
should  be  specified,  at  least  approximately.  For  a  large  variety 
of  substances,  grinding  to  pass  an  80-mesh  screen  has  proven  satis¬ 
factory.  The  material  is  then  slightly  moistened  and  compressed 
into  a  cylinder  about  2.5  cm  high  and  1.2  cm  in  diameter,  by 
means  of  the  brass  or  polished  steel  mold  shown  in  Fig.  138.  In 
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this  figure  C  is  a  cylinder,  B  the  piston,  D  a  plug,  and  A  the  powder. 
In  order  to  remove  the  compressed  cylinder,  the  mold  is  inverted, 
and  the  cylinder  E  is  placed  on  top  and  the  sample  is  slowly 
pushed  out. 

(6)  Time  and  Rate  of  Heating. — The  rate  of  heating  from  room 
temperature  to  about  1000°  C  for  substances  melting  abov'e 
1500®  C  may  be  very  rapid.  A  satisfactory  total  time  of  heating 
is  from  30  minutes  to  2  horns  with  a  rate  of  from  5  to  10°  C  per 
minute  from  about  50°  below  the  melting  point  and  during  melt¬ 
ing.  Since  the  observed  melting  point  depends  to  some  extent 
upon  the  rate  of  heating,  it  is  necessary  to  specify  the  temperature- 
time  curve  in  order  that  results  be  reproducible.  The  following 
table  illustrates  the  manner  in  which  this  may  be  done  with  suffi¬ 
cient  exactness ; 


Typical  Time-Temperature  Relation 


Tempcnture  Interval  j  Time 

Room  temperature  to  1000*  C . 

1000  to  1650* . 

Minutes 

20 

25 

5 

1650  to  1700*  M.  P . 

(7)  Type  of  Furnace  and  Conditions  Existing  Therein. — A  fur¬ 
nace  for  melting  refractories  should  be  capable  of  easily  maintaining 
a  temperatme  of  1800°  C,  and  means  must  be  provided  for  close 
temperature  regulation.  The  atmosphere  within  the  fmmace 
must  not  react  appreciably  with  the  specimen;  otherwise  the  ma¬ 
terial  must  be  protected.  Graphite  or  carbon-tube  and  spiral- 
resistance  furnaces  operated  in  air  oxidize  rapidly,  but  may  be 
somewhat  protected  by  passing  a  neutral  or  reducing  gas  through 
them.  The  gas  may  also  serve  the  purpose  of  carrying  away 
smoke,  so  that  acciurate  optical  temperature  measurements  may 
be  made.  Crushed  carbon,  graphite,  kryptol,  or  carbon-plate 
resistor  furnaces  do  not  permit  of  very  precise  regulation.  Some 
forms  of  furnaces  are  so  constructed  that  it  is  difficult  to  use  an 
optical  pyrometer.  The  vacuum  furnace  of  the  Arsem  type,  al¬ 
though  requiring  greater  accessory  apparatus,  is  more  desirable 
on  account  of  its  freedom  from  smoke  and  because  good  control  is 
possible  at  extreme  temperatures,  even  at  2500°  C.  Further¬ 
more,  the  atmosphere  can  be  made  much  less  reducing  than  that 
in  an  ordinary  graphite  furnace.  Many  refractories  are  seriously 
attacked  in  a  carbon  and  carbon-monoxide  reducing  atmos- 
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phere,  and  it  is  usually  not  possible  to  judge  by  simple  inspection 
of  the  melted  sample  whether  the  reduction  is  appreciable.  In 
many  cases  the  stuface  of  the  specimen  is  attacked,  and  a  shell  of 
higher  melting  point  is  formed,  so  that,  while  the  inner  uncon¬ 
taminated  material  may  have  been  melted,  there  is  no  outward 
evidence  of  this  fact.  In  general,  the  sample  should  be  protected 
from  the  reducing  atmosphere  by  a  refractory  tube  of  low  por¬ 
osity.  In  the  Arsem  fimiace  the  sample  A,  Fig.  139,  is  protected 
by  the  sillimanite  tube  B.  For  temperatures  above  1800°  C  no 
suitable  protection  tubes  have  been  made.  In  certain  special 
cases  it  may  be  desirable,  if  possible,  to  determine  the  melting 
point  of  a  refractory  under  the  atmospheric  conditions  to  which  it 
is  subjected  in  actual  use.  Indirectly  the  pressure  of  the  atmos¬ 
phere  may  affect  the  melting  point.  For  example,  in  a  vacuum 
the  more  volatile  and  fusible  substances,  such  as  alkalies,  may 
distill,  and  thus  cause  a  rise  of  melting  point. 

There  appear  to  be  some  possibilities  in  the  development  of  gas 
furnaces  for  high  melting-point  determinations.  With  a  suitable 
construction  and  air  pressure  of  10  potmds  and  more,  tempera- 
tmes  of  1650°  C  may  be  maintained  with  illuminating  gas  and 
1800®  C  with  natural  gas.  By  recuperating  the  waste  heat  or  by 
preheating  the  gases  the  above  temperature  limits  may  be  in¬ 
creased.  It  should  be  pointed  out  that  for  reliable  melting-point 
work  it  is  necessary  to  maintain  a  high  temperature,  not  on  a  re¬ 
stricted  small  surface,  but  throughout  a  considerable  volume. 

(8)  Temperature  Measurements. — P)rrometric  cones  have  been 
employed  as  a  rough  measurement  of  the  melting  temperature  of 
refractories.  The  refractory  is  thus  said  to  have  a  softening 
point  corresponding  to  a  certain  cone  number.  Seger  and  similar 
cones  serve  a  useful  purpose  under  slow  rates  of  heating  in  meas¬ 
uring  heat  effects  diuing  the  firing  of  ceramic  products,  but  in  the 
laboratory  where  the  rates  of  heating  are  comparatively  rapid 
and  may  vary  considerably  the  determination  of  the  cone  soften¬ 
ing  point  is  not  of  much  significance.  For  it  has  been  repeatedly 
shown  by  numerous  investigators  "  that  the  softening  point  of 
Seger  cones  depends  upon  the  natme  of  the  atmosphere  and  es¬ 
pecially  upon  the  time  and  rate  of  heating.  Usually  the  more 
rapid  the  rate  of  heating  the  higher  the  softening  temperature, 
variations  of  50®  C  being  easily  obtained.  In  order  that  the  indi¬ 
cations  by  a  Seger  cone  possess  reliability,  it  is  necessary  to  specify 
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the  atmosphere  and  the  time-temperature  curve  in  the  manner 
illustrated  above  for  refractories.  Thus  in  the  ordinary  use  of 
Seger  cones  a  variable  factor  is  introduced  in  the  temperattne 
scale  defined  by  the  cone  numbers,  which  may  have  no  relation 
to  the  properties  and  characteristics  of  the  refractory  being  tested. 
Hence  it  is  essential  to  use  a  strictly  fixed  and  reproducible  tem¬ 
perature  scale.  This  is  best  accomplished  by  means  of  the  dis¬ 
appearing-filament  type  of  optical  p)Tometer. 

A  very  slight  departure  from  black-body  conditions  enables 
one  to  discern  the  specimen  and  to  watch  the  progress  of  melting. 
It  is  important  to  keep  the  eye  fixed  on  the  sample  in  order  that 
the  melting  may  be  observed  with  certainty.  Sintering  and  vitri¬ 
fication  take  place  on  heating,  sometimes  producing  shrinkage 
and  bending:  this  must  not  be  confused  with  the  change  in  shape 
on  melting.  As  in  the  case  of  metals,  the  p)n-ometer  should  be 
focused  on  a  surface  of  the  sample  oblique  to  the  line  of  sight,  but 
it  must  be  assured  that  this  stuface  is  not  reflecting  light  from  a 
hotter  section  of  the  furnace,  thus  causing  too  high  a  reading. 
After  the  determination  the  sample  is  removed  from  the  furnace, 
broken  apart,  and  inspected.  The  inside  surface  should  appear 
homogeneous  and  amorphous  or  glassy.  When  the  sample  has 
been  melted  in  a  vacuum  furnace,  a  cellular  structure  is  usually 
apparent,  due  to  gases  evolved  during  melting. 

(c)  Softening  Temperature  of  Coal  Ash. — ^The  clinkering 
of  coal  ash  is  closely  related  to  its  softening  temperature.  Conse¬ 
quently,  the  determination  of  this  temperature  is  of  considerable 
practical  importance.  The  Bureau  of  Mines  has  made  a  very 
complete  investigation  of  the  factors  and  conditions  affecting  the 
fusibility  of  coal  ash  and  have  recommended  a  standard  proce¬ 
dure.^  The  results  of  their  investigations  will  be  briefly  described. 

Coal  ash  is  composed  principally  of  silica,  alumina,  iron  oxides, 
and  liiue,  together  with  small  amounts  of  other  oxides.  The 
compounds  which  exert  the  greatest  influence  on  the  melting  point 
are  the  iron  oxides,  because  they  exist  in  several  states  of  oxida¬ 
tion,  depending  on  the  chemical  natiue  of  the  gases  in  which  the 
ash  is  heated.  When  the  ash  is  heated  in  air,  the  iron  is  oxidized  to 
its  highest  states  of  oxidation,  Fe,Oj  and  FejO^.  When  heated  in 
a  very  strongly  reducing  atmosphere,  such  as  exists  in  a  carbon 
resistance  furnace,  all  the  oxides  are  reduced  to  metallic  iron. 
The  ash  in  both  of  these  atmospheres  has  a  higher  softening  point 
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than  when  it  is  heated  in  moderately  reducing  atmospheres,  such 
as  H,  and  H,0  or  CO  and  CO,.  Under  these  conditions  the  oxides 
are  reduced  to  the  ferrous  state  FeO,  forming  low  melting-point 
ferrocalcic  silicates. 


It  has  been  fotmd  that  the  iron  in  the  slag  or  clinker  of  an 
ordinary  fuel  bed  exists  in  the  ferrous  state.  Consequently,  it  is 
preferable  to  heat  the  ash  in  a  furnace  which  will  reproduce  as 
nearly  as  possible  the  conditions  in  the  fuel  bed.  A  carbon- 
resistance  furnace  or  one  with  air  as  the  atmosphere  is  not  suitable. 
A  furnace  wound  with  molybdenum  with  a  gas-tight  case  and 
equipped  with  a  complicated  arrangement  for  regulating  the  mix- 


Fig.  145. — Arrangement  for  determining  fusi¬ 
bility  of  coal  ash 


ture  of  H,  and  H,0  has  been 
used;  but  it  is  too  complex 
for  industrial  use.  The  sim¬ 
plest  and  most  satisfactory 
furnace  has  been  found  to  be 
the  gas  furnace  shown  in  Figs. 
135  and  145,  operated  with 
the  maximum  excess  of  gas 
over  air,  and  containing  an 
atmosphere  approximately  50 
per  cent  CO  and  50  per  cent 
CO,.  Since  some  samples  of 
ash  may  melt  as  high  as  1 500° 
C,  it  may  be  necessary  to  mix 
a  small  quantity  of  oxygen 
with  the  air  to  reach  this 
temperatme. 

The  following  procedure  is 
recommended:  After  thor¬ 


oughly  roasting  the  coal  the  ash  is  ground  to  200  mesh  and  roasted 
again  in  a  ciurent  of  oxygen.  Using  a  10  per  cent  dextrin  solution 
as  a  binder,  small  triangular  pyramids,  20  mm  high  and  6  mm  wide 
at  the  base,  are  made  from  the  powdered  ash.  These  are  placed 
vertically  in  a  muffle  or  crucible  as  shown  in  Fig.  145.  A  yellow 
flame  burning  at  least  15  cm  above  the  cover  is  maintained,  and 
the  rate  of  heating  before  and  during  softening  should  be  from 
5  to  10°  C  per  minute.  The  softening  temperaure  is  the  point  at 
which  the  cone  fuses  down  to  a  Imnp  or  ball,  which,  it  will  be 
noticed,  is  at  a  further  stage  of  melting  than  is  recommended  by 
the  Bureau  of  Standards  for  general  ceramic  material.  For  the 
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temperatitre  measurements  a  thermocouple  or  optical  p3rrometer 
is  employed. 

(d)  Tabus  op  Melting  Points  op  Repractory  Materials. — 
The  melting  points  in  the  following  table  were  determined  at  the 
Bureau  of  Standards,  principally  by  Kanolt,  under  conditions 
approximating  those  described  in  the  section  on  refractory  ma¬ 
terials.  With  the  exception  of  pure  kaolin  and  silica,  different 
samples  of  the  same  general  t)rpe  of  material  may  have  melting 
points  considerably  different  from  the  values  tabulated. 

TABLE  28. — Mattiiil  P<^ts  of  Commoa  Rofractoiy  Xoterials 


Material 

Taaipaia- 

tara, 

daiwui 

MaMal 

Tanpaia- 

tttie. 

daataaa 

eanStiada 

Mta  brkka; 

Claya  aad  Mnda— Cearinntd. 

1SOO-17SO 

1800 

smai . 

1700>17S0 

Rmritak  . 

tnap 

. 

2150 

2180 

. 

1600-1800 

SOkft . 

1750 

. . . 

2050 

.QIHf**  RMwIa  . 

17D9-17SO 

Claia  aad  aaada: 

MiaceUaueaus: 

Al«Os  2S10i(2HgO) . 
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ZI.  STAin)ARDIZAT10N  OF  PYROMETERS 

1.  STAllDARDlZATIOir  07  HIGH-TEMPERATURE  THERMOMETERS 

High-temperature  thermometers  may  be  standardized  by  com¬ 
parison  with  a  standard  instrument,  or  the  tl  ermometers  may  be 
calibrated  by  immersion  in  vapors  of  various  boiling  liquids. 
Thus  the  100®  point  may  be  checked  by  use  of  the  hypsometer  or 
steam-point  apparatus.  Other  satisfactory  temperatures  are  the 
boiling  points  of  naphthalene,  218°  C,  benzophenone  306®  C, 
anthracene  340®  C,  and  sulphur**  444.6®  C.  The  boiling-point 
method,  however,  is  less  convenient  and  in  general  is  more  sub¬ 
ject  to  error  than  the  comparison  method. 

For  the  range  100  to  320®  C  the  comparator  consists  of  an  elec¬ 
trically  heated,  stirred  oil  bath,  into  which  the  thermometers  are 
immersed.  For  temperatures  up  to  550®  C  an  electrically  heated 
lead  or  tin  bath  is  most  satisfactory.  The  comparator  is  con¬ 
structed  of  iron  throughout  and  contains  a  stirrer  for  circulating 
the  molten  metal.  The  thermometers  are  inserted  in  thin  steel 
tubes  closed  at  the  bottom  and  immersed  in  the  liquid  metal. 


**  Sec  P.278  for  dcKiiptionoi  the  apporatus  required 
790113  O — *8 - 15 
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It  is  not  possible  to  read  thermometers  totally  immmed  in  the 
above-described  comparators,  and  hence  special  attention  must 
be  given  to  the  stem  corrections.  If  both  the  standard  and  the 
thermometer  under  test  have  the  same  dimensions  and  the  same 
number  of  degrees  of  mercury  colunm  emergent,  the  stem  cor¬ 
rections  may  be  omitted.  This  is  seldom  the  case,  however,  and 
it  is  usually  necessary  to  compute  stem  corrections  for  both 
thermometers,  as  described  on  page  14.  Thermometers  graduated 
for  short  lengths  of  immersion  (e.  g.»  3  to  5  cm)  should  not  be 
tested  for  such  immersion  on  account  of  the  uncertainty  as  to  the 
temperature  of  the  upper  part  of  the  bath.  It  is  preferable  to 
immerse  to  a  greater  depth  and  to  correct  the  observed  data  for 
the  desired  depth  of  immersion. 

The  calibration  of  an  improperly  annealed  thermometer 
changes  with  time  and  use,  and  even  the  best  constructed  ther¬ 
mometers  are  subject  to  some  variation.  If  the  thermometer 
is  graduated  for  the  ice  or  steam  point,  the  amount  of  any  change 
may  be  detected  by  check  observations  in  ice  or  steam  directly 
after  a  reading  at  a  high  temperature.  Where  no  ice-point 
graduation  is  provided  it  is  advisable  to  test  the  highest  point  on 
the  scale  first.  If  a  preliminary  test  shows  a  considerable  change 
in  the  readings  with  moderate  heating,  the  thermometer  should 
be  annealed  in  an  electrically  heated  oven  as  described  by  Dick¬ 
inson." 

The  above  brief  description  of  thermometer  standardization 
applies  more  especially  to  laboratory  thermometers  of  the  etched 
or  inclosed-scale  types.  In  many  cases  the  comparators  do  not 
reproduce  satisfactorily  the  conditions  to  which  industrial  ther¬ 
mometers  are  subjected  in  technical  practice;  as,  for  example, 
the  measmement  of  the  temperature  of  gases  or  superheated  steam. 
Unfortunately,  practically  no  information  is  available  in  regard 
to  the  best  procediue  for  such  tests." 

2.  STAlTOARDlZATIOir  OF  THEIUiOCOUPLBS 

Thermocouple  testing  may  be  divided  into  two  general  classes — 
primary  standardization  and  secondary  standardization.  In  pri¬ 
mary  standardization  the  thermocouple  is  calibrated  directly  in 
terms  of  certain  fixed  temperatmes,  defined  by  the  melting  or 
freezing  points  of  a  series  of  chemically  pure  metals.  In  a  second¬ 
ary  standardization  the  couple  under  test  is  compared  with 


*  Dickinson.  B,  S.  Sci.  Papers  Ko.  3a. 

^See  Wilhelm,  Chicago  Pyrocnetry  Symposium. 
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another  couple,  which  has  been  calibrated  as  above.  Primary 
standardization  is  not  recommended  for  most  industrial  labora¬ 
tories,  as  it  requires  a  considerable  amount  of  extra  apparatus  and 
laboratory  technique.  This  Bureau  tmdertakes  work  of  such 
character  for  a  nominal  fee  and  recommends  that  the  industrial 
laboratory  maintain  at  least  two  standard  rare-metal  couples, 
which  may  be  submitted  to  the  Bureau  at  intervals  for  a  primary 
calibration.  All  the  couples  are  then  calibrated  in  the  industrial 
laboratory  by  comparison  with  these  standards.  However,  a 
number  of  companies  prefer  to  do  their  own  primary  standardiza¬ 
tion,  and  for  this  reason  the  best  methods  for  primary  calibrations 
as  well  as  secondary  calibrations  are  discussed  below. 

(a)  Standardization  op  Rare-Metal  Couples. — ^The  rare- 
metal  couple  may  be  purchased  completely  mounted  in  a  porcelain 
or  quartz  tube  with  the  cold  junction  arranged  to  operate  at  room 
temperature  or  at  the  temperature  of  melting  ice.  The  latter 
method  is  preferable  for  the  highest  accuracy,  but  the  former 
method  is  usually  sufficient  for  most  requirements.  A  suitable 
ice  box  is  described  later. 

If  desired,  the  thermocouple  wire  may  be  purchased  from  the 
platintun  refiners  and  made  into  couples  in  the  laboratory.  One 
wire  should  be  platinum  and  the  other  an  alloy  of  lo  per  cent 
rhoditun  with  platinum,  both  of  the  highest  possible  purity. 
For  general  work  wires  0.5  mm  or  0.6  mm  in  diameter  and  100 
cm  long  s^e  satisfactorily.  A  shorter  length  may  be  used  if  the 
cold  junction  is  operated  at  room  temperature  or  in  connection 
with  the  compensating  leads  described  elsewhere. 

The  hot  junction  is  formed  by  fusing  the  two  wires  in  an  oxy-gas 
flame  or  small  electric  arc.  The  wires  are  threaded  through  two- 
hole  porcelain  insulators  and  placed  inside  of  a  thin-walled  pro¬ 
tecting  tube  of  quartz  or  of  porcelain  glazed  on  the  outside  only. 
The  two  free  ends  of  the  couple  are  mounted  in  the  ice  box  and 
from  this  point  copper  leads  are  carried  to  the  potentiometer. 

(i)  Annealing. — Before  standardization  the  couple  should  be 
removed  from  the  motmting  and  the  entire  length  of  wire  elec¬ 
trically  aimealed  for  a  few  minutes  at  about  1500°  C.  This 
treatment  eliminates  the  emfs  which  otherwise  would  be  developed 
between  the  hard  and  soft  portions  of  the  wire.  Often  rare-metal 
couples  contaminated  by  long-continued  use  may  be  restored  to 
their  original  condition  by  annealing  for  an  hour  or  more  at  this 
high  temperature.  Impurities,  such  as  iron  oxide,  which  have 
accumulated  on  the  surface  of  the  wires  may  be  removed  by  50 
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per  cent  nitric  or  hydrochloric  acid,  or  by  melting  borax  on  the 
heated  wires  and  allowing  the  beads  of  borax  to  flow  along  the 
wire  and  drop  off.  The  borax  should  drop  off  instead  of  vaporize 
in  order  that  it  may  carry  with  it  any  absorbed  matter.  In  case 
long-continued  alternate  heating  and  treatment  with  borax  or 
acid  fail  to  restore  sections  of  the  couple,  these  badly  contaminated 
portions  should  be  cut  out  and  the  couple  fused  together  again 
with  as  small  a  junction  as  possible.  The  insulators  should  be 
cleaned  by  heating  to  incandescence  in  a  gas  flame,  or,  when  badly 
corroded,  should  be  replaced  by  new  tubes. 

For  annealing  electrically  the  couple  is  suspended  between  two 
binding  posts  and  sufficient  cturent  passed  through  it  to  raise  the 
temperature  of  the  wire  to  about  1500“  C.  A  couple  made  of 
wires  0.6  mm  in  diameter  requires  about  14  amperes,  0.5  mm 
about  12.5  amperes,  and  0.4  mm  about  10  amperes. 

In  general,  the  contaminated  portions  do  not  glow  as  brightly 
as  the  purer  sections  of  the  wire.  If  the  wire  is  not  badly 
contaminated,  the  darker  spots  will  gradually  disappear.  If  more 
extreme  local  treatment  is  required,  the  contaminated  portions 
may  be  wound  into  a  small  spiral  and  the  couple  heated  as  before. 
The  coiled  portion  of  the  wire  loses  less  heat  per  unit  length  by 
radiation,  and  hence  can  be  maintained  at  the  desired  temperature 
while  the  rest  of  the  wire  is  heated  to  a  dull  red.  Usually  foreign 
matter  produces  a  gray  or  dark  appearance  of  the  wire  when 
cold,  and  these  contaminated  sections  are  stiffer  than  the  imcon- 
taminated  wire. 

While  couples  may  be  often  restored  to  their  original  condition 
by  annealing,  the  disappearance  of  the  gray  spots  on  the  wire  does 
not  prove  absolutely  that  the  couple  is  free  from  contamination. 
The  absence  of  contamination  is  shown,  however,  by  a  homogeneity 
test.  Where  high  accuracy  is  required  a  homogeneity  test  should 
be  made. 

(2)  Homogeneity  Test. — For  work  of  precision  each  wire  of  the 
couple  must  be  imiform  in  chemical  composition  and  physical 
condition  throughout  its  entire  length.  The  magnitude  of  the 
emf  developed  by  the  couple  depends  upon  the  composition  of  the 
couple  in  the  region  of  the  temperature  gradient.  The  emf  de¬ 
veloped  by  an  inhomogeneous  couple  is  not  necessarily  a  measme 
of  the  temperature  of  the  hot  junction.  In  fact,  it  is  a  measure  of 
the  temperature  of  the  hot  junction  only  when  the  region  of  inho¬ 
mogeneity  lies  entirely  outside  of  the  region  of  temperature  gra- 
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dient.  Such  a  fortunate  condition  would  be  obtained  very  rarely 
in  practice. 

Suppose,  for  example,  in  a  furnace  40  cm  long,  that  the  tempera¬ 
ture  is  uniform  and  at  1000°  C  over  the  centiul  20  cm  of  the 
furnace  and  that  the  temperatiu^  drops,  linearly  with  distance, 
to  0°  C  over  the  remaining  10  cm  on  each  side.  Omitting  con¬ 
sideration  of  conduction  losses,  a  homogeneous  couple  would  show 
the  true  temperature  of  any  desired  portion  of  this  furnace,  and 
the  temperature  indicated  would  be  that  corresponding  to  the 
position  of  the  hot  jtmction  of  the  couple. 

Consider  the  use  of  an  inhomogeneous  couple  in  which  the 
wires  are  badly  contaminated  for  a  length  of  5  cm  from  the  hot 
junction.  This  couple  would  give  the  correct  temperature  of  the 
central  portion  of  the  furnace  when  immersed  to  any  depth 
between  1 5  and  lo  cm,  because  for  such  depths  of  immersion  the 
inhomogeneous  portion  of  the  couple  lies  wholly  within  the  region 
of  temperature  uniformity.  It  would  not  be  possible  to  measure 
with  this  couple  the  temperature  of  any  portion  of  the  furnace 
less  than  15  cm  from  the  outside,  because  the  region  of  inhomoge¬ 
neity  would  lie  in  the  region  of  temperature  gradient.  Under  such 
conditions  the  couple  acts  as  a  compoimd  or  differential  couple, 
and  it  is  difficult  to  predict  how  much  in  error  its  indications  may 
be,  since  the  magnitude  of  the  error  depends  upon  the  amotmt 
of  contamination  and  the  steepness  and  location  r>f  the  tempera- 
tme  gradient. 

The  above  example  illustrates  the  fact  that  the  reading  of  an 
inhomogeneous  couple  depends  upon  the  depth  of  immersion  and 
does  not,  except  by  accident,  indicate  the  temperature  of  the  hot 
jvmction.  It  would  be  impossible  to  measure,  by  means  of  an 
inhomogeneous  couple,  the  temperature  of  any  portion  of  a  furnace 
which  was  nonuniformly  heated,  unless  the  couple  were  calibrated 
in  the  position  used.^' 

For  a  homogeneity  test  a  short  length  of  each  thermocouple 
wire  is  selected  as  a  standard  reference  specimen.  These  lengths 
may  be  cut  from  the  imcontaminated  cold-jimction  ends  of  the 
couple,  and  one  set  may  be  used  repeatedly  for  various  couples  of 
the  same  type.  One  end  of  the  standard  wire — for  example,  the 
pure  platinum  wire — is  placed  in  contact  with  a  section  of  the 
corresponding  wire  of  the  thermocouple,  and  the  emf  is  observed 
between  the  cold- junction  end  of  the  thermocouple  wire  and  the 


See  section  b  (4),  Cbe^ing  Thennocouplet  in  Fixed  InsUlhitioiis,  p.  234. 
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free  end  of  the  standard  wire  when  the  point  of  contact  between 
the  standard  and  the  thermocouple  is  heated  to  some  convenient 
high  temperature,  maintained  constant. 

The  point  of  contact  of  the  two  wires  is  then  moved  to  a  different 
section  of  the  thermocouple  wire  and  the  process  continued  until 
the  platinum  wire  of  the  thermocouple  is  completely  explored. 
The  process  is  repeated  for  the  alloy  wire  of  the  couple,  except 
that  in  this  case  the  specimen  of  the  alloy  wire  is  used  as  the 
standard. 

If  e  is  the  maximum  difference  in  microvolts  between  two 
readings  of  emf  made  along  one  wire  of  the  thermocouple,  and 
s  the  value  of  the  thermoelectric  power  for  the  couple  (micro- 


Fig.  146. — Apparatus  for  homogeneity  tests  of  rare-metal  couples 


volts  per  degree  of  temperature),  then  the  maximum  error  usually 
possible  in  the  use  of  the  couple  due  to  inhomogeneity  of  this 
wire  is  ejs  in  degrees,  provided  the  temperature  of  the  hot  junction 
in  general  use  does  not  exceed  that  employed  in  the  homogeneity 
test. 

If  the  temperature  difference  between  the  hot  and  cold  junctions 
during  the  homogeneity  test  were  /,  —  and  during  the  actual  use 
of  the  couple  t\  — 1\,  the  maximiun  error  possible  in  the  use  of  the 
couple,  due  to  inhomogeneity  of  this  wire,  is  usually  approximately 
t'  —t'  e 

— - - 2. -degrees.  Similar  conditions  hold  for  the  other  wire  of 

ti  —  tj  s 

the  couple. 
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The  effects  of  inhomogeneity  in  both  wires  may  be  either 
subtractive  or  additive,  so  that  it  is  evident  that  to  quantitatively 
correct  temperature  readings  for  errors  due  to  inhomogeneity  is 
practically  impossible.  Merely  qualitative  results  can  be  obtained 
from  tests  of  this  nature.  If  the  variations  in  emf  observed 
during  the  homogeneity  test  are  less  than  5  microvolts  for  —  = 
500°  C,  the  couple  can  be  relied  upon  for  precision  work.  If 
certain  sections  of  the  couple  show  larger  emf,  these  sections 


Fig.  147. — Laboratory  pottntiomeUr  and  accestoriet 


should  be  treated  by  annealing  tmtil  their  condition  is  satis¬ 
factory  or  should  be  cut  away  in  case  they  can  not  be  brought  to 
a  proper  condition. 

The  point  of  contact  between  the  couple  wire  and  the  standard 
wire  may  be  heated  by  a  Btmsen  flame,  but  a  more  satisfactory 
method  is  rs  follows:  The  heater,  Fig.  146,  consists  of  a  pyrex- 
glass  or  porcelain  T  tube  having  the  top  and  leg  of  the  T  wound 
with  resistance  wire,  through  which  sufficient  current  is  passed  to 
heat  this  tube  to  at  least  400°  C.  One  of  the  wires  of  the  thermo- 
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couple  is  threaded  through  the  top  of  the  T  and  the  standard  wire 
is  brought  into  contact  with  the  couple  by  threading  it  through 
the  lower  part  of  the  T.  The  end  of  the  standard  wire  is  bent  into 
a  small  hook,  through  which  the  couple  passes,  sufficient  tension 
being  given  to  the  standard  wire  to  seciue  good  electrical  contact 
with  the  couple.  The  free  ends  of  the  couple  wire  and  the  standard 
are  maintained  at  the  same  temperature  by  use  of  a  cold- junction 
box. 

The  cold-junction  box  may  consist  of  a  small  bottle  of  merciuy, 
into  which  dip  two  small  glass  tubes  closed  at  the  lower  end.  A 
few  drops  of  mercury  are  placed  in  each  tube,  and  the  free  end  of 
the  couple  wire  is  inserted  into  one  tube  and  the  free  end  of  the 
standard  into  the  other  tube.  Copper  wires  making  contact  with 


Fig.  148. — Wiring  diagrams  of  potentiometer  installation 


the  platinum  wires  by  means  of  the  merciuy  inside  the  tubes  lead 
to  the  milUvoltmeter  or  potentiometer.  The  copper  and  platinum 
must  not  come  in  electrical  contact  except  in  the  mercury.  Read¬ 
ings  of  emf  arc  made  for  various  points  of  contact  along  the  couple 
by  pulling  the  couple  through  the  T  tube  and  allowing  a  minute  or 
so  for  temperature  equilibrium  at  each  new  position. 

(3)  Laboratory  Potentiometer. — In  precision  thermocouple  cali¬ 
bration  a  potentiometer  especially  designed  for  this  type  of  work 
should  be  used.  Fig.  147  illustrates  a  complete  potentiometer 
installation,  including  galvanometer  and  reading  scale.  The  wir¬ 
ing  diagram  is  given  in  Fig.  148. 

For  work  of  the  highest  precision  objection  has  been  raised  to 
the  use  of  a  potentiometer  employing  an  adjustment  of  a  slide 
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the  lower  end,  two  tubes  for  each  couple  used.  A  few  urops  of 
mercury  are  placed  in  each  tube,  and  the  batteiy  jar  is  kept  filled 
with  clean  ice  shaved  or  ground  into  a  wet  snow. 

The  cold-junction  ends  of  the  couples  are  inserted,  one  in  each 
tube,  and  copper  wires  lead  from  the  mercury  to  the  potenti¬ 
ometer.  The  copper  wires  should  be  insulated  from  the  couple 
wires  throughout  the  length  of  the  glass  tubes,  except  where  they 
dip  into  the  mercury.  This  precaution  is  very  important,  for, 
if  the  copper  and  platinum  (or  alloy  wire)  are  in  electrical  con¬ 
tact  at  the  top  of  the  glass  tubes,  the  whole  value  of  the  ice  box 
is  lost. 

The  glass  tubes  should  be  kept  clean  and  dry  inside.  Moisture 
is  likely  to  condense  in  the  tube  from  the 
atmosphere  and  shotild  not  be  allowed  to 
accumulate.  A  little  moisture  and  dirt  at 
the  bottom  of  the  tube  will  form  a  galvanic 
cell  giving  a  large  emf .  It  is  desirable,  but 
not  necessary,  to  replace  the  battery  jar  by 
a  Dewar  flask  or  thermos  bottle  having  a 
large  mouth,  since  the  ice  melts  more  slowly 
in  this  form  of  container.  Fig.  149  shows 
an  ice  box  suitable  for  thermocouple  work. 

(5)  Calibration  of  Primary  Standards. — 
The  theory  and  technique  of  melting-point 
determinations  have  been  discussed  in  an 
earlier  chapter.  Only  the  practical  appli¬ 
cation  to  thermocouple  standardization  is 
considered  in  the  following :  When  a  cruci¬ 
ble  of  pure  molten  metal  is  allowed  to  cool, 
the  cooling  curve  obtained  by  plotting  temperature  of  the  metal  versus 
time  is  continuous  imtil  the  freezing  point  (or  transformation  point) 
is  reached.  During  freezing  the  metal  gives  out  enough  internal  la¬ 
tent  heat  to  supply  the  losses  due  to  radiation  and  convection,  and 
the  temperature  of  the  metal  remains  constant  imtil  all  the  metal 
has  frozen.  In  this  region  of  the  cooling  curve  the  curve  is 
parallel  to  the  time  axis.  Alter  the  metal  has  frozen  it  cools  in 
a  somewhat  similar  manner  as  when  completely  molten.  Fig. 
1 50  shows  cooling  and  heating  curves  for  several  metals. 

The  freezing  point  of  copper  (1083°  C)  is  clearly  indicated  by 
the  flat  portion  of  the  second  c.  -ve.  On  heating  a  metal  the 
temperature  gradually  increases  with  time  imtil  the  melting 
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point  is  reached.  The  temperature  of  the  metal  then  remains 
constant,  as  shown  in  Fig.  150,  until  all  the  metal  is  melted, 
after  which  the  temperature  again  increases  with  time. 

The  temperatures  at  which  melting  and  freezing  occur  are 
identical  for  pure  metals.  When  molten  antimony  is  allowed  to 
cool,  the  temperature  usually  falls  below  the  freezing  point  before 
the  metal  starts  to  freeze,  a  phenomenon  known  as  tmdercooling. 
When  any  of  the  metal  starts  to  solidify,  however,  the  temperatmre 
immediately  rises  to  the  freezing  point,  as  shown  in  Fig.  150, 
unless  the  undercool¬ 
ing  has  proceeded  too 
far.  Undercooling  may 
be  greatly  reduced  by 
stirring  the  metal  or 
tapping  the  crucible  for 
an  instant  just  as  the 
freezing  point  is  ap¬ 
proached. 

Aluminum  does  not 
appear  to  have  as  well- 
de^ed  a  melting  or 
freezing  point  as  do 
many  other  metals. 

The  materialis  ‘  ‘pasty’  ’ 
over  a  small  tempera¬ 
ture  range.  This  may 
be  due  to  the  jn'esence 
of  impurities  and  is 
probably  not  a  charac¬ 
teristic  of  the  pure 
metal. 

In  the  primary  calibration  of  rare-metal  couples  use  is  made 
of  the  type  of  cooling  and  heating  curves  above  described.  The 
couple,  properly  protected,  is  immersed  in  the  molten  metal, 
which  is  then  allowed  to  cool  slowly.  The  emf  of  the  couple  is 
observed  as  frequently  as  possible  and  the  time  noted  for  each 
observation.  These  values  are  plotted,  and  the  emf  correspond¬ 
ing  to  the  flat  portion  of  the  cooling  curve  is  the  emf  at  the  freez¬ 
ing  point  of  the  metal.  A  similar  process  may  be  carried  through 
by  melting  the  metal. 


Fig.  150. — Typical  heating  and  cooling  curves 
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The  temperature  versus  emf  relation  for  the  platinum,  platinum- 
rhodium  couple  has  the  following  form  in  the  temperature  range 
300  to  1200°  C,  e  =  a  +  bt+ct^  where  e  =  emf,  /  =  temp.  °  C  of  the 
hot  junction  of  the  couple  (cold  junction  =  0°  C),  and  a,  b,  and  c 
are  constants.  Three  standard  points  are  required  to  determine 
a,  b,  and  c  for  any  particular  couple.  These  fixed  temperatures 
may  be  the  melting  or  freezing  points  of  zinc  419.4°  C,  antimony 
630°  C,  or  aluminum  658.7°  C,  and  copper  1083°  C.  The 
metals  must  be  of  the  highest  possible  purity.  This  is 
especially  the  case  with  antimony,  which  is  very  difficult  to 
obtain  in  sufficient  degree  of  pinity.  The  Bmeau  of  Standards 
fimiishes  standard  samples  of  zinc,  aluminum,  and  copper  (also 
tin  and  lead;  see  Circular  No.  66)  with  certified  melting  points. 
Aluminum  of  the  highest  obtainable  purity  is  recommended  in 
preference  to  antimony  for  the  industrial  laboratory.  The 
following  shows  the  method  of  obtaining  the  constants  a,  b,  and  c: 


Observed  Calibration  Points 


M«U1 

1  Temperature 

! 

emf 

•c 

419. 4 

MUUvolta 

3. 436 

65B.  ? 

5.839 

1083 

10.S61 

Whence,  from  the  above  equation,  it  follows  that: 

3.436  =  0 -(-(419.4)  6-I-(4I9.4)’c. 
5.839  =  0-4(658.7)  6 -4  (658.7)^. 
10.561=0-4(1083)  6-4(io83)*c. 


These  three  equations  are  solved  for  o,  b,c,  giving  0=  —0.323, 
6= -40.008276,  c  = -40.000001638.  The  final  equation  for  this 
couple  thus  becomes : 

e=  -0.323 -4o.oo8276f -40.000001638 

where  e  is  the  emf  in  millivolts  corresponding  to  a  hot- junction 
temperature  of  /°  C,  and  a  cold-junction  temperature  of  0°  C. 
From  this  equation  e  may  be  computed  for  various  values  of  t°  C 
(for  example,  300°  C  =2.306  millivolts;  350°  €  =  2.774;  400°  C  = 
3.249 ;  1 200°  C  =  1 1 .967,  etc.) ,  and  a  curve  or  table  of  e  versus  t°  C 
may  be  constructed.  Using  this  curve  or  table  one  may  readily 
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find  the  temperature  corresponding  to  any  etnf  observed  in  the 
future  use  of  the  couple. 

The  above  equation  serves  to  determine  the  temperature  scale 
in  the  interval  from  300  to  1 200^  C.  An  entirely  different  equation 
must  be  used  for  points  below  300“  C.  For  discussion  of  this  see 
Burgess  and  Le  Chatelier,  “Measurement  of  High  Temperatmes.” 
At  temperatures  higher  than  1200°  C  the  following  corrections 
must  be  added  to  the  temperatures  given  by  the  above  equation. 
These  corrections  apply  for  all  platinum,  90  per  cent  platinum- 
10  per  cent  rhodium  thermocouples. 

Corrections  to  Eztrapotated  Thermocouple  Scale 


Tempemhire 
oampMed  irom 
puatwUc 
cqiutton 

Correction 
to  odd 

•c 

•c 

1200 

0 

1300 

2 

1400 

6 

1500 

14 

1600 

25 

1700 

39 

The  standard  metal  may  be  used  in  an  Acheson  graphite  crucible 
(Dixon  graphite  is  also  satisfactory  for  copper)  the  inside  diameter  of 
which  is  slightly  less  at  the  bottom  than  at  the  top.  Convenient  in¬ 
side  dimensions  are  about  5  cm  diameter  and  1 5  cm  deep.  For  use 
with  the  50  cm*  metal  samples  furnished  by  the  Bureau  of  Standards 
a  crucible  3.5  cm  inside  diameter  and  8  cm  deep  is  recommended. 
Crucibles  should  be  fitted  with  a  cover  having  a  small  hole  in  the 
center  through  which  the  couple  is  inserted.  The  crucible  may 
be  heated  either  in  an  electric  or  gas  furnace.  Fig.  124  shows  a 
convenient  form  of  electric  fiunace.  The  crucible  containing  the 
metal  is  shown  within  a  larger  crucible  and  surrounded  by  graphite. 
If  the  furnace  is  too  small  for  the  extra  crucible,  the  graphite  may 
be  poured  directly  into  the  furnace  tube  until  the  crucible  is 
entirely  covered.  This  prevents  the  oxidation  and  consequent 
crumbling  away  of  the  crucible. 

If  a  gas  furnace  is  used,  the  crucible  should  be  placed  inside  a 
length  of  iron  pipe,  capped  at  the  bottom,  and  the  space  between 
the  crucible  and  the  pipe  should  be  filled  with  powdered  or  flaked 
graphite.  Instead  of  an  iron  pipe  a  larger  crucible  of  Dixon  graph¬ 
ite  or  fire  clay  may  be  used.  Fig.  135  shows  a  suitable  gas  furnace. 
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but  does  not  show  the  iron  pipe.  In  all  cases  the  top  of  the 
crucible  and  the  stu^ace  of  the  metal  should  be  covered  with  2  or 
3  cm  of  powdered  or  flaked  graphite.  This  is  especially  important 
with  copper,  as  the  oxide  of  copper  formed  on  exposure  of  the  hot 
metal  to  the  air  is  soluble  in  the  metal,  and  thus  lowers  the  melting 
point  to  an  appreciable  extent. 

Protecting  Tube  for  Rare-Metal  Couple. — The  thermocouple 
must  not  come  in  direct  contact  with  the  molten  metal  or  metallic 
vapors.  A  suitable  protecting  tube  is  of  porcelain  glazed  on  the 
outside  and  closed  at  the  lower  end.  The  diameter  of  the  tube 
may  be  i  cm  or  less,  and  the  walls  should  be  thin.  The  couple 
wires  are  again  protected  and  insulated  from  each  other  by  small 
porcelain  insulating  tubes  or  by  two-hole  porcelain  tubing. 

It  is  good  practice  to  remove  the  couple  and  insulators  from  the 
outside  protecting  tube  when  immersing  the  latter  in  the  molten 
metal,  as  frequently  the  tubes  are  broken  in  this  operation.  This 
precaution  saves  the  couple  in  case  such  an  accident  takes  place. 
The  procedure  is,  therefore,  as  follows:  Hold  the  pyrometer  tube 
above  the  fxunace  in  the  heated  air  until  it  takes  up  this  tempera¬ 
ture.  Gradually  lower  it  into  the  furnace  imtil  the  top  of  the 
crucible  is  reached.  When  thoroughly  heated,  gently  immerse  it 
in  the  metal.  Observe  that  the  tube  is  not  broken.  If  in  doubt, 
insert  a  small  porcelain  tube  inside  the  pyrometer  tube.  If  the 
outer  tube  is  broken,  the  small  tube  will  be  discolored  or  con¬ 
taminated  with  the  metal.  Another  method  of  detecting  a  broken 
tube  is  to  pull  it  out  of  the  metal,  and,  if  intact,  replace  it  before 
it  has  had  time  to  cool.  After  having  determined  that  the 
pyrometer  tube  is  good  insert  the  thermocouple.  This  should  be 
done  very  slowly,  as  the  rapid  insertion  of  the  cold  thermocouple 
may  break  the  protecting  tube.  After  the  metal  has  frozen  the 
protecting  tube  should  be  withdrawn,  or  the  furnace  should  be 
immediately  heated  for  a  melting-point  determination.  An  im¬ 
mersed  tube  which  is  allowed  to  cool  with  the  metal  far  below  the 
melting  point  is  usually  broken.  For  a  small  temperature  range 
below  the  melting  point  the  tube  can  be  readily  withdrawn. 

Either  glazed  porcelain  or  fused  quartz  (silica)  protecting  tubes 
may  be  used  in  this  work.  With  aluminum,  however,  the  pro¬ 
tecting  tube  must  be  itself  protected  from  the  metal.  This  is 
easily  done  by  making  a  tubular  sheath  of  Acheson  graphite,  with 
walls  about  i  mm  thick,  whidi  slips  over  the  quartz  or  porcelain 
tube,  as  shown  in  Fig.  123.  The  porcelain  tube  need  not  be 
removed  from  the  metal  before  cooling  when  thus  protected.  It 
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is  better  to  have  one  set  of  tubes  for  each  metal;  but  when  neces¬ 
sary  to  use  the  same  tube  in  various  metals  this  can  be  done  if 
care  is  taken  to  thorot^hly  clean  the  tube  with  nitric  and  hydro¬ 
chloric  acid.  The  greatest  care  jdiould  be  exercised  to  see  that  no 
dirt  of  any  kind  gets  inside  the  pyrometer  tubes.  Dust  or  carbon 
inside  the  tubes,  when  heated,  forms  a  reducing  atmosphere  which 


Fig.  151. — Convenient  form  electric  furnace  for  intercomparing 

rare-metal  couplet 


acts  upon  the  silica,  freeing  silicon,  which  rapidly  attacks  the 
platinum. 

(6)  Secondary  or  Comparison  Calibration  of  Rare-Metal  Couples. — 
The  secondary  method,  as  follows,  is  recommended  for  indvistrial 
laboratories:  One,  or  preferably  three,  rare-metal  couples  of  wire 
about  I  meter  in  length  and  0.6  mm  in  diameter  are  maintaitio/t 
as  primary  standards.  These  couples  should  be  submitted  to  the 
Bureau  of  Standards  for  test  and  certification  at  intervals,  depend- 


240 


Technologic  Papers  of  the  Bureau  of  Standards 


ing  upon  the  amount  of  use  to  which  they  are  put,  or  whenever 
contamination  is  suspected.  The  couples  to  be  tested  are  com¬ 
pared  with  these  standards.  Suitable  electric  ftunaces  for  such 
comparison  tests  are  available,  designed  to  operate  on  either  no 
or  220  volts,  and  may  be  obtained  complete  with  adjustable 
rheostat  for  regulating  the  ciurent,  as  shown  in  Fig.  151.  The 
fiunace  consists  of  a  porcelain  tube  wound  with  platinum  foil, 
surrotmded  by  a  larger  porcelain  tube,  around  which  is  packed 
thermal  insulating  material.  The  annular  space  between  the  two 
tubes  should  be  filled  with  No.  1 20  mesh  Norton  R.  R.  alundum 
to  prevent  local  heating  of  the  platinum.  A  convenient  size  of 
heating  tube  is  i  by  18  inches,  but  larger  sizes  can  be  secured  if 
desired.  The  fiumace  should  be  kept  clean  and  should  not  be  used 
for  testing  base-metal  couples,  annealing  iron  rods,  or  other  pro¬ 
cesses  likely  to  cause  contamination. 

The  rare-metal  couples  to  be  calibrated  are  removed  from  the 
protecting  tubes  and  insulating  tubes  and  annealed,  as  described 
previously.  The  insulating  tubes  are  cleaned,  when  necessary,  by 
the  method  described  above  and  then  replaced  and  the  couples 
are  tested  without  the  protecting  tubes,  if  the  furnace  is  clean. 
The  hot  junctions  of  all  the  couples,  the  standard  couple,  and  the 
couples  under  test  are  connected  together  with  as  good  thermal 
contact  as  possible.  The  junctions  may  be  fastened  together 
with  a  small  platinum  wire  and  then  wrapped  with  platinum  foil. 
Since  the  couple  v/ires  are  thus  in  electrical  contact  at  the  hot 
junction  they  must  not  be  allowed  to  touch  one  another  at  any 
other  point.  The  use  of  platinum  foil  around  the  hot  junction 
reduces  temperature  gradients  to  a  minimum.  If  the  couples  are 
tested  in  the  protecting  tubes  this  precaution  becomes  still  more 
important. 

The  cold  jimctions  of  all  the  couples  are  maintained,  preferably, 
at  o®  C.  If  three  couples  are  being  compared  with  one  standard 
the  readings  should  be  taken  in  the  following  order: 

Desirable  Order  for  Readings 


Ravening  twitch 

Standard 

No.  1  1 

No.  2 

No.  3 

Ifennat . 

1 

2 

3 

t 

8 

7 

6 

9 

10 

11 

12 

16 

15 

14 

13 

1  1 
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The  means  of  the  observations  on  each  couple  are  taken  and  the 
temperature  is  obtained  from  the  reading  of  the  standard  couple. 
Several  calibration  points  are  made  in  this  manner  in  the  range 
300  to  1200®  C.  These  are  plotted,  temp.  vs.  emf,  and  a  smooth 
curve  is  drawn  through  the  experimental  points  for  each  couple. 
If  it  is  inconvenient  or  undesirable  to  use  a  cold-junction  temper¬ 
ature  of  o®  C  for  the  couples  under  test,  any  other  constant  tem¬ 
perature  may  be  employed.  This  can  be  measured  by  means  of 
a  mercury  thermometer.  It  is  nearly  as  essential  to  know  the 
temperature  of  the  cold  junction  as  that  of  the  hot  junction,  since 
the  magnitude  of  the  emf  observed  depends  upon  both  tempera¬ 
tures. 

When  a  large  number  of  couples  must  be  accurately  calibrated, 
the  following  method,  requiring  more  elaborate  apparatus,  is  sat¬ 
isfactory.  In  order  to  insure  equality  of  temperature  between  the 
standard  couple  and  the  couple  being  calibrated  without  waiting 
for  the  furnace  to  acquire  a  constant  temperature,  the  hot  junc¬ 
tions  are  fused  together.  Two  separate  potentiometers  are  em¬ 
ployed,  one  connected  to  each  couple.  Each  potentiometer  is 
provided  with  a  reflecting  galvanometer.  The  two  spots  of  light 
are  reflected  onto  a  single  scale,  the  galvanometers  and  lamps 
being  so  adjusted  that  the  spots  coincide  with  the  zero  point  of 
the  scale  on  open  circuit  or  when  the  potentiometers  are  balanced. 

The  potentiometer  connected  to  the  couple  under  test  is  set  at 
an  integral  number  of  millivolts,  and  the  temperature  of  the  fur¬ 
nace  is  increased  or  decreased  until  the  galvanometer  indicates  a 
balance.  At  this  instant  the  emf,  and  hence  the  temperature,  of 
the  standard  is  observed  with  the  other  potentiometer.  This  may 
be  done  easily  if  the  spot  moves  slowly  across  the  scale.  By 
making  observation  first  with  a  rising  and  then  with  a  falling  tem¬ 
perature,  minor  errors,  such  as  time  lag,  are  eliminated.  Observa¬ 
tions  are  taken  at  nearly  every  millivolt  for  the  couple  under  test, 
from  its  lowest  to  its  highest  range;  the  furnace  is  then  cooled  and 
the  readings  thus  repeated  in  the  reverse  order.  The  mean  of  the 
observed  temperatures  corresponding  to  the  various  millivoltages 
gives  the  final  calibration  of  the  couple.  For  best  results  about 
two  hours  are  required,  the  couple  being  tested  at  10  to  15  points. 
It  is  necessary  to  use  a  furnace  which  is  not  well  insulated  ther¬ 
mally  in  order  that  it  may  cool  sufficiently  rapidly. 

A  form  of  furnace  especially  adapted  to  the  rapid  testing  of  a 
large  number  of  couples  consists  of  a  tube  of  nickel-chromium 
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alloy  (chromel)  clamped  between  two  water-cooled  terminals.  A 
heavy  current  from  a  suitable  transformer  is  passed  through  the 
tube,  the  tube  itself  serving  as  the  heating  element  or  resistor. 
For  use  with  base-metal  couples  a  porcelain  insulating  tube  may 
be  placed  inside  the  metal  tube,  or  the  base-metal  couple  may  be 
wound  with  asbestos  cord  to  electrically  insulate  it  from  the  walls 
of  the  tube.  In  this  case  the  standard  couple,  insulated  in  a  non- 
porous  porcelain  tube,  is  placed  with  its  hot  junction  as  near  as 
possible  to  the  hot  junction  of  the  base-metal  couple.  Rare-metal 
couples  may  be  standardized  by  taking  proper  precautions  to  pre¬ 
vent  contamination  by  the  metal  vapors  from  the  heating  unit. 
The  heating  tube  of  this  furnace  is  exposed  to  the  air,  and  no 
thermal  insulating  material  is  employed.  A  large  concentric  tube 
may  be  mounted  around  the  heating  tube  to  reduce  the  radiation 
loss,  although  this  is  not  necessary.  A  furnace  of  this  t)rpe  may 
be  heated  very  rapidly  to  any  temperature  up  to  iioo°  C,  and  it 
is  possible  to  completely  calibrate  a  couple  at  five  or  six  different 
temperatures  in  a  half  hour. 

(b)  Standardization  of  Base-Mbtad  Coupdes. — It  is  difficult 
to  seciue  equality  of  temperature  between  the  hot  jimctions  of 
two  base-metal  couples  or  between  a  base-metal  and  a  rare-metal 
couple.  One  arrangement  for  precision  calibration  is  to  place 
the  jtmction  of  the  rare-metal  couple  in  a  small  saw  cut  made  in 
the  hot  junction  of  the  base-metal  couple  and  pinch  the  jaws  of 
the  saw  cut  until  good  thermal  contact  is  secured.  Small  base- 
metal  couples  may  be  fused  directly  to  tliC  rare-metal  couple. 
The  rare-metal  couple  is  protected  by  porcelain  tubes  to  within  a 
few  millimeters  of  the  hot  jtmction,  and  the  end  of  the  porcelain 
tube  is  sealed  to  the  couple  by  a  small  amount  of  kaolin  and  water- 
glass  cement  or  by  pyrex  glass.  This  prevents  contamination  of 
the  rare-metal  couple,  with  the  exception  of  the  small  length  of 
2  or  3  mm,  which  is  necessarily  exposed  to  the  metal  vapors.  If 
the  furnace  is  uniformly  heated  in  this  region  a  small  amount  of 
contamination  will  not  cause  any  error.  The  method,  however,  is 
not  feasible  for  work  on  a  large  scale.  With  fused  or  squeezed 
junctions  the  double  potentiometer  may  be  used  in  calibrating 
base-metal  couples. 

(i)  Use  of  a  Muffle  Furnace. — Several  base-metal  couples  and 
the  standard  rare-metal  couples  moimted  in  nonporous  porcelain 
tubes  are  packed  together  as  closely  as  possible  and  tied  into  a 
bimdle  with  asbestos  cord.  The  hot  junctions  are  inserted  into  a 
length  of  very  heavy  iron  pipe  capped  at  one  end  and  the  open 
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end  from  which  the  couples  protrude  is  tightly  packed  with 
asbestos  wool.  The  iron  tube  and  couples  are  mounted  in  the 
furnace  and  the  emf  measurements  are  made  as  soon  as  tempera* 
ture  equilibrium  is  reached.  If  the  muffle  furnace  is  large  enough 
the  iron  tubes  protecting  the  base-metal  couples  need  not  be  re¬ 
moved.  A  satisfactory  size  of  furnace  measures  8  by  8  by  30 
inches  deep.  Precision  work  is  impossible  in  this  method  of  cal¬ 
ibration.  Even  when  every  precaution  is  taken  to  reduce  tem- 
perattue  gradients,  differences  in  temperature  of  10  or  20°  C 
frequently  will  be  found  to  exist  between  the  different  couples 
mounted  side  by  side.  However,  this  accuracy  is  sufficient  for 
many  industrial  processes. 

This  method  may  be  greatly  improved  by  employing  a  large 
copper  block  drilled  with  holes  into  which  the  hot  junctions  of 
the  couples  are  inserted.  The  heavy  protecting  tube  is  removed 
from  each  couple  during  the  test. 

(2)  Use  of  Molten-Metal  Baih. — A  satisfactory  method  for  cali¬ 
brating  base-metal  couples  on  a  large  scale  is  by  use  of  a  bath  of 
molten  metal.  An  iron  pot  about  1 2  inches  in  diameter,  or  larger, 
and  15  inches  deep  is  filled  with  tin  or  lead  covered  with  powdered 
graphite.  This  may  be  heated  in  a  gas  furnace  or  an  electric  fur¬ 
nace  wotmd  with  nickel  alloy,  such  as  nichrome  or  chromel.  Into 
the  tin  bath  dip  about  six  iron  tubes  closed  at  the  lower  end  and 
immersed  to  a  depth  of  1 2  inches.  The  tubes  are  just  large  enough 
to  permit  easy  insertion  of  the  base-metal  couple  with  its  iron 
protecting  tube.  The  standard  couple  is  mounted  in  one  of  the 
six  tubes  and  the  base-metal  couples  are  placed  in  the  others.  As 
soon  as  temperature  equilibrium  is  reached  the  emfs  are  measured, 
that  of  the  standard  couple  giving  the  temperature  of  the  bath. 
A  large  number  of  base-metal  couples  may  be  tested  one  after  the 
other  at  this  temperature,  and  the  process  is  then  repeated  at  an¬ 
other  temperatxu’e.  The  tin  bath  may  be  used  satisfactorily  in 
the  range  300  to  1000®  C,  since  tin  is  a  metal  of  low  volatility. 
Data  obtained  by  the  above  method  are  plotted,  temperature 
versus  electromotive  force,  for  each  couple  and  a  smooth  curve 
drawn  representing  the  calibration.  For  some  t}q)es  of  base- 
metal  couple  the  cxu^e  is  slightly  S-shaped,  showing  small  inflec¬ 
tions  near  the  critical  points  of  the  metals  of  which  the  couple  is 
constructed.  In  precision  work  the  calibration  must  be  made  at 
diort-temperature  intervals  over  these  critical  regions  to  deter¬ 
mine  the  exact  form  of  the  temperature-emf  curve. 
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(j)  Single-Point  Calibration  or  Check  Point. — It  is  frequently 
desirable  to  check  a  base-metal  couple  at  a  single  point.  If  the 
couple  is  reading  emfs,  say  2  per  cent  higher  at  this  temperatiu'e 
than  the  usual  emf  of  that  shown  by  the  original  calibration  data, 
it  is  customary  to  assume  that  it  reads  2  per  cent  high  at  all  tem¬ 
peratures.  This  method  of  calibration  at  best  is  only  approximate, 
and  experimentally  it  is  frequently  found  that  a  couple  reading 
2  per  cent  high  at  800°  C  indicates  correctly  at  1 000°  C .  However, 
single-point  calibrations  are  of  value,  especially  as  a  check  upon  the 
behavior  of  a  couple  in  any  particular  temperature  range. 

A  convenient  standard  temperatme  for  this  work  is  the  melting 
or  freezing  point  of  sodium  chloride  (common  salt),  chemically 
pure.  This  material  melts  or  freezes  at  801°  C.  The  salt  may 
be  used  in  a  duriron  crucible  heated  in  a  gas  or  electric  furnace. 
The  base-metal  couples  are  immersed  without  protecting  tubes 
from  four  to  six  inches  in  the  bath.  Melting  or  freezing  point 
ciu^es  may  be  observed  as  already  described.  These  curves  are 
rather  obUque  on  account  of  the  low  thermal  conductivity  of  the 
salt,  as  discussed  in  the  section  on  melting-point  methods.  The 
exact  portion  of  the  curve  representing  the  true  freezing  point  is 
reached  when  crystals  begin  to  form  along  the  entire  length  of 
the  immersed  end  of  the  couple.  The  couple  may  be  used  as  a 
stirring  rod  dming  the  freezing.  If  the  salt  has  not  been  previously 
fused,  it  must  be  melted  the  first  time  with  a  cover  on  the  crucible 
as  the  imprisoned  water  in  the  salt  crystals  will  cause  the  salt  to 
sputter  out  badly.  After  the  first  melt,  however,  there  will  be 
no  trouble  in  the  use  of  this  material.  Molten  salt  reacts  some¬ 
what  with  most  base-metal  couples,  but  the  reaction  is  so  slow 
that  the  couple  will  not  be  injured .  We  have  not  found  any  serious 
change  in  melting  point  resulting  from  heating  the  salt  in  contact 
with  iron  for  several  hours. 

(4)  Checking  Thermocouples  in  Fixed  Installations. — It  is  fre¬ 
quently  desirable  to  check  the  readings  of  a  thermocouple  without 
removing  it  from  the  furnace  in  which  it  is  installed.  Tests  of 
this  nature  are  of  extreme  importance  in  the  technical  industries. 
They  are  also  difficult  to  perform  with  precision,  and  the  precision 
which  is  obtainable  in  a  laboratory  test  can  not  be  expected  in 
tests  of  this  nature.  However,  an  ordinary  calibration  in  the 
laboratory  of  a  base-metal  couple  which  has  been  in  use  in  a  fixed 
installation  for  some  time,  wffiile  fiumishing  results  apparently  of 
high  precision,  does  not  necessarily  hold  when  the  couple  is  returned 
to  its  original  installation.  This  is  on  account  of  the  hetero¬ 
geneity  developed  in  a  base-metal  couple  after  prolonged  heating. 
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The  presence  of  heterogeneity  could  be  detected  by  a  homo¬ 
geneity  test,  but  such  tests  on  a  large  scale  are  not  worth  while 
for  base-metal  couples  except  for  investigational  work  and,  more¬ 
over,  do  not  show  how  to  correct  the  readings  satisfactorily. 
Such  a  test  would  simply  indicate  that  the  couple  should  be 
thrown  away,  whereas  in  its  permanent  installation  it  still  has 
a  useful  life.  The  throwing  away  of  base-metal  couples  in  a  fixed 
installation  as  soon  as  heterogeneity  sets  up  would  be  a  verj' 
costly  and  unnecessary  procedure,  except  in  the  comparatively 
rare  cases  where  the  highest  possible  accuracy  is  required.  The 
degree  of  heterogeneity  developed  depends  upon  the  t)T)e  of  in¬ 
stallation,  depth  of  immersion,  location  and  character  of  temper¬ 
ature  gradient,  etc.  These  quantities  are  fairly  definite  and  fixed 
for  any  particular  installation.  If,  however,  the  couple  is  removed 
from  the  installation  and  calibrated  in  the  laboratory,  these  quan¬ 
tities  are  altered  and  the  conditions  under  which  the  couple  is 
actually  operating  can  not  be  reproduced.  The  calibration  of 
the  laboratory  may  give  results  quite  different  from  the  calibration 
which  would  be  obtained  if  it  were  possible  to  duplicate  exactly 
all  the  physical  characteristics  of  the  permanent  installation. 
Hence  it  is  evident  that  if  inhomogeneous  couples  are  ever  to 
be  used,  it  is  important  that  they  be  calibrated  or  checked  in  their 
fiixed  installation. 

The  exact  method  of  procedure  depends  upon  the  type  of  in¬ 
stallation.  A  standard  checking  couple  is  employed  complete 
with  a  high-resistance  galvanometer,  “heat-meter,”  or  portable 
potentiometer.  The  hot  junction  of  the  checking  couple  is  placed 
as  closely  as  possible  to  the  hot  junction  of  the  couple  imder  test, 
and  the  readings  of  the  two  couples  compared.  The  main  objec¬ 
tion  to  the  method  is  the  difficulty  in  getting  the  two  hot  junctions 
together.  One  method  is  to  drill  a  hole  in  the  furnace  at  the  side 
of  each  couple  permanently  installed  large  enough  to  permit 
insertion  of  the  checking  couple.  The  hole  is  kept  plugged,  except 
when  comparison  tests  are  being  made.  The  checking  couple 
is  immersed  in  the  fiunace  through  this  hole  to  the  same  depth  as 
the  couple  imder  test.  The  hole  should  be  located  as  close  to  the 
permanently  installed  couple  as  possible. 

In  many  installations  the  base-metal  couple  and  protecting 
tube  are  mounted  inside  another  protecting  tube  of  iron,  fire  clay, 
carborundum,  or  some  other  refractory  which  is  permanently 
cemented  or  fastened  into  the  furnace  wall.  Frequently  there  is 
room  to  insert  a  small  test  couple  in  this  outer  tube  alongside  of 
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the  fixed  couple.  A  third  method,  much  less  satisfactory,  is  to 
wait  until  the  furnace  has  reached  a  fairly  constant  temperature 
and  make  observations  with  the  couple  xmder  test,  then  remove 
this  couple  from  the  furnace,  and  insert  to  the  same  depth  the 
checking  couple. 

If  desired,  comparisons  can  be  made  preferably  by  either  the 
first  or  second  method  at  several  temperatures,  and  a  ciu^e  may 
be  obtained  for  each  permanently  installed  couple  showing  the 
corrections  necessary  to  apply  to  its  readings. 

It  may  be  thought  that  this  method  of  checking  couples  is  un¬ 
satisfactory,  because  in  most  furnaces  used  in  industrial  processes 
large  temperature  gradients  exist  and  there  is  no  certainty  that 
the  standard  couple  is  at  the  same  temperature  as  the  couple 
under  test.  This  objection,  however,  is  not  serious,  because  if 
temperature  gradients  do  exist,  in  the  fmnace,  of  such  a  magni¬ 
tude  as  to  cause  much  difference  in  temperature  between  two  simi¬ 
larly  mounted  thermocouples  located  closely  together,  the  accuracy 
required  by  the  measuring  instruments  need  not  be  great,  and  the 
reading  of  the  standard  couple  can  be  accepted  for  the  standardi¬ 
zation  of  the  fixed  couple  just  as  satisfactorily  as  if  the  true  tem¬ 
perature  of  the  fixed  couple  were  known.  If  temperature  gradi¬ 
ents  exist  of  such  a  magnitude  that  two  correctly  calibrated 
couples  similarly  mounted  closely  together  read,  say,  20°  C  apart, 
it  may  be  certain  that  neither  couple  is  registering  the  tempera¬ 
ture  of  material  within  the  furnace  to  this  degree  of  accmacy. 

(c)  Cold- Junction  Correction. — If  a  couple  is  calibrated  for 
a  cold-junction  temperature  of  1^°  C  and  is  used  with  a  cold- 
jimction  temperatme  of  the  true  temperature  of  the  hot 

junction  is  that  on  the  calibration  plot  corresponding  to  the 
observed  emf  e  plus  the  emf  e'  where  e'  is  the  emf  developed  when 
the  hot  junction  is  at  and  the  cold  junction  is  at  to®C.  The 
value  of  e'  is  positive  when  and  negative  when  <1^^. 

Frequently  the  instruments  used  are  graduated  in  temperature 
only,  in  which  case  to  the  observed  reading  is  added  the  quantity 
(fo'  -  ^o)  where  K  is  a  factor  depending  upon  the  couple  and  the 
temperatures  employed.  Values  of  the  factor  K  for  several  types 
of  couple  are  given  in  Table  9.  The  factor  is  obtained  from  the 
following  equation.  This  states  that 
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is  equal  to  the  mean  slope  of  the  calibration  cmrve  over  an  interval 
A  <0  “  about  50  X,  in  the  neighborhood  of  the  cold-junction  tem¬ 
perature,  divided  by  the  slope  at  the  observed  temperattu*  t. 
The  interval  A  should  embrace  any  likely  cold- junction  tempera¬ 
ture.  Thus,  if  the  calibration  were  made  for  a  cold-junction  tem- 
perattu%  of  30®  C,  the  mean  slope  from  5  to  55®  C  is  the  numerator 
of  the  above  expression.  This  is  obtained  by  dividing  the  dif¬ 
ference  in  emfs  at  5®  C  and  55®  C,by  the  difference  in  temperature, 
that  is,  50®  C.  If  the  calibration  is  made  for  a  cold-junction  tem¬ 
perature  of  o®  C,  the  mean  slope  is  determined  from  o  to  50®  C  and 
not  from— 25  to  -1-25®  C,  since  in  practice  the  cold-junction  tem¬ 
perature  seldom  falls  below  o®  C.  However,  since  this  method  is 
only  approximate  and  since  the  corrections  are  always  small,  the 
precise  manner  of  determining  the  slope  at  the  lower  limit  (that 
is,  the  munerator  of  the  correction  term)  is  immaterial. 

(d)  Method  of  Making  Thermocouple  Junctions. — The  hot 
junction  of  a  thermocouple  should  be  made  by  soldering  or  fusing 
the  two  metals.  Silver  solder  is  useful  at  temperatures  below 
900®  C,  or  gold  below  1000®  C,  but,  in  general,  the  best  type  of  junc¬ 
tion  is  made  by  fusion.  The  junction  of  a  rare-metal  couple  may  be 
made  by  use  of  a  small  oxygen-illuminating-gas  flame.  Acetylene 
is  not  desirable.  Special  blast  lamps  suitable  for  this  work  are 
obtainable.  The  flame  should  be  small,  possibly  4  cm  long,  the 
tip  of  the  lamp  having  an  opening  of  from  0.5  to  1  mm.  The  jimc- 
tion  should  be  fused  into  a  ball  about  i  mm  in  diameter. 

Another  convenient  method  of  fusing  the  junction  is  by  use  of 
an  electric  arc.  The  couple  wires  are  connected  to  the  positive 
terminal  of  the  i  lo-volt  direct-current  main  and  the  negative  ter¬ 
minal  is  connected  through  a  resistance  to  a  graphite  pencil  having 
an  insulated  handle.  The  graphite  should  be  about  5  or  6  mm  in 
diameter  and  should  be  sharpened  to  a  point.  For  a  couple  of  0.6 
mm  wire  a  resistance  of  30  to  40  ohms  is  used.  Touch  together 
the  ends  of  the  two  wires  of  the  couple  and  then  bring  the  point 
of  the  graphite  pencil  into  contact  with  the  junction.  As  soon  as 
an  arc  is  formed  draw  the  pencil  away.  With  a  little  practice 
excellent  joints  can  be  made  in  this  manner. 

This  metbr.d  it.  also  good  for  repairing  broken  couples.  In  this 
case  the  junction  should  be  made  as  nearly  as  possible  of  the  same 
size  as  the  wire  itself. 

Large  base-metal  couples  may  be  fused  either  by  an  electric  arc 
or  oxy-gas  torch.  It  is  frequently  the  practice  to  twist  the  two 
wires,  as  shown  in  Fig.  6,  for  a  few  turns,  as  this  gives  greater  me- 
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chanical  strength.  Before  fusing,  the  junction  of  the  couple  is 
coated  thoroughly  with  borax.  This  is  done  by  heating  the  ends 
of  the  two  wires  to  a  dull  red  heat  and  then  dipping  into  the  pow¬ 
dered  borax.  The  borax  adhering  to  the  wire  is  then  melted  and 
the  process  continued  until  a  heavy  coating  of  the  fused  transparent 
borax  is  obtained.  A  stick  of  borax  glass  may  be  used  instead  of 
the  powder.  The  couple  may  be  mounted  horizontally  or  suspend¬ 
ed  with  the  junction  down.  The  arc  or  oxy-gas  flame  is  allowed 
to  play  upon  the  junction  until  the  metal  fuses  into  a  neat  bead. 
If  sufficient  borax  is  used,  the  weld  will  show  no  signs  of  oxidation. 
The  arc  employed  for  this  work  is  of  the  ordinary  type,  consisting 
of  two  carbons,  although  for  small  couples  the  form  of  arc  described 
above  may  be  used. 

No  flux  should  be  employed  when  fusing  rare-metal  couples. 

Do  not  allow  borax  to  come  in  contact  with  the  porcelain  lining 
of  a  furnace  or  with  porcelain  tubes.  What  borax  remains  on  a 
base-metal  couple  may  be  removed,  if  desired,  by  dipping  the  junc¬ 
tion  while  hot  into  water.  The  borax  glass  will  then  crack  away. 
In  making  thermocouple  junctions  dark  glasses  should  be  worn  in 
order  that  the  work  may  be  watched  closely.  It  is  also  essential 
that  the  glasses  absorb  the  ultra-violet  light,  which  may  cause 
severe  bums  and  injure  the  eyes.  Special  goggles  for  this  type  of 
work  are  advertised  in  the  trade  journals. 

3.  USE  OF  STANDARDIZED  COUPLES  WITH  VARIOUS  TYPES  OF  MEASUR¬ 
ING  INSTRUMENTS 

The  temperatiue-emf  relation  of  a  couple  may  be  known  and 
it  may  be  desirable  to  use  the  couple  with  different  forms  of  indi¬ 
cator.  Many  of  the  instruments  employed  are  complicated  by 
different  compensation  devices,  the  exact  operation  of  which 
must  be  understood  in  order  to  prevent  the  introduction  of  serious 
error  in  the  observations.  In  the  following  we  shall  assume  that 
the  instmments  themselves  read  correctly  or  that  the  corrections- 
to-scale  readings  are  known.  If  the  instmments  are  graduated 
in  temperature  only,  it  is  essential  to  have  a  calibration  of  poten¬ 
tial  difference  at  the  instmment  terminals  versus  temperatiure 
scale.  The  readings  of  all  galvanometric  instmments,  except 
the  heat  meter  (Harrison-Foote  method)  and  the  pyrovolter, 
are  affected  by  changes  in  line  resistance.  Hence  the  resistance 
of  the  couple  must  be  equal  to  that  for  which  the  scale  of  the  indi¬ 
cator  is  designed,  or  corrections  as  already  described  must  be  ap¬ 
plied  to  the  observed  deflections.  These  corrections  aie  assumed 
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chanical  strength.  Before  fusing,  the  junction  of  the  couple  is 
coated  thoroughly  with  borax.  This  is  done  by  heating  the  ends 
of  the  two  wires  to  a  dull  red  heat  and  then  dipping  into  the  pow¬ 
dered  borax.  The  borax  adhering  to  the  wire  is  then  melted  and 
the  process  continued  until  a  heavy  coating  of  the  fused  transparent 
borax  is  obtained.  A  stick  of  borax  glass  may  be  used  instead  of 
the  powder.  The  couple  may  be  mounted  horizontally  or  suspend¬ 
ed  with  the  junction  down.  The  arc  or  oxy-gas  flame  is  allowed 
to  play  upon  the  junction  until  the  metal  fuses  into  a  neat  bead. 
If  sufficient  borax  is  used,  the  weld  will  show  no  signs  of  oxidation. 
The  arc  employed  for  this  work  is  of  the  ordinary  type,  consisting 
of  two  carbons,  although  for  small  couples  the  form  of  arc  described 
above  may  be  used. 

No  flux  should  be  employed  when  fusing  rare-metal  couples. 

Do  not  allow  borax  to  come  in  contact  with  the  porcelain  lining 
of  a  furnace  or  with  porcelain  tubes.  What  borax  remains  on  a 
base-metal  couple  may  be  removed,  if  desired,  by  dipping  the  junc¬ 
tion  while  hot  into  water.  The  borax  glass  will  then  crack  away. 
In  making  thermocouple  junctions  dark  glasses  should  be  worn  in 
order  that  the  work  may  be  watched  closely.  It  is  also  essential 
that  the  glasses  absorb  the  ultra-violet  light,  which  may  cause 
severe  bums  and  injure  the  eyes.  Special  goggles  for  this  type  of 
work  are  advertised  in  the  trade  journals. 

3.  USE  OF  STANDARDIZED  COUPLES  WITH  VARIOUS  TYPES  OF  MEASUR¬ 
ING  INSTRUMENTS 

The  temperatiue-emf  relation  of  a  couple  may  be  known  and 
it  may  be  desirable  to  use  the  couple  with  different  forms  of  indi¬ 
cator.  Many  of  the  instruments  employed  are  complicated  by 
different  compensation  devices,  the  exact  operation  of  which 
must  be  imderstood  in  order  to  prevent  the  introduction  of  serious 
error  in  the  observations.  In  the  following  we  shall  assume  that 
the  instruments  themselves  read  correctly  cr  that  the  corrections- 
to-scale  readings  are  known.  If  the  instruments  are  graduated 
in  temperature  only,  it  is  essential  to  have  a  calibration  of  poten¬ 
tial  difference  at  the  instmment  terminals  versus  temperatiue 
scale.  The  readings  of  all  galvanometric  instmments,  except 
the  heat  meter  (Harrison-Foote  method)  and  the  pyrovolter, 
are  affected  by  changes  in  line  resistance.  Hence  the  resistance 
of  the  couple  must  be  equal  to  that  for  which  the  scale  of  the  indi¬ 
cator  is  designed,  or  corrections  as  already  described  must  be  ap¬ 
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to  have  been  applied  when  appreciable  in  the  following  special 
cases  treated: 

(o)  Galvanometer  Adjusted  to  Read  Zero  on  Open  Cir- 
ctnT  OR  Potentiometer  without  Cold- Junction  Compensa¬ 
tor. — If  the  cold  junctions  of  the  couple  are  at  a  temperature 
different  from  that  for  which  the  couple  was  standardized,  a 
cold-junction  correction  as  discussed  above  must  be  added  to 
the  observed  reading.  This  also  applies  to  the  use  of  the  pyro- 
volter. 

(6)  Galvanometer  Adjusted  to  Read  Cold-Junction  Tem¬ 
perature  OR  Eqxhvalent  Emf  on  Open  Circuit. — ^This  adjust¬ 
ment  of  the  open-circuit  reading  may  be  either  manually  or  auto¬ 
matically  operated,  in  the  latter  case  usually  by  a  bimetallic 
spring.  The  standardization  of  the  instrument  itself  should  be 
made  with  the  pointer  adjusted  to  the  cold-junction  temperatiu-e 
employed  in  the  standardization  of  the  couple.  If,  however, 
the  instrument  has  been  calibrated  with  a  different  adjustment, 
the  two  calibrations  may  be  coordinated  by  adding  to  the  emf 
reading  of  the  instrument  calibration  or  by  subtracting  from  the 
emfs  of  the  couple  calibration  the  emf  on  the  couple  calibration 
corresponding  to  the  open-circuit  temperature  reading  of  the  in¬ 
strument.  The  latter  operation  changes  the  couple  calibration 
to  a  new  basic  cold-junction  temperature,  shown  by  the  open- 
circuit  reading  of  the  indicator. 

If  the  instrument  is  graduated  in  emf,  it  should  be  adjusted  on 
open  circuit  to  read  the  emf  shown  by  the  couple  calibration  cor¬ 
responding  to  the  temperature  of  the  cold  jimctions  at  the  time  of 
operation.  When  the  instrument  is  used  with  several  couples, 
the  calibration  of  all  the  couples  must  be  referred  to  the  same 
basic  cold- junction  temperature. 

(c)  Potentiometer  with  Cold-Junction  Compensator. — 
The  potentiometer  compensator  adds  to  the  emf  developed  by  the 
couple  an  amoimt  equal  to  the  reduction  in  emf  of  the  couple 
occasioned  by  a  rise  in  cold-junction  temperature.  The  magnitude 
of  the  compensation  may  be  measured  by  potentiometers  grad¬ 
uated  in  emf  by  short-circuiting  the  emf  terminals  with  a  copper 
wire  and  then  balancing  the  instrument  in  the  usual  manner. 
The  main  scale  reading  gives  the  amount  of  the  compensation. 
When  the  main  scale  is  calibrated  with  a  manually  adjusted 
compensator  set  to  read  a  given  value,  the  compensator  scale  is 
thereby  made  correct  at  this  reading,  though  it  may  be  in  error 
at  other  points.  Likewise,  an  automatic  compensator  is  correct 


250  Technologic  Papers  of  the  Bureau  of  Standards 

at  the  temperature  at  which  it  is  maintained  during  a  calibration 
of  the  instrument.  The  compensator,  if  manually  operated,  as 
well  as  the  main  scale,  may  be  graduated  either  in  emf  or  tempera¬ 
ture.  The  possible  combinations  require  separate  consideration. 

(1)  MainScale  and  ManuaUy  Operated  Compensator  Graduated  in 
Emf. — During  operation  the  compensator  (corrected  for  scale  error, 
if  necessary)  should  be  set  at  the  emf  corresponding  to  the  tem¬ 
perature  of  the  cold  junctions  at  the  time  of  operation,  as  indicated 
by  the  couple  calibration  regardless  of  the  basic  cold-junction  tem¬ 
perature  employed  diuing  the  standardization  of  the  couple.  If, 
however,  the  cold-junction  temperature  during  operation  is  lower 
than  the  basic  cold-junction  temperatme  used  in  the  calibration 
of  the  couple,  the  latter  should  be  changed  to  a  lower  value,  imless 
the  compensator  can  be  set  for  negative  compensation,  an  adjust¬ 
ment  not  furnished  in  the  present  designs. 

( 2)  M ain  Scale  and  M anually  Operated  C ompensator  Graduated  in 
Temperature. — ^The  instrument  should  have  a  temperature-scale- 
reading-versus-emf  calibration,  for  which  the  compensator  is  set 
to  read  the  temperature  of  the  cold  junctions  of  the  couple  during 
its  standardization.  This  makes  the  compensator  reading  correct 
at  this  setting,  although  it  may  have  scale  errors  at  other  settings,- 
In  further  use  the  compensator  (corrected  for  scale  error)  is  set  to 
read  the  cold-jimction  temperature.  The  hot-junction  tempera¬ 
ture  is  then  obtained  by  use  of  the  temperature-scale-reading- 
versus-emf  calibration  of  the  instrument  and  the  temperature-emf 
calibration  of  the  couple. 

(3)  Main  Scale  Graduated  in  Temperature,  ManuaUy  Operated 
Compensator  Graduated  in  Emf. — ^The  temperature-scale-reading- 
versus-emf  calibration  of  the  instrument  is  made  with  the  com¬ 
pensator  set  to  read  zero.  The  calibration  of  the  couple  is  adjusted 
to  the  basic  cold-jimction  temperature  corresponding  to  the  main- 
scale  reading  when  the  instrument  is  balanced  with  the  emf  termi¬ 
nals  short-circuited  and  the  compensator  set  to  read  zero.  In  use 
the  compensator  is  set  at  the  emf  corresponding,  on  the  revised 
thermocouple  calibration,  to  the  operating  temperature  of  the  cold 
junctions,  and  the  hot-junction  temperature  is  obtained  by  use  of 
the  revised  temperature-emf  calibration  of  the  couple  and  the  tem- 
perature-scale-reading-versus-emf  calibration  of  the  instnunent. 

With  depressed  zero  potentiometers — ^that  is,  instrumentshaving 
the  lowest  main  scale  reading  greater  than  zero;  for  example,  start¬ 
ing  at  500°  C  or  5  millivolts — it  is  impossible  to  obtain  a  balance 
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with  the  emf  terminals  short-circuited.  In  this  case  a  tempera- 
ture-scale-reading-versus-emf  calibration  of  the  instrument  is 
made  with  the  compensator  set  at  zero.  Select  a  temperatine  for 
which  it  is  most  desirable  to  have  a  correct  scale  reading — for 
example,  1000®  C — and  note  the  corresponding  emf.  Then  the 
calibration  of  the  couple  is  revised  by  adding  or  subtracting  from 
all  emf  values  an  amount  sufficient  to  make  the  above  emf  value 
correspond  to  the  chosen  temperatine.  Plot  the  revised  thermo¬ 
couple  calibration  and  determine  the  temperatine  corresponding 
to  zero  emf.  This  is  the  new  basic  cold-junction  temperature. 
In  the  further  use  of  the  instrument  the  compensator  is  set  to 
read  the  emf  on  the  revised  thermocouple  plot  corresponding  to 
the  operating  cold-junction  temperature,  and  the  hot-junction 
temperatine  is  obtained  directly  from  the  main  temperature  scale 
reading  corrected  for  scale  errors.  The  scale  correction  is  deter¬ 
mined  by  comparing  at  equivalent  emfs  the  temperatine-scale- 
versus-emf  calibration  of  the  instrument  with  the  revised  tem- 
perature-emf  calibration  of  the  couple.  Occasionally  this  method 
of  calibration  is  desirable  for  ordinary  potentiometers,  since  it 
makes  a  chosen  scale  reading  correct. 

(4)  M  ainScale  Graduated  in  Emf  and  M anually  Operated  Compertr 
sator  Graduated  in  Temperature. — The  emf  terminals  are  short-cir¬ 
cuited,  and  with  the  main  scale  set  to  read  zero  the  compensator 
is  adjusted  until  a  balance  is  obtained.  The  compensator  reading 
gives  the  proper  basic  cold-junction  temperature  to  which  the 
thermocouple  calibration  is  adjusted.  Accordingly,  for  this  cold- 
junction  temperature  the  compensator  scale  is  correct.  In  further 
use  the  compensator  dial  (corrected  for  scale  e  ror)  is  set  at  the 
operating  cold-junction  temperature,  and  the  hot-junction  tem¬ 
perature  is  determined  from  the  main  scale  reading  (corrected  for 
scale  error)  and  the  revised  temperature-emf  relation  of  the  thermo¬ 
couple.  Instruments  having  a  depressed  zero  are  used  as  described 
in  the  preceding  paragraph. 

(5)  Scale  Graduated  in  Emf  and  Automatic  Compensator. — ^The 
compensating  emf  added  to  that  developed  by  ^e  couple  de¬ 
pends  upon  the  temperature  of  a  nickel  resistance  which  is  so 
located  as  to  acquire  the  cold-junction  temperature  of  the  couple. 
The  calibration  of  the  couple  must  have  a  basic  cold-junction  tem¬ 
perature  determined  by  the  temperature  of  the  nickel  resistance 
when  the  compensating  emf  is  zero,  that  is,  when  some  chosen 
scale  reading  corresponds  to  the  emf  at  the  terminals  of  the  instru- 
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merit.  If  inconvenient  to  determine  this  by  actually  varying 
the  temperature  of  the  compensating  coil,  it  may  be  obtained  as 
follows:  Suppose  that  the  chosen  scale  reading  be  zero  millivolts, 
this  must  correspond  to  zero  emf  across  the  instrument  terminals. 
Hence  the  emf  terminals  are  short-circuited,  and  a  balance  is 
secured,  as  in  an  ordinary  temperature  measurement.  The  read¬ 
ing  gj  thus  obtained  shows  the  amount  of  compensation  for  the 
temperature  t^  of  the  compensating  coil.  The  calibration  data 
of  the  thermocouple  must  be  adjusted  to  a  basic  cold-junction 
temperature  such  that  for  a  hot-jimction  temperature  ty  the 
couple  develops  the  emf  e^.  This  is  done  by  subtracting  from  all 
emf  values  in  the  original  couple  calibration  the  quantity  — «i, 
where  go  is  the  emf  corresponding  to  the  temperature  f,  in  the 
original  calibration. 

A  given  compensator  can  be  correct  for  but  one  type  of  couple. 
To  determine  the  accuracy  of  its  construction,  the  e:nf  terminals 
of  the  instnunent  are  short-circuited  and  the  scale  readings  for  a 
balance  observed  with  various  temperatures  of  the  compensating 
coil.  The  relation,  scale  reading  versus  temperature  of  the  com¬ 
pensating  coil,  should  be  identical  to  the  revised  temperature-emf 
calibration  of  the  couple. 

If  the  instrument  is  of  the  depressed-zero  t3Tpe  a  calibrated 
potentiometer  is  connected  across  the  emf  terminals  and  the 
instrument  balanced.  The  difference  between  the  emfs  indicated 
by  the  two  potentiometers  is  the  same  e^  appearing  in  the  discus¬ 
sion  above,  and  the  further  procedure  is  identical.  The  sign  of 
gj  is  positive  if  the  calibrated  potentiometer  reads  lower  than  the 
instrument  equipped  with  the  compensator,  and  negative  if  higher. 

(6)  Scale  Graduaied  in  Temperature,  and  Automatic  Compensa¬ 
tor. — A  scale-reading-versus-emf  calibration  must  be  made.  The 
thermocouple  calibration  should  be  adjusted  to  a  basis  cold-junc 
tion  temperatiu-e  equal  to  that  of  the  compensating  coil  diuing  the 
instrument  calibration.  In  further  use  the  temperatme  of  the  hot 
jtmction  is  obtained  directly  from  the  corrected  temperature  scale 
of  the  instrument.  This  is  determined  by  comparing  the  temper- 
ature-scale-versus-emf  calibration  of  the  instrument  at  equivalent 
millivolts  with  the  revised  temperatme-emf  calibration  of  the 
couple. 
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4.  STANDARDIZATION  OF  THBRMOBLBCTRIC  INSTRUMENTS 

(o)  Laboratory  Standard  Potentiombter. — ^The  potentiom¬ 
eter  should  be  calibrated  about  three  months  after  its  manu¬ 
facture  and  at  intervals  of  two  or  three  years.  Two,  or  preferably 
three,  standard  cells  should  be  available  for  intercomparison.  In 
case  one  shows  changes  relative  to  the  other  two.  it  should  be 
restandardized,  and  one  or  more  of  the  cells  should  be  occasionally 
calibrated,  whether  or  not  such  variations  are  detected.  The  cali¬ 
bration  of  standard  cells  and  potentiometers  should  be  done  either 
by  the  Bureau  of  Standards  or  the  manufacturers.  A  simple 
method  of  intercomparison  of  cells  is  as  follows:  With  cell  number 
I  and  the  standard  cell  dial  set  to  the  corresponding  certified  emf, 
the  instrument  is  balanced  against  the  standard  cell  in  the  ordinary 
manner.  Cell  number  i  is  then  replaced  by  cell  number  2,  and  the 
standard  cell  dial  adjusted  until  a  balance  is  again  obtained.  If 
this  reading  is  not  the  certified  emf  of  cell  number  2,  one  of  the 
two  cells  has  changed.  The  cell  in  error  may  be  detected  by  an 
intercomparison  with  a  third  cell,  unless  the  three  cells  have 
changed  similarly,  which  condition  is  detected  by  the  periodic 
standardization  of  one  of  the  cells.  The  cells  should  not  be  sub¬ 
jected  to  air  ciurents  or  other  causes  of  temperatiu^  change  im¬ 
mediately  previous  to  or  during  use  or  intercomparison.  They 
should  not  be  allowed  to  freeze. 

(6)  Adjustment  op  Instruments  for  Calibration. — Instru¬ 
ments  having  a  variable  zero  or  open-circuit  adjustment  should 
be  set  to  satisfy  the  conditions  of  use,  as  already  described. 

(c)  Galvanometers. — Galvanometers  may  be  calibrated  in 
terms  of  the  potential  drop  across  the  instrument  terminals,  or 
allowance  may  be  made  for  a  definite  external  resistance.  Fig. 
152  shows  a  convenient  wiring  diagram.  Adjustable  resistances 
/?,  and  are  connected  in  series  with  a  battery  B.  The  galvanom¬ 
eter  terminals  are  connected,  with  the  proper  polarity,  across  R^. 
Either  one  of  the  resistances  is  adjusted  until  the  desired  scale 
reading  is  obtained,  and  the  potential  drop  across  the  galvanom¬ 
eter  terminals  is  measured  by  the  standard  potentiometer.  If 
the  galvanometer  is  to  be  calibrated  for  a  definite  external  resist¬ 
ance,  this  amount  x  may  be  placed  in  the  circuit,  as  illustrated. 
If  o  the  calibration  is  in  terms  of  the  potential  drop  across  the 
galvanometer  terminals.  Observations  of  instrument  reading 
versus  true  emf  should  be  made  at  least  at  1 5  points  over  the  scale, 
and  any  range  showing  irregularities  should  be  further  checked 
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Tbe  resistance  Ri  may  be  varied  from  o  to  loo  ohms  and  /?,  from 
lOo  to  lo  ooo  ohms.  In  general,  should  be  kept  rather  large 
to  avoid  drawing  too  much  current  and  to  prevent  rapid  decrease 
of  current  due  to  polarization,  if  old  dry  cells  are  employed.  In 
making  the  first  set  up,  R^  should  be  small  (or  even  zero)  and  R, 
large.  Ri  should  never  be  discotmected  from  the  circuit  without 
first  disconnecting  the  galvanometer  or  opening  the  battery  cir¬ 
cuit  at  Ri  or  B.  '  It  should  be  noted  whether  the  instrument  re¬ 
turns  to  the  same  open-circuit  reading  after  the  calibration,  also 
after  the  full  scale  deflection  is  registered  for  some  time.  It  is 
advisable  to  tap  a  deflection  instrument  before  each  reading  dur¬ 
ing  standardization  in  order  to  avoid  sticking  of  the  coil  in  its 


Fig.  153. — Wiring  diagram  for  standardization  of  galvanometric  indicators 


motmting.  Instruments  equipped  with  a  bimetallic  .spring  zero 
adjuster  should  be  calibrated  at  constant  room  temperature. 

The  temperature  coefficient  of  a  galvanometer  may  be  observed 
by  calibrating  twice  at  two  widely  different  room  temperatures. 
Sufficient  time — several  hours —  must  be  allowed  for  the  instru¬ 
ment  to  reach  a  uniform  temperature. 

A  bimetallic  spring  cold-junction  compensator  may  be  tested 
by  varying  the  temperature  of  the  instrument  and  observing  the 
corresponding  scale  readings  on  open  circuit.  The  relation,  emf 
scale  reading  versus  temperature,  so  obtained,  must  be  identical 
to  the  temperature-emf  relation  of  the  couple  based  on  the  cold- 
junction  temperature  where  is  the  temperature  of  the  gal¬ 
vanometer  for  a  zero-emf  scale  reading.  If  the  scale  is  graduated 
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in  d^p’ees,  the  pointer,  on  open  circuit,  should  indicate  the  tem¬ 
perature  of  the  galvanometer. 

(d)  Portable  and  Recording  Potentiometers. — ^The  emf  or 
thermocouple  terminals  of  the  instrument  are  connected  to  the 
emf  terminals  of  the  laboratory  standard  potentiometer,  +  to  -I- 
and  —  to  — .  Both  instruments  are  balanced  as  usual  against 
their  individual  standard  cells,  and  with  various  settings  of  the 
scale  of  the  instrument  under  test  the  true  emf  is  obtained  from 
the  reading  of  the  standard  potentiometer.  Different  portable 
potentiometers  may  be  similarly  intercompared,  in  which  case  it 
is  desirable  to  short-circuit  one  of  the  galvanometers  after  balanc¬ 
ing  against  the  standard  cell  in  order  to  increase  the  sensitivity. 

(«)  PoTENTIOBIETER  WITH  COBfPENSATOR  GRADUATED  IN  'I^M- 
PERATURE. — ^The  compensator  is  set  at  the  desired  basic  cold- 
junction  temperature  of  the  couple,  and  the  main  scale  is  tested 
as  above.  This  makes  the  compensator  scale  correct  at  this 
particular  setting.  To  calibrate  the  compensator  scale,  the  main 
scale  is  set  at  any  definite  position,  preferably  greater  than  the 
highest  setting  on  the  compensator  scale,  and  several  measure¬ 
ments  are  made  of  the  emf  for  different  compensator  settings,  one 
setting  being  the  same  as  that  used  for  the  main  scale  calibration. 
Each  reading  is  subtracted  from  the  value  determined  by  this 
latter  setting.  The  compensator  readings  versus  the  emf  differ¬ 
ences  should  be  equivalent  to  the  temperature-emf  relation  of 
the  couple.  If  these  do  not  agree  sufficiently  well,  the  compensa¬ 
tor  scale  should  be  standardized  in  terms  of  scale  reading  versus 
true  cold-junction  temperature,  and  the  necessary  correction 
applied  in  subsequent  use  each  time  the  compensator  is  set. 

(/)  Potentiometer  with  Cobipensator  Graduated  in  emf. — 
The  main  scale  is  calibrated  with  the  compensator  set  at  zero. 
This  makes  the  zero  setting  of  the  compensator  correct.  To 
calibrate  the  compensator  scale,  the  main  scale  is  set  at  any 
definite  position,  preferably  greater  than  the  highest  setting  on 
the  compensator  scale,  and  measurements  are  made  of  the  emf 
for  various  compensator  settings.  Each  reading  is  subtracted 
from  the  value  observed  with  the  compensator  set  at  zero.  This 
gives  the  calibration  of  the  scale  reading  versus  true  emf  for  the 
compensator. 

(9)  Potentiometer  with  Automatic  Compensator. — ^These 
are  calibrated  in  the  same  manner  described  for  simple  potentio¬ 
meters,  the  temperature  of  the  compensating  coil  being  noted  and 
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maintained  constant  during  the  observations.^  If  the  scale  is 
graduated  in  emf  and  accurately  made,  true  emf  across  the  poten¬ 
tiometer  terminals  is  indicated  for  some  definite  temperature  of 
the  compensator,  but  at  other  temperatures  this  is  not  the  case. 
Hence  it  is  desirable  to  know  the  basic  temperature  of  the  com¬ 
pensator  for  which  the  scale  graduation  was  made.  This  may  be 
determined  for  an  instrument  which  does  not  have  a  depressed 
zero  by  short-circuiting  the  emf  terminals  and  varying  the  tem¬ 
perature  of  the  compensator  coil  until  a  balance  is  obtained  with 
an  emf  scale  reading  of  zero.  The  temperature-emf  relation  of 
the  couple  must  be  adjusted  for  this  basic  cold-junction  tempera¬ 
ture. 

It  is  not  always  convenient  to  vary  the  temperature  of  the  com¬ 
pensator.  The  instrument  may  be  tested  with  the  temperature 
of  the  compensator  that  of  the  room,  preferably  at  the  approxi¬ 
mate  mean  cold-junction  temperature  to  be  employed  in  subse¬ 
quent  use.  A  calibration  of  emf  scale  readings  versus  true  emf 
is  made  in  the  manner  described  above,  and  the  temperature-emf 
relation  of  the  couple  is  adjusted  to  the  basic  cold-junction  tem¬ 
perature  equivalent  to  that  of  the  room  during  the  standardiza¬ 
tion  of  the  potentiometer.  By  comparing  the  temperature-emf 
rdiation  of  the  couple  to  the  scale-reading-versus-true-emf  relation 
for  the  instrument,  a  final  table  may  be  prepared  of  scale  reading 
versus  temperature.  The  general  procedure  is  identical  when  the 
potentiometer  scale  is  graduated  in  temperature. 

(A)  Instruments  Employing  the  Harrison-Foote  Method. — 
If  the  laboratory  potentiometer  is  of  the  low-resistance  type,  such 
as  the  Leeds  &  Northrup  predsion  thermocouple  potentiometer, 
the  “heat  meter”  is  most  easily  and  acciu^tely  standardized  by 
connecting  the  emf  terminals  of  the  two  instruments  together, 
-t-  to  -I-  and  —  to  — .  After  balancing  the  potentiometer  against 
the  standard  cell  its  galvanometer  terminals  are  short-circuited 
and  the  potentiometer  key  is  closed.  The  two  instnunents  will 
then  read  approximately  the  same.  The  potentiometer  is  set  to 
give  the  desired  deflection  of  the  heat  meter,  and  before  each 
reading  the  heat  meter  must  be  adjusted  by  the  usual  method  to 
compensate  for  external  resistance.  The  potentiometer  setting 
gives  the  true  emf  corresponding  to  the  scale  reading  of  the  heat 
meter.  Heat  meters  having  an  adjustable  resistance  of  15  ohms 
may  be  calibrated  in  the  above  manner  by  means  of  the  Leeds  & 


*  Theaocim^  of  the  oompensator  may  be  detemiiaed  by  the  method  civen  oa  tmge  449. 
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Northrup  type  K  potentiometer,  provided  the  ratio  coib  are  so 
set  that  the  fourth  dial  step  is  uot  exceeded. 

If  a  potentiometer  of  high  resistance  must  be  used,  the  wiring 
diagram  shown  in  Fig.  152  may  be  employed,  in  which  x  is  zero 
and  Ri  is  less  than  15  ohms  (the  value  of  in  Fig.  21a).  The 
resistances  and  Rj  are  adjusted  for  the  desired  deflection,  the 
heat  meter  being  set  in  the  usual  manner  to  compensate  fm*  external 
resistance.  The  true  emf  corresponding  to  the  observed  scale 
deflection  is  obtained  by  measuring  the  potential  drop  across  Ri 
with  the  potentiometer,  while  the  heat  meter  is  disconnected  from 
the  circuit.  A  good  dry  battery  or  storage  cell  is  necessary  for 
these  determinations.  If  /?,  is  less  than  o.i  ohm  and  the  potentio¬ 
meter  is  connected  directly  across  R^,  it  is  unnecessary  to  dis- 
cormect  the  heat  meter. 

A  less  precise  method  of  standardization  is  to  set  the  adjustable 
resistance  of  the  heat  meter  to  the  marked  position  and  follow 
the  procedure  described  for  calibrating  a  galvanometer  in  terms 
of  the  potential  drop  across  its  terminals. 

S.  CAUBRATIOH  OF  COUPLE  AND  INDICATOR  AS  A  UNIT 

Often  it  is  desirable  to  calibrate  a  couple  and  indicator  as  a  unit, 
the  calibration  giving  the  relation  between  scale  reading  and  true 
temperature. 

(o)  Galvanometric  Instruments. — ^The  calibration  auto¬ 
matically  takes  account  of  line  reastance.  In  futiue  use,  how¬ 
ever,  it  is  important  that  the  resistance  of  the  circuit  does  not 
change,  especially  if  the  instrument  is  of  low  resistance.  If  the 
galvanometer  is  always  adjusted  to  read  zero  on  open  circuit,  the 
cold-junction  temperature  of  the  couple  during  calibration  is  the 
basic  cold- junction  temperatmre  to  which  subsequent  cold-jtmction 
temperatures  must  be  corrected,  as  described  on  page  246.  If 
the  galvanometer  is  graduated  in  temperature  in  the  low  range, 
the  pointer  may  be  adjusted  to  read  the  cold-jxmction  temperature 
both  during  calibration  and  subsequent  use.  This  avoids  the 
necessity  for  appl}ring  cold-jtmction  corrections.  Galvanometers 
equipped  with  a  bimetallic  spring  compensation  operate  the  zero 
shift  automatically,  and  should  be  so  adjusted  that  on  open  circuit 
the  instruments  indicate  the  cold-junction  temperatme. 

(6)  Potentiometers. — ^When  a  simple  potentiometer  without 
compensator  is  calibrated  with  a  couple,  as  a  imit,  the  cold-junction 
temperature  during  calibration  is  the  basic  cold-junction  tem- 
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perature  of  the  couple  to  which  subsequent  cold-jimction  tempera¬ 
tures  must  be  corrected,  as  described  on  page  246.  When  the 
potentiometer  has  a  compensator  graduated  in  temperature,  the 
compensator  is  set  to  read  the  cold-junction  temperature  of  the 
couple  both  during  calibration  and  subsequent  use.  When  the 
main  scale  of  the  potentiometer  and  the  compensator  are  both 
graduated  in  emf ,  a  setting  of  the  compensator  should  be  so  chosen 
during  calibration  that  in  subsequent  use  any  likely  cold-junction 
temperature  may  be  compensated  for.  Usually  the  cold-junction 
temperature  is  not  less  than  0°  C.  Hence  one  method  is  to  set 
the  compensator  at  zero  and  calibrate  with  a  cold-junction  tem¬ 
perature  of  0“  C.  If  the  calibration  must  be  made  with  the  cold- 
junction  temperature  that  of  the  room,  it  is  not  desirable  to  set 
the  compensator  at  zero,  because  in  subsequent  use  the  room 
temperature  may  decrease,  and  no  compensation  could  be  afforded, 
since  negative  compensation  is  not  provided  for.  Hence  during 
calibration  the  compensator  should  be  adjusted  to  such  a  position 
that  it  will  read  zero  when  the  cold-j  unction  temperature  is  0°  C 
or  the  lowest  temperatvue,  4.  likely  to  be  encountered.  This 
position  may  be  estimated  from  a  knowledge  of  the  temperature- 
emf  relation  of  the  general  type  of  couple  employed.  In  future 
use  of  the  pyrometer  the  compensation  for  cold-junction  tempera¬ 
ture  must  be  referred  to  the  basic  cold-junction  temperature  for 
which  the  compensator  reads  zero;  that  is,  0°  C  or  in  the  above 
example.  If  the  main  scale  is  graduated  in  temperature,  short- 
circuit  the  emf  terminals,  set  the  main  scale  to  read  the  cold- 
jimction  temperature  to  be  used  in  the  calibration,  and  balance 
by  adjusting  the  compensator.  This  gives  the  proper  compen¬ 
sator  setting  if  the  main  temperature  scale  is  approximately 
correct  for  the  type  of  couple  employed.  In  subsequent  use  the 
compensator  may  be  set  by  the  same  method,  or  the  compensation 
may  be  estimated  from  a  knowledge  of  the  temperature  emf 
relation  of  the  general  type  of  couple  used.  This  relation  must 
be  referred  to  the  basic  cold-jimction  temperature  determined  by 
the  reading  of  the  main  scale  when  the  instrument  is  balanced 
with  the  emf  terminals  short-circuited  and  the  compensator  set 
at  zero. 

6.  STAITDARBIZATION  OF  OPTICAL  PTROMBTERS 

An  optical  p5nrometer  may  be  standardized  by  either  a  primary 
or  a  secondary  method.  A  precise  and  satisfactory  primary 
calibration  requires  considerable  technique,  but  the  secondary 


Fig.  153. — Bureau  of  Standards  precision  optical  pyrometer 

source  be  a  black  body,  but  if  the  radiation  is  very  selective  only 
P3rrometers  of  the  same  type  or  instruments  using  the  same  wave 
length  should  be  compared.  Fig.  154  illustrates  a  black-body 
fiumace  suitable  for  temperatures  up  to  1 550°  C.  Its  construction 
is  similar  to  that  described  under  Fig.  1 34.  A  series  of  diaphragms 
of  successively  smaller  openings  lead  into  the  interior  inclosure, 
from  which  the  radiation  is  emitted.  The  pyrometer  is  focused 
on  the  diaphragm  A .  The  angle  bAc  is  properly  chosen  somewhat 
greater  than  the  cone  of  rays  required  by  the  pyrometer ;  otherwise 
oUe  of  the  front  openings  may  act  as  a  diaphragm  to  the  optical 
system  and  cut  down  the  aperture,  thus  giving  an  erroneous  cali¬ 
bration.  For  temperatures  up  to  2500®  C  the  Arsem  furnace. 
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method  is  sufficient  except  for  special  research  work  in  the  labor¬ 
atory,  when  the  highest  possible  precision  is  desired.  In  the 
secondary  method  the  p)rrometer  under  test  is  compared  with  an 
instrument  which  has  been  accurately  standardized.  The  primary 
standard  optical  p)rrometer  of  this  Btneau,  shown  in  Fig.  153, 
operates  on  the  disappearing-filament  principle,  since  this  method 
is  capable  oi  the  highest  precision.  In  the  following  sections  are 
considered  methods  of  secondary  standardization,  after  which  a 
brief  statement  of  the  method  employed  for  primary  standardiza¬ 
tion  is  presented. 

(o)  Secondary  Standardization. — (i)  Comparison  Source. — 
A  constant  and  uniform  source  of  light  is  required  upon  which 
the  two  pyrometers  are  sighted.  It  is  not  essential  that  this 
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already  described,  is  useful.  Thus,  in  Fig.  1 39  the  sample  A  may 
be  removed  or  both  A  and  B  may  be  replaced  by  a  graphite  crucible. 
A  small  furnace  for  operation  up  to  1 600®  C  may  be  made  by  wind¬ 
ing  the  inside  walls  of  an  alundum  crucible  (front,  back,  and  side 
walls)  3.5  by  3.5  cm,  with  0.6  mm  platinum  or  platinum-rhodium 
wire.  The  turns  of  wire  are  held  in  place  by  a  thin  layer  of  alun¬ 
dum  cement,  and  the  radiation  is  emitted  from  a  front  opening 
about  1  cm  in  diameter.  If  no  insulation  is  employed,  the 
temperature  of  the  furnace  may  be  readily  adjusted  to  any  desired 
value,  and  by  using  battery  current  can  be  maintained  constant. 

A  carbon-strip  lamp,  consisting  of  a  thin  carbon  ribbon  about 
8  mm  wide,  mounted  in  an  evacuated  glass  bulb,  may  be  operated 
up  to  1800®  C,  and  the  radiation  is  sufficiently  black  for  ordinary 
calibration  work,  even  with  p)Tometers  using  different  quality  of 
red  glass.  The  General  Electric  Co.  has  made  lamps  of  this 
character,  requiring  from  10  to  15  amperes  for  1800®  C.  The 
temperature  distribution  across  the  strip  is  never  very  good,  and 

great  care  is  required  that 
both  pyrometers  are 
sighter  m  exactly  the 
same  portion  of  the  rib¬ 
bon. 

FlO.  iS4.-Black.My furnace  ^ 

nickel  electrically  heated  in  air  forms  a  tough  coating  of  oxide 
which  does  not  scale.  This  type  of  source  possesses  the  advan¬ 
tage  that  it  may  be  made  as  large  and  uniform  as  required,  but  it 
is  unsatisfactory  for  operation  above  1200°  C.  The  Nela  labora¬ 
tory  has  developed  the  tungsten-strip  lamp,  which  may  be  operated 
up  to  2500°  C.  A  ribbon  of  tungsten  about  2  mm  wide  and  4 
cm  long  is  mounted  in  a  gas-filled  bulb.  While  the  somce  is  not 
black,  its  emissivity  at  various  wave  lengths  is  well  known  and 
may  be  corrected  for  when  required.  The  width  of  the  source, 
however,  is  so  small  that  its  use  is  practically  confined  to  the  dis¬ 
appearing-filament  p)Tometer,  and  if  the  instruments  compared 
have  the  same  type  of  red  glass,  as  is  usually  the  case,  the  depar¬ 
ture  of  the  source  from  black-body  conditions  is  of  no  importance, 
(2)  Disappearing-Filament  Pyrometer. — Fig.  155  illustrates  the 
arrangement  for  comparing  the  pyrometer  on  the  left  with  a  stand¬ 
ard  instrument  on  the  right.  The  comparison  source  is  the  small 
ftumace  described  above,  or  a  carbon  or  tungsten  strip  lamp. 
Since  the  radiation  intensity  from  such  a  strip  varies  with  the  angle 
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«>  at  which  the  pyrometer  is  sighted,  it  is  desirable  to  make  both 
I?  and  !>'  as  small  as  convenient  and  as  nearly  equal  as  possible. 
It  is  also  necessary  to  focus  both  p)T:ometers  on  the  same  portio'n 
of  the  strip.  This  may  be  done  by  locating  some  peculiarity  of 
the  strip  visible  in  each  pyrometer,  or  the  pyrometer  lamps  may 
be  heated  to  about  1300  or  1400°  C  and  the  images  of  the  filaments 
superposed  on  the  strip  at  the  point  desired. .  If  the  furnace  shown 
in  Fig.  154  is  employed,  it  is  inconvenient  to  sight  both  p)Tom- 
eters  at  the  same  time.  A  convenient  means  may  be  devised 
for  shifting  either  the  furnace  or  the  p5Tometers  by  the  proper 


amount,  so  that  readings  may  be  made  first  with  one  instrument 
and  then  with  the  other.  With  the  arrangement  illustrated  two 
observers  may  take  readings  simultaneously,  thus  eliminating  any 
effect  due  to  change  in  temperature  of  the  source.  If  a  new  pyrom¬ 
eter  lamp  is  employed,  it  should  be  first  annealed  at  not  less  than 
2000®  C  for  20  hours  for  a  tungsten  filament  and  1 800®  C  for  a  car¬ 
bon  filament.  Tungsten  filaments  with  welded  terminals  are  now 
almost  exclusively  used. 

For  an  approximate  calibration  the  current  may  be  measured 
by  means  of  an  ammeter,  but  for  a  precision  calibration  it  is 
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desirable  to  use  a  potentiometer.  Resistance  standards  of  o.i 
ohm  are  connected  in  series  with  the  lamp,  and  the  potential 
leads  are  carried  to  a  potentiometer.  The  currents  usually 
required  are  from  0.2  to  0.6  ampere,  which,  over  a  o.i  ohm,  give 
a  potential  drop  of  from  20  to  60  millivolts,  a  convenient  range 
for  the  laboratory  thermocouple  potentiometer.  The  use  of  a 
deflection  potentiometer  for  the  ciurent  measurements  is  very 
satisfactory,  this  instrument  furnishing  sufficient  accuracy  (0.1 
per  cent)  and  possessing  nearly  the  convenience  of  an  ammeter. 

The  current  measurements  with  the  standard  instrument  are 
converted  to  temperature  from  the  primary  calibration  chart, 
whence  a  plot  may  be  made  of  current  versus  temperature  for  the 
instrument  under  test.  The  plot  may  be  prepared  by  drawing 
the  best  smooth  curve  through  the  observeu  data.  It  is,  however, 
desirable  in  precise  work  to  use  a  definite  foi  n  of  curve  for  which 
the  constants  are  computed  from  the  experimental  data.  The 
following  equation  holds  very  satisfactorily  from  700  to  1500°  C 
for  carbon  lamps; 

i  =  a  +  bt  +  ct’ 

where  the  constants  a,  b,  and  c  are  determinable  by  three  stand¬ 
ardization  points.  This  equation  applied  to  tungsten  lamps 
should  not  be  extrapolated  below  the  lowest  observed  point,  nor 
for  more  than  100°  C  above  the  highest  point.  An  equation 
slightly  more  satisfactory  for  tungsten  has  the  form: 

i  =  at  +  be'’K 

This  equation  may  be  extrapolated  100°  C  in  the  low  range,  but 
errors  of  5°  C  may  result  from  an  extrapolation  of  100°  C  in  the 
high  range.  Accordingly,  for  precision  work  it  is  desirable  to 
employ  the  more  difficult  cubic  equation  with  four  constants,  viz. : 

t  =  a  +  bt  +  ci^  +  dt^. 

The  constants  are  determinable  by  four  standardization  points, 
but  it  is  usually  desirable  to  obtain  at  least  10  comparison  points 
from  which  the  best  curve  may  be  computed  by  least  squares  in 
the  following  manner;  The  values  of  i,  t,  it,  iP,  if,  are 

tabulated  for  each  calibration  point  and  the  sums  of  all  the  n 
values  of  i  are  denoted  by  2)i,  of  all  the  n  values  of  t  by  Sf,  etc. 
These  sums  are  substituted  in  the  following  normal  equations, 
which  are  solved  for  a,  b,  c,  and  d:  Normal  equations: 
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an  +  62/  +  cUt*  +  dSt*  =  Si 
aSt  +bSi‘+cSP+dSt*  =  Sit 
aSi*  +  bSi^  +  cSt*  dSt^  =  Sii^ 
a2/*  +  bSt* + c2/»  +  dSf  =  2i7» 

Thus,  knowing  a,  b,  c,  and  d,  the  equation  of  the  lamp  may  be 
computed  for  various  temperatures,  and  a  curve  may  be  drawn 
through  these  points,  or  a  table  of  current  versus  temperature 
may  be  calculated. 

For  extending  the  range  of  the  p3Tometer  above  1400°  C 
absorption  glasses  calibrated  as  described  on  page  106  are  employed. 
In  ordinary  work  the  value  of  A  so  obtained  is  a  constant,  but  in 
precision  testing  it  is  found  that  A  usually  varies  somewhat  with 
the  temperature  of  the  source  sighted  upon,  as  will  be  briefly 
considered  later. 

If  the  pyrometers  are  calibrated  separate  from  the  ammeters, 
the  ammeters  should  be  also  tested  at  several  points.  This  is 
readily  done  by  connecting  a  o.i-ohm  resistance  standard  in 
series  with  the  ammeter  and  measuring  the  potential  drop  across 
this  resistance  for  various  settings  of  the  ammeter,  whence  a  table 
of  corrections  may  be  prepared  for  the  instrument.  This  method 
is  more  desirable  than  to  calibrate  the  ammeter  and  pyrometer 
as  a  unit,  since  if  changes  in  the  calibration  occur  it  is  then  readily 
apparent  whether  the  lamp  or  the  ammeter  is  at  fault. 

In  the  comparison  method  of  calibration  of  optical  p)Tometers 
no  corrections  need  be  applied  for  absorption  of  light  by  glass 
windows,  glass  bulbs  of  strip  lamps,  etc.,  since  both  instruments 
are  affected  similarly. 

It  is  occasionally  desirable  to  check  an  instrument  at  a  single 
point.  Any  convenient  source  of  light  is  satisfactory  for  this 
purpose  For  example,  a  stone  block  in  a  neighboring- building, 
illumine ced  by  sunlight,  or  a  concrete  sidewalk,  etc.,  fiunishes  a 
source  of  apparent  temperature  from  700  to  1 200°  C.  Such  somces 
however,  are  far  from  black,  and’ it  is  very  important  that  the 
same  type  of  red  glass  be  used  in  each  pyrometer  so  compared. 

(3)  Wanner  Pyrometer. — ^This  instrument  requires  a  much  larger 
source  than  the  disappearing-fllament  pyrometer,  and  hence 
neither  a  carbon  nor  timgsten  strip  lamp  is  satisfactory.  A  wide 
nickel  strip  may  be  used,  but  for  a  sufficient  temperature  range 
either  the  black-body  furnace  or  the  Arsem  ftunace  is  necessary. 
Metal  Strips  are  also  objectionable  for  use  with  the  Wanner,  since 
the  emitted  light  3  polarized  and  readings  will  be  affected  by  the 
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orientation  of  the  instrument.  The  source  sighted  upon  must  be 
uniformly  heated,  and  the  instrument  should  be  carefully  aligned, 
so  that  the  standard  p}n'ometer  may  be  focused  on  the  center  of 
the  field  used  by  the  Wanner. 

The  relation  between  the  log  tan  of  the  angular  reading  and 
the  reciprocal  of  the  absolute  temperature  is  linear.  The  bright¬ 
ness  of  the  black-body  source  sighted  upon  is  matched  against 
that  of  the  electric  lamp  which  bums  at  a  constant  brightness  X. 
Since  the  photometric  fields  illuminated  by  the  lamp  and  fiunace 
are  polarized  at  right  angles,  we  obtain  the  following  equation 
for  the  condition  of  a  match,  where  J  is  the  intensity  of  the 
source  at  the  absolute  temperature  d,  and  tp  is  the  angle  through 
which  the  analyzer  or  eyepiece  is  rotated. 

J  =  X  tan*  tp 

At  the  normal  point  seme  definite  angle  <p^  corresponds  to  an 
intensity  7*  thus: 


Hence 


/,  =  X  tan*  <po. 


c,  A  =c,A  — 
tar 


Accordingly  log  tan  <p = +  log 


c»logg 
2Xd  ’ 


or  log  tan  <p  =  a  —  ^  where  a  and  b  are  positive  constants  deter¬ 


minable  by  two  standardization  points,  although  more  points  are 
always  desirable. 

The  adjustment  for  the  normal  point  is  made  as  described  on 
page  100,  and  the  instmment  is  then  compared  with  the  standard 
at  about  10  different  temperatures  well  distributed  over  the 
angular  scale  of  the  p)rrometer.  After  this  comparison  the  nor¬ 
mal  setting  is  again  determined 'to  assme  that  no  change  has  taken 

place.  The  reciprocal  of  the  absolute  temperature  ^  is  plotted 

against  the  logarithm  of  the  tangent  of  the  angle,  log  tan  <p,  as 
shown  in  Fig.  156,  and  the  best  straight  line  is  drawn  through 
the  observed  points.  The  temperatures  corresponding  to  the 
various  angles  are  then  read  from  this  plot,  and  a  table  of  tem- 
peratme  versus  angle  from  ^=10°  to  <p  =  8o°  is  prepared  for 
subsequent  use. 


1 
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If  the  instrument  has  a  temperature  scale  engraved  on  the 
dial,  it  is  unnecessary  (although  still  preferable)  to  make  the 
above  computations.  The  correct  temperature  may  be  plotted 
against  the  temperatures  indicated  by  the  Wanner  and  a  correc¬ 
tion  chart  prepared  similar  to  those  furnished  with  precision 
voltmeters.  However,  since  the  curve  vs.  d  is  not  linear,  but 


Fig.  156. — Calibration  plot  for  Wanner  pyrometer 

S-shaped,  it  is  difficult  to  interpolate  corrections  on  the  temper¬ 
ature  scale  directly  unless  a  large  number  of  standardization  tem¬ 
peratures  are  selected. 

The  high-range  Wanner  is  equipped  with  an  absorption  glass 
which  may  be  standardized  in  the  manner  described  for  the 
absorption  glass  of  the  disappearing-filament  pyrometer,  page  106, 
or  the  instrument  may  be  standardized  directly  with  the  absorp¬ 
tion  glass. 


V' 
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The  Wanner  p3rrometer  contains  several  set  screws,  the  move¬ 
ment  of  any  one  of  which  may  throw  the  instrument  out  of  ad¬ 
justment.  In  general,  it  is  inadvisable  to  attempt  to  readjust 
the  optical  parts,  as  the  process  is  difficult  and  complicated.  If 
the  dividing  line  in  the  field  is  poor  or  if  it  is  impossible  to  obtain 
a  uniformly  illuminated  field,  it  is  likely  that  the  Wollaston  prism 
has  been  moved  or  requires  recementing  with  Canada  balsam. 
Occasionally  the  set  screw  on  the  analyzer  loosens,  but  this  ad¬ 
justment  is  easily  made  in  the  laboratory.  Sight  on  any  constant 
source  and  match  the  two  fields  by  setting  the  analyzer  in  the 
first  quadrant,  as  is  done  in  an  ordinary  temperature  measure¬ 
ment.  Then  make  a  setting  with  the  pointer  in  the  second 
quadrant.  This  can  be  done  after  removing  a  stop  screw  either 
on  the  dial  or  on  the  bearing  upon  which  the  eyepiece  turns. 
The  sum  of  the  two  angular  readings  should  be  i8o°,  and  the 
analyzer  set  screw  is  adjusted  until  this  is  the  case. 

(4)  Fery  Optical  and  F  and  F  Pyrometer.. — Thcst  instruments 
employ  a  linear  wedge  of  black  glass  which  is  moved  across 
the  photometric  field  imtil  a  match  is  secured.  With  the  Fery 
instrument  the  motion  of  the  wedge  is  read  from  a  linear  scale, 
and  with  the  F  and  F  this  motion  is  tranrferred  by  a  gear  to  a 
circular  scale  on  the  dial  plate.  In  either  case,  if  the  scale  is 
divided  into  equal  spaces — ^for  example,  circular  degrees  for  the 
F  axid  F — ^the  scale  reading  plotted  against  the  reciprocal  of  the 
absolute  temperature  is  approximately  a  straight  line.  Thus, 
referring  to  Fig.  58,  the  source  F  is  properly  adjusted  in  the  man¬ 
ner  described  to  a  constant  brightness  X.  If  the  instrument  is 
sighted  on  a  black  body  of  temperature  d,  we  obtain  for  the  con¬ 
dition  of  a  photometric  match: 

Tc,X~®e“^  =  X 

where  T  is  the  transmission  coefficient  of  the  wedge.  If  strictly 
monochromatic  light  were  employed  (the  condition  for  the  narrow 
band  of  radiation  actually  used  is  not  seriously  different  as  far  as 
practical  considerations  are  concerned),  the  transmission  coeffi¬ 
cient  of  the  wedge  bears  the  following  relation  to  the  thickness 
X  and  to  the  angle  a,  which  is  proportional  to  this  thickness,  K 
and  K'  being  constants: 

„  -Xx  -X'a 

T=e  =e 
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On  substituting  this  value  of  T  in  the  above  equation  and  taking 
the  logarithm  of  each  member  we  obtain: 


,  I  pog^y  lo&CiX-*~l _ 

■^L  K'  J  K'\if 


ora  —  P—  —  j2/d  where  P  and  Q  are  positive  constants.  The  con¬ 
stant  X  is  fixed  by  the  normal  setting  of  the  pyrometer.  Thus 
some  particular  angle  is  made  to  correspond  to  a  tempera¬ 
ture  do ;  whence 


or 


^K*eto  —6 

e  c,X  e 


Ct 


=  X  = 


-X'a  -5 

c,X  e 


a 


Ct  1 

K'\  d 


thus,a— P=  —Ql^t  as  before. 


Hence  the  relation  between  the  angle  a  and  the  reciprocal  of 
the  absolute  temperature  1  /d  is  linea-'.  The  adjustment  on  the 
normal  point  is  made  in  the  manner  already  described,  and  the 
instrument  is  compared  with  the  standard  pyrometer  at  a  series 
of  temperatures.  The  angle  a  is  plotted  against  1  /d,  and  the  best 
straight  line  drawn,  as  shown  in  Fig.  157;  whence  a  table  or  plot 
of  a  versus  t°  C  may  be  prepared.  If  the  instrument  is  graduated 
in  temperature  a  simple  table  of  corrections  may  be  determined 
without  plotting  the  data  in  terms  of  angular  readings. 

(b)  Primary  Standardization. — A  secondary  calibration  of  a 
properly  designed  disapp<’  i ring-filament  pyrometer  may  be  easily 
made  with  an  accurac’  v  C  and,  if  necessary,  2®  C,  or  even 
better.  Hence  there  is  ^  ason  for  making  a  primary  calibration 
unless  the  highest  possible  precision  for  research  work  is  required. 

A  primary  calibration  requires  the  use  of  a  black  body,  and 
every  precaution  must  be  taken  to  assure  that  the  radiation  is  as 
nearly  black  as  possible.  Two  conditions  should  be  fulfilled;  the 
opening  into  the  hollow  inclosure,  in  general,  should  be  small  com¬ 
pared  to  the  size  of  the  inclosure,  and  the  walls  of  the  inclosure 
must  possess  a  uniform  temperature.  The  black  body  shown  in 
Fig.  158  satisfies  these  conditions.  The  crucible  and  radiator  are 
constructed  of  graphite,  and  the  radiation  from  the  inclosure  B 
is  emitted  through  the  opening  C.  The  space  D  is  filled  with 
metal,  such  as  copper.  The  bath  of  molten  metal  of  high  thermal 
conductivity  insiues  temperature  uniformity  over  the  entire 
radiator.  The  radiation  is  so  black  that  all  detail  of  contour 
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vanishes,  and,  in  order  to  distinguish  the  opening  C  for  focusing 
and  adjusting  the  pyrometer,  it  is  necessary  to  allow  a  drop  of 
water  to  fall  into  B,  when  momentarily  C  appears  in  the  field  as  a 
dark  spot.  This  form  of  crucible  has  been  made  in  smaller  sizes 
for  use  in  the  Arsem  furnace,  but  it  has  been  fotmd  that  no  appre¬ 
ciable  sacrifice  in  blackness  is  offered  by  the  much-easier  con¬ 
structed  crucible  shown  in  Fig.  144.  Using  this  type  of  crucible  a 
primary  calibration  is  made  by  observing,  as  described  on  page  2 1 1 , 


Fig.  Calibration  plot  for  F  and  F  or  Fery  optical  pyrometer  employing  a  linear 

wedge 

the  freezing  or  melting  curves  of  several  metals  the  melting  points 
of  which  are  accurately  known.  The  metals  chosen  are  alumi¬ 
num  "  (99.66  per  cent  pure)  658.7°  C;  copper-silver  eutectic, 
779'*  C;  silver,  960.5°  C;  and  copper,  1083°  C,  or  gold,  1063°  C. 
The  time  of  melting  or  freezing  is  adjusted  to  about  20  minutes, 
and  at  least  30  or  40  observations  are  made  during  the  change  in 
phase.  If  a  glass  window  is  used  on  the  furnace  it  is  necessary  to 
apply  small  corrections  to  the  above  melting  points  to  allow  for 


*  Sec  B.  S.  Circular  No.  66. 
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the  absorption  of  the  glass,  as  described  on  page  117.  The  experi¬ 
ments  are  repeated  several  times,  and  the  mean  values  of  the  cur¬ 
rents  determined  potendometrically  are  substi¬ 
tuted  in  the  cubic  equation  i^a  +  bt-^-c^  +  d^,  which 
issolvedfortheconstantsa,  6,  c,  andd.  This  cali¬ 
bration  curve  is  interpolated  and  extrapolated  from 
650  to  1 400°  C.  The  data  so  obtained  are  carefully 
compared,  especially  above  1 200®  C,  by  sighting 
into  the  Lummer  Kurlbaum  black  body  shown  in 
Fig.  154,  the  temperature  of  which  is  measmed  by 
two  accurately  standardized  rare-metal  thermo¬ 
couples.  If  any  differences  exist,  the  latter  obser¬ 
vations  are  given  weight  and  a  new  calibration 
curve  is  recomputed.  However,  if  the  diaphragms 
have  progressively  smaller  openings  into  the  in-  — 
terior  of  the  furnace,  so  that  good  black-body  con-  Fig.  isS.— Black 

ditions  obtain,  the  two  methods  of  standardization  immersed 

..  tn  moUen  metal 

are  m  excellent  agreement. 

The  precision  calibration  of  the  absorption  device  for  extend¬ 
ing  the  range  of  the  py- 

— - - - - - - -  rometer  above  1 400®  C  is  a 

_ _  complicated  and  laborious 

process.  The  quantity 

w - y - .4  =  -  ijS,  discussed  on 

j  __  _/ _ page  106,  is  not,  in  general, 

8*"  a  constant,  but,  with  in- 

I  *>  —  + - creasing  temperature  of 

[ _ _  the  source,  numerically  in- 

I  creases  for  tlie  usual  type 

I  so  — j - - —  of  absorption  glass  and 

*  aI  y _ decreases  for  a  sectored 

*  I  ~y '  disk.  This  is  due  to  the 

w—f — - that  strictly  mono- 

chromatic  light  is  not  em- 
'iio  .01  .M  .«  .«  .ro  .»  .T«  .m  ployed.  The  red  glass 

iwgtk  ocular  transmits  a  band  of 

Fig.  159. — Spectral  transmission  of  A — "Coming  light,  aS  illustrated  by  Fig. 
High-Transmission  Red”  marked  ijo  per  cent, 

tUdmess  5  mm;  B — Jena  red  glass  No.  2745,  tMds-  ^  ^  * 

ness3.2mm  As  the  temperature  of 

the  source  sighted  upon 

through  such  a  glass  increases,  the  color  of  the  glass  changes  slightly 

from  a  deep  red  to  a  bright  red,  and  this  change  in  effective  wave 
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length  of  transmission  must  be  considered.  It  is  necessary  to  in¬ 
troduce  several  definitions  before  the  calibration  of  absorption 
devices  can  be  discussed.  Visibility,  V =/  (X) ,  is  the  relative  sensi¬ 
tivity  of  the  normal  eye  to  equal  intensities  of  radiation  of  different 
wave  leng^s.  Luminosity,  L  =  /  (d),  is  the  luminous  intensity  of 
a  heterochromatic  source,  and  is  proportional  to  the  area  under 
the  curve  obtained  by  plotting  the  product  of  visibility  and  energy 
intensity  against  the  wave  length.®®  The  effective  wave  length 
Xl  of  a  color  filter  or  screen  is  that  wave  length  for  which  a  small 
change  in  temperature  of  the  black-body  source  sighted  upon 
produces  the  same  fractional  change  in  luminosity  and  in  the 
energy  intensity  at  this  wave  length,  as  viewed  and  measured 
through  the  screen.  This  definition  is  expressed  mathematically 
as  follows: 


Effective  wave  length  =  Xl  = 


f 


dX 


(i) 


where  is  the  transmission  coefficient  of  the  color  screen  and 
is  the  energy  intensity  of  the  black-body  source  at  the  wave  length 
X.  Thus  Xt  is  the  X — coordinate  of  the  center  of  gravity  of  the  area 
imder  the  cmve  obtained  by  plotting  Tx  Vx  Jx  1^  versus  X.  This 
may  be  computed  for  a  series  of  temperatiu'es,  for  any  particular 
red  glass,  by  graphical  means,  as  described  elsewhere.®*  As  an 
example  of  the  variation  of  Xi,  with  d,  the  following  table  for  Jena 
red  glass  No.  2745,  thickness  3.2  mm,  is  illustrative.  The  vari¬ 
ation  is  much  less  with  the  Coming  red  glass. 

Effective  Weve  Length  of  a  Red  Glass  Scieen 


d 

Xl 

”  aboolnte 

M 

1000 

0.6607 

1200 

.tSfiO 

1400 

.6532 

1600 

.6513 

1800 

.6496 

2000 

.6487 

lumiiUMiity  in  watts/on*  is  divided  by  the  mechanical  equivalent  cd  licht,  the  brithtness  of  the 
source  in  candles  /cm*  is  obtained. 

**  Foote,  B.  8.  Sci.  Papers  No.  afe. 
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Analogous  to  the  simple  Wien  equation  strictly  applicable 
only  for  monochromatic  light,  the  following  equation  may  be 
written  as  a  definition  of  the  mean  effective  wave  length  X'l  when  an 
absorption  device  is  employed  with  the  pyrometer  using  hetero- 
chromatic  radiation: 


£ 


logitt  Tr 
c,  log  e 


(2) 


In  this  equation  d  is  the  true  absolute  temperature  of  the  black- 
body  source,  and  5  is  the  absolute  temperature  measured  through 
the  absorption  device  of  effective  transmission  Tr.  The  effective 
transmission  of  the  absorption  device  having  a  transmission  co¬ 
efficient  Tx  =  /  (X)  is  defined  as  the  ratio  of  the  luminosity  of  the 
source  viewed  through  the  red  glass  to  the  luminosity  of  the  somce 
viewed  through  the  absorption  device  and  the  red  glass,  as  follows: 

fTT'i^y  (X,  d)  dx  (X,  s)  dx 

Tr—  Xaa  —  '  (3) 

jTV J  (X,  d)  dX  }TVJ  (X.  dX 

A  definite  relation  holds  between  X'l  and  Xl  expressed  by  equation 

(4) 


Whence  the  reciprocal  of  the  mean  effective  wave  length  is  equal 
to  the  average  value  of  the  reciprocal  of  the  effective  wave  length 
for  the  system  (red  glass  -J-  black  body)  between  the  limits  ifS 
and  i/d.  For  all  red  glasses  actually  used  this  mean  is  equivalent 
within  I  part  in  6000  to  10  000  to  the  simple  mean  of  the  effective 
wave  lengths  at  two  temperatures  &  and  5. 

The  method  of  applying  the  above  equations  to  the  use  cf  a 
sectored  disk  is  briefly  as  follows:  Suppose  the  transmission  co¬ 
efficient  of  the  disk  as  determined  by  a  dividing  engine  is  o.oi. 
Hence  from  equation  (3)  Tr  =  T'  =0.01.  We  shall  compute  the 
value  of  A  corresponding  to  the  true  temperature  2000°  abs.  The 
effective  wave  length  of  the  special  Jena  red  glass  described,  for 
^  =  2000°,  is  0.6487  |i-  This  is  not  the  value  of  X'l,  which  is  a 
mean  of  Xl  at  S  and  Xl  at  9.  However,  as  a  first  approximation 
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let  X'l,  •»  0.6487 .  On  substituting  equivalent  values  in  equation  (2) 
we  obtain: 

^ _ L__i  0-6487  log  0.01 

-  2000  ~  S  “  ( 1 4350)  ( .43429) 

or  5  »=  1412“  abs.  for  a  first  approximation. 

By  interpolation  of  the  data  in  the  above  table  we  find  that  for  a 
temperatureof  i4i2°theeffectivewavelengthisXL=o.653i;i.  The 
mean  of  Xl  for  1412°  and  Xl  for  2000°  is  X'l  =  0.6509/i.  Substitut¬ 
ing  this  value  in  equation  (2) : 


I  I  0.6509  log  o.oi 
2000~S”  (i435o)(.43429) 


—0.0002089 


or  5  =  141 1°  abs.  for  a  second  approximation. 

On  carrying  through  higher  approximations  the  value  of  S  (hence 
X'l)  remains  unchanged;  thus  -0.0002089  as  above.  The 

quantity  A  may  be  computed  in  this  manner  for  various  tempera¬ 
tures  of  the  source,  giving  the  following  illustrative  table: 


Variatitm  of  A  with  Temperatuie  of  Source 


d 

A 

”  aba. 

1400 

1600 

laoo 

2000 

-0.0QO210S 

-  .0002098 

-  .0002093 

-  .0002089 

The  calibration  of  an  absorption  glass  is  more  difficult,  because 
not  only  does  the  mean  effective  wave  length  change  with  the 
temperature  but  also  the  effective  transmission  Tr  of  equations 
(2)  and  (3) .  The  value  of  Tr  as  a  fimction  of  t?  may  be  determined 
photometrically,  or  the  integrals  in  equation  (3)  may  be  evaluated 
graphically  and  a  curve  drawn  of  log  T r  versus  t?  or  5.  However, 
the  accuracy  of  such  determinations  is  not  sufficient.  It  is  more 
desirable  to  measure  directly  d  and  S  up  to  as  high  a  value  of  as 
is  possible  without  danger  of  altering  the  lamp  calibration — that 
is,  d  =  1700  or  1800°  abs. — and  to  extrapolate  the  observed  curve 
of  A  =  i/&  —  i/S  versus  d.,  using  the  same  form  of  curve  as  that 
obtained  by  the  graphical  computation  of  X'l  log  Tr.  Check  ob¬ 
servation  s  at  the  higher  extrapolated  temperatures  may  be  made 
by  comparisons  with  a  calibrated  sectored  disk. 

Foote,  Mohler,  and  Fairchild  **  have  showed  that  it  is  possible 
to  obtain  an  absorption  glass  for  which  /I  is  a  real  constant.  Such 


**  J.  Wash.  Acad.  Sd.,  7t  p.  54s:  >9X7* 
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a  glass  must  have  a  transmission  coefficient  of  the  form  T\ 
where /C/c,  =i4. 

Absorption  glasses  are  very  convenient  for  precision  determina¬ 
tions,  but  their  calibration  must  be  made  with  exceedingly  great 
care.  Moreover,  the  transmission  coefficient  of  an  absorption  glass 
depends  to  some  extent  upon  the  room  temperature,  thus  neces¬ 
sitating  further  corrections  not  here  considered.  Many  of  these 
difficulties  are  avoided  by  using  the  more  inconvenient  sectored 
disk,  but  this  method  is  also  subject  to  uncertainties,  as,  for  ex¬ 
ample,  the  proper  location  of  the  sector  in  the  line  of  sight  when 
a  small  source  is  sighted  upon.  It  is  accordingly  desirable  in  pre¬ 
cision  work,  such  as  the  establishing  of  the  high-temperature 
scale,  to  employ  both  methods. 

There  are  other  means  of  standardizing  an  optical  p3rrometer. 
For  example,  a  black  body  may  be  maintained  at  the  melting  point 
of  palladium  and  a  calibration  effected  by  the  use  of  several  sec¬ 
tored  disks  of  measured  aperture.  A  more  detailed  discussion, 
however,  of  this  field  of  pyrometry  and  of  the  effective  wave 
length  entering  into  precision  determinations  of  emissivity  of  non¬ 
black  radiators  is  beyond  the  scope  of  the  present  treatment.®* 

7.  STANDARDIZATION  OF  RADIATION  PYROMETERS 

For  precision  work  the  radiation  pyrometer  must  be  standardized 
and  used  with  extreme  care.  It  has  been  found  that  many  of 
these  instruments  are  subject  to  peculiar  errors  requiring  for 
their  elimination  rigid  specifications  in  the  method  of  calibration 
and  use. 

When  a  radiation  pyrometer  is  exposed  to  the  radiation  from  a 
source  at  a  constant  temperature,  the  instrument  does  not  indi¬ 
cate  immediately  the  temperature  of  the  source,  but  exhibits  a 
certain  time  lag  during  which  the  receiving  system  is  heating  up. 
Instruments  are  constructed  in  which  to  all  practical  purposes 
the  equilibrium  position  is  attained  in  a  few  seconds,  but  occasion¬ 
ally  one  finds  receivers  for  which  this  is  not  the  case.  The  read¬ 
ings  may  continue  to  increase  for  10  to  30  minutes,  and  some¬ 
times  increase  for  a  few  moments  and  then  decrease  appre¬ 
ciably.  These  effects  should  be  investigated,  and,  if  important, 

M  Worthing,  Trans.  A.  I.  M.  M.  19x9.  Forsythe,  Trans.  A.  1.  M.  M.  £.;  19x9.  Foote,  Fai^iild» 
and  Ifobler,  AbsxMption  Glasses,  B.  S.  Sci.  Papers  (in  pr^Mratioo), 

M  Burgess  and  Foote,  B.  S.  Sci.  Papers  No.  350. 
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the  instrument  must  be  calibrated  and  used  with  a  definite  time 
of  exposure. 

The  most  serious  error  to  which  radiation  pyrometers  are 
subject  is  that  arising  from  stray  radiation.  Some  of  the  heat 
rays  from  the  source  are  reflected  down  the  walls  of  the  telescope 
tube,  eventually  reaching  the  receiver.  The  walls  near  the  receiver 
become  warm  and  reradiate  to  the  couple.  The  result  of  such 
stray  radiation  is  to  increase  the  readings  as  the  size  of  the  source 
is  increased  or  the  sighting  distance  decreased.  Thus  Burgess  and 
Foote  foimd  for  a  certain  fixed  focus  pyrometer  that  the  reading 
at  lOo  cm  from  a  large  source  was  but  70  per  cent  of  that  obtained 
when  the  instrument  was  mounted  close  to  the  source.  For  a  cer¬ 
tain  focusable  pyrometer  the  reading  at  250  cm  distance  was  50“  C 
different  from  the  reading  at  100  cm  distance.  These  differences 
do  not  arise  from  the  use  of  a  source  of  instifficient  size.  In  all 
cases  the  size  of  source  was  greater  than  that  demanded  by  the 
geometry  of  the  instrument,  as  described  in  the  section  on  radia¬ 
tion  pyrometry.  In  later  instnunents  the  construction  has  been 
modified  to  reduce  these  errors  as  much  as  possible.  It  is,  however, 
advisable  to  employ  approximately  the  same  size  of  source  and 
sighting  distance  in  standardization  and  use  of  radiation  pyrom¬ 
eters,  or,  if  this  can  not  be  done,  the  same  ratio  of  diameter  of 
source  to  sighting  distance. 

(o)  Primary  Standardization. — In  a  primary  standardiza¬ 
tion  the  radiation  pyrometer  is  sighted  into  a  black  body,  the 
temperature  of  which  may  be  measiured  by  rare-metal  thermo¬ 
couples.  Since  radiation  pyrometers  require  a  much  larger 
source  than  optical  pyrometers,  the  forms  of  black  body  pre¬ 
viously  described  are  not  suitable.  Fig.  160  illustrates  one  type 
of  black  body.  The  radiator  Z?  is  a  hollow  graphite  cylinder  16 
by  8  cm,  containing  three  diaphragms.  This  is  mounted  in  an 
electrically-heated,  platinum-wound,  tube  fiunace  60  by  8  cm, 
with  the  back  wall  of  the  radiator  40  cm  from  the  front  of  the 
furnace.  The  thermocouples  E  and  F  are  protected  by  highly 
refractory  porcelain  tubes  glazed  on  the  outside.  The  furnace 
is  inclined  at  an  angle  of  about  30®  to  minimize  air  circulation. 
At  B  is  located  a  water-cooled  diaphragm  of  the  proper  opening. 
With  the  Fery  pjTometer  it  is  advisable  to  focus  on  the  inmost 
opening  D  of  the  radiator.  This  requires  special  attention  to 
insure  that  the  front  openings  do  not  cut  in  on  the  cone  of  rays 
subtended  by  the  pjrrometer.  The  fixed-focus  instruments 
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require  so  large  a  soxirce  that  the  front  of  the  instrument  must  be 
within  a  few  cm  of  the  furnace.  The  diaphragms  are  accordingly 
cut  with  openings  increasing  in  size  toward  the  interior  of  the 
furnace,  to  fit  the  cone  of  rays  illustrated  in  Figs.  66  and  68. 
Graphite  oxidizes  rapidly  at  high  temperatures  and  also  contami¬ 
nates  the  furnace,  so  that  it  is  sometimes  desirable  to  have  the 
black  body  made  of  refractory  porcelain. 

(6)  Secondary  Standardization. — The  use  of  an  electric  fur¬ 
nace  and  black  body  of  the  type  described  has  certain  disadvan¬ 
tages.  Several  homs  are  required  to  obtain  satisfactory  tem¬ 
perature  equilibrium,  and  the  source  is  too  small  for  many 
instruments.  Once  having  obtained  a  primary  calibration  with 
a  standard  radiation  p)uometer,  instruments  of  the  same  t)q)e 


Fig.  160. — Graphite  black  body  and furnace  for  radiation  pyrometers 


may  be  compared  by  sighting  upon  a  uniformly  heat  ;d  source 
which  is  not  emitting  black-body  rac  tion.  A  suitable  source 
is  obtained  by  electrically  heating  sheet  nickel  in  air.  A  tough 
coat  of  nickel  oxide  forms  which  does  not  readily  scale,  provided 
the  cooling  from  500°  C  to  room  temperature  is  done  slowly.  A 
strip  17  cm  long  (exposed  section),  13  cm  wide,  and  0.015  cm 
thick  furnishes  a  circular  area  of  12  cm  in  diameter  which  is 
uniform  in  temperatme  to  within  2°  at  1200°  C.  A  blackened 
water-cooled  diaphragm  having  an  opening  oi  the  required  size 
is  moimted  directly  in  front  of  the  glowing  strip,  and  the  p3irom- 
eter  is  sighted  upon  this  opening.  Readings  are  made  alter¬ 
nately  with  the  standard  instrument  and  the  pyrometer  tmder 
test. 
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(i)  Computation  of  Standardization  Data. — ^The  method  of 
computation  of  observed  data  is  the  same  with  either  the  primary 
or  secondary  standardization.  The  relation  between  emf  e  and 
the  absolute  temperature  d  is  of  the  form  e  =  ad**,  where  b  is  ap¬ 
proximately  4.  This  must  be  considered  as  a  purely  empirical 
equation.  The  fact  that  its  form  was  suggested  by  the  Stefau- 
Boltzman  law  is  incidental,  because  there  are  many  reasons  why 
the  latter  law  is  not  strictly  applicable.  The  emf  of  the  couple  is 
not  exactly  proportional  to  the  difference  in  temperature  of  the 
hot  and  cold  junctions,  and  the  temperature  of  the  hot  junction 


log  •{upper  vuluee  wltboat  diapbr«g«.  lei»er  valuoo  with  diaphraga) 


Fig.  161. — Calibration  plot  for  radiation  pyrometer 

is  not  proportional  to  the  rate  at  which  radiation  is  absorbed. 
With  increasing  temperature  of  the  source  the  temperatme  of 
the  receiver  increases  considerably  in  some  of  the  Fery  pyrom¬ 
eters,  rising  to  100°  C  above  that  of  the  room,  thus  introducing 
a  complicated  variation  in  conduction  and  convection  losses. 
Furthermore,  the  total  reflection  coefficient  of  the  mirrors  depends 
upon  the  temperature  of  the  source.  Hence,  the  justification  of 
the  above  equation  lies  in  the  fact  that  it  appears  to  satisfy  the 
observations  over  a  considerable  temperature  range.  The  em¬ 
pirical  relation  has  been  extended  to  apply  to  lower  temperatiures 
by  the  rddition  of  a  do  term,  as  follows;  e  =  o  (d*’-do*’);  but,  in 
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general,  the  simpler  form  is  sufficient  for  the  temperature  ranges 
ordinarily  employed.  Accordingly,  expressed  in  the  logarithmic 
form,  the  equation  for  the  radiation  pyrometer  becomes: 

Log  «  =  log  a  +  b  log  d. 

The  observed  data  are  plotted  log  e  versus  log  d  and  the  best 
straight  line  is  dravm  through  tlie  points,  as  shown  by  Fig.  161. 
At  the  lowest  temperatures  there  may  be  a  slight  tendency  for 
the  observed  points  to  lie  above  this  line,  in  which  case  the  data 
may  be  given  weight  by  allowing  the  line  to  curve  a  little  in  this 
interval. 

The  sectored  diaphragm  used  for  extending  the  temperature 
range  of  the  Fery  pyrometer  ^ould  reduce  the  amount  of  radia¬ 
tion  falling  upon  the  receiver  by  a  constant  factor,  and  hence  it 
might  be  expected  that  if  e  =  o  d**  represents  the  calibration  with¬ 
out  the  diaphragm,  e  =  Kad*’,  where  AT  is  a  constant,  would 
represent  the  calibration  with  the  diaphragm.  Thus,  on  the  log 
plot  the  two  straight  lines  would  be  parallel.  Frequently,  how¬ 
ever,  the  lines  best  satisfying  the  data  are  not  exactly  parallel, 
as  shown  by  Fig.  161 .  A  table  or  curve  of  emf  versus  temperature 
is  prepared  from  the  values  obtained  in  the  above  manner. 

In  work  of  high  precision  the  emfs  are  measured  with  a  poten¬ 
tiometer.  If  a  galvanometer  graduated  in  temperature  is  em¬ 
ployed,  the  following  method  may  be  observed  in  determining 
the  corrections  to  the  scale  at  the  higher  range  of  temperature. 
Suppose  the  galvanometer  is  graduated  from  600  to  1300°  C, 
using  the  p3nrometer  without  the  sector  and  from  1300  to  2o<x>°  C 
with  the  sector.  The  highest  calibration  point  is  1400°  C,  which 
is  not  sufficient  to  determine  directly  the  scale  error  in  the  high 
range. 

Accordingly,  the  instrument  with  the  sectored  diaphragm  is 
calibrated  from  600  to  1400®  C,  the  emf  being  measured  by  a 
potentiometer.  The  data  are  plotted  log  e  versus  log  d  and  the 
ciuve  linearly  extrapolated  to  2000®  C.  The  galvanometer  high- 
range  scale  versus  emf  calibration  is  made  as  discussed  imder 
Fig.  152,  the  resistance  x  being  equal  to  that  of  the  lead 
wires  and  couple  of  the  radiation  pyrometer.  A  table  is 
made  of  true  temperature  versus  emf  of  the  instrument  and  of 
temperature  scale  of  the  galvanometer  versus  emf.  These  are 
compared  at  equal  emfs,  giving  directly  a  table  of  temperature 
scale  versus  true  temperatiue  throughout  the  high  range. 
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8.  STANDARDIZATION  OF  RESISTANCE  THERKOMETBRS 

If  an  accurately  calibrated  resistance-measuring  instrument  is 
employed,  the  most  precise  method  of  standardizing  a  pm^  plati¬ 
num  resistance  thermometer  is  by  observations  of  the  resistance 
at  the  temperatures  of  melting  ice,  steam,  and  sulphur  vapor. 

(а)  Ice  Point. — jar  or  double-walled  vacuum  flask  about  30 
cm  deep  is  filled  with  finely  divided  ice  thoroughly  wet  with  dis¬ 
tilled  water.  The  ice  should  reach  to  the  bottom  of  the  fla^k 
The  resistance  of  the  thermometer  immersed  in  this  bath  is 
determined. 

(б)  Steam  Point. — ^The  Regnault  hypsometer  affords  a  satis¬ 
factory  steam  bath.  With  slow  boiling,  except  for  work  of  the 
highest  precision,  the  pressure  of  the  steam  may  be  assumed  the 
same  as  that  of  the  outside  air.  The  temperature  is  obtained  from 
the  following  formula  where  p  denotes  the  barometric  pressure  in 
mm  of  Hg: 

t°C  =  100  -f  0.03670  (p  —  760)  —  0.00002046  (p  —  760)*. 

(c)  Sulphur  Boiling  Point. — ^The  following  specifications 
have  been  prepared  by  Mueller  and  Burgess :  “ 

All  experimental  work  published  has  been  drawn  upon  in  preparation  of  these  speci¬ 
fications.  The  specifications  relate  to  apparatus  and  procedure  suitable  for  the  stand¬ 
ardization  primarily  of  resistance  thermometers  and  thermocouples,  and  it  was  there¬ 
fore  considered  permissible  to  limit  the  type  of  apparatus  somewhat  closely.  The 
aim  has  been  to  impose  conditions  which  are  sufficient  to  insure  that  the  thermometer 
shall  assume  a  definite  temperature,  dependent  only  upon  the  pressure,  when  placed 
in  the  apparatus,  and  the  question  as  to  whether  these  conditions  are  really  necessary 
has  received  only  secondary  consideration.  Thus  the  question  as  to  the  t  mperature 
attained  in  tubes  larger  or  smaller  than  those  specified  need  not  be  considered.  It 
may  fiuther  be  supposed  that  the  thermometer  or  couple  will  be  mounted  in  a  pro¬ 
tecting  tube  or  sheath,  and  that  the  diameter  of  such  a  tube  or  width  of  the  sheath  will 
be  less  than  2  cm. 

The  specifications  relate  to  the  following  matters:  (i)  Boiling  apparatus,  (2)  purity 
of  sulphur,  (3)  radiation  shield,  (4)  procedure,  and  (5)  computations. 

(i)  Boiling  Apparatus— 'tbehoiliag  tubeisof  glass,  fused  silica  or  similar  material, 
and  has  an  internal  diameter  of  not  less  than  4  or  more  than  6  cm.  The  length  must 
be  such  that  the  length  of  the  vapor  column  measured  from  the  surface  of  the  liquid 
sulphur  to  the  level  of  the  top  of  the  insulating  material  surrounding  the  tube  shall 
exceed  the  length  of  the  thermometer  coil  by  at  least  20  cm.“ 

Heating  is  by  any  suitable  heater  at  the  bottom  of  the  tube,  and  the  arrangement 
must  be  such  that  the  heating  element,  and  all  conducting  material  in  contact  with 
it,  terminate  at  least  4  cm  below  the  level  of  the  liquid  sulphur.  If  a  flame  is  allowed 

- - - - - - - 

Mueller  and  H.  A.  Burgess,  B.  S,  Sci.  Tapers  No.  339. 
s*  Tfais  length  wax  arrived  at  ax  (oUoWx:  The  mininnnn  distance  Inxm  the  liquid  sui  '  .e  to  the  bottom 
ol  the  shield  was  taken  as  i  cm,  excess  o<  length  o(  shield  over  length  ol  tbecmameteT  crul  6  cm,  distance 
available  for  displacing  thermometer  6  cm,  and  minimum  distance  from  top  ol  shield  to  level  of  top  of 
insulation  1  cm. 
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to  impinge  directly  on  the  tube,  the  heat  insulation  must  extend  at  least  4  cm  below 
the  level  of  the  liquid  sulphur.  There  should  be  a  ring  insulating  material  above 
the  heater,  fitting  the  tube  closely,  to  prevent  superheating  of  the  vapor  by  convection 
currents  outside  the  tube.  Above  the  heater  the  tube  is  surrounded  with  insulating 
material,  not  necessarily  in  contact  with  it,  and  of  such  character  as  to  provide  heat 
insulation  equivalent  to  a  thickness  not  lem  than  1  cm  of  asbestos.  Ihe  length  of 
this  insulation  has  already  been  specified.  Any  device  used  to  close  the  top  of  the  boil¬ 
ing  tube  must  allow  a  free  opening  for  equalization  of  pressure. 

(3)  Purity  of  Sulphur. — The  sulphur  should  contain  not  over  0.02  per  cent  of  im¬ 
purities.  It  should  be  tested  to  determine  whether  selenium  is  present. 

(3)  Radiation  Shield. — The  radiation  shield  consists  of  a  cylinder  open  at  both 
ends  and  provided  with  a  conical  umbrella  above.  The  cylindrical  part  is  to  be  1.5  to 
3.5  cm  larger  in  diameter  than  the  protecting  tube  of  the  thermometer,  and  at  least  i 
cm  smaller  than  the  inside  diameter  of  the  boiling  tube.  The  cylinder  should  extend 
i.j  cm  or  more  beyond  the  coil  at  each  end.  The  umbrella  should  fit  the  thermometer 
tube  closely,  should  overhang  the  cylinder,  and  be  separated  from  the  latter  by  a 
space  0.5  to  I  cm  high.  The  inner  surface  of  the  cylinder  must  be  a  poor  reflector, 
such  as  riieet  iron,  blackened  aluminum,  asbestos,  or  a  deeply  corrugated  surface. 

(4)  Procedure. — ^The  sulphur  is  brought  to  boiling  and  the  heating  is  so  regulated 
that  the  condensation  line  is  sharply  deiined  and  is  i  cm  or  more  above  the  level  of 
the  top  of  the  insulating  material.  The  thermometer,  inclosed  in  its  rirield,  is  inserted 
into  the  vapor,  taking  care  to  have  the  thermometer  coil  properly  located  with  respect 
to  the  shield,  and  the  thermometer  and  shield  centered  in  the  boiling  tube.  After 
putting  the  thermometer  into  the  vapor  time  must  be  allowed  for  the  line  of  condensa¬ 
tion  again  to  reach  its  proper  level.  Simultaneous  readings  of  the  temperature  and 
barometric  pressure  are  then  made.  In  all  cases  care  riiould  be  taken  to  prove  that 
the  temperature  is  not  affected  by  displacing  the  thennometer  2  or  3  cm  either  up  or 
down  from  its  usual  position. 

(s)  Computations. — Temperatures  are  calculated  from  the  pressure  by  use  of  the 
formula, 

<‘’C=444.'’6o-|-o.09Io  (/>— 760)— 0.000049  (/*— 760)*. 

If  necessary,  account  should  be  taken  of  any  difference  in  pressure  between  the 
levels  at  which  the  thermometer  bulb  and  the  open  end  of  the  barometer,  respectively, 
are  located.  Pressures  are  to  be  expressed  in  the  equivalent  millimeters  of  mercury 
at  0°  and  under  standard  gravity  (9=980.665). 

Fig.  162  shows  a  gas-heated  sulphur  boiling-point  apparatus  and 
radiation  shield.  Electrically  heated  baths,  properly  constructed, 
are  more  satisfactory.” 

”  If  tke  sulphur  has  been  allowed  to  solidify  in  the  bottom  of  the  tube,  it  must  be  mdted  from  the  top 
downward  to  avoid  bieakinK  the  tube.  A  better  procedure  is  that  reocmmended  by  Rotbe  (Z.  S.  fur 
Instdc.,  SS,  p.  3<i6;  1903),  viz,  on  completing  work  with  the  appamtus  it  is  turned  so  that  the  tube  makes 
on  angle  of  30*  or  less  with  the  hor'zontal,  so  that  the  sulphur  on  soiidifymg  extends  akag  the  sides  of  the 
tube,  in  which  position  it  may  be  s  lelted  down  with  less  danger  of  bfcsiking  the  tube.  Sven  whm  the 
procedure  recommended  is  followed,  breakage  of  tubes  may  be  redneed  by  carefully  mdting  the  sulphur 
from  the  top  downward  over  a  bunsen  burner  before  applying  heat  to  it  hs  the  appamtus. 

"XudlerondH.  A.  Burgess,  B.  S.  Sd.  Papers  No.  339. 
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(d)  CoBipuTATiON  OF  Data. — ^The  relation  between  tempera¬ 
ture  t  and  resistance  R  is  expressed  by  the  following  equations 
where  pt  is  known  as  the  ‘  platinum  temperature ''  and  2  is  a  con¬ 
stant  of  value  1.48  to  1.52. 


/)<  = 


R-Ro 

RlltO 


100 


From  the  resistance  R^  at  0“  C  and  the  observed  resistance  at  the 
steam  point,  Ri^  is  calculated  as  follows:  From  the  accompanying 
table  of  t  versus  pt,  the  value  of  pt,  corresponding  to  the  actual 
steam  temperature,  is  obtained.  This  and  the  observed  re¬ 
sistance  R  is  substituted  in  the  second  equation  above,  which  is 
solved  for 

Values  of  t  and  pi 


rc 

pi 

M.OOO 

99.015 

99.400 

99.409 

99.900 

n-roa 

100.000 

100.000 

100.200 

100.197 

100.000 

100.991 

101.000 

100.985 

The  quantity  d  is  determined  by  substituting  in  the  first  formula 
for  t  and  R  their  respective  values  at  the  sulphur-boiling  point. 
The  equations  may  be  then  computed  and  a  table  of  i?  as  a  func¬ 
tion  of  t  prepared.  This  represents  the  standard  temperature 
scale  by  definition,  from  —  40  to  450®  C,  and  is  in  agreement  with 
the  standard  temperature  scale  up  to  1 100°  C  as  closely  as  can  be 
determined  at  the  present  time. 

(e)  Nickel  Coils. — Nickel  is  occasionally  employed  for  use 
below  300®  C.  The  equation  log  R  =  a  +  mt  holds  approximately 
from  o  to  300®  C.  Two  standardization  points,  not  too  close 
together,  are  required  for  the  determination  of  the  constants 
a  and  m. 

(f)  Thermobisters  with  Indicating  Instruments. — It  is  fre¬ 
quently  desirable,  especially  for  technical  work  in  the  industries, 
to  standardize  a  thermometer  and  indicator  as  a  unit.  The  pre¬ 
cision  of  the  ordinary  indicator  is  usually  not  sufficient  to  require 
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primary  standardization  of  the  form  described.  A  secondary 
f  method  of  standardization  by  comparing  with  other  instruments, 

■  thermocouples,  etc.,  in  a  uniformly  heated  electric  furnace  may 

be  employed,  the  general  procedure  being  that  described  in  the 
section  on  standardization  of  couples.  If,  however,  the  labora¬ 
tory  is  equipped  for  primary  determinations,  the  following  method 
is  easier  and  more  satisfactory.  The  relation  R  =  fit)  for  the 
thermometer  alone  is  determined  from  the  ice,  steam,  and  sulphur- 
point  measurements.  The  indicator  alone  is  calibrated  at  several 
points  by  connecting,  in  the  place  of  the  thermometer,  known 
resistances  and  making  the  usual  adjustments  as  for  temperature 
measurements.  These  measvu’ements  may  be  accordingly  so  com¬ 
puted  that  a  table  of  corrections  to  the  reading  of  the  indicator, 
when  used  with  the  thermometer,  is  obtained. 

Instruments  of  the  type  shown  in  Fig.  77  should  be  standardized 
with  leads  of  the  same  resistance  as  that  employed  in  the  use  of 
the  thermometer.  Indicators  of  the  type  shown  in  Fig.  74  are 
calibrated  by  connecting  the  resistance  standards  between  the 
points  d  and  e. 

Some  of  the  strands  of  flexible  leads  may  become  broken,  thus 
altering  the  resistance  of  the  line  and  introducing  an  error  of 
serious  importance  in  precision  measurements.  Test  for  such  a 
fault  may  be  made  by  interchanging  leads  CC'  and  TT',  Fig.  74, 
or  replacing  the  leads  by  another  set  in  Fig.  77.  Bad  contacts  and 
corroded  lead  wires  and  soldered  junctions,  etc.,  occasion  con¬ 
siderable  difficulty  in  industrial  installations  and  must  be  always 
guarded  against. 

Fiurther  details  on  precision  standardization  of  resistance 
thermometers  are  given  in  the  papers  referred  to  below.‘* 

Xn.  INDUSTRIAL  APPLICATIONS  OF  PYROMETRY 

In  the  following  paragraphs  are  considered  several  specific 
applications  of  pyrometry  in  the  technical  industries.  This  treat¬ 
ment  is  by  no  means  intended  to  comprehensively  review  all 
compiled  data  in  so  extended  a  field,  nor  are  the  most  important 
I  applications  necessarily  considered.  The  more  or  less  obvious 

I  applications  to  temperature  control  of  furnaces  for  annealing, 

I  orffinary  heat  treating,  etc.,  are  omitted  entirely. 


"Waidfwr  and  Burcett,  B.S.Sci.  Papers  No.  114.  Hueller  and  H.  A.  Burgess,  B.  S.Sci.  Papers  No. 
J39.  Hueller,  B.S.Sd.  Papers  No.  388. 
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1.  GLASS  MAHDFACTIIKE 

(a)  Tebiperature  Measurements  in  Glass  Melting. — In  the 
manufacture  of  glasses  of  lower  melting  point,  such  as  bottle 
glasses,  it  has  been  customary  to  estimate  the  proper  workii^ 
conditions  and  indirectly  the  temperature  by  observing  the  physi¬ 
cal  and  chemical  properties  of  the  mix  in  different  parts  of  the 
furnace.  Since  the  complete  removal  of  bubbles,  striae,  and  chemi¬ 
cal  impurities  in  ordinary  glassware  is  not  always  essential,  accu¬ 
rate  temperature  control  has  not  been  considered  necessary. 
There  is  no  question,  however,  but  that  the  application  of  pyrometry 
to  the  melting  of  ordinary  glaiss  is  desirable.  For  the  melting  of 
optical  glasses  accurate  control  is  oite  of  the  most  important 


factors  affecting  the  quality  of  the  glass.  For  example,  there  is  a 
rather  narrow  range  of  temperature  above  which  the  increased 
solution  of  the  pot  material  results  in  coloring  of  the  glass  and  in 
leakage  from  the  pot,  and  below  which  the  glass  does  not  fine 
successfully,  but  becomes  milky  and  full  of  bubbles.  If  the  tem¬ 
peratures  are  not  reproduced  from  time  to  time  the  volatilization 
and  solution  are  not  constant,  thus  resulting  in  changes  of  com¬ 
position  and  optical  properties  of  the  various  batches.  The 
proper  heat  treatment  must  be  determined  for  each  t}rpe  of  glass 
Fig.  163  shows  a  complete  heating  and  cooling  of  a  particular 
pot  of  optical  glass.**  After  the  clay  pot  is  molded  and  dried  it  is 
fired  very  slowly  to  prevent  cracking  and  to  a  high  temperatme 
so  that  the  sintering  increases  the  strength.  The  firing  takes 
place  from  A  to  F.  From  GtoH  the  batch  is  introduced  in  several 
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charges.  From  H  to  M  the  glass  is  thoroughly  mixed  by  a  clay 
stirring  rod.  It  is  then  cooled  and  the  stirring  continued  to 
N,  during  which  time  the  bubbles  and  striae  are  removed.  At 
N  the  glass  is  so  viscous  that  it  can  no  longer  be  stirred.  From 
N  to  P  the  glass  is  cooled  sufficiently  rapidly  to  break  into  chrmks 
of  the  proper  size.  During  the  part  of  the  cmve  represented  by 
G  H  M  N  accxnate  control  of  the  temperature  is  most  essential. 

On  account  of  the  flame  in  a  tank  furnace,  a  thermocouple 
placed  at  any  point  above  the  glass  indicates  the  temperature  of 
the  hot  gases  surrounding  it  and  not  that  of  the  glass.  In  such 
positions,  pyrometers  may  often  serve  for  general  furnace  control. 
The  large  differences  in  temperature  in  the  molten  glass  and  the 
crude  process  of  tank-melting  make  it  questionable  whether  a 
measure  of  the  temperature  of  a  particular  portion  of  the  glass 
affords  any  serviceable  indication  of  temperature  conditions.  A 
thermocouple  placed  at  the  working  end,  especially  in  one  of  the  ar¬ 
rangements  used  for  removing  glass  at  a  definite  rate,  is  valuable 
in  regulating  the  temperature,  and  hence  the  viscosity  of  this 
portion  of  the  glass.  But  the  outstanding  difficulty  at  present 
is  the  corrosion  and  short  life  of  the  thermocouple-protecting  tubes 
when  placed  in  contact  with  glass  or  even  the  furnace  atmosphere. 
The  destruction  of  the  pyrometer  may  be  avoided  by  sighting  an 
optical  pyrometer  into  a  closed-end  tube  inserted  into  the  glass 
through  a  diagonal  hole  cut  in  the  wall  just  above  the  glass  sur¬ 
face.  The  life  of  a  tube  used  with  an  optical  pyrometer  is  much 
longer  than  when  employed  as  a  protection  to  a  couple. 

The  readings  of  an  optical  p3a'ometer  sighted  directly  on  the 
glass  surface  in  a  tank  furnace  are  imreliable  on  account  of  the 
reflection  of  light  from  the  flames.  However,  fairly  satisfactory 
black-body  conditions  are  obtained  by  sighting  on  the  intersec¬ 
tion  of  the  glass  stu^ace  and  the  opposite  wall.  Another  method 
is  to  float  a  refractory  block  on  the  glass  close  to  the  wall  and 
sight  into  the  angle  formed  by  the  wall  and  the  block.  These 
methods  may  be  checked  by  sighting  into  a  closed  tube. 

The  temperatures  in  pot  furnaces  are  more  uniform,  and  reliable 
measurements  may  be  made  by  sighting  the  optical  pyrometer 
into  the  pot  or  in  some  cases  on  the  back  or  side  walls  of  the  fur¬ 
nace.  Covered  or  hooded  pots  afford  almost  ideal  black-body 
conditions.  In  general,  in  order  to  obtain  the  best  temperature 
reproducibility  the  optical  pyrometer  should  be  used  in  exactly 
the  same  manner  from  time  to  time;  that  is,  it  should  be  sighted 
on  the  same  portion  of  the  fiunace  or  pot. 
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In  some  glass  pot  and  tank  furnaces  rare-metal  couples  inserted 
in  the  wall,  and  often  not  projecting  entirely  through  into  the 
interior,  have  been  employed.  The  advantage  of  such  an  instal¬ 
lation  lies  in  the  fact  that  recorders  may  be  used  and  a  record  of 
the  entire  temperature  cycle  is  obtained.  Even  though  the  tem¬ 
perature  indicated  is  not  that  of  the  glass,  sufficient  control  is 
possible,  and,  if  necessary,  the  departure  of  the  thermocouple  tem¬ 
perature  from  that  of  the  glass  may  be  determined  by  the  optical 
pyrometer.  However,  the  continued  use  of  rare-metal  couples 
in  a  glass  furnace  is  very  costly  on  account  of  deterioration. 

(6)  General,  Principles  of  Annealing. — ^The  object  of  an¬ 
nealing  is  to  remove  the  strain  in  glass,  thus  minimizing  the  danger 
of  breakage,  and  in  addition,  for  optical  glass,  to  make  the  material 
optically  homogeneous.  Annealing  is  accomplished  by  heating 
the  glass  to  a  uniform  temperature  at  which  it  is  sufficiently  soft 
to  allow  the  strains  to  relax  in  a  short  time,  and  then  cooling 
uniformly  to  room  temperatme  and  slowly  enough  so  that  no 
appreciable  strains  are  introduced.  The  factors  which  should  be 
known  are  the  maximum  allowable  rate  of  heating,  the  annealing 
temperature,  the  time  the  glass  is  to  be  maintained  at  this  tem¬ 
perature,  and  the  temperature-time  curve  of  cooling. 

For  each  type  of  glass  there  exists  a  short  temperatme  range, 
at  the  lower  limit  of  which  a  considerable  time  is  required  for 
relieving  stresses  and  at  the  upper  limit  the  stresses  vanish  very 
rapidly.  The  upper  limit  is  characterized  by  several  phenomena, 
such  as  the  rapid  deformation  of  strips  or  rods  of  the  glass  under 
load,  the  rapid  disappearance  of  the  strain  figmes  and  colors 
revealed  by  polarized  light,  a  thermal  transformation  marked  on 
heating  by  an  absorption  of  heat,  and  by  a  sudden  increase  in 
thermal  expansion.  While  the  deformation  of  the  glass  at  the 
upper  limit  is  rapid  under  load,  the  glass  is  by  no  means  soft 
enough  to  produce  a  roimding  of  comers  or  a  deformation  of  shape 
under  its  own  weight  in  the  time  required  for  annealing. 

Table  29  shows  the  temperatures  of  several  optical  glasses, 
made  by  the  Bureau  of  Standards,  at  which  the  heat  absorption 
and  rapid  change  in  thermal  expansion  take  place  on  heating. 
For  rapid  removal  of  stresses  temperatmes  20  or  30®  higher  may 
be  used,  but  in  general  it  is  preferable  to  anneal  at  a  temperature 
about  20®  lower,  so  that  the  cooling  may  be  more  rapid  without 
introducing  new  strains. 
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TABLE  29.— Annaaliiig  Tempwature  of  Optical  Glasaes  Made  by  ttw  Bonau  of 

Standarda 


Glass 

Tampantnra 

GkM 

Temperature 

•c 

•c 

D«bm  iltat . 

460 

495 

455 

515 

liiBl . 

465 

575 

Bafhim  flint . 

520 

The  glass  is  held  at  some  definite  temperature  within  the  an¬ 
nealing  range  until  the  strain  has  been  sufficiently  reduced  anc 
is  then  cooled  at  a  rate  depending  upon  the  kind  of  glass,  natiu-e 
of  the  ware,  dimensions,  etc.  Although  the  lower  the  annealing 
temperatvu'e  the  shorter  the  time  required  to  cool,  this  gain  is  off¬ 
set  by  the  longer  time  necessary  to  reduce  the  strain  at  the  an¬ 
nealing  temperature.  The  optimum  annealing  temperature  and 
rate  of  cooling  may  be  determined  empirically  by  examining  for 
strain  samples  of  glass  cooled  according  to  definite  procedures. 
Without  seriously  increasing  the  strain  in  the  finished  glass  the 
rate  of  cooling  may  be  doubled  for  every  io°  C  decrease  in  tem- 
IJerature  imtil  it  reaches  a  value  consistent  with  a  factor  of  safety 
from  breakage,  when  it  should  be  constant.  The  rate  should  be 
approximately  inversely  proportional  to  the  square  of  the  thickness 
of  the  glass.  -During  annealing  the  surface  of  the  glass  must  have 
a  imiform  temperatiu-e;  otherwise  new  strains  are  introduced.** 

(c)  Temperature  Measurements  in  Annealing  Ovens. — ^The 
meastu-ement  of  temperature  in  annealing  ovens  should  serve  the 
purpose  of  determining  the  exact  temperature  of  the  glass  and  the 
imiformity  of  heating.  A  decrease  of  about  io°  C  in  the  annealing 
temperature  requires  about  twice  the  time  for  the  same  degree  of 
annealing.  Hence  comparatively  greater  precision  and  sensitive¬ 
ness  of  temperatiu-e  measurement,  especially  with  optical  glass, 
is  required  in  glass  annealing  than  in  ordinary  annealing  processes. 
The  temperature  should  be  known  to  better  than  5°  C,  and  the 
sensitivity  should  be  i  or  2°  C.  A  portable  potentiometer  or  a 
potentiometer  recorder  and  a  sensitive  thermocouple  afford  the 
best  equipment.  As  the  temperature  usually  remains  below 
650“  C,  a  base-metal  couple  such  as  iron-constantan  or  preferably 
chromel-alumel  in  a  calorized  iron  protecting  tube  is  satisfactory. 

The  couples  should  be  so  located  that  the  true  temperature  of 
the  glass  is  being  measured.  Flames  or  cold  blasts  of  air  should 


n  For  a  detailed  ooooimt  a(  methods  of  aimealim  see  Tool  and  Valasek,  B.  S.  Sci.  Papers  No.  358. 
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not  come  in  contact  with  the  couple  or  the  glass.  In  order  to 
ascertain  the  uniformity  of  heating  a  number  of  couples,  depending 
on  the  size  of  the  oven  or  kiln,  should  be  located  at  various  posi¬ 
tions.  In  a  lehr  a  minimum  of  two  couples  should  be  installed, 
one  near  the  hot  end  and  the  other  near  the  cold  end,  mounted 
down  through  the  arch.  A  recorder  is  especially  desirable  in 
glass  annealing,  since  improper  temperature  regulation  at  any 
time  during  the  cooling  may  introduce  serious  strains,  and  the 
record  chart  shows  whether  or  not  the  entire  process  has  been 
carried  out  according  to  specification. 

2.  ROTARY  PORTLAND-CBMENT  KILNS 

The  high  heat  loss  in  cement  kilns  may  be  considerably  reduced 
by  close  adherence  to  temperature  specifications,  experimentally 
determined  under  best  working  conditions,  and  the  uniformity  of 
the  product  may  be  improved  by  a  suitable  pjrrometric  equipment. 

For  controlling  kiln  operation  a  pyrometer  installed  in  the  rear 
end  is  most  useful.  It  will  indicate  (or  record)  heat  losses  and  kiln 
conditions  such  as  draft,  feed,  fuel  supply,  rings,  shutdowns,  and 
tmder  normal  conditions  the  slow  rise  or  fall  of  average  temperature 
in  the  kiln. 

The  pyrometer  best  suited  for  this  installation  consists  of  a 
chromel-altunel  thermocouple  protected  in  a  chromel  or  nichrome 
tube  and  connected  to  the  ordinary  indicator  or  recorder,  which 
must  be  carefully  protected  from  dust.  The  couple  is  inserted 
through  the  rear  housing  with  its  hot  junction  near  the  axis  of  the 
kiln  and  i  or  2  feet  within  the  kiln.  A  6  or  7  foot  couple  will 
usually  suffice.  It  should  be  kept  away  from  the  feed  pipe  in  order 
to  avoid  the  cooling  action  and  the  bridge  of  caked  dust  which 
forms.  This  cake  should  be  removed  at  frequent  intervals  and  at 
a  regfular  hour,  for  its  removal  will  change  the  indicated  tem¬ 
perature. 

In  dry-process  plants  temperatures  of  600°  to  occasionally  as 
high  as  1 100®  C  are  obtained.  In  wet-process  plants  any  thermo¬ 
couple  has  a  long  life  and  requires  little  attention  because  of  the 
low  temperature  existing  in  the  rear  end. 

A  thermocouple  installed  in  the  kiln  stack  will  serve,  but  with 
somewhat  less  satisfaction,  particxdarly  when  the  leakage  of  cold 
air  into  the  housing  is  unsteady.  However  with  the  shorter  kilng 
the  increase  in  life  of  the  couple  obtained  by  removing  it  to  the 
stack  may  be  an  economic  advantage. 
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For  obtaining  data  on  the  temperature  of  the  clinkering  zone, 
which  are  of  greatest  value  during  radical  changes  of  operation 
such  as  a  new  fuel  or  raw  mix,  the  optical  pyrometer  alone  is  suit¬ 
able.  A  thermocouple  inserted  through  the  kiln  wall  with  its  hot 
jimction  flush  with  the  inner  face  is  a  possibility,  but  the  method 
is  attended  with  many  difficulties  and  tmcertainties;  for  example, 
the  connection  to  the  recorder  must  be  made  through  two  col¬ 
lector  rings. 

Temperatures  in  the  clinkering  zone  range  from  1200  to  1500°  C, 
depending  upon  the  composition  of  the  raw  material,  length  of  kiln, 
and  length  of  hot  zone.  The  clinkering  zone  is  heated  tmiformly 
over  a  few  feet  only,  and  measiu'ements  should  be  taken  at  the 
hottest  portion. 


Fig.  164. — Typical  extrapolation  plot  of  temperature  measurements  on  a  rotary  cement 

kiln 


These  measurements  are  made  with  difficulty,  and  only  a  long 
series  (taken,  for  example,  every  30  minutes  for  8  hours)  is  of  value, 
as  a  single  observation  may  be  in  gross  error.  The  difficulties  en- 
coimtered  are  due  to  the  presence  of  dust  during  operation  and  the 
high  intrinsic  brilliancy  of  the  flame.  Hence,  in  order  to  obtain 
useful  measurements,  it  is  necessary  to  stop  the  kiln  and  shut  off 
the  fuel  and  air.  The  optical  pyrometer  should  be  mounted  in 
front  of  the  kiln  and  sighted  through  an  observation  hole  upon  a 
spot  on  the  inner  wall  which  is  uncovered  as  a  clinker  falls  away. 
This  spot  is  in  the  lower  right-hand  quadrant  of  the  kiln,  rotation 
being  counterclockwise,  facing  the  kiln.  Upon  stopping  the  kiln 
the  clinker  will  soon  fall,  exposing  the  inner  wall.  It  is  not  feasible 
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to  sight  on  the  mottled  surface  of  the  clinker,  which  cools  with 
great  rapidity  as  soon  as  the  flame  is  cut  off.  The  inner  wall, 
however,  does  not  cool  materially  until  the  clinker  falls,  and  it 
presents  a  fairly  uniform  surface  upon  which  to  sight.  On  account 
of  the  great  roughness  of  this  surface  and  the  surrounding  hot 
walls,  the  apparent  emissivity  is  high  enough  to  make  it  unneces¬ 
sary  to  apply  a  correction.  A  series  of  observations  may  be  ob¬ 
tained  within  I  minutes,  after  waiting  5  to  15  seconds  for  the 
atmosphere  to  clear.  Four  or  five  readings  should  be  made  as 
rapidly  as  possible  (every  10  seconds),  the  time  of  each  reading 
being  determined  by  a  stop  watch.  These  readings,  plotted  as  in 
Fig.  164,  show  the  temperature  at  the  moment  the  clinker  fell. 
A  reading  taken  within  15  seconds  from  the  time  the  clinker  fell  is 
not  more  than  30°  lower  than  the  temperature  at  zero  time.  The 
extrapolation,  however,  increases  the  accuracy  if  the  observations 
are  properly  timed.® 

3.  CERAMIC  raDUSTRlBS 

A  brief  historical  review  of  the  progress  of  pyrometry  in  the 
ceramic  industries  is  of  interest  because  at  present  there  are  in 
use  both  the  most  modem  forms  of  temperature-measuring  devices 
and  the  very  old  forms.  Among  the  oldest  of  these  is  Wedgewood’s 
contraction  pyroscope.  The  principle  of  this  method  is  still 
used  in  the  present-day  “Veritas  firing  system.”®  An  improve¬ 
ment  over  Wedgewood’s  original  pyroscope  was  announced  in 
1886  by  Seger,  who  had  constructed  a  series  of  fusible  cones 
intended  to  indicate  temperature  intervals  of  25°  between  600 
and  1800°  C.  Such  cones  are  used  in  large  quantities  at  present. 
They  are  known  in  this  coimtry  as  Seger  cones,  standard  pyro- 
metric  cones,  or  Orton  cones.  They  consist  of  small  tetrahedra 
molded  from  various  mixtiu-es  of  kaolin,  feldspar,  lime,  magnesia, 
quartz,  iron  oxide,  lead  oxide,  and  boric  acid.  Cones  of  higher 
number  in  the  series  have  been  developed  to  extend  the  range  to 
2000°  (pure  AljOj  melts  at  2050®).  These  are  made  by  adding 
progressively  greater  amotmts  of  alumina  to  kaolin.  It  is  well 
known  at  present  that  the  melting  points  of  these  cones  do  not 
correspond  to  definite  temperatures.®  However,  the  cone  mun- 
bers  have  always  been  associated  with  temperatiue,  the  temper- 

■  Dans  and  Pairdiild,  Chicaso  Pyromeuy  Symposium. 

*  Cf.  B.  S.  Tcdi.  Fapeis  No.  40:  1914. 

«  B.  S.  Tech.  Papen  Nos.  17  and  40.  Sosman,  Trans.  Am.  Ceram.  Sac.  16,  p.  481: 1913-  Buieau  oi 
Uines  Bull.  No.  199;  1918. 
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atures  given  being  in  general  higher  than  the  final  matiuing 
temperature  attained  in  a  kiln  heated  to  the  corresponding  cone 
number.  The  effect  of  time  on  the  softening  points  of  some  cones 
is  shown  in  Table  30,  and  the  effects  of  oxidizing  and  reducing 
atmospheres  is  indicated  in  Table  31.  These  effects  are  greater 
and  more  irregular  for  cones  melting  in  the  lower  ranges  be¬ 
cause  of  the  admixttu’es  of  reducible  and  of  volatile  fluxes.  The 
fact  that  the  effects  of  time  and  of  kiln  gases  on  the  softening  of 
cones  are  somewhat  similar  to  the  effects  of  these  variables  on  the 
progress  of  firing  the  ware  is  assigned  as  the  reason  for  the  suc¬ 
cessful  and  continued  use  of  Seger  cones.  They  do  not  give,  how¬ 
ever,  a  true  measure  of  either  of  these  effects,  for  they  are  never  of 
the  same  material  as  the  ware  being  fired.  There  is  an  advantage 
in  favor  of  Veritas  firing  rings  in  this  regard,  since  the  latter  may 
be  made  of  the  same  mixture  as  that  of  the  ware.  Even  in  this 
case,  however,  there  are  differences  readily  apparent  to  the  cera¬ 
mist. 

Neither  Seger  cones  nor  the  firing  rin<];s  are  satisfactory  gages 
of  the  efficiency  obtained  in  firing,  nor  can  they  be  used  during 
drying,  water  smoking,  or  cooling.  These  faults  have  aided  in  the 
development  and  use  of  indicating  and  recording  pyrometers. 
Nevertheless,  the  employment  of  cones  will  probably  continue 
for  many  years,  since  they  are  inexpensive  and  can  be  placed  at 
inaccessible  points  in  a  kiln  as  a  check  on  the  variation  of  heat 
conditions.  Also  their  use  requires  a  minimum  of  technical 
knowledge  and  training  of  the  burner. 

The  application  of  pyrometers  to  processes  in  the  ceramic 
industry  has  been  retarded  by  the  great  complexity  of  the  phe¬ 
nomena  accompanying  the  vitrification  of  ceramic  materials  and 
the  resultant  difficulty  in  correlating  temperature  measurements 
with  other  variables,  some  of  which  are  difficult  to  control  or  are 
unknown.  It  is  just  this  condition  which  we  believe  will  finally 
compel  ceramists  to  depend  entirely  on  pyrometers,  especially 
recorders,  to  determine  proper  rates  of  firing  and  the  best  finishing 
temperatures.  The  pyrometer  gives  at  least  a  true  indication  of 
temperatiu'e  and  temperature  variation  with  time. 

The  types  of  pyrometers  available  for  employment  by  the 
ceramic  engineer  are  (i)  thermocouple  (preferably  platinum, 
platinum-rhodium),  (2)  optical  pyrometer,  and  (3)  radiation 
pyrometer.  There  is,  of  course,  a  great  variety  of  p3rrometers 
and  thermometers  which  can  be  used  for  the  drying  operation  and 
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the  low  temperatures  employed  in  enameling  and  decorating. 
The  instruments  are  all  described  in  detail  in  other  sections. 

(a)  Installations. — In  kilns  fired  between  the  temperatures 
600  and  about  1450°  C  the  platinum,  platinum-rhodium  thermo¬ 
couple  is  the  most  useful  for  recording  the  temperatures.  This 
thermocouple  protected  with  a  porcelain  tube  and  an  extra  fire¬ 
clay  or  other  outer  tube  is  found  to  give  satisfactory  indications 
when  the  tip  of  the  protection  tube  is  extended  into  the  kiln  3  to 
4  inches  beyond  the  inner  face  of  the  wall.  Below  1 300°  C  it  is  bet¬ 
ter  to  immerse  the  couple  at  least  6  inches,  provided  a  sufl&ciently 
refractory  tube  is  used.  Above  1450®  C  adequate  protection  is 
very  difficult  and  the  general  practice  is  to  withdraw  the  couple 
and  tubes  imtil  the  tip  is  just  flush  with  the  inner  face  of  the 
wall  or  even  within  the  wall.  In  such  a  position  obviously  the 
lag  is  very  great,  and  also  the  indicated  temperature  will  be  con¬ 
siderably  below  the  correct  value.  Base-metal  thermocouples, 
which  can  not  be  used  above  1 200°  C,  are  more  easily  protected 
and  should  be  inserted  6  inches  or  more  beyond  the  inner  wall.  The 
best  position  to  install  the  couple  depends  upon  the  type  of  kiln 
and  its  peculiar  characteristics.  Generally  the  couple  is  inserted 
through  the  roof,  both  in  intermittent  kilns  and  in  continuous 
kilns  of  the  tunnel  and  chamber  types.  In  large  kilns  propor¬ 
tionately  more  couples  are  required.  For  example,  in  the  tunnel 
kiln  a  couple  installed  eveiy  20  feet  of  kiln  length  is  advantageous. 
One  of  these  should  be  in  the  hottest  zone.  Others  should  be 
opposite  combustion  chambers  or  grates,  so  that  separate  firing 
tmits  may  be  controlled.  In  more  complicated  kilns,  arranged  to 
preheat  air,  to  furnish  heat  for  chying,  etc.,  other  couples  are 
required.  At  present  many  manufacturers  must  do  their  own 
experimental  work  to  determine  the  best  points  for  installations. 
Portable  outfits  for  this  purpose  are  furnished  by  all  pyrometer 
manufacturers. 

The  recording  instrument  is  indispensable,  and  its  great  advan¬ 
tage  over  indicators  is  especially  well  recognized  by  ceramists. 
The  most  obvious  advantage  lies  in  the  ability  of  the  recorder  to 
indicate  plainly  the  occurrence  of  “setbacks”  or  otherwise  the 
steady  rise  in  temperature  of  intermittent  kilns.  This  use  alone 
is  sufficient  cause  for  the  employment  of  pyrometers  rather  than 
cones.  Multiple-point  recorders  are  best  for  tunnel  kilns  and 
such  intermittent  kilns  as  require  more  than  one  couple.  This 
recorder  may  confuse  the  records  of  a  number  of  small  kilns,  mak¬ 
ing  it  desirable  to  use  a  simple  recorder  for  each  kiln. 


292  Technologic  Papers  of  the  Bureau  of  Standards 

Radiation  pyrometers  are  of  value  when  thermocouples  can  not 
be  used  for  recording  temperatures.  Their  use  is  discussed  in 
detail  in  the  section  on  radiation  pyrometers. 

The  optical  pyrometer,  particularly  the  portable  form,  is  useful 
in  experimental  work  and  may  be  employed  to  great  advantage 
for  routine  adjustment  of  kilns  to  a  uniform  temperature.  It 
logically  replaces  cones  used  for  this  purpose.  “True”  temper- 
atiues  are  easily  obtained,  and  an  exploration  is  made  more 
quickly  and  accurately  with  this  instrument  than  by  observing 
the  condition  of  cones.  A  fire-clay  tube  of  i  inch  inside  diameter 
inserted  through  the  kiln  wall  and  e::tending  6  to  1 2  inches  within 
forms  a  very  convenient  means  of  measuring  temperatures  opti¬ 
cally;  otherwise  readings  may  be  obtained  by  sighting  through  a 
small  opening  onto  the  ware. 
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4.  BY-PRODaCT  COKE  INDUSTRY 

The  measurement  of  the  temperatures  in  and  about  a  by¬ 
product  coke  oven  is  attended  with  special  difficulties  aiising  from 
inaccessibility  of  parts  of  the  battery.  Measurements  may  be 
taken  at  some  points  with  comparative  ease.  If  the  construction 
engineer  is  informed  regarding  the  desirability  of  making  tem- 
peratxu^  measmements,  he  can  readily  provide  the  battery  with 
openings  for  the  insertion  of  thermocouples  and  for  the  use  of  the 
optical  p3n’ometer: 

(o)  Locations  for  Installing  Thermocouples. — Measure¬ 
ments  may  be  profitably  made  at  the  following  points,  which  are 
usually  accessible: 

1.  Waste-heat  flue  or  turmel  at  the  end  of  the  battery,  and 
possibly  on  each  side  of  the  battery. 

2.  Heating  walls  (and  recuperator  walls)  in  the  combustion 
flues  or  passages. 

3.  Regenerators,  either  individual  or  otherwise.  The  hot  ends 
are  usually  inaccessible,  but  can  very  well  be  made  accessible  at 
some  points. 

4.  Ascension  or  offtake  pipes  from  the  ovens. 

5.  In  vapors  and  in  coal  in  the  ovens. 

An  inaccessible  point,  and  one  where  probably  more  useful 
information  can  be  obtained  than  at  any  other,  is  near  the  surface 
of  the  oven  wall  next  to  the  coal.  It  is  possible  and  wholly 
practicable  to  provide  one  or  two  ovens  in  a  battery  with  holes 
in  the  walls  about  3  cm  in  diameter  and  extending  in  about  2  meters 
from  either  the  pusher  side  or  coke  side.  Thermocouple  pro¬ 
tecting  tubes  are  available  which  will  not  flux  with  silica  brick 
below  1300°  C,  a  temperatiu'e  never  intentionally  reached  at  this 
point. 

Thermocouples  are  commonly  used  only  at  point  No.  i  above, 
but  other  installations  have  occasionally  been  made  during  ex¬ 
perimental  work.  For  properly  controlling  a  battery  the  waste- 
heat  thermoelectric  p)rroraeter,  and  an  optical  pyrometer  for 
measiuing  heating-wall  temperatures  are  indispensable. 

The  thermocouples  best  suited  for  coke-oven  work  are  the 
platinum,  platinum-rhodium  couples,  and  the  chromel-alumel 
couples.  For  use  in  the  vapors  above  the  coal  in  the  oven  in  the 
offtake  pipe,  and  also  in  the  waste-heat  tutmel  (under  regenerative 
firing) ,  any  of  the  common  types  of  base-metal  couples  excepting 
copper  constantan  are  suitable.  For  permanent  installation  the 
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platintim  couples  should  be  of  wire  0.5  or  0.6  mm  in  diameter, 
protected  in  glazed  porcelain  tubes  of  “Usalite”  or  “  Impervite.” 
The  inner  insulating  tubes  should  be  of  the  same  material  tmglazed. 
This  porcelain  is  easily  cracked  by  sudden  heating,  and  the  suc¬ 
cessful  insertion  of  the  couple  into  a  hot  fiumace  is  difficult  to 
accomplish.  There  is  no  certainty  of  success  without  the  use  of 
a  watch  and  a  protection  tube  marked  each  centimeter  of  its 
lengfth,  so  that  the  insertion  may  be  made  slowly  and  steadily. 
Ordinary  tubes  (walls  2  to  3  mm  thick)  may  be  thrust  into  a  flue 
at  1200°  C  through  a  small  opening  without  cracking,  when  they 
are  inserted  at  a  rate  of  about  5  cm  per  minute.  Withdrawal 
should  be  made  at  a  rate  not  greatly  exceeding  this,  and  a  hot 
tube  should  not  be  allowed  to  touch  cold  objects  other  than  poor 
conductors  of  heat,  such  as  asbestos. 

The  waste-heat  tunnel  pyrometer  should  be  installed  as  near  the 
battery  as  possible  and  connected  to  a  single-point  recorder  placed 
conveniently  for  the  burner  and  foreman .  Special  attention  should 
be  given  the  cold  junction  of  the  couple.  This  should  be  buried 
imderground  or  placed  well  above  the  tunnel  roof  where  the 
temperature  is  not  greatly  influenced  by  the  heat  from  the  flue. 
Under  regenerative  firing  waste  gases  are  in  the  temperature 
range  200  to  350°  C  and  vary  100°  or  less  dining  reversal.  The 
recorder  should  have  a  total  scale  range  of  o  to  500°  C.  Records 
need  not  be  made  more  frequently  than  once  in  two  minutes; 
but,  if  it  is  desirable  to  connect  this  couple  to  a  multiple-point 
recorder,  more  than  one  point  on  the  recorder  should  be  used,  so 
that  records  are  made  at  least  every  five  minutes.  A  good 
thermocouple  properly  installed  at  this  location  will  probably 
last  for  a  number  of  years  without  serious  deterioration. 

In  nonregenerative  firing  waste  gases  leave  at  about  1100°  C, 
and  a  well-protected  platinum  couple  must  be  used.  It  is  best, 
to  employ  the  tubes  mentioned  above  with  an  additional  outer 
tube  of  fire  clay,  unglazed  porcelain,  etc.,  to  protect  the  glazed 
porcelain  from  corrosion  by  the  dust-laden  gases.  Fused  quartz 
can  not  be  used  here. 

(6)  Measurements  with  the  Optical  Pyrometer. — ^An  in¬ 
strument  with  a  scale  range  from  700  to  1400°  C  is  required.  A 
more  extended  range  will  seldom  be  used,  since  a  temperature  of 
1400®  C  in  the  battery  is  dangerous.  Heating  wall  temperatures 
can  be  easily  measured  in  batteries  having  observation  ports  above 
each  wall.  The  temperatures  obtained  by  sighting  on  the  nozzle 


Pyrometric  Practice  295 

brick  at  the  base  of  heating  wall  flues  have  a  very  remote  connec¬ 
tion  with  oven  temperatures,  but  such  measurements  are  of  great 
utility  for  controlling  the  battery.  Observations  should  be  made 
in  a  flue  in  which  there  is  no  flame  and  when  the  nozzle  opening 
is  plainly  visible.  Attempts  to  obtain  useful  information  by 
observations  made  on  other  points  in  the  flue  will  generally  be 
attended  with  failure  because  of  the  lack  of  black-body  conditions, 
particularly  in  the  upper  part  of  the  flue.  However,  temperature 
gradients  across  the  battery  may  be  adjusted  by  such  observations. 

Measurements  with  an  optical  p5rrDmeter  may  be  made  at  various 
other  points  in  a  battery  where  the  temperature  is  over  700°  C. 
It  is  difficult,  but  sometimes  possible,  to  obtain  a  fairly  good  value 
for  the  temperature  of  the  coke  in  the  oven  just  before  pushing  the 
charge.  This  can  be  done  only  in  ovens  in  which  the  top  layer  of 
coal  is  coked  well  enough  to  make  it  possible  to  clear  the  oven  of 
smoke  by  removing  a  lid  and  opening  the  offtake  pipe.  Observa¬ 
tions  upon  the  coke  during  pushing  as  it  emerges  from  the  oven 
are  practically  impossible  because  of  the  very  rapid  cooling  of  the 
coke  and  the  large  clouds  of  smoke  and  dust  which  arise. 

Observations  made  upon  the  oven  walls  after  pushing  are  sub¬ 
ject  to  very  large  errors  on  account  of  lack  of  black-body  condi¬ 
tions,  refraction  of  light  by  strong  convection  ciurents  of  air,  and 
especially  by  the  variation  in  emissivity  of  the  oven  face  with 
changing  layers  of  adhering  coke. 

(c)  Experimentai,  Measurements  in  Oven  Proper. — ^There 
remains  to  be  mentioned  briefly  the  methods  of  emplo3dng  couples 
within  the  coal  charge  dining  coking.  One  of  the  writers  has 
successfully  made  a  large  number  of  such  measurements,  employ¬ 
ing  chromel-alumel  thermocouples  insulated  with  fire-clay  nipples 
and  protected  in  ordinary  wrought-iron  pipes.  The  latter  were 
carefully  inspected  to  see  that  there  were  no  open  seams,  and  be¬ 
fore  using  they  were  thoroughly  cleaned  inside  with  dilute  acid 
and  dried.  Such  couples  quickly  deteriorate  and  the  protection 
tubes  must  be  removed  after  each  charge.  The  maximum  tem¬ 
perature  attained  is  about  1100°  C,  and  carbonization  is  rapid. 
The  couples  can  be  used  for  two  charges.  These  thermocouples 
are  inserted  through  holes  in  the  oven  lids,  preferably  in  the 
center  of  the  charge  (midway  between  walls).  Insertion  can  be 
made  easily  for  a  number  of  hours  after  charging,  since  the  center 
of  the  charge  remains  at  100°  C  for  half  the  coking  period  or 
longer.  The  heads  of  the  couples  must  be  very  strong,  as  con- 
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siderable  force  is  reqtiired  iu  withdrawing  the  couples  just  before 
pushing.  They  can  not  be  turned  because  the  soft  iron  at  1 100® 
will  collapse. 

Measurements  in  the  coal  are  difficult,  expensive,  and  have  sel¬ 
dom  been  attempted.  A  discussion  of  the  time-temperature  rela¬ 
tion  obtained  is  beyond  the  scope  of  this  paper.  These  measure¬ 
ments  are  more  properly  made  in  small  laboratory  furnaces  and 
ovens,  the  opportunity  afforded  for  research  of  practical  utility 
being  very  promising. 

5.  STEEL  MAEUFACTURE 

(o)  Blast  Furnace. — Temperature  control  of  blast  furnaces 
by  pyrometiic  methods  is  in  the  experimental  stage.  Measure¬ 
ments  with  the  optical  pyrometer  obtained  by  sighting  through 
a  glass  window  into  a  tuyb'e  show  temperatures  from  1600°  to 
above  1850®  C.  During  tapping  the  temperature  of  the  metal  in 
the  ordinary  iron  furnace  varies  from  1430  to  1475®  C  and  that  of 
the  slag  from  1430  to  1550®  C.  The  method  of  observing  these 
latter  temperatures  is  described  below. 

(6)  Bessemer  Converter. — It  is  questionable  whether  the  use 
of  pyrometers  will  ever  prove  fruitful  in  the  control  of  this  process. 
Observations  with  the  optical  pyrometer  on  the  apparent  tem- 
peratine  of  the  flame  are  of  little  value.  The  temperature  of  the 
steel  after  blowing  may  be  measured  with  the  optical  pyrometer 
by  sighting  on  the  liquid  metal  surface  when  the  converter  is 
tilted,  and  no  corrections  for  emissivity  are  necessary,  as  approxi¬ 
mate  black-body  conditions  exist.  The  temperatxue  dming 
pouring  may  be  obtained  as  described  later. 

(c)  Open-Hearth  Furnace — (i)  Dome. — ^The  temperature  of 
the  dome  may  be  meastued  with  the  optical  pyrometer  by  sighting 
on  the  inner  sxuiace  of  the  brick,  care  being  taken  to  avoid  flames 
and  fiune.  This  is  best  done  during  reversals  or  at  times  when 
the  flames  are  the  least  visible.  The  roof  temperature  varies 
from  1550  to  1750®  C;  but  by  means  of  pyrometric  measurements 
the  temperatiu'e  may  be  maintained  as  close  as  possible  to 
1710®  C,  the  melting  point  of  the  best  silica  brick. 

(2)  Slag  Pocket. — Base-metal  couples  installed  in  the  slag 
pocket  assist  in  maintaining  a  proper  supply  of  heat. 

(3)  Slag  Surface. — ^The  temperature  of  the  slag  surface  in  the 
furnace  may  be  measmed  with  the  optical  pyrometer,  no  correc¬ 
tion  for  emissivity  being  necessary  if  the  furnace  temperatme  is 
fairly  uniform.  Care  must  be  taken  to  avoid  sighting  through 
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brilliant  flames.  Slag  temperatures  are  as  much  as  1 50°  C  above 
the  temperature  of  the  metal  during  heating.  When  the  fire  is 
shut  off,  the  slag  cools  rapidly  and  may  be  75°  C  below  that  of  the 
metal  just  before  tapping. 

(4)  Metal  Bath. — Measurements  of  the  temperature  of  the  metal 
within  the  furnace  have  not  been  as  yet  reduced  to  routine  practice, 
although  much  investigational  work  has  been  done."  One  method 
is  to  immerse  an  Acheson  graphite  rod,  block,  or  tube  through  the 
slag  into  the  metal  until  it  has  attained  temperature  equilibrium 
and  then  raise  the  graphite  above  the  slag  surface  and  immediately 
observe  its  temperature  with  the  optical  pyrometer.  The  slag 
does  not  adhere,  and  no  correction  for  emissivity  is  necessary. 
The  method  may  be  modified  by  removing  the  graphite  quickly  and 
observing  the  cooling  curve  in  air  and  extrapolating  the  curve  to 
the  time  at  which  the  graphite  was  withdrawn  from  the  bath. 
A  similar  method  may  be  employed  in  spooning  a  sample  of  the 
metal,  the  optical  pjrrometer  being  sighted  on  the  clear  liquid 
surface.  In  this  case  the  corrections  for  emissivity  given  in 
Table  16  should  be  made. 

A  few  successful  observations  have  been  obtained  by  immersing 
a  special  refractory  tube  into  the  metal  and  sighting  into  the  inside 
of  the  tube  with  the  optical  pyrometer.  The  tube  was  made  of 
steel  tipped  with  an  Acheson  graphite  tube  and  protected  by  a 
fire-clay  sleeve.  Precautions  must  be  taken  to  remove  the  smoke 
from  the  line  of  sight.  All  of  these  methods  are  inconvenient, 
but  afford  about  the  only  means  so  far  devised  for  obtaining  the 
temperature  of  the  metal  before  tappii^. 

(d)  Tapping  and  Teeming. — ^The  temperature  of  the  clear 
metal  in  tapping  and  teeming  may  be  easily  and  accurately 
measured  by  the  optical  pyrometer.  The  observer  should  stand 
from  10  to  20  feet  from  the  stream  and  avoid  sighting  upon  the 
slag,  which  appears  as  bright  patches  on  the  clear  metal  smdace. 
Corrections  for  emissivity  are  applied  as  shown  in  Table  16. 
This  table  gives  also  the  emissivity  corrections  for  slag,  tempera¬ 
ture  measmrements  of  which  are  occasionally  desirable. 

(e)  Rolung,  etc. — ^The  oxide  formed  on  the  surface  of  iron 
or  steel  heated  in  air  readily  scales  and  does  not  adhere  v/ell  to 
the  metal.  This  results  in  a  film  of  air  between  the  two  surfaces 
and  a  considerable  lowering  of  the  outside  temperatm^.  It  is 
accordingly  necessary  to  remove  the  loosely  adhering  oxide  before 
making  a  temperatm^  measurement.  In  many  processes,  such  as 
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tolUng,  this  is  done  automatically,  and  the  optical  p3n:ometer  may 
be  sighted  directly  upon  the  outside  siurface.  This  method  has 
proved  especially  aulvamtageous  for  steel  rails  while  passing  through 
the  rcrfls.**  Thus  in  four  rail  mills  it  wais  found  that  the  ingot 
temperatures  vary  from  1075  to  1150°  C,  and  the  finishing 
temperatures  of  the  rails  from  880  to  1050“  C.  The  measure¬ 
ments  aire  capable  of  am  accuracy  of  10®  C,  so  thatclose  temperature 
specifications  may  be  employed  and  greater  uniformity  of  the 
product  secured.  The  corrections  for  emissivity  are  usually  negli¬ 
gible,  but  are  given  in  Table  16. 

The  temperatures  measured  by  the  optical  pyrometer  are  for 
the  outside  surface  of  the  thin  coat  of  oxide  adhering  after  the 
flaiky  oxide  is  chipped  off.  There  still  exists  a  considerable  tem¬ 
perature  gradient  through  the  remadning  film.  The  relation  be¬ 
tween  the  temperatures  of  outside  and  inside  surfaces  of  the  oxide 
is  apparently  faiirly  well  given  by  the  following  table." 

Tenqpeiatures,  Degrees  Centigisde 
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0.  TBMPBRATDRES  OF  METAL  SURFACES 

The  measurement  of  temperatures  of  metal  surfaces  is  of 
importamce  in  many  investigational  problems.  If  the  sxnface  is 
auxessible  and  above  a  red  heat,  the  optical  pyrometer  may  be 
employed,  corrections  for  emissivity  being  applied  to  the  readings. 
At  lower  temperatures  the  radiation  pyrometer  might  be  employed, 
but,  in  general!,  it  is  unsatisfaictory  below  600°  C.  The  most  suit¬ 
able  method,  especially  for  steam  pipes,  surfaices  of  stoves,  etc., 
is  by  use  of  thermocouples.  A  special  form  of  mounting  must  be 
made  to  reduce  to  a  minimum  the  effect  of  heat  conduction  along 
the  couple.  Two  small  holes  are  drilled  into  the  surface  to  a 
convenient  depth  aind  the  baire  end  of  each  wire  of  the  couple  is 
peened  into  the  sepau^te  holes.  The  ordinary  welded  jimction  is 
accordingly  not  employed,  the  circuit  being  closed  through  the 
metad  surface.  If  the  holes  are  drilled  sufficiently  close  together 
that  no  serious  temperature  .difference  exists  at  the  two  points, 
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the  introduction  of  a  short  length  of  iron,  as  a  steam  pipe,  produces 
no  effect.  The  temperature  measured  is  that  of  the  metal  smiace 
surrounding  the  point  where  the  couple  wires  are  peened,  and  if 
the  wires  are  sufficiently  small  compared  to  the  size  of  the  surface 
the  temperature  of  which  is  required,  the  conduction  loss  is 
negligible.  This  method  has  been  employed  in  the  measurement 
of  heat  transmission  through  boiler  tubes,“  and  by  this  Bureau 
successfully  for  temperature  measm-ements  of  steel  girders  em¬ 
bedded  in  concrete  and  subjected  to  fire.  For  problems  of  the 
latter  type  it  affords  about  the  only  means  for  assuring  that  the 
temperatvure  of  the  metal  itself  is  being  observed. 

xm.  CONCLUSION 

The  rapid  development  in  the  application  of  pyrometry  to  the 
technical  industries  has  been  responsible  in  no  small  measure  for 
the  remarkable  advancements  characterizing  all  industrial  proc¬ 
esses  requiring  heat  control. 

The  history  of  the  application  of  pyrometric  methods  to  techni¬ 
cal  processes  dates  from  several  centuries,  but  the  major  develop¬ 
ment  has  been  effected  in  the  past  20  years,  and  the  rate  of  develop¬ 
ment  is  increasing. 

A  decade  ago  the  word  pyrometry  required  definition  for  the 
average  being.  Few,  if  any,  technical  schools  considered  the 
subject  in  their  curricula.  To-day  pyrometric  engineering  is  a 
profession,  and  one  which  promises  tmlimited  opportimity. 

With  this  recent  growth  of  the  industrial  applications  of  pyrom¬ 
etry  it  is  not  surprising  that  the  subject  of  pyrometry  itself 
should  have  made  rapid  strides.  New  instruments  are  devised, 
new  methods  perfected,  until  at  present  a  large  pyrometric  instal¬ 
lation  may  be  as  extensive  and  intricate  as  a  central  telephone 
station. 

This  treatise  has  contained  nothing  of  the  historical,  and  the 
purely  scientific  aspects  of  p)rrometry  have  been  intentionally 
subordinated.  It  purports  to  describe  practical  methods  in  use 
in  the  industries  for  the  year  1920.  No  doubt  much  will  be  anti¬ 
quated  in  another  half  decade. 

In  conclusion,  the  writers  desire  to  express  their  appreciation 
for  the  many  valuable  criticisms  offered  by  their  colleagues, 
especially  Messrs.  Waidner  and  Mueller,  during  the  preparation  of 
the  manuscript. 

Washington,  February  ii,  1920. 
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TABLE  I. — Conversion  Table  Degrees  Centigrade  to  Degrees  Fahrenheit 
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TABLE  IV. — CclibntiMi  Data  of  RafcaaentatiTe  Couples 
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« B  rtpTtaenXs  mean  calibration  by  X7.  S.  Bureau  cf  Standards  of  iron-ccnstantan  couples  frosn  all 
aonrces.  L  represents  mean  calibration  of  Leeds  &  Northrup's  iron-constantan  couple. 
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TABLE  V. — ^Bml-tempentim  data  for  Pt-40  Pt  10  Rh  Thennocouple  as  determined  by 
the  Geophysical  Laboratory.  (Adams,  BuU.  A.  L  M.  M.  E.,  ISO,  p.  2111, 1910) 
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PTROMBTRIC  INSTALLATIONS 


Pig.  i66. — Oneof  the  kigh-lemperaturemeasurement  laboratories  at  the  Bureau  of  Standards 

In  the  lofesnmnd  ere  placed  some  industrial  types  oC  optical  and  radiation  pyrometers.  The  c^>setvet 
on  the  right  is  sighting  into  a  ''black  body''  furnace  with  the  primary  standard  optical  pyrocneter 


Fig.  i6y.—Otuof  the  high-temperaturemeasuremenf  laboratories  of  the  Bureau  of  Standards 

la  the  foreground  are  shown  some  induttrial  types  of  thcnaocniples  and  mUlivoltmctcn.  Putnacesfor 
mdtiiif  standard  melting-point  metals  ore  shown  in  the  backnound 
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FtG.  l68. — Six-point  indicator  with  two  temperature  scalec — one  for  rare-metal  couples  in 
high-speed  steel  furnaces  and  one  for  base-metal  couples  in  carbon-steel  furnaces 
limt  of  a  largo  Philadelphia  tool  company 


Fig.  169. — Two-point  indicator  »»  a  furnace  for  heat  treating  airplane  engine  cylinders 
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Fio.  170. — Eighteen-point  indicating  Pyrometer  in  rear  of  furnace  of  a  malleable  steel 

company 


Fig,  171. — Measurements  of  furnace  temperature  with  the  optical  pyrometer 

Th«  opecator  is  sightinir  with  the  disappeahng-filament  pyrometer  iato  a  furnace  through  a  small  obser* 
vation  h<4e  in  the  door.  True  temperatures  are  obtained,  since  fairly  good  black-body  conditions  are 
asaured  (if  the  temperature  distribution  In  the  furnace  is  sufficiently  uniform) 
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Fig.  172. — Measurements  of  temperature  of  a  tool  with  the  optical  pyrometer 


The  operator  U  sishtmii  with  the  disappearins-filament  pyrometer  at  a  $>nail  tool  undereom^  heat  treat* 
meat.  Since  the  temperatute  irtay  be  estimated  to  within  5**  C.  the  most  exacting  speciheations  for  heat 
treatment  can  be  followed 


Fig.  173. — Measurements  of  ingot  temperatures  with  the  optical  pyrometer 

The  operator  is  sighting  with  the  disappearing*filament  pyrometer  on  an  ingot  which  is  pacing  from  the 
furnace  to  the  rc^s.  Although  the  observation  is  being  made  in  the  open,  practically  tme  temperature  of 
the  oxide  surf^re  is  obtained  on  account  of  the  very  high  emissivity  of  iron  oxide.  Small  correctiems  for 
emiativity  amounting  to  less  than  10*  C  may  be  applied  when  necessary,  as  shown  in  Table  x6  of  the  Ust 
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Fig.  174. — Measurements  of  forging  temperature  with  the  optical  pyrometer 


The  operator  is  sishting  upon  an  ingot  during  the  forging  process.  In  this  manner  the  s|)ccifications  for 
forging  temperature  of  high-grade  steel  may  be  closely  followed 


Fig.  175. — Use  of  pyrometry  in  ihe  ceramic  industry 


Rarc>mcCiU  thennoconples  ai«  shown  installed  at  intervals  of  as  feet  through  the  topof  a  tunnel  kiln.  The 
wifinf  is  in  conduit  with  outlets  for  connection  to  the  thermocouple  heads.  Asbestos-covered  compensated 
esttfuioa  wire  removes  the  cold  function  to  a  pmot  some  distance  from  the  kiln 
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Fig.  l^6. — Automatic  signaling  control 

In  the  upper  ooraers  of  the  illustration  are  shown  indicators  and  colored  dectric  lights  mounted  cai  panel 
boards.  The  signals,  made  by  the  red.  white,  and  green  lights,  and  by  the  auxiliary  indicators  are  coo- 
tfoUed  by  a  recorder  equipped  for  automatic  signaling.  The  recorder  is  connected  to  thermocouples 
installed  in  the  furnaces 


Fig.  177. — Furnace  room  of  a  steel  plant  where  high  grade  automobiL  /arts  are  heat  treated 

Thermocouples  are  installed  iit  each  furnace,  and  a  niuitiple*’ixnnt  indicator  is  shown  mounted  on  a 
cdumn  in  the  center  oi  the  room 
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Fig.  178. — Pyrometrtc  recorders  tn  a  superintendent  s  office 


The  thermocouples  installed  in  the  furnaces  shown  In  Fiff-  177  are  connected  to  recorders  in  the  supenn* 
tendent's  office.  A  continuous  record  is  accordin^y  obtained  of  the  operation  of  each  furnace 


Fig.  170. — Central  pyrometer  station 


In  a  laree  plant  it  is  frequently  desirable  to  install  all  retarders  in  a  sinsle  room.  An  attendant  has  charge 
of  the  installation  and  the  maintenance  of  the  records 
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Fig.  180. — Central  pyrometer  station 


The  recorders  are  equipped  with  devices  for  operating  the  relay  switches  at  tl  left.  By  this  means 
dectric  furnaces  are  maintained  automatically  at  specified  temperatures 


Fio.  181. — Automaticiemperature  control 


View  of  another  ioitalUtion  of  autotnatic  ctmtrol  devices 
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Pig.  182. — Automatic  temperature  control 

The  electromagnetic  switch,  operated  by  the  relay,  which  in  turn  is  operated  by  the  recorder,  is  &how*n 
in  greater  detail 


Fig.  183. — Central  pyrometer  station 

The  photograph  shows  one  corner  of  a  large  central  station.  The  plug  board  above  is  used  for  connecting 
the  multiple-point  recorders  to  any  combination  of  furnaces.  The  switchboard  is  ufcd  for  connecting 
otmples  to  the  potentiometer  indicator  and  fc^  transmitting  signals  to  the  furnace  room 
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Fig.  184. — Theforeman's  office  in  a  pottery 

The  foreman  has  in  hand  the  oomt^ete  record  of  the  firing  of  *  kiln.  Qoae  study  of  such  rcooids  in  cofie^ 
IstioQ  with  the  quality  of  the  ware  produced  is  doing  much  to  retrace  art  by  science  in  the  ceramic  industries 


Fig.  185. — Heat  treating  department  of  a  large  plant 

Badi  one  of  the  many  furnaces  is  equipped  with  an  indicator  and  with  colored  signahng  lamps.  Such 
control  results  in  the  producUon  ol  a  t^orm  and  high  frade  moduct 
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Reoordmf  pyrometers .  17,134-164 
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radiation  pyrometer .  9.97 
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